CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory /5 (1
I

B0 -000 3273 maintained by the Tucson Police Department
Crime Laboratory Pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program. .

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C, R13-10-104.A.2,
for a 0.100AC solution are 0.090AC t0 0.110AC,

Date: ¥-4-0¢ Cal_0.097 AC Cal2_0.¢9y, AC

Between the dates of 3-//1.p¢ and _4-~4-o0g
the instrument was operating properly and accurately.

The instrument was taken oyt of service for repair on N/R
The instrument was returned to service on /A

Clare L. Conley

Y-11-0g

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this , day of
QFQ, { . 2008 .

ekt e

HOTARY PUBLIC-ARIZ

nEriCIAL SEAL

KATHY A. KINNEY /;{"77'\ l’j-m

oitiA COUNTY /

My Comm. Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C, R13-10-104.A.5

Pursuant to section 28-1 327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucsor Police Department,



ARIZONA DEPARTMENT OF PUBLIC SAFETY ‘ 1’%’]

STANDARD Quap 1Ty ASSURANCE PROCEDURES _
INTOXILYZER Mopgy, 8000 U"

STANDARD Quaprpy ASSURANCE PRoCEDURE /\611 \ 2,0‘3%
b

or:} SPECIALIST Cz{are OPY\ ’% AGENCY Tucson Police Department
DATE Y. y.pg

TINE O6OY

INTOXILYZER sgpyar, #_G0-000 333 LOCATION _ Crumee Lo £
‘ —=- 00328 —

(vy 1, Display reagg "PUSH BUTTON To START”

DIAGNOSTIC TESTS

‘/) 1. Clock time check .
() 2. Date chack .

OPERATIONAL TESTS

( b1, Alcchol-free subject tegt result 0. oo AC,
( ) 1td i

SIGNATURE U AL

Drsg Form Exh G-4 (Rev. 05-01)

Pursuan; 4o Section 28-1327, frizang Revised Statutes, thie documen; i5 o certified duplicaze of the information Contatmed in
computer Storage devices of the Tucson Poijce Department



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number - 80-000323

04/04/2008 06:10:42
Standard Lot#: 7066011

Last Changed By: S. CIONE #50616
QAS: C. CONLEY #34517
TUCSON D

Operator: . CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M ‘ Weight: 111

15 Minute Deprivation Period? vesg

Test g/210L Time

Air Blank 0.000 06:11:34
Diagnostic Tegt Pass 06:12:02
Air Blank 0.000 06:12:29
0.700 Cal Check 0.097 06:12:48
Air Blank 0.000 06:13:17
Subject Test 0.000 06:15:32
Air Blank ABT* 06:15:39
Air Blank 0.000 06:16:07

*Sequence Aborted

Not a Successfully Completed Test Sequence

Fursuzny 1 Secuon 281327, Arizopa Revised Stmmes, thie Anzumen: i«
SIOTAZE. Gevicms 0f the Tucson Folize Derparmmeny,

................ 15 a eemtified duplizate pf fos mformation conrained in compmer



INTOXILYZER 8000 '54\0
Location: Tucson popreg DEPT |

Serigl Number - 80-000323 C}A
04/04/2008 06:16:12

Standarg Lot#: 7066011 /ﬁﬁ
Last Changed By: S. CionEe #50616

QAS: (. CONLEY #34517

TUCSON PD

Operator: . CONLEY #34517

TUCSON PD

Subject: TEST, SQAPD
DOB: 1171171119
Sex: M . Weight: 111

15 Minute Deprivation Period? ves

Test g/210L Time
Air Blank RFI* 06:16:45
Air Blank Ipg** 06:16:54

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Purs ; 1352 ‘ i his o ; ifiegd { :
UZET 10 section 28 1527, Atizoma Revised Sumrras this docamen 1S 2 eemtified dupiizare of e mormation containe

g o di
SIOTage Geviess of the Tucson Folie Deparment. " o



Location: TUCSON POLICE DEPT
Serial Number - 80-000323

INTOXILYZER 8000 L} {g.'
Co~

04/04/2008 06:17:06

Standard Lot#: 7066011

Last Changed By: 5. crong #50616 ,45\
QAS: C. CONLEY #34517

TUCSCN pD

Operator: ¢. CONLEY #34517

TUCSON PD

Subject: TEST, SQap
DOB: /1171111
Sex: M ‘ Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:18:00
Diagnestic Test Pass 06:18:27
Air Blank ¢.000 06:18:55
0.100 Cal Check 0.097 06:19:13
Air Blank 0.000 06:19:43
Subject Test 0.035%* 06:22:51
Air Blank ¢.000 06:23:23
Air Blank 0.000 06:23:50
Subject Test XXX ** 06:24:11
Air Blank 0.000 06:24:45

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuznt vg seey; 132 i i hie o et A t2in oD
Ttuon 28-1329. Arizona Reviged Stanrrar his SOCIMIN IS & eertified domds f tne it
-0 I i T SRR OUTERET iz 2 veriified qup LZars of tne mic 100 € zd 3
SIeTage devicss of the Tussen Fojien Dreparomen;, ‘ ‘ T Fomamed in gy



INTOXILYZER 8000
Location: Tucson POLICE brprT Q ’,
Serigl Number: 80-000323

04/04/2008 06:25:00

QAS: C. CONLEY #34517 ‘ ’\511
TUCSON PD

Test g/210L Time

Air Blank 0.00¢ 06:25:28
Cal Check 0.096 06:25:4¢
Air Blank 0.000 06:26:18

Operator's Sign&ture

Pursuanr 1 S=tuon 28-1327, Avizons Revised Stanuras yhic dommnem iz 5 seTiified duptizme of the mioTmation comame

: - ‘ d 0 compmer
SIOTage. devieas of the lucson Poiiee Deparmment o



——————— -

THIS REPORT PREPARED PURS UANT TO putTy IMPOSED RY
A.A.C. Ri13- 10-104 (n)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDAERD QUALITY ASSURANCE PROCEDURES \0 &f}
INTOXILYZER MODEL gppg
(G¥N

0
S, »t.l\'w)
QA Specialige aﬁf't (’*f\ i AGENCY Tucson Police pe &rtment
DATE Y-4_oyg

TIME _ oto08
Intoxilyzeyr Serial # 0000323 Locaticn Cm\m.q_ Lol
—s=s

STANDARD CALIBRATION CEECK PROCEDURE /l';\

)

Pour a standarg alcohol concentration solution ac,
into a clean dry simulatox and assemble the simulator. Ensire

() 2. Intoxilyzer 8000 display reags “PUSH BUTTON 7o START”

(v ) 3. o to the “Control] Te€Sting Meny~. Select “p» f£o, dry

control tegt °r *W* for wet contrpl test. After
Selection ig made presg ENTER.

Air blank Completed.

AC,
Alr blank completed.
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Remove printeg record. Attaeh the record ro the completeg
checkligt

SIGNATURE OIM C‘_:’:t t_‘t'

DPS Form Exh G-2 {Rev . 05-01)

Pursuans 1 Section 28-1327, Arizong Revised Statutes, this documen; s a cert

irted duplicare o the information contained in
computer storage deviegs of the Tucson Police Deparimen;



Pursuam: 10 s=Cron 2R-

INTOXILYZER 800¢

" Location: TUCSCON POLICE DEPT -

Serial Number: 80-000323
04/04/2008

QAS: C. CONLEY #34517

TUCSCON pD

Test g/210L Time

Air Blank 0.-000 06:08:57
Cal Check 0.097 06:09:16
Air Blank 0.000 06:09:45

Uans L.

Operator's Signature

1327, Arizons Revigad Stanrrar vz COTumem g 5 eertified duplicare of fie

STOTEEE devicms of the Tucson Pojipe Deparmem

micTmanon containeg 0 compier



