CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Departmeri Crime Laborators
270 8 Stone Avemue Tucson AZ 83701-19]17
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I hereby certify that these documents are a rue and correct copy of the N i

periodic maintenance™® for the Intoxilvzer 8000 Serial Number
R0-0003273 maintaimed by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Pubiic Safety for a quality assurance program.

A guality assurance specialist (QAS) tested the instrument on the following
dates, The acceptable accuracy limits, as defined m A.A.C. R13-10-104.A2,
for 2 0.100AC solution are 0.090AC 10 0.110AC.

Date:ﬁ{gﬂ{ﬂﬂ Call _D.04L AC Cal2 0.095 AC

Between the dates of %éj ,3;2‘? and ﬂzﬁg#jn?
the instrument was operating properly and accurately,

The instrument was taken out of service for repair on _~—
The mstrument was returned to service on _—

Sanh) Cont

Sarah L. Cione
a/24/09
ADPS QAS Permit # 33335
SUBSCRIBED AND SW@RN to before me this , day of
§:z .20 09 .
. s -
( .. OFFIGIAL SEi.
N{}mr}' Publj: 1 l.l:_...—'--" .._: 2 .rll. 1._.': .":E. -::1: :'pt': .-L :E
| b= =) KOTARY PUBLIC-ARIZONA
B i A 3 T A = Srs) PIMA COUNTY
*Includes documents specified in AA.C. RI>-16-104.A5 B ‘_,_I_,__I' s (s A

Pursoant to section 28-1327, Arizona Revised Stanmes. this document is 2 certified dupiicate of the
information contained m computer storees devices of the Tuzsor Polics Deparmment



EXHIBIT G-4 I OF I—?sc

THIS REPORT FPREPARRED PURSURNT TO DUTY IMPOSED BY
L.A.C., R13-10-104(A)

ARIZ0OWA DEPARTMENT OQF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES kﬁ
INTOXILYZER MODEL 5000

STANDARD QUALITY ASSURANCE PROCEDURE \'ﬁ'
0A SPECIALIST SAAN c;'on.{ AGENCY Tucson Police Department
DATE Qf;?"-f'/a‘? TIME 005

INTOXILYZER SERIAL # 9’0-—0’00323 LOCATION ﬁr,'m.;_iﬂb

( \/a 1. Display reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS

iix ) 1. Clock time check.
[vf v 2. Date check.

Jl

OFPERATIONAL TESTS
[){j ) Alocohol-free subject test resulc 0. I!{lﬂ B,
{ ! Error recognition legic system functioning:
Mot a Suceessfully Complsted Test Seguence printed

vf 3. Proper sample recognition system.
Mot a Successtully Completed Test Seguence printed
V/ Deficient sample printed.

} 4. Standard Calibration Check standard 0. _fH{r AC

Result: D[lﬁﬁ A

[ud

i
L

i
L]

Instrumant is operating preperly and accurarely. YES ﬁf Lo

COMMENTS

stanature _Spnoh Cipnd
E ,

DFS Form Exh G-4 (Rew. 05-01)

FPurswant to seciion 28- 1327, Arizona Revised Statutes, this document &5 a cerified duplicate of the information contalned in
comphiter starage devices of the Tucsan Police Department
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT k\
Serial MNumber : 80-000323

09/24/2009 10:06:39

Standard Lot#: 8112011

Last Changed By: C. CONLEY #34517

QAS: 8. CICONE #5066

TUCSON PD

Operator: §. CIONE #50616

TUCSON PD

Subject: SQAFR,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Periocd? Yes

Test g/210L Time

Air Blank 0.000 10:07:44
Diagnostic Test Pass 10:08:=11
Air Blank 0.000 10:08:38
0.100 Cal Check 0.097 10:08:57
Air Blank 0.000 10:09:26
Subject Test 0.000 10:09:47
Air Blank 0.000 10:10:14
Five Minute Wait ABT*

Air Blank 0.000 103210357

*Sequence Aborted

Not a Successfully Completed Test Segquence
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Bof Tee

AN

Serial MNumber : 80-000323

09/24/2009 10:211:07
Standard Lot#: 8112011

Last Changed By: C. CONLEY #34517
QAS: 5. CIONE #50616
TUCSON PD

Operator: 5. CIONE #5066
TUCSON FD

Subject: SQAP,TEST
DOB: 11/11/1111

Sex: F Weight: 1

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank BFI™ 10:11:34
Air Blank IPpS»= 10:=71:42

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pureuant 1o section 281327
Sierags Sevicess of the Tuzson Poliss Deparenes

» ATizons Foevised Suaaes this docsment 5 sonia

ed dupiizate of the informetion conmun=: = somore
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT /‘DL\
Serial Number : 80-000323 \
09/24/2009 1C:=11:48

Standard Lot#: 8112011

Last Changed By: C. CONLEY £34517

OAS: S. CIONE ' #50616

TUOCSON FD

Operator: S. CIONE #50616

TUOCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 10:12:32
Diagnostic Test Pass 10:12:59
Air Blank 0.000 10:13:27
0.100 Cal Check 0.096 10:13:45
Air Blank 0.000 10:14:15
Subject Test 0.130* 10:17:23
Air Blank 0.000 10z17:55
Air Blank 0.000 10:18:23
Subject Test AN xx 10:18:49
Air Blank 0.000 10:19:22

*Deficient Sample
**Invaiid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Fursuant w seonon 251317, Agizone Fosvised Sttt thls dosumen 15 eetis
merkge dovices of the Tucsen Polize Dieparmmes:

244

=0 duphicats of the nfommetion sonsunes o commme:



INTOXILYZER BOO0
Location: ‘[UCSON POLICE BEPT

af g ’
Serizl Nusber: 80-000323
£9/24/200% 10:19:37 A%

standard Lot#: 8112011
Last Chang=d By: C. CONLEY #34517

QAS: S. CIOHE #50815

TUCSON PD

Test g/f20n Time

Air Blank g.000 18:20:05
cal check 0.095 10:-20:-23
Air Blank 0.00G 10:20:53

i dgﬁ éi ons

Operator's Sigunature

Fimzeant e szouen 181307, Armmens v Sagrres fic day
Aorass Sovicag i the Tucwon Foiice eprew

=M i3y eomiiv=d foiiozie of the mitrmoT (ORI T OIS



EXHIBIT G-2 C? G‘F 7

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY AUL\L ,\

STANDARD QUALITY ASSURANCE PROCEDURES 5
INTOXILYZER MODEL 8000 \Ql

STANDARD CALIBEATION CHECHE PROCEDURE

QA Specialist €gmb{:{gﬁg AGENCY Tucson Police Department
DATE Q(z*‘-ﬂ!ﬂ"l‘ rive 10:05
Intoxilyzer Serizl § Pﬂ—ﬂng Location M qu

{/} 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration sclutien 0. 100 AC.
OR
Pour a standard alcohel concentration solution AC,

inteo & clean dry simulator and assemble the simulator. Ensure
that & tight seal has been made. Turn on the simulator and

VX allow temperature te reach 34°C + 0.Z°C
} 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
v

) 3. Go te the "Contrel Testing Menu”. Select D" for dry
control test or "W for wei control test. After
Sselection i5 made press ENTER.

Air biank completsd.
Calibration check completed. Test results &-Qﬂ‘! AC.

Air blank completed.

-

(138

=] o N &
. & . O

Remove printed record. Attach the record to the completed
checklist.

SIGNATURE ;gmaf} Cront

DPS Foarm Exh G-2 (Rev. 05-01)

Pursuani to seciion 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the Information contained in
compter storage devices of the Theron Paliee Depariment.
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INTOXILYZER 8000

Location: TUCSON PGLICE DEPT

Serial Number: BO-(30323

09/24/2009 10:05:14

Standsrd Lot#: 8112001 /<’J\\

Last Changed By: C. CONLEY #34517
QAS: 5. CIONE #5066
TUCS0N PD

Test g/ 210L Time

Alr Biank 0.0o00 TRid5:42
Cal Check 0.095 1oz 0601
Air Biank 0. 000 10:-C6h: 30
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