CERTIFICATION by CUSTODIAN of RECORDS

= Tucsor: Police Departme Crimi‘ If&t:rfiﬂt?'
\\V 770 S, Stone Avenus Tucson. AZ &5701-191 6\
4 1 f mﬂ /ﬁ\ @
A .
1 hersby certify that these documents 212 2 TR ‘!&Qx mﬁ\-\m‘f QLR \”\"\1
periodic maintenance™ for the Intoxilyzer 8000 Serial Nur:f:bsr Y
&0 - 200323 maintained by the Tucson Police Department

Crime Laboratory pursuant to the raquirements of the Arizona Deparument
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptabie accuracy limits, as defined in ALA.C. R13-10-104.A2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: '® 23 o9 Call_¢0.097 AC Cal2 0©.09% AC

Berween the dates of _9 -2 - 09 and_/0-23-29
the instrument was operating properiy and accurately.

The instrument was taken out of service for repairon N/A
The instrument was returned to servicson N/ B

Uane ol

T
Clare L. Conley

19-27. 09

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this__ 2 7 7% . day of
(_hboy 2005

%4/«{#/ fhnindel ks

- OFFICIAL SEAL {
Notary Public [t AM. HERNANDEZ |
| 1= s b wOTARY PUSLIC-ARZONA | )
“includes documents specified in A.A.C. R13-10-104.4 5 S, PIMA COURT

Pl.ﬁu:.nj to section 281327, Arizonz Revised Statutes, this document 15 a czrtified dupiscate of the
miormatiop contined fm compmuar storage gevices of t22 Tucson Poiice Devartme:



DEHIBIT G-4
THIS REPORT TREPARED PURSUANT TC DUIY IMPOSZD 3¥
A.A.C., RIZ-10-104(2

ARTZONA DEPRRTMENT OF PUBLIC S&FET

A

STANDARD QRUALITY ASSURANCE PROCEDRURES
INTCHILYZIER MODEL BOOO

| y?
QU

ETANDARD QUALITY ASSTJRI‘-_M-:EIPRCICEDURE /Qj\’\ r\?’\ﬁ%
W

of BEPEZIATIST Giaﬁ’a aniiuk AEGENCY Tucsﬁn Polige Department
/

DETE (D-22-29 TIME Q935

INTOXILYZER SERIAL $# Sb-C090323% Loc2TION _ Unomea Lo b

{ ¥ 1. Digpley reads “PUSH BUTTON TO STARTY
DIAGHOSTICZ TESTS
o) Clock time chack.

x
{ @) 2. Date check.

OPERATIONAL TESTS

{ ) 1. Rlcchel-free subject test result 0. O AZs
(o~ 2. Error zecognition legic system functisning.
NGt a Successiully Completed Test Stguence printed
{ ) 8. Proper sample recsgnitlion system.
Mot & Buccsssfully Completsd Test Seguence printsad
Deficiant sample printed.
~ 1 4. Btandard Calibrarisn Chsck standard 0, /B0 AC
Result: §. Dﬂg F

Tnstrument is operating propesrly and accurazely. YEEIFH HE

comenrs N, .

SIGNATURE O,E.{J.M Mtﬂ

il

DPS Form Exh C-4 '[Rev. 0

Ln
|
o
[

Prrsiant to section 28-1377, Arizona Revised Stamies, this document iz a certified duplicate of the mifrmaion contained 16
compater sorage gevices of the Tucson Police Desariment



INTOXILYZER 8000 %
2K

Location: TUCSON POLICE DEPT

Serial Number - 80-000323

10/23/2008 09:41:30 \)
Standard Lot#: 8112011

Last Changed By: C. CONLEY #343517 /(6\\
QAS: C. CONLEY #34517

TUCSON PD

Cperator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 09:42:17
Diagnostic Test Pass 09:42:44
Air Blank 0.000 09:43:12
0.100 Cal Check 0.096 09:43:30
Air Blank 0.000 09:44:00
Subject Test 0.000 09:44:28
Air Blank ABT* 09:44:35
Air Blank 0.000 09:45:03

*Sequence Aborted

Not a Successfully Completed Test Sequence

Purswant 1o seetion 28-1327, Arzoni Rewvised Statates, this document 15 o centified duplicate of the infonmation contained in computer
storage devices of the Tueson Police Depariment.



INTOXILYZER 8000 3%%

Location: TOCSON POLICE DEPT

Serial Number : 80-000323 Qo
10/23/20089 09:45:15

Standard Lot#: B112011I

Last Changed By: C. CONLEY #3457 /{D\\
QAS: C. CONLEY 5 #34517

TUCSON PD

Operator: C. CONLEY 34517

TUCSON PD

Subject: TEST,SQAP
poB: 11/11/11 11
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/ 2i10L Time
Air Blank RFi* 09:45:41
Air Blank Ipg®= 09:45:50

*RFL Detect
**Improper Sample

Not a Successfully Completed Test Seguence

Pursuznt to section 28-1327, Anzona Revised Statutes, this document i5 a certified duplicate of the information contmned in computsr
storage devices of the Tucson Police Department.



INTOXILYZER 8000 2 %q’

Location: TGCSON POLICE DEPT

Serial Number : 80-000323 Q}Jk
10/23/2009 P9:45:57

Standard Lot#: 8112011

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Operator: €. CONLEY #34517

TUCSONR FD

Subject: TEST,SQAP
DOB: 11/11/11 1
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank 0.000 09:46:44
Diagnostic Test Pass 09:47:11
Air Blank 0.000 09:47:38
0.100 Cal Check 0.097 09:47:57
Air Blank 0.000 09:48:26
Subject Test 0.076% 09:50:35
Air Blank 0.000 09:52:06
Air Blank 0.000 09:52:34
# Subject Test 0.226 09:52:58
Air Blank 0.0D0 09:53:31
Five Minute Wait ABT**
Air Blank 0.000 09:54:07

*Deficient Sample
**Sequence Aborted

'# %""‘”‘r’r‘-“' Iﬁ’L‘"‘":“"’] L“-’{M W M‘):-:;ME[ QM.L.'_.E, SME;({L-
. 5

Not a Successfully Completed Test Seguence

Pursaant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Departent



£, A&
INTOXILYZER B0O0O0

Location: TOCSON POLICE DEPT (}}g,_
Serial Number : BO-000323

10/23/2009 09:54:22

Standard Loit#: B112011 f{j\
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY ) #34517

TUCSON EBD

Operator: C. CONLEY #34517

TUCSON FD

Subject: TEST,SQAP
BCB: 11/11/17111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:55:33
Diagnostic Test Pass 09:56:00
Air Blank 0.000 09:56:27
0.100 Cal Check 0.096 09:56:46
Air Blank 0.000 09:57:15
Subject Test XXX™ 09:57:38
Air Blank 0.000 09:58:11

*Invalid Sample
Begin new deprivation periad

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arlzons Revised Statutes, this document bs o cerlified duplicate of the information comained in computer
tlorage deviees of the Tucson Police Department.



INTOXILYZER 8000 \) AQQfD
TUCSON POLICE DEPT

Lotation:
Sarial Mumber: 80-000323 [
10/2372009 D9:58:30 0}”

Standard Lot#: 8112001

Last Changed By: C. CONLEY #34517 /i)\\

TUCSOR 2D

Tast g/210L Time

Air Blank 0.000 09:58:57
€zl Check 0.095 09:55:186
Air Blank 0.000 09:59:45

i ok

Operator's Siqnaturé'.

Pursuant 1o seetion 281327, Arizona Revised Statutes, this document 1s a certified duplicate of the information contained i computer
starage devices of the Tucson Police Department,



8 =
EXHIBI L B

TEIS REPORT PRECARED DURSUANT TO DUTY IMDPOSED BY

B.A.C. R13-10-104 (B) : %
RRIZONE DEPADTMENT OF PJBLIC SAFSTY ’1
STANDRRD DQUALITY ASSURANCE PROCECOURES QJ

INTOXTILYZER MODEL 808D

STANDARD CALIBRATION CHECK PROCZDURE /bh\ ,,;:l;‘b\

— '
QR Specialist uﬁﬂ? (tﬂr\i!-m. AGENCZY Tucson ?n_i"e DEE{;I.‘HEEH-

DATE B -23.89 | TIME 0929

Intoxilyzer Serial ¥ QD ~6TDP323 ILocation {'m:mg Leb

(# ) I. Ensure that gas tank is attached Tc¢ instrument and contains a
standard alcohol concentration scluoiion 0. | 5D RC.
orR

Bgur & standsrd alcohol concentrzcion solution AC,
inte & cisan dry simulator and ass=xhis the simulztor. Epsurs
That 2 tight 5851 has bean mage. Torr on the simnlstor and
allow temperature to reach 34°C = 0.2°%C

{ o ) 2. Inzoxilyzer BO00 <&isplay reads “PUSH BUTTON TO STERTT
(or ) 3. Go to the "Contrsl Testing Menu™. Select D7 Tor dr

control test or “W" for wetr contzol testc. Afrer
selection 1s made press ENTER.

L'y ] £, Air blank completed,
(™ ) 5. Calibration check completed. Tast results 0._O97] ac.
L) 6. Alr blank completed.
i -'/] 7. TBRemove printed record, Artach the record te the completed

checklist,
SIGRATU=:= MM ﬂ/ﬁ\ﬂa’“
)

DPS Form Exh G-2 (Rav. 05-01)

Pursiant to secion 28-1327, Avizana Revised Statutes, this document is a ceriffed duplicate of the (nformation contained i
computer storaps devices of the Tucson Poliee Departmen!



INTOXILYZER BO0D
ticn: TUCSON POLICE DEPT q: Aﬁ%

Serial Number: 80-000323

10/23/2009 09:39:59 C

Standard Lot#: B112012
tast Changed By: C. COMLEY $34517

e L

CGAS: C. CONLEY #FI4517
- TUCSOR PO

Tass g/210L Time

Air Blank G.000 09:40: 2%
Cal Check 0.097 09:40:45
Air Blank 2.000 09:41:14

Operator's Signat u];le

Pursuant 1o seetion 281327, Arizona Revised Statutes, this document i5 a cenilied duplicate of the information corteimed in compuier
storage devices of the Tucson Police Dhepartment.



