CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory

270 8. Stone Avenue Tucson. AZ 83701-1917 /

\
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I hereby certify that these documents are a true and correct copy of the 1.01

periodic maintenance® for the Intoxilyzer 8000 Serial Number \:L'
~po2323 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to (.110AC.

Date: {,{IZgg/_'ﬁf Call p0. 0F¢é AC Cal2 p,o095 AC

Between the dates of jﬁ/ ,25'/.-5 g and / "r.// _9’/1 i
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon _ A/4

The mstrument was returned 1o service on N4
I
OZ‘VI { z
/ p—

Chervl K. Straub
12/e1/?7

ADPS QAS Permit # 33408

SUBSCRIBED AND SB' RN to before me this___ /< , day of
200G .

Wﬂ?}l@m &f'?d’,f; g

< m. OFFICIAL SEAL
Notary Public £esrtd A.M. HERNANDEZ
) El b T | Bl NOTARY PUBLIC-ARIZO®A |
! Voo~ PIMA COUNTY |
*Includes documents specified in A.A.C. R13-10-104.A 5 ‘ & X ;

Comm, Exp. Mar. 17, 2512 |

Pursunnt w section 281327, Anzona Revised Statutes, this document is a certified duplicate of the
micrmation contained n computer storage devices of the Tucson Police Deparment.
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EXHIBIT C-4 5

TEIS REPORT PFREPARED PURSUANT TC DUTY IMRPOSED 3Y
A.A.C, Ri3-1C=-1041(x)

ARIZONAR DEPARTMENT OF PUBLIC SATETY

STANDARD QUALITY ASSURANCE ‘FROCEDURES /ﬁ}N S&
INTOXILYZER MODEL 8040

STANDARD QUALITY ASSURANCE PROCEDURS

QR SPECIALIST Oﬁiﬂqf Strau AGENCY Tucson Police Departmernt
4

DATE H!Hf/ﬂ e [/:3S

INTOXITYZER SERIAL 4 Bo 000323 LOCATION i‘!&#ﬁ.« Lﬁk

! I»/:-/l- Display reads “PUSH BUTTON TD START"

DIAGNOSTIC TESTS
{ '-"Tr 1. Clock time check.
( M‘/E. Date check.

CPERATIONAL TESTS

i I::: I. Alcohel-fres subjsct testr resulr 0. cop BT
{ ] 2. Error recognitiorn logic syszem funcrioning.
/ Kot & Successfully Compleied Test Secuence printag

{ } 3. Proper sample racognition system,
Hot 2 Siiceessfully Completed Test Seguence primted
Daeficient sample printed.

{ ! 4. Standard Calibration Check standard O. H’“ AT
Result: D._ﬂ_ii AC

Instrument is operating properly and accurately. YES "/fbiﬂ

COMMENTS

SISNATURE 0}4}{ %

DPS Form Exn &-4 (Rev. 05-01)

Pursuant 1o seetion 281327, Arizona Rivised Statutes, this document is a certified duplicate of the informanon contained in
computer siovage devices of the Tieson Palice Departaiesi
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INTOXILYZER B00O0
Location: TUCSON POLICE DEPT
Serial Number : B0-000323

11/19/2009 11:37:02 f@h
Standard Lot#: 8112011

Last Changed By: C. CONLEY #34517

QAS: C. STRAUB #F50772

TUCSCN 2D

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11z37:54
Diagnestic Test Pass 11:38: 21
Air Blank 0.000 11:38:48
0.100 cal Check 0.096 11:39:07
Air Blank 0_.9000 11:39:36
Subject Test 0.000 11:39:52
Air Blank AST* 11:39:58
Alr Elank 0.000 11:40:27

*Sequence Aborted

Not a Successfully Completed Test Sequence

Fursusnt 1o gsomon 361327, Anzone Revisst Smnner this S0RUSST s g ceiien
Storegs deovices of the Tucson Folice Treparees
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INTOXILYZER 8000
Locaticon: TUCSON PQLICE DEPT
Serial Number : 80-000323

11/19/2009 11:40:32
Standard Lot#: 8112011 4},‘
Last Changed By: C. CONLEY #34517
' OAS: C. STRAUB 250772
TUCSON PD
Operator: C. STRAUB #F50772
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test gf21DL Time
Air Blank RFI* 11:41:06
Ajir Blank IpGhs 11:41:13

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Fussnastie seeppr 201327, Arnpene Daviged Sravias
Rarags Sovicss of The Tussen Police Troemres

THF SOTUSSN s 3 sevihed mumitzes of o mioemEes comtmees T somee
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INTOXILYZER BG00
Location: TUCSCN POLICE DEPT
Serial Number : BO-000323

11/18/2009 11:41:22 /@‘\
Standard Lot#: 8112011

Last Changed By: C. CONLEY £34517

QAS: C. STRAUB #50772

TUCSCN FD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
poga: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Periocd? Yes

Test g/210L Time

Air Blank 0.000 11:42:14
Diagnostic Test Pass 11:42:41
Air Blank 0.000 11:43:08
0.100 Cal Check 0.096 11:43:27
Rir Bliank 0.000 11:43:56
Subject Test 0.117% 11:47:056
Air Blank 0.000 11:47:37
Air Blank 0.000 11:48:04
Subject Test XXX** 11:48:21
Ailr Blank 0.000 11:48:55

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Butsuantie ssouen 261327, Acizons Fevised Stamner tis documen 15 o eomified gimiisats of ins mMiDTmElOT COTEmeS T ComITRT
Romegs exvicss of the Tussm Poiies Disprom—s:
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Sarial Number: 80-000323

111942009 T1:49:14
Standard Lot#: 8112002
Last Changed By: C. CONLEY #34517 /{UH
QAS: C. STRAUB #50772
" TUCSON PD
Test g/f210L eat
Alr Blank g.004 11:49:42
Cal Check 0.39% 11:30:00
Alr Hlank 0. 000 11:50:30

Clof

—a:af 5 Signaturs

Pursasnr i sesgiop 381327, Anvons Eevesed Smmmes this Somuee i3y serified grplicaes of e inforsmmies corepre: = compms
Ercegr feveop of e Turson Polics Depgr=ncs
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EXEISIT G-2 a5
THIS REPORT PREPARED PURSUANT TO 2UTY IMPOSED BY
A.A.C. RIZ-10-104(a)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY Z5SURANCE PROCEDURES /Ef\. ﬁl
INTOXILYZEER MODEL BOGO ﬁ

STANDARD CALIBRATION CHECK 2ROCEDURE \'\I

QA Specialist M S‘f‘ﬂﬁL{B AGERCY Tucson Police Department

CATE

Iintoxilyzer Serial § BO ~000 323 vocation iigiliﬁ-i g,qjg

—

TIME iC |

Ensure that gas tank is sttached To instrument apnd contains a
standard alcohsl concentration soletion 0. JO© AC.

oR
Four & standard alcohol concentration sciution AL,
inte = clean dry simulator and assemble the simulator: Ensure
that a tight seal has been made. Turn on the simulareor and
allow temperature to reagh 34°C + 0.2°C

Intoxilyzer 8000 dispiay reads “PUSH BUTTCN TO START"

Go tc the “Control Testing Menu™. Select “D" for dry
contrpl test or “W- for wet control <test. After
selection is made press ERTER.

1
Rir bBlank completed.
Calibration check completed. Test results 0. 07¢ ac.
Air blank completed.

Remove printed record. Actach the record to the completed
checklist.

— T

LPS Form Exh G-2 (Rev. 05-01)

FPrirgum to secrion 28-1327, Arizona Revised Stmues. thiy document i a certified duplicate of the information contetned in

compurer storage devices of te Tucson Police Depariment.



IKTOXILYZIER 2000
Location: TUCSON POLICE DEPT

Serial Mumber: 80-000323
11/19/2009 11:35:02 /{7"\

Standaré Lot#: 8112011
Last Changsd By: C. COMLEY #34517

QAS: C. STRAUD #50772

TUCSON PD

Test g/210L Tine

air Blank 0,000 11:35:30
Cal Chechk 0.0%6 11:35:48
Air Blank 0.000 11:36:18

{ %«i (

Gperat or's Signaturs

Fursiesns - gomian JR-1527
Funers dovie=s of 1= Tusson Poies Depommny



