CERTIFICATION by CUSTODIAN of RECORDS
Tueson Police Department Crime Laboratory

270 S, Stone Avenue Tucson. AZ 85701-1917 /'-S'\ ﬁxﬁ

1\
\\

I hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 8000 Serial Number

RO -000323 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates, The acceptable accuracy limits, as defined in A.A.C. R13-10-104,.A.2,
for a 0.100AC solution are 0.090AC 10 0.110AC.

Dawe:_ o1 /)3/786 Call _ 0./p0 AC Cal2 0.099 AC

Between the dates of __ /2 //2/2 9 and oy [)3 o

the instrument was operating m*cperh and accurately.

The instrument was taken out of service for repair on M-
The instrument was returned to service on yu s
L4

%/@z

Chervl K. Straub
m?//sf} /2

ADPS QAS Permit # 33408

SUBSCRIBED AND SW R_N to befcre methis /.2 .dayof
[/ .20/0 .

ﬁ/‘/«ﬁ/u @ fg/ﬂf .

Notary Public | £ = -

* inciudes documents specified m AA.C. RI3-10-104.A3

Pursuant o section 28-1327, Arizona Revised Stanutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department



= i o o THIOSER =7
APRIZ0NA DETRETMZNT OF DUEBLIC SATETY
STARBARD CUELITY ASSUEARCE =20OCESDUGRES
INTONILYIZE MODEL BODOD 1; %
STANDARD QUARLITY ASSURZNCE PROCEDGEEZ \ [\:l’
v
O SPECZzizIsT u ESENCY Tucsot Polize Degs-rtmen:

027z _ot 13 J1s v /238
INTOXILYZER SERIAL ¢ 89 -~oop,323 1ocarion Clime LAk

4 Fan T P e} ST ETIRTTY TSR R, - -
1. DPasplesy raagos "PUSE BUTTON TO -START

.

- R
DIAGHOSTIC

TESTS

{ /1. Clock tims check.
L v"l"ﬂll. LCate chezk.

CPERATZ0ONAL T=STS
{ ] 1. Alcchol-fres subject test resvit 0._Q00 AT,
L L/I/-E Error recogrition logic syvstem funstisning.
Not & Busressiully Complsted Test Seguence printed
/ 3. Proper sampls recogniticn systsm,
Rot = Buccessfully Comnisred Test Sscusnce printes
Defisient sample printed. _ i
/4. Standard Calibracion Check standard 0. /9O AC
Resui=: 0. Qiﬂ AL
instrum=ent is oDperating properly and accuzataty. YES / Ho

COMMENMTE

IGNATURE

7

Byrsuant 1o section 28-1327, Arteong Revieed Stanuses, this docunters i @ strtified dupitoare of the informatton conained 1t
SO FoTaft dEvie=s of the Tecsor Pelis Deparmames



INTOXILYZER 8000
Location: TUCSCHN POLICE DEPT

Serial Number : 80-000323 k\
0141342010 12:39 44 K%
Standard Let#: 8112071

Last Changed By: C. CONLEY #34577

QAS: C. STRAUB #50772 ‘
THUESGN P

Operator: €. STRAUE #50772
TUCSON PD

Subject: SQAP,SQAP
DoB: 11/411/1111
Sex: F Weight: 1711

12 Minute Deprivation Period? Yes

Test g/ 210L Time

Air Blank 0.0Gao 12:40:39
Diagnostic Test Pass 12:471:086
Air Blank D.000 12:417:34
0.100 Cal Check 0.08% 12241752
Air Blank 0.000 TE+4Z2:22
Subject Test g.000 T2:42:41
Alr Blank ABT™* 12:42:47
Air Hlank 0.000 1243395

*Sequence Aborted

& Bf&

Not a Successfully Completed Test Seguence

Prrsuant 1o section 25-1327, Arizona Revised Statutes. this document 15 a certified dupiizate of the informanen contamed 1n comgputer
storage devices of the Tueson Police Deparment



INTOXILYZER 800C
Location: TUCSON POLICE DEPT
Serial Number : 80-000323 /ﬁ*\

01/13/2070 12:43:23
Standard Lot#: 8112011

Last Changed By: C. CONLEY #34517
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. ESTRAUB #50772
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank RFI* 12:43:57
Air Blank IBS** 12:44:05
*RFI Detect

**Improper Sample

Not a Successfully Completed Test Sequence

Pursuunt 1o section 28-1327, Arizong Revised Statutes, this document 15 a certified duphicate of the mformition contained in computer
storage deviges of the Tueson Police Department.



INTCXILYZER B0O0O
Location: TUCEON POLICE DEPT

Serial Number : 80-000323

01/13/2010 12:44:14 {ii\
Standard Lot#: 8112011

Last Changed By: C. CONLEY #34517

QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUR #50772
TOCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 12:45:06
Diagnostic Test Pass 12:45:34
Air Blank 0.000 12:46:01
0.100 Cal Check 0.099 12:46:20
Air Blank 0.000 12:46:49
Subject Test 0.312* 12:49:58
Air Blank 0.000 12:50:32
Air Blank 0.000 12:50:59
Subject Test XXX ** 12:51:29
Air Blank 0.000 12:52:02

*Deficient Sample
**Invalid Sample
Begin new deprivation pericd

Not a Successfully Completed Test Sequence

Pursuant 1o szetion 28-1327, Angons Revised Stanmes, thas documiont 14 o cernfied duplicate of the information eontaned m computes
storage devices of the Tuesan Pollee Deparment.



INTOXILYZER 2060

Location: TUCS0ON POLICE DEPT

Zerial MNumber: 80-00032Z3

1/13/2010 12:52:33

Standard Lot#: B11201I /\%‘\
Last Changed By: C. CONLEY #34517

QAS: C. SBTRAUB #50772

«TUCSON PD

Test g/ 210L Time

hir Blank Qo00d T2553:00
Cal <heck 0,043 125319
Air Blank 0.000 1215348

Oy =

o
Ope:-"aé:::r 's Eignature

597
cs

Pursuant 1o seciion 28-1327, Anzona Revized Stamutes, this documen is g eortificd dupiicate of the information contained in cormputer
sterage devices of the Tucson Palice Deparunent.



TZTS ILPORT BRTISARED PURSUANT TO DUTY IMPOSID 3¥
A2.h.C. BI3-10-1041E)
ARIZONA DEPARTMENT OF PUBLIC SAFITY
STANDARD QUALITY ASSURANCE PROCEDURES 0
INTOXILYZER MODEL 8000 A?\\ ,.:;&
STANDARD CALIBRATION CHECX PROCEDURE \S§
QA Specialist - AGENCY Tucson Police Deparcment
DATE Q;Th .-:i/r;j TIME /12:38

Intoxilyzer Serial # Sﬂ—ﬂmsgz Location (:&ng zﬂb

Ensure that gas tank is attached to instrument and contains =
standard alconel concentration selutien 0. /4d  AC.

=
Epur a standard alconol concentration solution )ﬁé& AT,
into a clean dry simulator and assemble the simalator. Ensure
that a tTight seal has been made. Turn on the simulator and
allisw temperatura to reach 34°C = £.2°%

{ 2. Intoxilyvzer BO0C display reads “PUSH BUTION IO START™

{ 3. £o To the “Contrel Testing Menu™. Select *D" for dry
control ‘test or “W" for wet <contrel =test. After
z=lection is made press ENTER.

e

. <Calibration check completed. Test results 0._J/p& AC.

« &Ailr blank completed.

o

5

Iv/ i ; i
( ] 4, &dir blank completed,.
v

A

v

. Remove printed record. Attach the record to the completed

charklist.

Ees Form Exn G-2 (Rev. 05-01)

Prirsuant ta seciton 28- 1327 Arizona Revived Siatutes, this document s a cerrified duplicaie of the information contalned b
gomeuter starage devices of the Tweyon Police Dupartment.



INTOXILYZER 8000

Location: TUCSCH POLICE LDEFT

Serigl Number: -80-D00323

D1/1372070 1E:38:18
Standard Lot#: 81712011

Last Changed By: C. CONLEY #34517

pAS: C. STRAUB. #50772

TOCSON ED -

Tast g/f210L Time

Air Blank 0.oog V213846
Cal Check 0,100 1:2:39505
Air Blank 0.000 14:139:34

Cllg o

Dpera?ﬂr 'sTEignature

Pursuant 1o section 28-1327, Arizona Revised Statates, this document 15 & certfied duplicate of the mionmaten contamed in computer
storape deviees of the Tucson Folice Deparmient,



