CERTIFICATION by CUSTODIAN of RECORD

Tucson Police .-)epar'rmenz Crime Laboraior:
270 S. Stone Avenue Tucson, AZ 85701-1917

(/)

I hereby cerify that these documents are a true and correct copy of the /ﬁ b\\

erlodic maintenance* for the Intoxilyzer 8000 Serial Number

S0- P00 3R3 ALaxnuamﬂc by the Tucson Polic

e Department \

Crime Laboratory pursuant to the requirements of the Arizona Department

T Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the ins‘rumn'lt on
dates. The acceptable accuracy iimits, as defined in A.A.C. R
for a2 0.100AC solution ars 0.090AC to 0.110AC.

the following
13-10-104. A2,

0949  AC

Date: 01//3/// Cal _p.p97 AC Cal2_ o,

Berween the dates of /a’ll/ Sjjﬂ and 01/ 13 ///
the instrument was operating proberly and accurately.

The instrument was taken out of service for repair on "-///%
The instrument was raturned to service on MIf

L
7
Chervl K. Straub

0 //6’///
Y

ADPS QAS Permit £ 33408

SUBSCRIBED AND SWORN 1o before me tnis___/ g/

. day of

A laiis~ 201/

r/‘////fkf /M/) z//j

Notary Public

*Inciudes documents specifiec in A.A.C. R13-1C-104.4.5

OFFICIAL SEAL
A.M. HERNANDEZ
HOTARY PUBLIC-ARIZONA

¥ PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

-

Pursuant 1o section 28-1327. Arizonz Revised Statutes, this document is 2 certified duplicate of the

informanon contained in computer siorage devices of the Tucson Police Department
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THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED B
1.C. R13-20-104(2)
ARIZONZ DEPARTMENT OF PUBLIC SAFETY

BL1U

STANDARD QUALITY ASSURANCE PROCEDURES /\(:)\'\
INTOXILYZER MODEL 8000 i

STANDARD QUALITY ASSURANCE PROCEDURE \\(h

QR SPECIALIST phgfmﬁ S“/‘ﬁ/%{.@ AGENCY Tucson Police Department
ATE 0! //3]// TIM 09.:48
INTOXILYZER SERIAL & BO -o00 323 Ceime LAb

o

(&3]

ocC

=

\TIO

(.

"

( '/} 1. Display reads “PUSE BUTTON TO START"

( '/‘ 1. Alcohol-free subject test result 0. 000 AC.
{ /; 2. Error recogn:_: ion logic system functioning.
Not a Successfully Com‘oiebﬂf‘ '1‘-’-*5 Seguence printsd

\

:‘u_f.h!v f‘ompletec Test Segqusnce pri
Deficient sample printed.

) 4, Sbandard Calibration Check standard 0. /40 AC
; 094 =

o
(]
w0
o
}=
ot
e

COMMENTS

SIGNATURE O ,Z] V4 _@

DPS8 Form Exh G-4 (Rev. 05-0

Pursuant 1o section 28-1327. Arizona Revised Statwes, this document is a certified duplicare of the information comained in
compuier storage devices of the Tucson Police Department
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT \\
Serial Number : 80-000323

01/13/2011 09:50:20

Standard Lot#: 642845 g

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:51:16
Diagnostic Test Pass 09:51:44
Air Blank 0.000 09:52:11
0.100 Cal Check 0.096 09:52:30
Air Blank 0.000 09:52:59
Subject Test 0.000 09:53:26
Air Blank ABT* 09:53:32
Air Blank 0.000 09:54:01

*Sequence Aborted

Sz e sem MO E- A, Successfully Completed Test Sequence
TuTsuEn i s::r-.u»:; 8-1220. Anzona Kevisec Stamutss, '.‘u}s'd.ocum:n:g a certified quplicers of tne miarqmznan centamed In comoure;
SLorags asvicesoftn: Tucson Folies Depzmmen: |



Co
INTOXILYZER 8000
Location: TUCSON POLICE DEPT /t»\
Serial Number : 80-000323
01/13/2011 09:55:32
Standard Lot#: 642845 .
Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON PD
Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 1117

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 09:56:09
Air Blank IPS** 09:56:17

*RFI Detect
**Improper Sample

=" N ot._a Successfully Completed Test Sequence
iiaapavaling S”‘nﬂil*qzi‘-u-’- /. Anzonz Revised Swmrmre:, m}srdn:m.:uzg a certified cuphicare of the :.:manq ot cenmtzmed m compuer
SLorags cevicesofthe Tueson Polies Di=pzromen: '



INTOXILYZER 8000

Location: TUCSON POLICE DEPT /bb\
Serial Number : 80-000323 \
01/13/2011 09:56:43

Standard Lot#: 642845 )

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:57230
Diagnostic Test Pass 09:57:58
Air Blank 0.000 09:58225
0.100 Cal Check 0.096 09:58:44
Air Blank 0.000 09:59:13
Subject Test 0.144%* 10:02:22
Air Blank 0.000 10:02:56
Air Blank 0.000 103032243
Subject Test XXX ** 10:03:40
Air Blank 0.000 10:04:14

*Deficient Sample
**Invalid Sample
Begin new deprivation period

_ . t_a Successfully Completed Test Sequence
! L'J:su..'—'n._ o s:znc_rlﬁl?-_ L1327, Anizona Revised Stenmes, :ug :'1.::1::1.1:r::n:E,3 2 cerrified duplicars of the miu?n}lz.ncn contamed mn oompurer
SLoT2g: csvicesoftn: Tueson Polics Dienmmmen: - ‘



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number: 80-000323

01/13/2011 10:04:37 /\(7\\

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:05:04
Cal Check 0.094 10:05:23
Air Blank 0.000 10:05:53

Operator/{s S%nature

] .T:suz:’ o sETuoL 2»-_ 327, Anzona Revised Stamutes, this documen: is 2 cerdfied quphears of the MIOTMANCD cOntanad I ORMOULST
Szorage gevicesof tne Tucson Poilcs Deparmmen: |



STANDARD CALIBRATION CHECEKE PROCEDURE

SIGNAT
DPS Fo

Pursuan: o secrion 28-1327,

Lad

fl ==

on

o

L

Ensure that gas tank is attached te instrument and contains a

rd azlcohol concentration solution 0. /f20 AC.

& - d - - e T Sl _— L ™ = - ~
Ge to the “Centrol Testing Menu Szlect "D¥ for dry
control <tTest or “W for wet conirol test. Aiter
selection 1s mades press ENTER.
Air blank completed.
Calibration check completed. Test results 0. 6722: e
Nt WA ~ nla=a
AT plank completTed.
Remove printed =zecoxzd. Attach ths record to Ithe complsted
checklist

Arizong Revised Staruzes, 1his documers is o certified aupiicare of the ujormanon comained in

compurer storage @evices 0f the Tucson Police Departmen:



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: 80-000323
01/13/2011 09:48:50 /\5l‘

Standard Lot#: 642845
Last Changed By: C. STRAUB _#50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:49:17
Cal Check 0.097 09:49:36
Air Blank 0.000 09:50:05

by

bl Oﬁratoys Signature

-'L'.-suz: o secnan 28-1327, Anzone Revisef Stamires, this docimmen: 1s 2 gerrined auniicers of the miormanon contamed m oOMDUTST
orace deviessof the Tucson Poiice Denzrmmen: .
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