CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Deparmment Crime Laboratory
270 8. Stone Avenue Tucson, AZ 8570]-18]7

I hereby certify that these documents are & true and correct copy of the /—L)\r\ 9
eriodic maintenance® for the Intoxilyzer 8000 Serial Number E;-,'“*
&0 -0UO 33 maintained bv the Tucson Police Department
Crime Laboratory pursuant 1o the requirements of the Arizona Department
of Public Safety for a guality assurance program.

l\‘?\

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are (.090AC 10 0.110AC.

Date: )-7-10 Call 0.099 AC Cal2 0.097 AC

Between the datesof 12 -11- 09 and )~"7)-(0©
the instrument was operating properiy and accurately.

The instrument was taken out of service for repairon N/ &
The instrument was returned to service on N/ R

ti,iﬂuhk EE‘r\QL]

Clare L. Conley

y =14 D

ADPS QAS Permit = 33314

SUBSCRIBED AND SWORN to before me this /%, day of

e, 4 Po

Notary Public

*includes documents specified in ALAC R13-10-104, A5

Pursuan: o section 28-1327, Arizone Revised Stanme:, this document is & camified qupiicate of the
miormarion coniained in COMPULEr Srage devices of the Tucson Polics JJ-.,F'E"T‘I‘Ivhl
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HERIZONA DEBARTMENT QF PUBLIC SAFETY QM

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL -BQCC

; W
STARODARD. QUALITY ASSURANCE ZROCEDURE h\ ‘P\
W

wh SPECIALIST Uﬂ‘r?— l!'nlﬂq... AGENCY Tucson Polics Depsrtmentc

|
DATE [-7]-1D Tive U75¢

INTOXILYZER SERIAL # §0- FP°33 iocarzon  ODW DU HR

(v | 1. Display reads “2USE BUTTON TO START”

[ w ) 1. Cleck time check.
( 41 2. Date check,

OPERATIONAL TESTS

{ ¥ )] 1. Alcohcl-free subject test result 0. 00D c.
(v ) 2. Ezror recognitisn logic system functioning.

Hot & Successfinliv Complieted Test Secuence pripted
v ) 3. Proper sample recognition SysTam.

Not & Saccessfulliy Completed Test Segoence printsd
Deficient sample printed.
. Standsrd Calibration Check standard 0. 10D AC

Rezult: O, G'ﬂ } AC

s

instrument 1§ operating properly and accurately. YES » NO

COMMENTS N e -

DPS Torm Exh G-4 (Rev, 05-01)

Bursuart 1o section 281277, Arizong Revised Siatutes, thir documen: 5 a certijizd auplicare of the iiformaiion conzained in
computer sorare devices oy tee Tucson Police Deporimen:



244
INTOXILYZER 8000

Lecation: TUCSON POLICE DEPT tlﬁﬁ
Serial Number : BO-000331

01/07/72010 07:59:47 15
Standard Lot#: B112011

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY 334517

TUCSON PD

Operator: C. COKLEY #34317

TUCSON FD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:00:32
Diagnostic Test Pass 08:01:00
Air Blank 0.000 08:01:27
0.100 Cal Check 0.099 08:01:46
Air Blank 0.000 08:02:15
Subject Test 0.000 08:02:59
Air Blank ART* 08:03:06
Air Blank 0.000 08:03:34

*Seguence Aborted

Not a Successfully Completed Test Sequence

u:l.'_": H = fmawm -
U 10 sestrom FEI52 - ATToE Srmges Srmvre- T B e

SOFINGT Nizage Gevces F the Tiosor Podes o & ceifies Smicone o i St maiaree o



INTOXILYZER 8000 %4&

Location: TUCSON POLICE DEPT Cuw\
Serial Number : 80-000331

e1/07/72010 08:03:38 @‘\
Standard Lot#: 8112011

Last Changed By: C. CONLEY #34517

OAS: C: CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
BOBR: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Periocd? Yes

Tast g/210L Time
Air Blank RFI* 0B:04:213
Air Blank IPS** 08:04:31

*RFL Detect
**Improper Sample

Not a Successfully Completed Test Sequence

.El."‘"ﬁua - o FEa-
s 20 pe2ton 21327, Avzone Bowsed Sigune: 152 dprprgen: § e ‘
UMD Sierags Senst oF 1 Tamton Foiee De A3 errrnes Smiisdie oF 100 I ormenee recem g o
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INTOXILYZER BOOO
Location: TUCSON BOLICE DEPT
Serial MNumber : 30-00033

01/07/2010 pB:08:17
Standard Lot#: 8112071

Last Changed By: C. CONLEY #3457
QAS: C. CONLEY #34517
TOCECN PD

Operator: C. CANLEY #34577
TUCSON EBD

Subject: TEST,S0AF

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Peried? Yes

Test g/210L Time

Alr Blank 0.000 08:06:04
Dizgnostic Test Fass 08:06&:31
Alr Blank 0.000 pB:06:58
0.100 Cal Check 0.0%9 80717
Alr Blank 0.000 08:07:46
Subject Test 0.210%* F8:710:55
Air Blank 0.000 821127
Air Blank 0.000 0B:11:585
Subject Test AEX*H GB:12:38
Air Blank 0.000 G8:13:72

#*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence
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THTONTILYZER BOOO

Location: TOCESON EOLICE DEET

Serial Number: BO-000337

01/07/2010 pE:i3:3Y
Standard Lot#: 8112011

Last Changed By: C. CONLEY #34517

TUCSOR 2D -
Test g/ 210L Tims
Air Blank g.000 08:13:59
Cal check 5.097 0BE=14:17
Air Blank 0.930 DE:i4:47
Oparator's Signaturs
Femsunm o pecnon 36357, Aroons Bovised Sumure; P
Compuxer storage devicess oF the Tizeor Folice :nmz:rg =1 20 resies dupiiese o e o mmIee corEomel 0



THIS FREPORT PREPERRED ZURSUANT TO DUTY IMPUOSED EY
A.5.C. R13-10-104 (B 'c:'{(‘ﬁ
ARIZONR DEPARTMENT OF PUBLIC SAFETY Qn

STANDARD QUALITY ASSURANCE FROCEDURES
IRTOMILYZER MODEL 8000

t}ﬁ
STANCARD CRLISRATION CHECK PROCEDURE &\ ,E\'L
\

QA Specielist Qlﬂuﬂ 0.1:')1 1-1?-1_ AGENCY Tucson Police Deparment
'
DATE ) -7-j0 TIN 075%

Intoxilyzer Serizl § Bb-0DP33| i1ocaticn ODW Duwi Ha

[ v} i. Ensure that gas tank is attached To instrument and contaims a
stantdard alcohol concentration solution 0. | 0 AT,
oF
Dour & standard alcohol cCconcentmation soluiion G,

inte & cl#an dry simulator and assemble tThe simulator. Ensure
That & tight seal has beean made. Turn on the simulstor and
ailow temperature to reach 34°C + 0.2°C
T 2. InToxilyzer 8000 display reads “FUSH BUTTON TO START"
{ ! 3. Go re ths “Concrol Testing Menc™. Select *“D" for dr-y

contrgl test or "W" for 'wet control +test. B&Efter
selaction is5 made press ERTER.

(o) 4. RAir blank compisted.
W | 5. Calibration check completad. Test resvitis 0. Q&ﬂ BL.
(W ) E. ZEZir blank completed.

-l

i v . Remove printed record. Attach the record to the completed
checkliist,

SIGNATURE Uwuﬁmﬂ:.jr

B28 Torm Exh G-2 (Rev. 05-D1)

Pursuant o section 28-1327, Arizona Reviced Siorates, this docamens iy @ ceviifies duplicare of tre smormation contoined e
computer siorage devices of the Tucyon Police Deparomers,



INTOXILYZER 8000 —-“{Bﬂ
Location: TUCSON POLICE BEFT

serial Nusber: 80-000337 Q,U\
01/07/2010 07:58:17

spandard Lot#: 8112011 h\

tast Changes By: C. CONLEY #3¢517

QAS: C. CONLEY #3457

TUCSON ‘FD -
Test gfZ10L Tina

Air Blank g.000 07:58:-44

cal Cheak 0.099 07:59:03

Air Blank 0.000 §7:59:32

W Lol

¥
Operator's Signaturse

Persupr: 1o secnon 25527 ;
i = n FREIT, Aroone Rewsed Simmer 1AL Sosumen T .
commures siarage devies of the Te=son Folies Desomimeps T IF & Sevriied Suplicors of 1At Uerman s comigmed 0



RN TUCSON POLICE DEPARTMENT

7 &\ CRIME LABORATORY 2451

NV
v INTOXILYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE

Date; 1'7"[D \:

Qas:  [lave [anle,

Intoxilyzer Sexial Number: _ 53~ 003 3
New Lot Number: 55‘"({’3 2.

-5~

New Expiration Date:

(v) 1. Intoxilyzer 8000 display reads "PUSH BUTTON TO START™
(v) Remove the old gas tank and install the new one.
() Hit the “ESC" key twice and swipe the QAS card.

() 4.  Go to the “M-Maintenance”™ menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot #: From the tank label

Enter Exp Date: From the tank label (mm/dd/vyyy)
Edit info YN? Y or N

Update Std Info? Y ENTER

“Please wait saving..."”

I

(FE]

(V) 5. Hitthe “ESC" key twice.

() 6. Go to the “M-Maintenance” menu and select “Control Testing.
Select “D” for dry control test. After selection is made press
ENTER.

() 7. Air blank completed.

(+) 8. Calibration check completed. Test results 0. D AC.

{(+) 9. Air blank completed.

(v) 10. Remove printed record. Attach the record to the completed checklist.

SIGNATURE Uw &nﬁ?

Pursuant to section 28-1327, Arizons Revised Sratutes, this document 15 & certified duplicate of the information contrined in
compuesr storaze devices of the Tucson Police Depanmem
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Pursuant 1o secnon 28-1327, Anzona Revised Statutes, this document i3 a cemified dupbicate of the information contatned n compuser
sorxge deviess of the Toecson Police Depermment.



