CERTIFICATION bv CUSTODIAN of RECORDS
Tucsor Do;z:& .Jepar!men Crime Laboraiory
270 8 Stone Avenue Tucson, AZ 83701-1917

It ‘""“D’\ C"I'EJ.T'\ that these documents are 2 true and correct copyv of the /]j(f

periodic maintenance* for the Intoxiiyzer 8000 Serial Number 4 2(.10[0
80—~ 00033l maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the 'ms**u'n 1t on the followinc

dates. The acceptabie accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC 10 0.110AC.

Date: OIT/I Q/)C‘/ Call 0,0 Q"] AC Cal2 O, 09'7 AC
Betwesrn the dates of 9//6} A{) and 9 Ab// 0

the insrument was operating properly and accurately.

The mnstrumen: was taken out of service for repair on _—
The mmstrument was returned to serviceon  —

fa/@/’) Cronk

Sarah L. Cione

a/acfic

ADPS QAS Permit # 33355

4 T, GFFICIAL SEAL
Notary Public ‘N A.M. HERNANDEZ

g HOTARY PUBLIC-ARIZONA

;&" PIMA COUNTY

cludes documents specified in A.A.C. R13-10-104.4.5
cludes documents specified in ALA.C. R13-10-104.A.5 My Comm. Exp. Mar. 17, 2012

- -

Pursuans to secuorn 28-1327. Arizona Revised Statutes, this document is & certified duplicarte of toe
mformarion contained in compurer storage devices of e Tucson Poiice Department
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TANDARD QUALITY A“SUR.P‘JC" PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE /ﬁq
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ST _){)fﬂ}"‘ CIO('I_,Q AGENCY Tucson Bolice Departmen
patrz 9 ILL/IO e | IQ0)
INTOXILYZER SERIAL # §0~000373  1ocarron DNUT HQ

( L/ 1. Displav reads “PUSH BUTTON TO START”

DIRGNOSTIC TESTS
(v, 1. Clock time check.
( \/5 2. Date check.

OPERATTIONAL TESTS

Alcohol-free subject test result 0. ]Z] H!r

. Error recognition - ug;: system functioning.

Not & Successfully Completed Test Sequsnce printed

Proper sample recognition system.

Not & Successfully Completed Test Seguence prin
Deficient sample printed.

E\A Standard Cal:.o“atlon Check standard 0. [ 0 iC

Result: 0. Z AC
y. YES l/ NO

5] o5 I
.

=

Instrument 1s operating properly and accuratel
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Pursuant to section 28-1327, Arizona Revised Starutes, this docament is a certified duplicare of the informarion comained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

Location: TUCSON POLICE DEPT
Serial Number : 80-000331
09/16/2010

2007

C

11:02:25 /ﬁ[f

Standard Lot#: 654682

Last Changed By: C. CONLEY. #34517
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11 2030
Diagnostic Test Pass 11:03:38
Air Blank 0.000 11:04:05
0.100 cal Check 0.097 11:04:24
Air Blank 0.000 11:04:53
Subject Test 0.000 11265317
Air Blank 0.000 11:05:45
Five Minute Wait ABT¥*

Air Blank 0.000 11:06:27

*Sequence Aborted

Not a Successfully Completed Test Sequence

I T T— . T .
ursuant to secnon 28-1327, Anzona Revised Statuses. this document is 2 cerified dupiicate of the miormanon contamned in compie:

A=

storage Gevicss of the Tucsorn Poiice Deparmen:
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-000331

09/16/2010 11:08:04 /th
Standard Lot#: 654682

Last Changed By: C. CONLEY. #34517

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:09:00
Diagnostic Test Pass 11:09:27
Air Blank RFI* 11:09:50
Air Blank IPS** 11:09:58

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327. Arizona Revised Statures

tnis documen: is 2 cerdfisd duplicate of the information contamed i co
: 025~ : ; . - uter
storage cevices of the Tucson Police Department. -
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-000331 /ﬂf
09/16/2010 11:10:43

Standard Lot#: 654682

Last Changed By: C. CONLEY. #34517

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 171 27732
Diagnostic Test Pass 11:11:59
Air Blank 0.000 111226
0.100 Cal Check 0.097 11:12:45
Air Blank 0.000 1121315
Subject Test 0.072%* 11:16:24
Air Blank 0.000 11:16:55
Air Blank 0.000 11:1722
Subject Test XXX ** T #1738
Air Blank 0.000 11:18:10

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to secnon 28-1327. Arizona Revised Swmmutes

; . - tnis document 15 & certified duplicate of the information contamed in o T
storage aevices of the Tucson Police Deparmment. . S



INTOXILYZER 8000 S Oﬁ 75(

Location: TUCSON POLICE DEPT
Serial Number: 80-000331

09/16/2010 11:18:27 ﬁq

Standard Lot#: 654682
Last Changed By: C. CONLEY #34517

QAS: S. CIONE #50616 -

TUCSON PD

Test g/210L Time

Air Blank 0.000 11:18:54
Cal Check 0.097 11:19:13
Air Blank 0.000 11:19:42

6&10\/7 Crond

Operator s Signature

35 = . .
I ursuam:'m section _25-132 7. Arizonza Revised Stattes, this documen: is 2 certified dupiicats of the mformanon contamed in computer
storags devicesof the Tucson Poilce Department ‘ o



EXHIBIT G-2
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THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED
C 1 )
e - v

R13-10-104 (&

ARTIZONA DEPARTMENT OF PUBLIC SAFETY O?f (;

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE q.Zlle
Q% Specialist Sar‘ﬂh C;\o,f).(’ AGENCY Tucson Police Department

DATE fijlt./fo TIME [ Q0
Intoxilyzey Serial # 20_000331 Location bUI- HQ

i,\/} 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration selution 0. “;0 AC.
OR
Pour a standard alcohol concentration solution AC,
into a clean dry simulator and assemble the simulator. Ensurs
that a tight seal has been made. Turn on the simulator and
allow temperatuze to resach 34°C + 0.2°

) 2, Intoxilyzer BO000 display reads “PUSH BUTTON TC START”

S

Go to the “Control Testing Menu®™. Select “D® for dry
control <test or “W' for wet control test. RAfter
selection is made press ENTER.

-

nk completed.
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Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information comtained in
compuzer siorage devices of the Tucson Police Deparimen:.



INTOXILYZER 8000 ; % '_7

Location: TUCSON POLICE DEPT 5(
Serial Number: 80-000331

09/16/2010 11:00:28
Standard Lot#: 654682
Last Changed By: C. CONLEY #34517
QAS: S. CIONE #350616 ®
TUCSON PD
Test g/210L Time
Air Blank 0.000 11:00:55
Cal Check 0.097 11:01:14
Air Blank 0.000 11:01:43
<pnah ('
LY 0: ont

/Dperator's Signature

b - + . - - "

Pursuant to secuon 28-1327. Arizona Revised Swatute:, tusa 1 ified dupit i i 10n contamned In compi
10! 28-1327. £, document is 2 certified duplicate of the miorman 3

storags cevicss of the Tucson Pohice Deparmmen: ' - . s



