CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the

periodic maintenance* for the Intoxilyzer 8000 Serial Number {D"l o
3D ~ 20033 maintained by the Tucson Police Department ‘1_.\3'7_)9'

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 12— 9-(? Call 0.09% AC Cal2 0.09% AC

Between the dates of /1 —[(~(D and 12~9-(D
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N [’
The instrument was returned to serviceon N/ R

Uase Ll

Clare L. Conley

]2 -~10-(D

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this | O%_ , day of
cenn \aex L2016 .

( ? 22 D OFFICIAL SEAL
A e " St ROSA REYNA

Sl ol
f;"p‘?g NOTARY PUBLIC-ARIZONA
% . N/ /8

"My Comm. Exp. Jan. 31, 2011

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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Fursuan: to section 28-1327, Arizona Revised Siatutes, this document is o certified duplicate of the information contained in
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INTOXILYZER 8000 2¢h7
Location: TUCSON POLICE DEPT

Serial Number : 80-000331 LA
12/09/2010 09:27:54

Standard Lot#: 654682 . /ﬁﬂ\
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY - #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:28:42
Diagnostic Test Pass 09:29:10
Air Blank 0.000 09:29:37
0.100 Cal Check 0.098 09:29:56
Air Blank 0.000 09:30:28&
Subject Test 0.000 09:31:04
Air Blank ABT* 39:371211
Air Blank 0.000 09:31:39

*Sequence Aborted

Not a Successfully Completed Test Sequence

Fursuant s::no:f_-_ _28-_1.:.1 7. Anzun.a Kevised Stamures, tmis documen: is 2 cerified auphicare of the miormanon contained m compurs:
storage aevicesof the Tucson Police Deparmmen:



INTOXILYZER 8000 '3%%’7
Location: TUCSON POLICE DEPT

Serial Number : 80-000331 I
12/09/2010 09:31:49

Standard Lot#: 654682 o /ib%
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:32:39
Diagnostic Test Pass ‘ 09:32:07
Air Blank RFI* 09:33:14
Air Blank IPS** 09:33:23

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Trrrimme o AP - e . - P . ;
TUTSUAnT 10 s2Cnon .281"‘ /. Anzene Revised Stamues, Tis document is z certified qupliczre of the mfommanon contzned In compuer
Storags asvicesof the Tucson Police Dieparmment.



Not a Successfully Completed Test Sequence

= - =r am 1775 - s o = ik s il 3 % = 3 5
<ursuant to section 28-1327, Anzonz Revised Stamutss, tis document is 2 cerdiied auplicate of {n= miormanon contained m compure:

INTOXILYZER 8000

Location: TUCSON POLICE DEPT
Serial Number : 80-000331
12/09/2010

09:34:

11

Standard Lot#: 654682 )
Last Changed By: C. CONLEY

#34517

QAS: C. CONLEY
TUCSON PD

#34517

Operator: C. CONLEY
TUCSON PD

#34517

Subject: TEST, SQAP
DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:35:01
Diagnostic Test Pass 09:35229
Air Blank 0.000 093135256
0.100 Cal Check 0.099 09:36:15
Air Blank 0.000 09:36:44
Subject Test 0.227* 09:39:53
Air Blank 0.000 09:40:25
Air Blank 0.000 09:40:52
Subject Test XXX** 09:41:18
Air Blank 0.000 09:417:51

*Deficient Sample
**Invalid Sample

Begin new deprivation period

siorage devices-of the Tucson Foiics Deparmmen:

A

{97



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: 80-000331 ,ﬁ€4>
12/09/2010 09:42:11 = /)

Standard Lot#: 654682

Last Changed By: C. CONLEY #34517 /i%\
QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:42:38

Cal Check 0.098 09:42:57

Air Blank 0.000 09:43:26

Operator's Signathre

FuTsUanT 1o s2ouon 728-'-.32’!. Anzonz Revised Stenues, this document is 2 cerrfied quphicars of the mfonmanon contamed m compuLET
Siorags devices of the Tucson Polics Deparmment
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT flgb
Serial Number: 80-000331
12/09/2010 09:26:04 t)*\

Standard Lot#: 654682
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517 .

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:26:32
Cal Check 0.098 09:26:50
Air Blank 0.000 09:27:21

Operator's Sig‘naturé

“m* to secnor: 28-1327. Anzona Revised Stanues, tis documen: is 2 certifted duplicare of the mmformancn contamed in computer
storags devicesof the Tucson Pohice Department



