CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

AM
I hereby certify that these documents are a true and correct copy of the ; U/U)\’\
periodic maintenance* for the Intoxilyzer 8000 Serial Number v
<0 -opo B2 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 1-b -1 Call D. 0% AC Cal2 0.29%b AC

Between the datesof 12 A-lo and |-b-l]
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on N / B
The instrument was returned to serviceon [N ] B

(‘- t\ fad En\C{.,)

Clare L. Conley

| - b -1

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this ZJ , day of
) Jnuang ,20_]]
/76 JUD ]/4 %/f?@ﬂ gl
il L By
Notary Public | OFFICIAL SEAL

*Includes documents specified in A.A.C. R13-10-104.A.5 } (; < 1 :
! >4/ PIMA COUNTY
' 4" My Comm. Exp. Aug. 26, 20

3@\ LAURA 8. HODGSON |

Z NOTARY PUBLIC-ARIZOHA |
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.E.C. R13-10-104(2)
ARIZONA DEPARTMENT OF PUBLIC SAFETY \43/"
STANDARD QUALITY ASSURANCE PROCEDURES \)\I\
NTOXILYZER MODEL 8000
STANDARD QUALITY ASSURANCE PROCEDURE /\U\)\ ,U)\\
QA SPECIALIS \laf&—efnteq AGENCY Tucson Police Depai:ment
DATE | —b— (] rive 09 05
INTOXILYZER SERIAL ¥ | -BP°33] LocaTion OBDW Dul HBR

(v ) 1. Display reads “PUSE BUTTON TO START”
DIAGNOSTIC TESTS

) 1. Clock time check.

v’
(, )} 2. Date check.

OPERATIONAL TESTS

{ ) 1. Alcohol-free subject test result 0. DOD AC.
L/i- 2. Error recognition logic system functionin
Not a Successfully Completed Test Seqt_ence printed
(v ) 3. Proper sample recognition system.
Not a Successfully Completed Test Seguence printed
Deficient sample printed.
\/} 4, S;andctrd Calibration Cneck standard 0. [ﬁ AC
Result: 0. 096 AcC
Instrument is operating properly and accurately. YES ‘/ NC
COMMENTS N Fra -
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Pursuan: to section 28-1327, Arizona Revised Statutes, this document is a certified duplicare of the information contained in
compuier storage devices of the Tucson Police Department



INTOXILYZER 80UU

Location: TUCSON POLICE DEPT O
Serial Number : 80-000331

01/06/2011 09:07:06 /ﬁbk
Standard Lot#: 654682

Last Changed By: C. CONLEY. #34517

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD '

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 092:08:01
Diagnostic Test Pass 09:08:29
Air Blank 0.000 09:08:56
0.100 Cal Check 0.097 09=z09:15
Air Blank 0.000 09:09:45
Subject Test 0.000 09310:15
Air Blank ABT* 09:10:21
Air Blank 0.000 09:=10:50

*Sequence Aborted

Not a Successfully Completed Test Sequence

~ursuznt w sscton 28-1327. Anzone Revised Stamue:, tmis Aocument is 2 certfied qunlicars of toe mformanon centzined in oompute:
S1orags asvicesof the Tucson Polics Drepammmen:



INTOXILYZER 8000 ?7467
Location: TUCSON POLICE DEPT

Serial Number : 80-000331 O~
01/06/2011 09:11:41 b\
Standard Lot#: 654682 12
Last Changed By: C. CONLEY, #34517

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test a/210L Time
Air Blank RFI* 09:12:24
Air Blank IPS** 09:1.2:33

*RFI Detect
**TImproper Sample

Not a Successfully Completed Test Sequence

Pursuznt w secnorn 28-1327, Anzone Revised Smone:, fmis documen: 15 2 ceriaed aupliczze of ke MICTMANOR CONIEMED I COMDUTE;
Srorage devicesof tne Tucson Folice Dreparmmern:



INTOXILYZER 8000 L{ék;]

Location: TUCSON POLICE DEPT Q_)J\
Serial Number : 80-000331

01/06/2011 08:13:34

Standard Lot#: 654682 4?“
Last Changed By: C. CONLEY. #34517

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:14:23
Diagnostic Test Pass 09:14:50
Air Blank 0.000 09:15:18
0.100 Cal Check 0.097 09:15:36
Air Blank 0.000 09:16:05
Subject Test D.T07%* 09:19:15
Air Blank 0.000 09:19:47
Air Blank 0.000 09:20:14
Subject Test XXX** 09:20:46
Air Blank 0.000 0921219

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Fursuamt o ssction 28-1327. Anzone Revised Stamits:s. fnis document is 2 cermnes dunliczrs of the miormanon contamed i computer
Storags gevicesof tne Tucson Policz Dreparmmen:



INTOXILYZER 8000 ]g &Qf]

Location: TUCSON POLICE DEPT

Serial Number: 80-000331 Ql)f‘
01/06/2011 09:21:43

Standard Lot#: 654682 /\6\“

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517 .

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:22:10
Cal Check 0.096 09:22:29
Air Blank 0.000 0922259

Operator's Signzlture

TUTSUANT 10 SEChon 28-1327. Anzone Revised Stemue:, mis document is a cerdfied dunlicers of toe miormanon contzmed m computer
storags gevicss-of tne Tucson Police Deparumen:.
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ARTIZONZ DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES (JL]

INTOXILYZER MODEL 8000

\L
STANDARD CALIBRATION CHECK PROCEDURE \ o A

Dar T

Q& 3Specizlisz Uarﬂbaﬁ\r\.\% " AGENCY Tucson Polige Deparct
|
D

(v ) 2 Ensure that gas tank is attached to instrument and concezins &
standard alcohol cemcentration sclution 0. (&9 AC.
OR
Pour & standard alcohol consentrztion clution .10
into & clean drv simulator and assemble tThe simolator. Ensure

that &z tTight ssa2) has bssen made. Turn on tThe simulator and
3
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Pursuarr 1o secrion 28-1517, Arzona Revised Staure:, this documerr: ts o certified dupiicars ¢f the ijormanion coruained i
compuzer storage devices O the Tueson Folice Department:



Location: TUCSON POLICE DEPT

INTOXILYZER 8000 q
1 4\ |

Serial Number: 80-000331

01/06/2011

09:05:34 W~

Standard Lot#: 654682 _
Last Changed By: C. CONLEY #34517 /\ﬁ(-\
QAS: C. CONLEY #34517 =

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:06:01

Cal Check 0.097 09:06:20

Air Blank 0.000 09:06:50

Weone Lo,

Operator's Slgnat re

Pursuant to sestnon 28-1327, Anzone Revised Stamues,
siotags dsvices of the Tucson Police Dr=pzronern:

nis document is 2 certified quplicars of toe miormznon contamed M COMDULE;



