CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the /‘%\\ ,LO\\
periodic maintenance* for the Intoxilyzer 8000 Serial Number }'X
S0 - 0.0 33) maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 2 -3~ I Call O.09% AC Cal2 0.09¢ AC

Between the dates of J-b- ( and 2~ 3-/1
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on M/ A
The instrument was returned to serviceon N/ R

Mg Omﬂh,

Clare L. Conley

2-949 -1

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this 4 77’ , day of
OFFICIAL SBAL | E«%MW ,20 //,.
7

2005/ HOTARY PUBLIC-AZIZe#IA
N4/ PIMA COUNTY—
Yy Camm, Egp. June 27, 3011

Notary Public
*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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ARIZONZ DEPARTMENT OF PUBLIC SAFETY
STANDARD QUALITY ASSURANCE PROCEDURES
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INTOXILYZER 8000 Qﬁﬂﬂ
Location: TUCSON POLICE DEPT
Serial Number : 80-000331

02/03/2011 08:42:41 1&H
Standard Lot#: 654682

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:43:26
Diagnostic Test Pass 08:43:54
Air Blank 0.000 08:44:21
0.100 Cal Check 0.098 08:44:40
Air Blank 0.000 08:45:09
Subject Test 0.000 08:46:03
Air Blank ABT* 08:46:09
Air Blank 0.000 08:46:37

*Sequence Aborted

Pursuzn: 1o sl ¥R s Au NG S ESSAUL LY, Gompleted Test Sequence
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INTOXILYZER 8000 Cin
Location: TUCSON POLICE DEPT
Serial Number : 80-000331

02/03/2011 08:47:16 45K
Standard Lot#: 654682

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 08:47:42
Air Blank IPS** 08:47:49

*RFI Detect
**Improper Sample

Pursuans + p cess ful Completed Test Sequence
ursuant to ss:nc:HQ--.. %mgna 'V!S&ﬁ aucm-ur Pn certined aunhicer=s of the 1 .]J.ID%BILOH contaimed m COImDLITET
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LA
INTOXILYZER 8000 /Sb

Location: TUCSON POLICE DEPT LL\
Serial Number : 80-000331

02/03/2011 08:48:49 /[5'1
Standard Lot#: 654682

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:49:34
Diagnostic Test Pass 08:50:02
Air Blank 0.000 08:50:29
0.100 Cal Check 0.099 08:50:48
Air Blank 0.000 08:51:217
Subject Test 0.055* 08:54:26
Air Blank 0.000 08:54:57
Air Blank 0.000 08:55:24
Subject Test KEXX** 08:55:54
Air Blank 0.000 08:56:27

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Pt i t..a _Successfully Completed Test Sequence
5 Lrsua;_._ o s::no_nl\lg L3277 Anzon: Kevised Stamutss, m1¥ doctument 15 & certiiad quphicars of the mIoTmation contamed m comoute:
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wllelic



Pursuant te szenon 28-1327, Anzons Revised Stanmes, tiis document 15 2 cermiD
Sicrags= devicesof the Tucson Poiles Departmen:

INTOXILYZER 8000
Location: TUCSON POLICE DEPT (/{/\
Serial Number: 80-000331

02/03/2011 08:56:53

Standard Lot#: 654682 /‘511

Last Changed By: C. CONLEY. #34517

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:57:20
Cal Check 0.098 08:57:39
Air Blank 0.000 08:58:09

(s O

Operator's Signgture

=4 auphicare of tne miommanon contamed in CRmpULE:
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-000331
02/03/2011

Standard Lot#: 654682

Last Changed By: C. CONLEY= #34517

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L
Air Blank 0.000

Cal Check 0.098

Air Blank 0.000

Lo Ol

08:41:09
08:41:28
08:41:57
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Operator's Signatul"e
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