CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

Ihereby certify that these documents are a true and correct copy of the @ \({ B
periodic maintenance* for the Intoxilyzer 8000 Serial Number '
20 -000332 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program,

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in AA.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC,

Date: '3/!"/03 Call p ipi AC Cal2 p t00 AC

Between the dates of ~ and —
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on —
The instrument was returned to service on /]

ﬁ”ﬂ{’ Lrone

Sarah L. Cione
3/11/0%

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this 19 , day of

__ Maeh ,200% .
= OFFICIAL SEAL Ey
i) KATHY A KINN K : _
7 | NOTARY PUBLIC-ARIZONA- P L, L \’< L0 o .
24/ PIMA COUNTY _
My Comm. Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C. R13-10-104.A 5

Pursuant to section 28-1327, Arizona Revised Statutes, this document s a certified duplicate of the
information contained in Computer storage devices of the Tucson Police Department.



EXHIBIT G-4

THIS REPORT PREPARED PURSUANT 0 DUTY IMPOSED By I ] sc
A.A.C. R13-10-104(a)
ARIZONA DEPARTMENT OF PUBLIC sargpy 15),\
STANDARD QUALITY ASSURANCE PROCEDURES (\Q‘b
INTOXILYZER MODEL g00g : 3.\.

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST Sgrﬁb f(an{_ AGENCY Tucson Police Department
DATE :S‘Z,lﬂm@ TIME '3/ R7)
INTOXILYZER SERTAL # 21)-0Q¢233;2 Locarron {rime [ab

(\/) 1. Display reads “PUSH BUTTON TO START”

DIAGNOSTIC TESTS

( \/ 1. Clock time check,
{ l‘/)) 2. Date check,

OPERATIONAL TESTS

(\/) 1. Alcohol-free subject tesgt result 0. 0(32 AC.
{ /) 2. Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed
(u/g 3 i

Not a Successfully Completed Test Sequence printeqd
\/ Deficient sample printed,
( )

4. Standard Calibration Check standard o. MZQ AC
Result: 0. [QQ AC

Instrument is Operating Properly and accurately. YES / NO

COMMENT S

SIGNATURE 2 2

DPS Form Exh g-4 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this documeny js a certified duplicare of the information contained in
computer storage devices of the Tucson Police Department,



Qc]f/fgsc

INTOXILYZER 8000 15“
Location: TUCSON POLICE DEPT
Serial Number - 80-000332

03/19/2008 13:28:23
Standard Lot#: 735401G

Last Changed By: s. CIONE #50616
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F ‘ Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:29:10
Diagnostic Test Pass 13:29:38
Air Blank 0.000 13:30:05
0.100 cal Check 0.100 13:30:24
Air Blank 0.000 13:30:54
Subject Test 0.000 13:31:13
Air Blank 0.000 13:31:41
Five Minute Wait ARBT*

Air Blank 0.000 13:32:19

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant 1o seetion 28-1377 ant ‘ e
=CUon 28-1327, Arizong Reviged Statures thie fotument fe - R 1 e c )
Iy ' . Skt IRI. UnE femimen 152 eertified duplizare of fhe mioTmation somained ; Cmromer
SIOTAZE davipes of the Tuesen Pojice Dcparmem. ’ ‘ one ned in o ;



Ba;UQ?SC

INTOXILYZER 8000 1SH
Location: TUCSON POLICE DEPT
Serial Number : 80-000332

03/19/2008 13:33:22
Standard Lot#: 735401¢

Last Changed By: S. CIONE #50616
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F . Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:34:18
Diagnostiec Test Passg 13:34:45
Alr Blank REFI* 13:34:57
Air Blank IPS** 13:35:07

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant 10 Septi 52 i ; LIS
TCuon 28-1327, Arizoma Rervised Stanrras ik sotumam iz 5 ified dupii £ 4
e : . bl g T TR SRCAUAl 15 & cettified duplicate of the mf i i
SIOTAEE devicag of the Tucson Poiigs De e T T ine MIcTmation comained 1D compiner



Location: TUCSON POLICE DEPT
Serial Number -: 80-000332

INTOXILYZER 8000 L/ 0# /< SC
h

03/19/20608 13:35:22
Standard Lot#: 735401¢

Last Changed By: S. CIONE #50616
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F . Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:36:14
Diagnostic Test Pass 13:36:41
Air Blank 0.000 13:37:08
0.700 cal Check 0.101 13:37:27
Air Blank 0.000 13:37:57
Subject Test 0.035* 13:41:05
Air Blank 0.000 13:41:38
Air Blank 0.000 13:42:05
Subject Test XXX** 13:42:36
Air Blank 0.000 13:43:09

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant 1n section 28-1327, Anzona Rrvised Stanmes, thic docum

10, SOUmEm is & ceTtified duplizae of tne mforiman ined in comy
SI0Tage. deviesg of the Tucsen Police Dreparment. ‘ mf T Cornet o compar



Location: TUCSON POLICE DEPT

Serial Number: 80-000332 /\B"\
03/19/2008 13:43:28

Standard Lot#: 735401¢

Last Changed By: S. CIONE #50616

QAS: 5. CIONE #50616

w0 5ol 12,

TUCSON PD

Test g/210L Time

Air Blank 0.000 13:43:55
Cal Check 0.100 13:44:14
Air Blank 0.000 13:44:43

)
2004
Operétor 's Signature

Pursuan: 0 s=chon 28-132 i i e A :
=thon 28-1327 ATizoma Reviged Statires, this sopumens i . T R . .
: -~ ! . T T S MRLSLISE s a certified dupiizate pr e mformation contamed in compmer
Slorzge devigmg of the Tucsen Police D-p.. aronent. i ° € inco ;



EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY é Oﬁ ]g Sc
A.A.C. R13-10-104(a)

ARTZONA DEPARTMENT OF PUBLIC SAFETY 15h
STANDARD QUALITY ASSURANCE PROCEDURES 'ﬂ.b$
INTOXILYZER MODEL 8000 g

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialist Samh Ci\ﬂn(, AGENCY Tucson Police Department
DATE, [o& TIME ‘27
Intoxilyzer Serial 4 £0-000332 Location £ct‘a_‘zt 4eb
(¢/} 1.  Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration sclution 0 [QO AC
Pour a standarg alcoho(?r.f2 concentration solution AC,

into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and
allow temperature to reach 34°C + p,2°¢

) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

) 3. Go to the “Control Testing Menu”. Select “D” for dry
. g

control test or “W”  for wet controel test. After
Selection is made press ENTER.

Air blank completed,
- Calibration check completed. Test results 0.{0[ AC.
- Air blank completed.

Remove printed record. Attach the record to the completed
checklist,

SIGNATURE %Mﬁ/? c:'m!
7

DPS Form Exh G-2 (Rev, 05-01)

Pursuant 10 section 28-737 7, Arizong Revised Statutes, this documeny is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Departmenz.



Pursuznt 1o section 28-13
SIoTage dovicas of

the Tue,

INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-000332

03/19/2008 13:27:00
Standard Lot#: 735401G

Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 13:27:27
Cal Check 0.101 13:27:46
Air Blank 0.000 13:28:18

-~ Operator's Signature

27, Anzgna Revigad Stanres, this dorumen i% & ceTtified dupiicars of the miormation containe,
son Police Deparmen;, ‘

] o /& sC
AN

¢ I compumer



TUCSON POLICE DEPARTMENT 6707_//;2
CRIME LABORATORY Sc

A

INTOXILYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE

Date: "3/, 9 / o8

QAS: __ <amah(gne

Intoxilyzer Serial Number: __ 80 =000 3 3
New Lot Numpber: '7351" 0l {;

New Expiration Date: _23_&4 C 2100 q

2T
vy 2
(/y 3. Hit the “ESC” key twice and swipe the QAS card.
(") 4

Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
Remove the old gas tank and install the new one,.

Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot #: From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyy)
Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Please wait saving...”

(") 5. Hit the “ESC key twice.

(/) 6. Go to the “M-Maintenance” meny and select “T-Control Testing,”
Select “D” for dry control test., After selection is made press
ENTER.

(n/) 7.  Air blank completed,

(V) 8.  Calibration check completed. Test results 0. |0  AC.
(‘\? 9.  Air blank completed.
)

10. Remove and si 8n printed record. Attach the record to the completed checklist.

SIGNATURE Spamy (g
[

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department,




Pursyanr 1 seouon 2R-137

INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-000332

03/18/2008 13:24:42
Standard Lot#: 735401¢G

Last Changed By: S. CIONE #50616

QAS: 5. CIONE #50616

TUCSON PD

Test g/210L Time

Air BRlank 0.000 13:25:10
Cal Check 0.160 13:25:29
Air Blank 0.000 13:25:58

Ciand

Operafor's Signature

7. Atizona Revised Staturer, vhis docwmen i5 5 certified duplicats of the

Storage. deviees of the Tucson Polies Deparment.

?¢/Q

mformation conmins

SC
04

¢ in compmer



————

/Oo){l.l
TUCSON POLICE DEPARTMENT s5C
CRIME LABORATORY o

A\ INTOXILYZER SERVICE RECORD

0As: _Sa ml') Crone

Intoxilyzer Serial Number: 4&0"‘ 0 00332
Date Returned to Service: ZI/I ql/ 0 8

* Note : Tastrvmunt Shipped wf Sport broken betath hosge that
neoed repair. Broten breatly hose was-not on nstrvment-

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



CMI INC Aloroen
DATE . SERVICE WORK'ORDER
P |2y 316 E oh St Owensboro, KY 42900
TOXITEST [RecevEDvIA 27 — Fax 270-685-6288 S 7 4 15‘1
1-800-835-0690 ;
s . o
- - v, -”I.- ,\(\ “s .:P";' 2 Ty _) . ’y’;}J i 5"
B |ATTN: '__./:*_,-', i '3 /"‘/:’_”:f./ wEyry. S E . ; g
L b o oy i e . 3
L p il S IR
GT!-—»-,"—" ) T—E-p D 'v | i )
T iy ;’“1, 3 "."/1 / f/:‘ . - 4 /g),-"‘,y ‘T W-:_’ STATE , or
O ) ,,,-o Ty, ,*/?,7. r’,,/’f‘w ;
- W /'}L‘j:r’ £l '/),ci / ” !
7 R
MODEL # [T J / [oaERcvo] rO.# REQ BULCODE . gg:velcemm'rmr o
- - ¢ - 'i/‘ PPN S - / ‘ ‘
Ror s 'f)’r.‘:‘\ e Xl q-.za : '(j[-—'lw’?:r-"'(} ff
PROD. CODE EXTRA PARTSAICVD, ] o J
) L AR LG 2o Adpuid. gx’w s
nescmnmorljﬂoal-ﬁu . R A 0 WARRANTY
s, : : , QUOTE
T ot [ l0Clr w0rDn > borolen neand Lw::g L] SERvICE DEPT. ] New
5 PRELIMINARY TEST & DISMANTLE, INSPECT, DIAGNOSTIC TEST PARTS USED
POWER SUPPLY . ;.[] TESTINSPECT [ REPLACE arv ] oo, DESCRIPTION CODE
'EJ-MAIN PWB's - REMOVE & CLEAN, REINSTALL, TEST : —
PWB's  [] DIAGNOSE, REFAIR  [JREPLACE F e 2002 LA
O PWE's - SURFACE CLEAN IN PLACE . — ‘ Sy -
0 FILTER WHEEL - REMOME, CLEAN, REINSTALL, CHECK CELL INTERIQR 2. i1y H0Zos edlery ©(p "
r CHOPPER WHEELMOTOR " (] TEST & INSPECT " ) REPLACE .‘ - | 00N Q1 by B R
- JB GELL - REMOVE, CLEAN, REINSTALL, REPLACE LENSES/GASKETS REQ 0" S S
IR LIGHT SOURCE ° [] REMOVE, REALIGN A REPLACE d tadlotte | g PpL Safor (s
PRINTERASSY. [ DISASSEMBLE [] CLEAN & LUBRICATE YT0IED | nc. o«
UJ REMOVE & REPLACE BELT O REALIGNMENT- o217 [ [
O HEFI’EACE [J TEST PRINTER FUNCTIONS L4027 |Gl yalve
BATTERIES - REPLACE CPU (] RAM ( 470212 & bl ooty oot
: . i ol _e7e5
BYREPLACEPARTS  [J REASSEMBLE ] CALIBRATION  [3FINAL TEST CTud . — 5
0 misc. & o { !4 {77 f)ﬂoo:,tg dcslest
PBT [1 PRELIMINARY TESTING : PRESSURE, BATTERY, ZERO SET \ loaogg7 |~ o '
O DISASSEMBLE  [JREPLACEPARTS  []REASSEMBLE R P
[ TEST [J CAUBRATE (7 FINAL TEST iodl Jheof duang
TOXITEST  [] INCOMING LEAK TEST  [] VISUALMEGH, INSPECTION ' Q< !
L] TEST THERMOMETER & THERMOSTAT [ DISASSEMBLE P 1520089 Slviay dalas
g REPLACE PARTS  [] REASSEMBLE [] OUTGOING & LEAKTEST | 3 | <7 o, B[ Slese
, FINAL TEST
BImsc. Legare # & lops Al laosee 2 L4 | MA‘QW’“’ “le
L]
{COMMENTS: , - "V Ledd he
- ' ) A, e | >
ETNNN oot NGO % Ward ware_ L i ¢
— ) . . ; A
“plated RPS ivetlera ol P, ba*LU"ﬂ head Jepe
AT v ‘ t
pocdtin ( danage o) Prassswhly &, ok !
) ! Pursuant to Section 2g 1327, Arizona
L Revised Statutes, thig documentisa = _
i SHIPPING DATE/CHAR cemﬁgd dL_Jph'cate of the information
o \‘ contained in computer storage devices
S ~ of the Tucson Police Department.
oy 0 # 014G |
TECH, DATE TECH. - PATE SPECIAL SHIPPING INSTRUCTIONS
AW 2 fnlor i N
FORM®  CMI BWO 1 REY -
WHITE-SERVICE DEPT/YELLOW-PACKING SUP/PINK-INVOICE COPY — I



CERTIFICATE OF CALIBRATION
INTOXILYZER" 8000

traceable to NIST (NBS) standard material 1828,

- N ‘ ,
Date _%-1-0% Signed ‘Q Q_L;-JV \GL NG (’-(

Technician

316 EAST 9TH STREET
OWENSBORO, KY. 42303

Pursuant to Section 28 1327, Arizong
Reviseq Statutes, this document jg a
Certifiad duplicate of the information
Contained in Computer storage devices
of tha Tucson Police Department.



