CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory
270 8. Stone Avenye T: ucson, AZ 85701-1917

periodic maintenance* for the Intoxilyzer 8000 Serja] Number

0- 00033 maintained by the Tucson Poljce Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

I'hereby certify that these documents are a true and correct copy of the /({_‘7\,\ 6‘\
¥

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in AAC RI13-1 0-104.A.2,
for a 0.100AC solution are 0.090AC to 0.1 10AC.

Date: ‘3/{;;7_//0‘? Call 0.09% AC Cal2 0.095 AC
Between the dates of o /; ;2/ 09 and 3/{;2/0?

7

the instrument wasg operatiﬁg pf‘opérly and accurately. ~

The instrument was taken out of service for repair on ~
The instrument was retumed to service onp ~

/50401/? Lrpnt

Sarah L. Cione
3/17/09

ADPS QAS Permit # 33355

SUBSCRIBED AND SWQRN to before methis___/ ¥ dayof
7y dArh :20_99

g ‘ ATa,.  UFFICIAL SEAL ]

1\ A.M. HERNANDEZ

Notary Public

i
e b ]
=} 15] NOTARY PUBLIC.ARIZONA !
%50 PIMA COUNTY |
My Comm. Exp. Mar. 17, 2012 |

*Includes documents specified in A.A.C, R13-10-104.A.5

i -u‘__—":a
LA

Pursuant to section 28. 1327, Arizona Revised Statutes, this document is a certified duplicate of the
information containeq in computer storage devices of the Tucson Police Deparment.



EXHIBIT G-4

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY , (% ?-S
ALA.C. R13-10-104(a) C

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 800C
/\‘J\\,xo"\

STANDARD QUALITY ASSURANCE PROCEDURE ’B\
QA SVPECIALIS'I‘ Safn}'] Ci‘oﬂ( AGENCY Tucson Police Department
DATE 3/!3/0‘7 TIME £ 54
/ P
INTOXILYZER SERIAL # }O~000‘3’32 LocatIoN DUT HA

( /} 1. Display reads “pysh BUTTON TQO START”

DIAGNOSTIC TESTS

(./ ) 1. Clock time check.
(.\/) 2. Date check.

OPERATIONAL TESTS

(‘/) 1. Alecohol-free subject test result (. [ZOQ AC.
(.q/) 2. Error recognition logic system functioning.

/ Not a Successfully Completed Test Sequence printed
{ ) 3. Proper sample recognition system,

Not a Successfully Completed Test Sequence printed
Deficient sample printed.
( ) 4

- Standard Calibration Check standard 0. QOO ac

Result: Q. Qﬂg AC

Instrument is operating properly and accurately. YES /NO

COMMENTS

SIGNATURE <MA/7 ﬁm/
-~

DPS Form Exh G-4 (Rev. 05-01)

Pursuant to section 28-1327, Arizony Revised Statutes, this document js g certified duplicate of the information contained in
compuler storage devices of the Tucson Police Department
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INTCXILYZER 80 00
Location: TUCSON PCLICE DEPT
Serial Number -: 80-000332

03/12/2009 08:59:15
Standard Lot#: 8112011

Last Changed By: s. CIONE . #50@16
QAS: S. CIONE ' #50616
TUCSON PD '

Operator: 8. CIONE #50616
TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/111
Sex: F Weight: 111

15 Minute Deprivation Period? ves

SUani 1o section 281527
SIoTage devices o g T, wzson Foli

Test g/210L Time

Air Blank G.000 09:00:01
Diagnostic Test Pass 09:00:28
Air Blank 0.000 09:00:56
0.100 Cal Check 0.099 - 09:01:14
Air Blank 0.000 09:01:44
Subject Test 0.000 09:02:09
Air Blank 0.000 09:02:36
Five Minute Wait ART*

Air Blank 0.000 09:03:12

*Sequence Aborted

Not a Successfully Completed Test Sequence

- Arzong Revised Statures.

20f9,.

AN
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-000332

03/12/2009 09:04:07 /ﬁjﬂ

Standard Lot#:- 8112011

Last Changed By: s, CIONE #50616
QAS: 5. CIONE | . #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/71111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 09:04:53
Air Blank IPg*x* 09:05:01

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

i
Furs - - « Fh.757 ;
uan: 1o secrior I8 1327, draona Fevised Stawres, 1 docum,

c _— P ENLIS 2 CEriifies dumiin " -
OTouIe” Siorage devices of 1y 7 weson Folice Deparimen: Fried auplicate of the utjorman on comaingd iy



INTOXILYZER 80 co
Location: TUCSON POLICE DEPT

Tot 9.
Serial Number : 80-000332
03/12/2009 09:06:03 /\CD\\

Standard Lot#: 8112011

Last Changed By: S. CIONE #50616
QAS: S. CIONE j - #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F Weight: 711

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:07:21
Diagnostic Test Pass 09:07:48
Air Blank 0.000 09:08:16
0.100 cal Check 0.099 09:08:34
Air Blank 0.000 09:09:04
Subject Test 0.151+% 09:12:12
Air Blank 0.000 09:12:45
Air Blank 0.000 09:13:12
Subject Test XXX ** 09:13:37
Air Blank 0.000 09:14:11

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

ol
SUrsumm 7 ]
Mo secnon 38 )50 . Arizons Rewsed Stmures 1his doz
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Fiimn - A=
TUTSUONT 10 section 28152
Somputer siorngs devigas of the Tuzspp

- Arizonn Reviseq Stowres yhys

INTOXILYZER 8000 S 95(
Location: TUCSON POLICE DEPT

Serial Number: 80-000332

03/12/72009 09:16:06

Standard Lot#: 81120171 k
Last Changed By: 5. CIONE #50616 \"() \

QAS: S. CIONE #50615

TUCSON PD B
Test g/210L Time

Air Blank 0.000 09:16:33
Cal Check 0.098 09:16:52
Air Blank 0.000 o 09:17:22

Zanh (ot

Operator's Signature

wCUmEN? is 2 certiies guns the
. qupiyr . :
Folice Deparimen ' HDLCaLe of the iforman on comtarmeg i



EXHIBIT G-2 é ?
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY ; ET(;

A.A.C. R13-10-104 (A}
ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES Kb -D(\
INTOXILYZER MODEL 8000

Y
STANDARD CALIBRATION CHECK PROCEDURE

QA Specialist 'Sam"\ 61101f AGENCY Tucson Police Department

DATE '3/2./09 TIME P 8Y

Intoxilyzer Serial # 80"’0003'32 Location NN YT HE

{ V/) 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration sclution O.[O() AC.
CR
Pour a standard alcohol concentration solution AC,
into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and

allow temperature to reach 34°C + 0.2°
(:;J 2. Intoxilyzer 8000 display reads “pusHy BUTTON TO START®

} 3. Go to the “Control Testing Menu”. Select “p» for dry

control test or “W” for wet control test. After
selection is made Press ENTER.

Air blank completed.

Calibration check completed. Test results 0.09?’ AC.
Air blank completed.

~ O W N

Remove printed record. Attach the record to the completed
checklist,

SIGNATURE ﬁam/v Dot
[

DPS Form Exh G-2 {Rev. 05-01)

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is g certified duplicate of the information cortained in
computer storage devices of the Tucson Police Department.



Pursuan: 1o sechion 381307

coOmpyrer Siorage gevices

INTOXILYZER 8000

Location: TUCSCN POLICE DEPT

Serial Number: 80-000332

03/12/2009 08:54:37
Standard Lot#: 808701¢

Last Changed By: ¢. ANDREACOLA #27359

QAS: 8. CIONE #50616 . .
TUCSON ED , .

Test g/210L Time

Air Blank 0.000 08:55:04

Cal Check 0.098 08:55:23

Air Blank 0.000 08:55:53

‘S@A Coond

Operator s Signature

Arizong Revises RY/
LUIES, RIS gdpo ) Med aun; “the i
UMENI s CETINes auplicare o1 ine irgormanon comamed iy
¢ it

orthe Tumson Foliee b Leparimeny



TUCSON POLICE DEPARTMENT 8;0#?5(
CRIME LABORATORY

INTOXILYZER SERVICE RECORD
FOR |
CALIBRATION GAS TANK CHANGE

| f
Date: Z,A 2{/ 09 /ﬁﬂ ’)'\IY
QAS: _Sarah Brone

Intoxilyzer Serial Number: _¢0 =~ 009 332

New Lot Number: _gnael T

New Expiration Date: —37/__,&;3 /2010

/)
)
)

o

I.
2.
3.
4

th

10,

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
Remove the old gas tapk and instal] the new one.

Hit the “ESC” key twice and swipe the QAS card,

Go to the “M—Maintenanc'e”-menu' and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100
Enter Control Lot # From the tank Iabe]

Enter Exp Date: From the tank label (mm/ dd/yyyy)
Edit info YN? Y or N

Update Std Info? Y ENTER

“Please wait saving...”

Hit the “ESC” key twice,

Go to the “M-Maintenance” menu and select “T-Contro] Testing.”

Select “D” for dry control test. After selection is made press
ENTER.

Alr dlank completed.

Calibration check completed. Test results 0.092 AcC.
Alr blafk completed. |

Remove and sign printed record. Attach the record to the completed checklist.

SIGNATURE %maﬁf Cony
yd

Pursuant to section 28-1327, Arizona Revised Statutes, this document ig a certified duplicaic of the information contained in
computer storage devices of the Tucson Palice Deparment,



Fire
¥rsuan 1o section 28-1327

INTCXILYZER 8000 9 ?
Location: TUCSON POLICE DEPT ")-C
Serial Number: 80-000332

03/12/2009 08:57:34

Standard Lot#: 81120171 L
Last Changed By: S. CIONE #50616 /{b.l
LQAS: S. CIONE #50616

TUCSON PD R
Test g/210L Time

Air Blank 0.000 08:58:01

Cal Check 0.098 08:58:20

Alr Blank 0.000 08:58:49

{ana/) Lont

Operator s Signature

Arizonn Reviseg Stares. this gop
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