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CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police D;{namnen Crime Laboraior)
270 S Stone Avenue Tucsor. AZ 85701-1817

&2

I hereby certify that these documents are & true and correct copy of the

periodic maintenance® for the Intoxilyzer 8000 Serial Number 0
Bv-200332 maintained by the Tucson Police Department _ D“

Crime Laboratory pursuant 1o the requirements of the Arizona Departmen: _ \t\

of Public Safety for a quality assurance program. N\

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy iimits, as defined in A.A.C. R13-10-104.A2,
for & 0.100AC solution are 0.090AC to 0.110AC,

Date: )-7-10 Call_0097 AC Cal2 0.097 AC

Between the datesof /2-10 - 09 and /=7~ 10
the instrument was operating properly and accurately,

The instrument was taken out of service for repairon _ / f-
The instrument was returned to serviceon N /A

PI‘L Hag Q“\Q&.ﬂ‘l

Clare L. Conley

-1 -1

ADPS QAS Permit # 33314

~ SUBSCRIBED pmﬂ swomc wobeforemethis /4 . dayof
.20_J0.

SR womc L swavo |/ 3/’ ﬁrm

F KOTARY PUBLIC-ARIZONA . ) .
S8/ PIMA COUNTY A %?
Nﬂtary lic

=—="\ly Comm, Exp, June 27, 2011

“Includes documents specified in A AC RIZ-I0-104. A5

Pursuam 1o section 28-1327, Arizona Revised Statutes. this document is 3 certified dupiicate o the
nformation contained in computer storege devices of the Tucson Police Department,



ARIZONA DEPARTMENT OF PUBLICT SAFETY

STANDARD QUALITY ASSURARNCE PROCZEDURES

TRSUANT TO DETY IMPOs=D BY

1 <hT
L

INTOXILYZER MODEL 8000

- o
STANDARD QUALITY ASSURANCE 2ROCEIURE ‘Ip
. \\ﬁ‘_

oa ssectarzst CMlave Qanh“
[]
DATE 1=-"7-1D

AGENCY Tucscn Pclice Department

e Q%37

INTOXILYZER SERIAL # SD-pan332 LOCATION ODbt bay HO
(¥ |} 1. Display reads “PUSE BUTTON TO START®
DIAGHNDETIC TESTS
{ ¥ ] 1. Clock rime check.
] 2. Dere check.
QPERATIONAL TESTS
{er ) 1. Alcohol-free subject test result 0. Ov9 AC.
(v )} 2. Error zecognition logic system functioning.
Not a Successiully Complieted Test Secusnhce priniad
(¥ )} 3. Proper sample recoonition system.
Wot & Successiuliv Complerad Test Sscguence prinrtad

Deficient sample printed.

( 1 &, Standard Calibration Chezk standard 0. | &p AT

Result: 0. 097 AC

Instrument ig operating properly and accurately. YES ¥ NO

COMMENTES  Neyae .

SIGRATCGR=

UMM.?

DP5 Form Exh G-4 (Rev., 05-

3

= I

Pursuans fo section 28-1327, drtzong Revised Stauaes, this doctment is o certified duplicate of the information sontained in

computar storade devices of the Tucson Police Department
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT 0
Serial Number : 80-000332

01/07/2010 08:42:-08

Standard Lot#: 654682 \4\
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUOCSON PD

Operatnr: C. CONMLEY #34517

TUCSON ED

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.0006 08:42:54
Diagnostic Test Pass NB:43:22
Air Blank 0.000 08:43:49
0.700 Cal Check 0.097 08:44:08
Air Blank 0.000 08:44:37
Subject Test DEF* 08:47:46
Air Blank 0.000 08:48:13
Air Blank 0.000 08:48:40
Subject Test 0.000 08:49:04
Air Blank ABT*¥ 08:49:11
Air Blank RPI *&% 08:49:25

*Deficient Sample
**Sequence Aborted
***RFI Detect

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
Location: TUCSON POLICE DEFT

Serial Number :

80-000332

01/07/2010 08:43:49 /b\‘
Standard Lot#: 654682

Last Changed By: C. CONLEY #34517

"QAS: C. CONLEY #34517
TUOCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP

DOB:
Sex:

11/11/1111

M Weight:

117

15 Minute Deprivation Period? Yes

Test q/210L Time

Air Blank RFI* 0B8:50:34
Air Blank Ips*= 08:50:43
*RFI Detect

*>Improper Sample

Not a Successfully Completed Test Sequence

Fumyuon ;o seonon 35
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2. Ar2oms Revised Stanter s dorumens i

Sommaess sierage devicss of the Teoror Folice Lnoorimen

g eesiies duplizate o s i ey CoTigines o
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INTOXILYZER 8000 Q)A
Location: TUCSON PCLICE DEPT

Serial Number : B0-000332

01 /07/2010 0g:571:22 /{0\\
Standard Lot#: 654682 \
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY §348517

TUCSON PD

Operateor: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Peried? Yes

Test g/210L Time

Bir Blank 0.000 08:52:15
Diagnostic Test Pass 08:52:42
Air Blank 0.000 08:53:09
0.100 Cal Check 0.097 08:53:28
Air Blank 0.000 08:53:58
Subject Test KEK* 0B:54:20
Air Blank 0.000 08:54:54

*Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Fursuam ro yection 281327 :
tEtma3ld Arzong Rewsed Sianuies this Socwaews | sertifies Gimiinare of ormation covme
Compiaer sterape deviees of the Tucton Folier Deogromes: = SR g ey - —



INTOXILYZER 2000 g é%ﬂ]

Location: TUCSOM POLICE DEPT D).»\
Serial Number: 80-000332
g1/07/2010 pB:55:16
Sterdard Lot#: £54682
Last Changed By: C. CONLEY #34517 /{7\\
GAS: C. CONMLEY #34517
TUCSONR PR
Tast al210L Tioo
Alr Blank 0.9000 08:35:43
Cal Check 0.097 NB:56:02
air Blank 0.000 09 :56:3%
Operator's siimturc
Fursuen: 1o s=ction 26-1327. Arnzone Fevied Smnnes this documem iz 2 eotifisg duolicate of o miccoemion conmis T SmEny

storege Gevices of the Tucson Pohice Depazmment



ARIZONA DEPARTMENT OF BUBLIL SEFETY

INTOXILYZER MODEL 8C00

STANDARD QUALITY ASSURANCE PROCEDURES /Q\\ ‘p

STANDARD CALIBRATION CHECE PROCEDURE

W

QA Specialist l!ﬂdr; e,jnlﬁa.-. GENCY Tucscn Polices Department
L]

patz =71~ TIME 0%37

Intoxilyzer Serzal # &D.-Bve 232  1ocation ODW  Dlu 08

T I. E=asurz that gas tank is attached o instrument and contains a
standard aicohol concentratien soluticn O. Jom T

as
Pour & standard slcshel concentrasion soliution

inte a clean dry simclator and assamble the simoistor.
thet a tight seal has bean made. Turn on the simulaTor and

allow temperature to reach 34°C + C.2°

-
Py

Ensare

P ) 2. ZIntoxilyzer BO0O dispiay reads “PUSH BUTTON TOC STARTY

{ v ) 3. Go ta the "Control Testing Menu™. Select ®*D7 Enr dry
control t=sr or “W™ £for wet contreil tTest, fr=r
selection 15 made press ENTER.

v ) 4, kir blank completsd.
LY 5. Calivration check complieted. Tast resulits 0O
{ + ) £ 2ir biank compietad,

U

checkiist.

SIGNATURE ('Jlm afmﬂc}

DBS Form Sxk G6-2 (Rev. 053-01)

o 7 G

. Remove printed record. Attach the record to the completed

Purstiont to section 281327, Artzona Revised Seatutes, this docaiment is o cevtified duplicare of the biformation comained in

comrer sigraye devices of the Tucsor Police Departme



IRTOXTILYZER 8000
Location: TUCSON POLICE DEPT
Serial Nombar: 80-000332

01/0% /2010 0837147

Standard Lot#:; 654682

Last Changed By: C. CONLEY #34577 \
QAS: C. OONLEY #34517

TOCSON FD e
Test g/Z10L Tima

Alr BHlank 0,000 OB:38:08

Cal Check 0.097 0B8:38:27

Air Blank 0000 08:38:57

Uane Lonle,

Operator's Sighature
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