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I hereby Ty that these documents are a true and ¢
periodic maintenance® for the Intoxilyzer 8000 Serial

80 -000'332 maintained by the Tucson

10T

Crime Laboratory pursuant to the reguirements of the

of Public Safety for a guality assurance program.
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the instrument was operating broperly and accurately.
The mstrument was taken out of service for repair on ~
The mmstrument was returned 1o service on -
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2/2/1]
77
ADPS QAS Permit # 33335
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J
Ay gnded
= ' OFFICIAL SEAL
N —myae s 1. 11, A-M- HERNANDEZ
INOTary rubiic ) NOTARY PUBLIC-ARIZONA
PIMA COUNTY
*Inciudes documents specified in A.A.C. R13-10-104.A.3
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BY / % ?SC

STANDARD QUALITY ASSURANCE PR
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE (;‘\0

QL SPECIRALIST Sﬁmh c;ﬂoff‘._a AGENCY Tucson Police Depar
DATE .;L/':S 11 riMe  (ZH]
INTOXILYZ SERIRL # §)-00038 & rocation (rimu Z_ob

YZE
{ o1, Display reads “PUSE BUTTON TO START™

GV

lock time check.

¥y 1
;/ ) 2. Date check.

{ 1. BAlcohol-free subject test resuit 0 OOO AC
2. Error recognition logic system functioning.
Not a Successfull i

o]
ully Compieted Tast Seqguence printad
oy

reaylation Farlyre h reath he n complrded

Pursuant 1o section 28-1327, Arizona Revised Siatures. this documens is a certified duplicare of the information comained in
compuzer storage devices of the Tucson Folice Department



2019,
INTOXILYZER 8000 C

Location: TUCSON POLICE DEPT

Serial Number : 80-000332 h
02/03/2011 13:42:58

Standard Lot#: 719919

Last Changed By: W. HONOMICHL #42992

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Depfivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:43:42
Diagnostic Test Pass 13:44:10
Air Blank 0.000 13:44:37
0.100 Cal Check 0.098 13:44:56
Air Blank 0.000 13:45:25
Subject Test 0.000 13:46:07
Air Blank 0.000 13:46:34
Five Minute Wait ABT*

Air Blank 0.000 13:48:24

*Sequence Aborted

Not a Successfully Completed Test Sequence

~hrsuant to secnon 28-1327, Anzona Kevised Sterures, thus document s 2 certified duplicats of the mformanon contained m compure:

Storage devices of the Tucson Poiice Deparmmem:
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-000332 /3]1
02/03/2011 13:48:37 l
Standard Lot#: 719919

Last Changed By: W. HONOMICHL #42992

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 13:49:02
Air Blank IPS** 13249 : 1.0

*RFI Detect
**TImproper Sample

Not a Successfully Completed Test Sequence

Fursuznt o section 28-1227. Anzona Revised Starures, tis document 1s z cerdfied dunlicars of tos mformanion contained m commute:
Storags cevicss of the Tueson Police Depariment '



Hot 95

INTOXILYZER 8000

Location: TUCSON POLICE DEPT 5
Serial Number : 80-000332 54
02/03/2011 13:49:18

Standard Lot#: 719919

Last Changed By: W. HONOMICHL #42992

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:50:04
Diagnostic Test Fail* 13:50:33
Air Blank 0.000 13:51:01

* Temperature Regulation Test

Not a Successfully Completed Test Sequence

Fursuant to secuion 28-1327, Anzonz Revised Statures, fhis document is & cerified duplicars of the miormanion contamed in computer

storage devicesof the Tucson Police Deparmen:



INTOXILYZER 8000
Locati_on: TUCSON POLICE DEPT
Serial Number : 80-000332

42 /réb[

02/03/2011 13551 ¢
Standard Lot#: 719919
Last Changed By: W. HONOMICHL #42992
QAS: S. CIONE #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD
Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111
15 Minute Deprivation Period? Yes
Test g/210L Time
Air Blank 0.000 13:524:49
Diagnostic Test Fail~* 13:53:78
Air Blank 0.000 13:53:46
* Temperature Regulation Test

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327

327, Anzonz Revised Statutes, this document is  certified duplicate of the mformanion contamed m computer

Storage aevicesof the Tucson Police Deparmment



Lot T,
INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-000332 (5(51
02/03/2011 14:15:41

Standard Lot#: 719919

Last Changed By: W. HONOMICHL #42992

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:16:30
Diagnostic Test Pass 14:16:57
Air Blank 0.000 1407 £ 25
0.100 Cal Check 0.097 14:17:43
Air Blank 0.000 14218413
Subject Test 0.116% 14:21:21
Air Blank 0.000 14:21:54
Air Blank 0.000 14:22:22
Subject Test XXX ** 14:22:53
Air Blank 0.000 14:23:27

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

~ursuant to secuon 28-1327. Arizona Revised Stanne:, this documen: is 2 certified duplicate of the mformenon contames in compure:

Storage devicesof the Tucson Police Department



INTOXILYZER 8000 ’ ¢ 95(

Location: TUCSON POLICE DEPT
Serial Number: 80-000332

02/03/2011 14:24:01 /(6[1

Standard Lot#: 719919
Last Changed By: W. HONOMICHL #42992

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 14:24:29
Cal Check 0.098 14:24:48
Air Blank 0.000 14225217

5Mﬂ/} Crond

Operator's Signature

Fursuznt fo section 28-1327. Arizonz Revised Statutes, this document 1s 2 centified duplicare of toe miormanon contamed m cOmDUE!
storage gevicesof the Tucson Poiice Deparmmen:
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1. Anzonz Revised Statures, this documen: is

INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-000332

02/03/2011 13:41:00
Standard Lot#: 719919

Last Changed By: W. HONOMICHL #42992

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 13241 = 27
Cal Check 0.097 13:417:46
Air Blank 0.000 13:42:16

/)mﬁ é’» ol

Operat dr's Signature

ucson Poiics Department

is 2 cemified GJ.LDLJ'..'-EL of th= miormanon contameds m COImpurer



TUCSON POLICE DEPARTMENT /OF//SC
CRIME LABORATORY

INTOXILYZER SERVICE RECORD L\
8.\

Date: l/’ 3/!]

Qas:_ Sorah Copne

Intoxilyzer Serial Number: ?0 - 000332

Reason For Service: bl Dane SiLf(‘ Fa 1'/U{€ (fe/n'pe/l a+ur( fgg,u/a%:bﬂ} o/uﬂha
SGAP

Date Out of Service: N / A

Calibration Check completed prior to removal from service

Date: -~

SQAP completed prior to removal from service

Date:

Corrective Action: [ ] Sentto CMI, Inc.

Replaced breoth hose wio newone. Once instromunt warmud oo
aﬁmn _breath hose won f/fm?.

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



