CERTIFICATION by CUSTODIAN of RECORDS

V Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tueson, AZ 83701-1917
1 hereby certify that these documents are a true and correct copy of the /QJ\\ [’)a\
periodic maintenance* for the Intoxilyzer 8000 Serial Number N
Go-too33Y maintained by the Tucson Police Department ‘\%

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0,090AC to 0.110AC.

Date: aﬂ/;;zl/p? Call 0.£94 AC Cal2_9.094 AC
Between the datesof 0§ g:?a _/a 7 and & ?’/J-?'/d?

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on KA
The instrument was returned to service on A/

Oty B
/ L
Cheryl K. Straub

o7 [23/s7

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this o2 9% day of
gﬁzgzgggg blh 2009 .

%ﬁﬂé&ﬂaﬁ;ﬁ { :

> GFFICIAL SEAL II
i - A9 i A M HER ';:l- neer
Nﬂw]-}: Public f Rzt A M. HERNANDEZ
=" t-1! 1 KOTARY PUBLIC-ARIZDNA
: ; L = K-:-‘5\' ',’f PIMA COUNTY
*Includes documents specified in A.A.C, R13-10-104 A5 SIS g pamm, Exp. Mar, 17, 2042

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in compiter storage devices of the Tucson Police Department.



/4%

EXHIBIT G-4 S

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104 (&}

ARIZONA DEPRRTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 800D

N
TANDARD QUALITY ASSURANCE PROCEDURE \“."V

Q& SPECIALIST AGENCY Tucson Folice Department
DATE 0?/}}/&?’ vz fD.)So
td ¥ )
INTOXILYZER SERIAL § -00p33 rocatrer Dl /[ #&
T

[ '/1’ 1. Display reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
{ / 1. Cleck time check.
{ ])i'l 2. Date check.

OPERATIONAL TESTS

{ L/J' 1. Alcchol-free subject test result 0. QQD ac,
{ w"i’ 2. Error recognition leogic system functioning.
Not a Successfully Completed Test Seguence printed
{ w1 3. Proper sample recognition system.
Hot a Successfully Completed Test Seguence printed
Deficient sample printed.
( »7 4. Standard Calibrgtion Check standard 0. [00 AC

Result: 0. ﬂj AC

Instrument is opeérsting properly and accurateiy. YES /hc

COMMENTS

SIGNATURE ()/L;(
7 —

DF5S Form Exh G-4 {Rev. 05-01)

Pursuant to section 28-1327, Avizona Revised Statutes. fhis document is o cevtificd duplicate of the information coniained in
compuier storage devices of the Tucson Police Departoent



INTCXILYZER 8000

Location: TOCSON POLICE DEPT

Serial Number : B80-000334 ‘J\\
08/17/2009 18:55:51
Standard Lot#: 8260011

Last Changed By: C. CONLEY #34517
QAS: C. STRAUB #50772
TUCSON FD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SCQAP,SQAF

ooB: 11/11/17111

Sex: F Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 10:56:50C
Diagnostic Test Pass 10:57:17
Air Blank 0.000 10:57:44
0.100 Cal Check 0.09% i0:58:03
Air Blank 0.000 10:58:33
Subject Test 0.000 10:58:52
Air Blank AET* 10:58:58
Air Blank 0.000 10309 227

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant 1o gectlen, 38-1327, Arizone Revised Swauer, this docs

Storaps devices of the Tusson Polics Deparmmen

ME L5 g contifies duplicat: of the informmon conmpes = sOmOne:
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number - 80-000334
09/17/2009 10:59:33 /\{)‘-\
Standard Lot#: 8260011
Last Changed By: C. CONLEY #34517

S g )
QRS: C. STRAUB £50772
TUCSON FD
Oparator: C. STRAURB #5077 2
TUCHON BD
Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Periocd? Yes

Test g/210L Time
Air Blank RFI+ 11:00:20
Air Blank IpgSx* 11:00:31

*RFI Detect
=*improper Sample

Not a Successfully Completed Test Sequence

F'uraunn:‘tu section 25-1327, Astzone Fevized Statetes iy desumen
surags geviczs of the Tueson Poliss Tropamomeny

18 & cemifizd duplizate of the mformarion conmines 1 amper



INTOXILYZER B0O0O0
iocation: TUCSON BOLICE DEPT
Serial Number - 80-000334

09/17/2009 11:03:34 !f
Standard Lot#: 8260011 ﬁ}\
Last Changesd By: C. CONLEY £34517

QAS: C. STRAUR #50772

TUCSON PD

Operator: C. STRAUR #50772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/7111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:04:27
Diagnostic Test Pass 11:04:54
Air Blank 0.000 11:05:22
0.100 cal Check 0.098 11:05:41
Air Blank 0.000 11:06:%0
Subject Test 0.175* T1:08:19
Air Blank 0.000 11:09:51
Air Blank 0.000 11:210:18
Subject Test HXH Rk 11370547
Air Blank 0.000 11217229

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

u + - - - - 1
SUTRCERT W seouen 1B-1527, Arzone Foevised Srtansec thle dbosumen i ; pre

g . = 1B A5 & corifeed dunlizete of the FTALOT CONMNTET 4T cotne
Eorags fovicss of the Tucson Police Treommnem ' e o :



INTOCXILYZER BOOOC

Location: TUCSON POLICE DEPT

Serial Number: BO-0060334

0s/17/2009 11211:59 \l\
Standard Lot#: BZE001T

Last Changed By: €. CONLEY #34517

GAS: C. STRAUB #50772

. TUCSCH PO -
Tast g/ 210L Tima
Air Blank 5.000 17:12:26
Cal Check 0. 058 19212245
Alr Bilank o.oo0 TH:153:14

ot

rator's Signature

Fursusnt 1o seougn 28-1327, Arizons Rovised Sistuses whis dooumett (5 o corgiins i omete
_ : = d "5 o comlies duplicite of toe mitrmenien womeines o
Sorage devicss of the Tucsor Foliss Deparmmen: &



DATE _Q‘i!!?’/ﬂ‘i TIME D) &n

EXEIBIT &-2

TEIS EREPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.R.C. R13-10-104 (&)

ARIZORR DEPARTHERT OF PUBLIC SAFETY

STANDARD QUALITY ASSURRNCE 2ROCEDURES

INTOXILYZER MODEL 8000 K%F\ Rf\
\%Q’

STANDARD CALIBRATION CHECK PROCEDURE

oA Specialistc f ]/_ﬁiﬂgé SMS AGENCY Tucseon Police Dapartment

Intoxilyzer Serial £ Qﬂ 'ﬂm_géf Location i)ul{#ﬂ

N

R

=]

[T

s
W

Ensure that gas tank is attached te ianstrument and contains a
standard alcohol concentration solution 0. dg!? AC.

OR
Pour a2 standard alcchol concentratien solution AC,
inte & clean dry simulator and assemble the simulator. Ensure
that & tight seal has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°C

Intoxilyzer BOO0O display reads “PUSH BUTTON TO START"

Go to the “Control Testing Menu™. Select “D™ for dry
control test or “W" for wet contreol test. After
selection i=s made press ENTER.

Air blank completed.
Calibration check completed. Test results 0. OF8 ac.
Alr blank completed.

Remove printed record. Attach the record to the completed
checklist.

SIGNATURE %‘-j

7

DPS Form Exh G-2 (Rev. 05-01)

Pursuant to seciton 28- 1327, Arizona Revised S.I'm'ms_. this document Iy a certified duplivate of the information contatned (h
compurer storage devices of the Tueson Police Department.
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2227, Anzome Revaset Sanes mis GOCEment s p pertied 4 Fro F = o
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IRTOKILYZIER 8000

Location: TUCSON POLICE DEPT

Serial Humber: B3-000334

09/1772009 10:50:47

Standard Lot#: B28DC1I ({D\.\
Last Changed By: C. COMLEY #34517

{AS: T. STRAUB #50772

TUCSON FD = ¥

T g/210L Tips

Air Blank 2.800 10:51:08
Cal Check 0.0098 10:31:27
Air Blank 0.000 10:51:56

(

rator's Signatur=

= e T



