CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S Stone Avenue Tucson, AZ 85701-1617

| hereby certify that these documents are a true and correct copy of the /’Jb\ [5’\
periodic maintenance® for the Intoxilvzer 8000 Serial Number
2V - ovo 33y maintamed by the Tucson Police Department _ ﬁ
Crime Laboratory pursuant to the requirements of the Arizonz Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in ALA.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC w0 0.110AC.

Date: Ib-ig-29 Call 0.099 AC Cal2 0.099 AC

Between the daies of 4-17-09 and [0-/5-09
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N/A
The instrument was returned to serviceon N /1

U (ade.

Clare L, Conley
[2-I<-09

ADPS QAS Permit £ 33314

SUBSCRIBED AND SWORN 1o before me this /5 . day of
Yo dpbwh 2009

e
A pet-LLih s vz e
] e OFFICIAL SEAL |
Notarv Bublic @, A.M. HERNANDEZ
: E«.f =1 13] NOTARY PUBLIC-ARIZONA |
/) PIMA COUNTY |
Wy Comm, Exp. Mar. 17, l'.‘l?|

*Inciudss document= specifed m A AC. RIZ-I0-104.A5

Pursuant to section 28-1327, Arizonu Ravised Starures. this document is 2 certified duslicate of the
informarion contained m computer storage devices of the Tucson Police Deparmmen:.
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ARIZONE DEPARTMENT 0OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES QM
IRTOXILYZER MODEL BOOC

STANDARD QUALITY BSSUWSE.?RGCEDUEE 75({

QR SPECIALIST udu"g, D,:,,J,e,ﬂ AGENCY Tucs':m Police Department

DATE 1% —|< - :ﬂ TIME 5927

INTOXILYZER SERIAL 4 30-tbo 23¢( rocarion DUl HB. Tm2

{ v 1 1. Display reads “PUSH BUTTON TO START"

(v} 1. Clock time check.
| Vj 2. Date check.

OPERATICHAL TESTS

{ v} I. Alcohcl-free subject test result ¢. FHY AC.
() 2. Error recognition logic system functioning.
¥ot a Successfully Complated Test Seguence printed
{ v} 3. Proper sample racognition system.
¥ot & Successiully Completed Test Segquence printed
Deficient sample printed.
{ ] 4. Standard Calibratien Check standard o.(¥D AC

Result: 0.0 AC

Instrument is operating properly and accurately. YES ¥ NO

COMMEKTS None .

SIGNATURE M.m Mﬁ'

OFS Form Exh G-4 (Rew. 05-01)

Purswant to sectipn 28+ [ 327, Arizona Revised Statutes, this gocument & a certified duplicete of the tiformarion contatned in
compirier siarage devices of the Tueson Police Depariment



INTOXILYZER 8000 El{ti?

Location: TUCSON POLICE DEPRT

Serial Number : 80-000334

10/15/2009 09:29:59 (lb\
Standard Lot#: 8260011

Last Changed By: C. CONLEY #34517 gﬁy1
QAS: C. CDNLEY = #34517 i
TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:30:48
Diagnostic Test Pass 09:31:15
Air Blank 0.000 09:31:43
0.100 Cal Check 0.09%9 09:32:01
Air Blank 0.000 09:32: 31
Subject Test 0.000 09:32:54
Air Blank ABT* 09:33:00
Air Blank 0.000 093:;33:29

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursumnt o s2oyion 28-1327 Anzone Revigsd &
=T =1 o THIREE. 1015 SOCUMEN] is 3 senifiad fimbimmss pf i
£ AR e T v l#ﬂlﬂﬂn.ﬂhhﬂah.ﬂ'ﬂﬂﬂlﬂﬂntﬂﬂhﬂ:i:m



INTOXILYZER 8000

Locaticn: TUCSCHN POLICE DEPT

Serial Number -
10/15/2009

80-000334

§9:34:08

Standard Lot#: 8260011

Last Changed By: C. CONLEY

#34517

QAS: C. CONLEY
TUCSON PD

#34517

354
O
AM

Operator:
TUCSON PD

C. CONLEY

#34517

Subject: TEST,S0AP
DOB: 11/11/1111
Sex: M

Weight:

111

15 Minute Deprivation Period? Ys=s

Test g/210L Time
Air Blank RFI= 09:34:44
Air Blank IPS=* 09:34:52

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Surseent o section 20-1327 Arnzons Feoviesd Sttutes mis documen
§LOTEgs Sevicss of the Tucser Polise T CreparomTn

152 senified duplizate of fhe micrmetion sonmines = conomer



INTOXILYZER 8000

Location: TUCSON 2CLICE DEPT
Serial Number : B0-000334

10/15/2009 19:35:35

Standard Iot#: B260011

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY i #34517

TUCSON PD ~
Operator: C. CONLEY #34517

TUCSON FD

Subject: TEST,SQAP

DOB: 11/11/1111
Sex: M

Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:36:18
Diagnostic Test Pass 09:36:46
Air Blank 0.000 09:37:13
0.100 Cal Check 0.099 09:37:32
Air Blank 0.000 09:38:01
Subject Test 0.069* 09:41:10
Air Blank 0.000 09:41:41
Alr Blank 0.000 09:42:09
Subject Test XXX H 09:42:41
Air Blank 0.000 09:43:13

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequence

P!muanr_m section 281327, Anzona Fevissd Sumeees
storage ceviess of the Tussor Polics Doparenen:

ik QOCUSEM i% 3 cemified dupbioze of the Miormesion commnes

447
Un

el e g



INTOXILVZER 8000

Lecatien: TUCSON POLICE DEPT {;' ;]
Sarjial Numbar: B80-000332

10/15/2009 09:44:07 QJ}J\\

Standard Lot#: 8280011

iast Changed Byv: C. CONLEY 34517 ﬁl
QAS: C. COWRLEY #34517

TOCSON ED

Tast gf210L Time

Aix Blank 0.000 09:44:35

Cal Check 0.089 0g:44:313

Air Blark o000 0¥:45:22

Mare Colle,

Operator's S;gnalure

l UISUENT IO lt'_.i'nr Is—j,: i hmw SIEEIT-ES. ﬁi‘ ﬂn-—um Fa i barf il ] T Ly
- o -y i ; ;i ] 1



oSYHTISYT o

=i - wWTL

L
il
i

SEnEY BOSHRDEN -~ = @
ZDORT PREDARED FIRSUANT TC DUTY IMPOSED B

A-R.C. RI3-10-10&([A)

RRIZONE DEPARTMENT OF PUBLIC SRAFETY L’é:)?

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECE PROCEDURE :

QR Specialist Ua.u‘_ c-ﬂ [ﬁh AGENCY Tucson Pglice Dapartment

f
\§

DATE [0-1K -0OF ' TIME 0927
Intoxilyzer Serizal § S -Brva3y Location DW| =@ Tm‘;?_

L 1. Ensure that gas tank i1s attached To instroment and contains a
scandard alcohol concenrration soiuntion C. iEl Ac.
o8
Pour a standard alcohol concsentrztion sélutich AC,
into & clean dry simularor and @ssempble the simulatoz. Ensure
that a tight ssal has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°C

[V ) 2. Intoxilyzer BO0OO dispglay reads “PUSH BUTTON TO START"

AN
w

Go to the “Contrel Testing Menu™. Select "D for dry
control test eor “W" for wet control test. After
seiaction is made press ENTER.

[ ¥ ) 4. Air blank complieted.

{ v ) E. Calibration check completed. Test results 0. C}Ezﬂ AC.

VA . Alr blenk completed.

{ o} 7. BRemove printed record. Attach the record to the completed
checkiist.

SIGNATURE

Uag bordy

DES Foxm Exh G-2 (Rev. 03-01)

Pursuant vo section 28-J327, Arizona Revised Stawtes, this docwment i3 a certified duplicate af the infarmation contained in
compuler norage devices of ife Tucson Police Depariment



INTOXILYZER 8000

Location: TUCSON POLICE DEFT r? f]
Sarial Number: 50-000334

1071572009 09:27:59

Srandard Lot#: B260011 Q}‘\
Last Changed By: C. COBLEY #34577 /ﬁ’

QAS: C. CORLEY #3457

TUCSON PD

Test g 210L Time

Air Blank 0.000 09:268:27

Cal Check p.na9 No:28:45

Air Blank o.0an 09:29:15

TN

Operator's Signaturs

Pursuent m pecnos 281327 Arizone Rovised Stamoy Tip : .
Siorags dovices of the Tusson Police E&@mv B G Gocumsi Lns seified uolinars of ths Hformaion cnssipes to smpmiy



