CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Labopratory
270 5. Stone Avenue Tucson, AZ 8570i-1917

I hereby certify that these documents are a true and corrzct copy of the
periodic maintenance® for the Intoxilyzer 8000 Serial Number

3 -zo0 33Y maintained by the Tucson Police Department _ {{?\\ 0
Crime Laboratory pursuant to the requirements of the Arizona Department _ /19\
of Public Safsty for 2 quality assurance program. \\l:\

A guality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in AA.C. R13-10-104.A.2
for & 0.100AC solution are 0,090AC 10 0.110AC.

Date: |-77-1© Call O.l0| AC Cal2 D-Iov AC

Betweenthe datesof 12-19-09 and I-]-10
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on _N/ A
The instrument was returned to serviceon N/ B

D Qﬂv\-k Oh\g-tu}

Clare L. Conley

A4 - 19

ADPS QAS Permit # 33314
SUBSCRIBED AND SWORN 10 before me this__ /4 day of
%jﬂﬂﬁ; ,20 jo .
= OFFICIAL SEAL 47 = %
& aratet\ MONICA L. BRAV % %f%&rﬂ

4 baoes B NOTARY PUBLIC-ARIZONA Vi T
2%/ PIMA COUNTY Notary Public

qqqqq

miormarion contained in compuer storags devices of tae Tuczon Police Deparoment



THIZ REPORT ZREPARED PURSUANT TO DUTY IMPOSED BY
AE.C., BRIFI10-1D4 (R) r]
ERIZONE DEPARTMENT OF PUBLIC SETETY ‘.5%
STANDARD QUALITY ASSURANCE SROCEDIIRES Q}Ph

L |

NTOXILYZER MODEL BOOC
. : \\ gV
STANDARD QUALITY ASSURANCE PROCEDURE 1

\.\“r

C& SPECIALIST !!g[-t. blgﬁ ACENCY Tucson Pplice Depertmernt

DATE _|-T]-ID TIME D 6D

INTOXILYZER SERIAL # 8o -goo 33Y LOCATION ODW Dwi Hg

(¥") 1. Display reads “PUSH BUTTON TO START"

DIAGNCSTIC TESZE

{ v} 1. Clock Time check.
{ -~ 2. Date check.

OEERATIONAL TESTS

( v ) 1. Rlcohol-frse subject test result 0. 0BV BC.
s ' 2. Ezror recognition logic systsm functioning.

Mot a Successfully Compieted Test Sequence printed
[ ) 3. Troper sample racognition system.

Hot & Successfully Compieted Test Seguence printed

Deficient sample printed.

{ 1 4. Standard Calibration Check standard 0. }Eﬁ' AC
R=suls: 0. /6D BC

Instrument is operating properly and accurately, YES ¥ NO

COMMERTS  Nens..

Pursuant 1o section 251327, Arizonz Rivissd Statutey, thiv docament (3 a certified duplicaie of the information contained in
comDulir Forave aevices of the Tucson Podice Desarteenrs



INTOXILYZER 8000 QLg%fT

Locatien: TUCSON POLICE DEPT

Serial Number : 80-000334 Q)u\
01/07/2010 08:01:44

Standard Lot#: 642845 \\
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Operatcr: C. CONLEY #34517

TUCSON D

Subject: TEST,SQAP
POB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:02:32
Diagnostic Test Pass 08:03:00
Air Blank 0.000 08:03:27
0.100 Cal Check 0.100 08:03:45
Air Blank 0.000 DB:04:15
Subject Test 0.000 08:04:47
Alr Blank ABT* 08:04:53
Air Blank 0.000 08:05:22

*Bequence Aborted

Not a Successfully Completed Test Seguence

Pursuant 1o section 25-1327, Arizona Revised Statutes, this document i5 a certified duplicate of the information contamed m computer
storage devices of the Tecson Police Department



INTOXILYZER 8000 ??4{1
Location: TUCSON POLICE DEPT

Serial Number : 80-000334 W
01/07/2010 08:06:05

Standard Lot#: 642845 \&
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Dissaranve. O (OONEEY #4517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time
Air Blank RFI* 08:06:37
Air Blank IpS*#* 08:06:49

*RF1I Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the mformation contained in eompules
storage devices of the Tocson Police Department.



INTOXILYZER 8000 U 40/1

Location: TUCSON POLICE DEPT (lﬁh
Serial Number : 80-000334

01/07/2010 08:07:12

Standard Lot#: 642845 ﬁt}\
Last Changed By: S. CIONE #50616

QDAS: C. CONLEY ' #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111

Cow= M I'!ﬂ‘_‘;.ht: 11

e L

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 D8:07:56
Diagnostic Test Pass 08:08:23
Air Blank 0.000 0B:08:51
0.100 Cal Check g.100 08:09:10
Air Blank 0.000 08:09:39
Subject Test D.109* 08:12:47
Air Blank 0.000 08:13:19
Air Blank 0.000 08:13:47
Subject Test XA ** 0B:14:22
Air Blank 0.000 08:14:55

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Dyrsuant 1o section 28-1327, Arizona Revised Stmtutes, this documnent 15 a eertified duphcate of the information contained in computer
storage devices of the Tucson Police Deparmment



INTOXILYZER BOOO
Location: TUCSON POLICE DEPT [DAQII

Serial Number: 80-000334

01/07/2010 08:15:17 O
Standard Lot#: 642845

Last Changed By: S. CIONE #50616 ﬂ@l\

QAS: C. CONLEY #3457

TUCSO0N PD

Test g/ 210L Time

Air Blank 0.000 DB=15:-44

Cal Check 0.100 0B:16:03

Alr Blank 0.000 OB:16:32

Uae Ul

Operstor®s Siqmtu&n

Pursuant o section 28-1327, Arizona Revised Stanutes, this document 15 a certified duplicate of the information contamed i computer
storsge deviees of the Tucson Polics Deparment.



b B

THIE FEPQRT PREPAREC PURSUANT TO DUTY IMPOBSD BY

A:E.Co BI3=10-104(A] \ogk/?

ARIZIONA DEPRRTM=XNT OF RUBLIC SAFETY Q)‘\

STANDARD QUALITY ASSURAKCE PROCEDURES '
INT@XILYZER MODEL 8600 \ \‘\ ﬁ@.

STANDERD CALIBREZTION TUECE BROCEDUSE R‘fb
v

2& Speciazl:ist U-ME 01*\‘-@-.,1 ACERCY Tucson Police Department
1
oatre  )~T7-190 TIME  O%bo

Intoxilyzer Serizl # FD-TBVIZIY 1ocation ODIW DUy HE

Ly ) 1., Ensurs that gas tank is atrtached to instrumen:t &nd contains a
standard alzcohol concentration solutisn 0. ]E‘h AT,
o8
Popr a standard alcohinl concentration solption AcC,
into a clearn dry simpl=tor and assemble the sim:lator. Ensure

that 2 tight seal has been made, Turn on the simuiator and
allow temperature to reach 34°C #+ 0.2°%C

¢ v 2. Intoxilyzer B000 display reads “PUSH BUTTOR TC START™

L ) 3. 6o to the “Contzol Testing Menu™., Sslect *D" feor 4z
contcrol test or *RT for wet gcontrol tTesz. Afce
selection 15 made press ENTER.

iy Y
[}
TR~

v 1 4, #Air blank completed.
(v 5. Calibration check completed. Test results C. 10) at.
HET A £. Arr blank completec:
[ 12 7. Remove princed record., Astach the record toe the completed

checkiist,

85 Form BExh G-2 (Rev. 053-01)

Purswant 1o secion 28-1327, Arona Revised Sianues, this documens 15 a cerfified duplicaie of tw informatton contained s
comowter storage devices of the Tucion Police [Deporiment



INTCXILYZER BOOO
Location: TUCSON POLICE DEPT
Serial Number: A0-000334

@1/07/2010 DAz o008

Standard Lot#: 642845

Last Changed By: S. CIONE #50616 /{D‘J\
QAS: C. CONLEY #34517

TOCSON £D

Test g/210L Time

Air Blank 0.000 08:00:35

Cal Check 0.1 08:00:34

Air Blank 0.4000 08:01:23

Cperator's Sigmlt ure

TR

Pursiuant to section 28-1327, Anzona Revised Statutes, this document is 2 certified duplicate of the informanoen contzined in computer

storage devices of the Tucson Police Department.



