CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917

A 0
I hereby certify that these documents are a true and correct copy of the \ ."\1131
periodic maintenance* for the Intoxilyzer 8000 Serial Number \

20 - 000334 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: q{[;/:o Call .00 AC Cal2_p.jp0o AC

Between the dates of __3/4//0 and_4/1 /10

the instrument was operating properly and accurately.

il

The instrument was taken out of service for repair on
The instrument was returned to service on _—

;fmﬂly_&mz =

Sarah L. Cione
‘ff/_f;ﬁo

ADPS QAS Permit # 33355

SUBSCRIBED AND SWEERN tobeforemethis_ /7"®  dayof
bIA . 520 46) =

Al _/, A7 E}Ff o

— OrFiCiAL SEAL
Notary Public it AM. HERNANDEZ |
. I 551 [ MOTARY PUBLIC-ARZOKA |
% PIMA COUNTY
*Includes documents specified in A.A.C. R13-10-104.A.5 " wy Comm. Exp. Mar, 17, 201% |

i mea e —— e R . e e e e

Pursuant to section 28-1327, Arizona Revised Stannes, this document is a certified duplicate of the
information contained in computer storaze devices of the Tucson Police Department



4,00 R13-10-104(2)

TARDARD QUALITY ASSURANCE PROCEDURE

D PURSUENT 20 DUTY

ot Ul

BY

M g

N

ice Department

on szzcranrst Samh el AGENCY

DETZ “f,/‘,/“’ TIME 1335

INTOXTLYZER SERIaL ¢ 30-00033H vocatton Lrime lab

J ) 1. Display reads “PUSH BUTTOR TO START
DIAGNOSTIC TESTS
Cipck zime check.

: /: 2. Late chneck.

JPERATIONRAL T=&ET

(v 1. A;:anc;-:‘:ee subject test resuiz 0. 000 AC.
(v" ) 2. Error recognition logic system functioning.
NOoL & 5,.‘.,{:-“55_.1-_.*. Completed Test Seguence
W) 3. Proper sampleée recognition sya:er.
Mot & Successiuliy Completed Tost Segusnc
Deficiant -';am'ﬂ-a E:’:_:'.BG.
i v% 4. Standard Calibration Check standard C._j0p AC

Resule: 0. mﬂ EC

Instrument is operating properiy and accurately., YES I/ MO

4

1y

RS Preformud 2 enoling calibeation Checks

Furssoowt o secrion 251327, Avisoeg Revised Staruses. iy documient it & cevrmified duplecare of tw idtrmation contased m

comprier siprape devices o the Tucsor Police Departmeny



INTOXILYZER 8000

Location: TUCSCON POLICE DERT

Serial Number : 80-000334

04/01/2070 13:471:27
Standard Lot#: 642845

Last Changed By: S. CIONE #506186
QAS: 5. CIONE #506156
TUCSON PD

Operator: 5. CIONE #LE061E
TUCSON BD

Subject: SQAP, SQAF

POBs 11/11/1111

Sex: F Weight: 117

15 Minute Deprivation Period? Yes

Tast g/ 210L Time

Air Blank 0. 00 13:42:33
Diagnostic Test Pass 13:43:00
Air Blank 0.000 13:43:27
0.100 Cal Check 0.100 13:43:46
Air Blank 0.000 13:44:16
Subject Test 0.000 13:44:48
Air Blank 0.000 13:45:16
Five Minute Wait ABT*

Bir Blank 0.000 13:46:15

#Eequence Aborted

2of ils

Al

Not a Successfully Completed Test Seguence

Pursuznt to gection 28-1327, Arizona Revised Stanuees, dhis document is g certified dupiicare of the information contained i compuist

storage devicss of the Tucson Police Depmrment.



I
INTOXILYZER 8000 .3 0# <

Location: TUCSON PFOLICE DEPT
Serial Number : B0-000334

04/01/2010 13:46:25 /ﬁ
Standard Lot#: 642845 &
Last Changed By: S. CIONE #506716

QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SCAP
poB: 11/11/11 11
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:47:09
Diagnostic Test Pass 13:47:37
Air Blank RFI* 13:47:50
Air Blank IpS** 13:47:58

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursusmt o section 25-1327, Arzona Revised Stannes, this document is a cestified dupiizate of the information comtzined 1 cormpui=:
siorage devices of the Tucson Police Department



Hot lfs

INTOXILYZER &000
Locaticon: TUCSON POLICE DEPBT
Serial Number : 80-000334

04/01/2070 13:48:15 Jﬂéh
Standard Lot#: 642845

Last Changed By: 5. CIONE #50616

QAS: 5. CIONE #5066

TUCSON PD

Operator: S. CIONE #5086186

TUCSON PD

Subject: S0OAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank ¢.000 13:49:13
Diagnostic Test Pass 13:49:41
Air Blank 0.000 13:50:08
0.100 Cal Check 0.100 13:50:27
Air Blank 0.000 13:50:56
Subject Test @.150* 13:54:05
Air Blank 0.000 13:54:37
Air Blank 0.000 13:55:04
Subject Test XX ** 13:55:22
Air Blank 0.000 13:55:54

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Segquence

Pursaant 1o sestion 25-1327, Anizona Revised Statwes, this docament 1y & certified duphicase of the mformation contaned i commputer
sorage devices of the Tucson Polics Deparmeant



INTOXILYZER BLOO
Location: TOCSON POLICE DEFT
Serial Number: 80-000334

D4/01/2010 13:36:09 /ﬁll

Ftandard Lot#: 643845

Last Changed By: 5. CIONE #505676
QAS: 8. CIONE #506716

TUCSON PD

Test af210L Tims

Air Blank 0.000 13256536
Cal Chernk 1,100 13:56:55
ir Blank 0.o0ng 13257435

69/10.}) C!bﬂf{

/Opera-‘.or 's Signature

Pursuznt 1o ssotion 28-1327, Arizona Revised Sues, this document 1s a certified dupiicate of the mioomation conssinsd in computer
storage devigss of the Tucson Police Deparmment '



INTOXILYZER 8000 é # NS(_

Location: TUHCSOR POLICE DEPT
Berial Number: 80-000334

04701 /2070 13=87:31

Standard Lot#: 642845 ﬁli
Last Changed By: S. CICNE #50616

QAS: 5. CIONE #50616

TUCSON PO

Test af210L Tiz=

Air Blank 0.000 13:57:59

Cal Check g.093 13:58:18

Alr Blank 8.000 13:58:47

- Operator’s Signature

Fursuant to saction 28-1327, Arcona Hevised Siatites this document is a certified ditpiicate of the information contained in computes
fornge devicss of the Tucson Polics Depaniment



EXHEIERTE 62

- Ri3-1G=104(n)

STARDARD CALIEBRATION CHECK PROCEDCRE

CA Specialis: 5&@!:1}24[ AGENCY Tucson Folic

RED PURSUANT TO DODTY IMPOSED BY ;"0/{/

DATE f-f’/ijlo TIve 335

Intoxilyzer Ssrial 4 _{0-00333? Locaticn ﬁﬂtﬂﬂ.ﬁ.ﬂb

L'\/'l 1. Ernsure {hst gas tank Is agtiached to insirument AnY contalins &
1 =

OR
angard zlcohol zoncentration selution

allow tempersture to reach 34°C =+ 0.2°C

-

2. ‘Intoxiiyzer BON0 display reads “PUSH BUTION
w

< <

Go to the *“Control Testing Menu™. Selec:t “B" Ifo
cenTrel test or “WN for wet contzel =
selectionr 15 made press ENTER
I_‘/ | 4. &ir blank completed.
v 5. Celikrsticon ctheck comploted. Test results

N

1 ¢oncencracion salutign 0. [ﬂﬂ "C.

¥ SimilzEior and assemble the simulstor. Ensurs
hat & tTight se3l h=s been made, Turn oa the s:mulater and

c.j0n =<

\emove printed record. Attackt the recosd to the comsleied

Prirsnant to section 281327, Arizona Révised Siatures. (his documeni i o cermited dnpiicae of e IFarsnaion comaingd in

compane siorape devicet of the Tueson Police Degarioen:



INTOXTLYZER 8000 9 OF NJC

Location: TUCSON POLICE DEPT
Sgrial Number: 50-000334

04/01/2010 13:35:28

Standard Lot#: 642845 /ﬁ
Last Changed By: 5. CIONE W¥30618

QAS: 8. CIONE #50816

TUCSOR PO

Test g/210L Time

Air Blank 0.000 13:35:55

Cal Check INT™ 13:36:15

Alr Blank 0.000 13:36:43

*Intarfarent Detsct

<argh Liond

I Operator's Signature

Pursmant 1o seston 28-1327, Anzona Revised Statutes, this document is a certificd dupiicaze of the informamon contamed m cormuter
sorase devices of the Tucson Polics Depament



sz wos Vol

Location: TOCSON POLICE DEPT
Sarial Number: 30-000334
D&/GT /2050 13:39:47

Standard Loté#: 642845 43"

Lest Changed By: 5. CIONE #3081%5

OAS: §. CICNE #50616

TUCSON BD

Tast gl Z210L Tims

Air Blank .00 13:40:14
Cal Check 0.100 13:40:33
Air Slank 0.000 13:41:03

; Eﬂd ﬂé Qrﬁ'u‘
Operator's Signature

Pursuani wo szcvion 28- 1327, Arcona Revised Statutes, tus document 15 a certified duphizate of the miormanen conmmed m cemouter
storage davices of tne Tueson Polics Depanment



[

TUCSON POLICE DEPARTMENT ;o‘%(/
CRIME LABORATORY 5C

INTOXILYZER SERVICE RECORD (¢
FOR \Ll_ P
CALIBRATION GAS TANK CHANGE 3"

Date: i‘fr/f AO
Qas: _Sarah Ciont

Intoxilyzer Serial Number: - 000

New Lot Number: LY 845
New Expiration Date: _7/.23/ 20/]

(V)

—

Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

(A 2. Remove the old gas tank and install the new one.
(v 3. Hit the "ESC" key twice and swipe the QAS card.
(v 4. Go to the “M-Maintenance™ menu and select “S-Standard Change.™
Select “D™ for dry gas and enter the following information:
Enter Target Value: 0.100
Enter Control Lot # From the tank label
Enter Exp Date: From the tank label (mm/dd/yyvy)
Edit info Y/N? Y or N
Update Std Info? Y ENTER
“Please wait saving...”
(v) 5. Hit the "ESC” key twice.
(v) 6. Go to the “M-Maintenance”™ menu and select “Control Testing. ™
Select “D” for dry control test. After selection is made press
ENTER.
{""_1 7. Air blank completed

() 8. Calibration check completed. Test results 0.099  AC.
() 9. Air blank completed.
[/} 10. Remove printed record. Attach the record to the completed checklist.

SIGNATURE M_@ y.

Pursuant to section 28-1327, Arizona Revised Sintutes. this document is a centified duplicatz of the informatior contxined iz
computer storage devices of the Tucson Police Department.




INTOXILYZER 8000

Location; TUCSON POLICE DERT

Serfial Number: §0-000334

0L/0172010 13:36:23

Standard Lot#: 642845
Lzst Changed By: 5. CIOHE $50616

QAS: 5. CIONE #50816

TUCECK ED

Test g/l2iL Time=

Air Blank 0.000 13:38:30
Cel Check 0.023 13:39:09
Alr Blank 0.000 13:39:38

ﬁmﬂpﬂgéﬂ.gﬂ!

rator's Signaturs

Pursuan: to sectiot 28-1327, Arizona Revised Strutes, this document is a certified duplicuts of the information comained in computer
storage devicesaf Ins Tucson Poixce Dopartment.



