CERTIFICATION by CUSTODIAN of RECORDS
NV Tucson Police Department Crime Laboratory

" 00072 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program,

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in AAC, R13-10-104.A.2,
for a 0.100AC solution are 0.090AC 1o 0.110AC.

Date: _L'{’AO/[}S' Call ). 099 AC cal2 .099 AC

Between the dates of 3/ 3/0 g and %/ 0//0:?

the instrument was operating pfoperly and accurately.

The instrument was taken out of service for repair on —
he instrument was returped foserviceon —

ﬁma/; Lork
Sarah L. Cione

4/t /ox

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN fo before me this  // , day of
— Ape./ , 2008

' \
= OFFICIAL SEAL A/‘
P J\ KATHY A. KINNEY ' ,/‘ZZ% AW

NOTARY PUBLIC-ARIZONA _ ]
>4/ PIMA COUNTY Notary Public
22 My Comm, Exp. Sept. 4, 2008

*Includes documents specified in A.A.C. RI13-10-104.A.5




THIS REPORT PREPARED PURSUANT T0 DUTY IMPCSED By
AA.C. R13 -10-104(a)

ARTZONA DEPARTMENT of PUBLIC SAFETY / ¢ 75 C

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE /é[’\ lypﬁ
v

QR SPECIZLIST ﬁgm/a C:Z’/‘){ AGENCY Tucspn Police Department

oaTE Y /o/pg ____TIME _[):2F

e
INTOXILYZER SERIAL 4 07T tocarron 'Te'gm K DIT H @

( v/ ). Display reads “pysy BUTTON TO gTapT

DIAGNOSTIC TESTS

(?’l) 1. Clock time check.
({ ) 2. Date chack. '

OPERATIONAL TESTS

(\/') 1. Alcchol-free subject test regyjs 0.00, AC.
{/\/) 2. Error recognition logic systenm functioning.
Not a Successfully Completed Test Sequence printed
(‘/) 3. Proper sample recognition Systemn,
‘ Not a Succe_ssfully Completed Test Sequence printeq
/ Deficient sample printed.
(") 4. Stangarg calibration Check standard o, /(0 ac
Result: o, 09 1 AT :

Instrument 41g Cperating Propaerly ang accurately. vEg l/ NO

————

COMMENTS

SIGNATURE %Aaé Kf:’?/‘}
e

DPE Form Exh G-4 (Rrev. 05-01)

Pursuant 1o section 26-1327, Arizang Revised Statutes, this documeny 3 o certified duplicase of the informaion

conlained in
Computer storage devices 6f the Tucson Police Departmen



Lo [se
INTOXILYZER 8000 9{
Location: TUCSON POLICE DEPT

Serial Number : 80-000712
04/10/2008 10:30:35 L\
Standard Lot#: 7198021
Last Changed By: S. CLEARY #44524
QAS: S. CIONE #50616
- TUCSON PD
Operator: S. CIONE ‘ #50616
TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 10:31:22
Diagnostic Test Pass 10:31:49
Air Rlank 0.000 10:32:17
0.100 Cal Check 0.099 +10:32:35
Air Blank 0.000 10:33:05
Subject Test 0.000 10:33:24
Air Blank G.000 10:33:51%
Five Minute Wait ART*

Air Blank 0.000 10:34:26

*Sequence Aborted

Not a Successfully_Completed Test Sequence

Pursuant 1 secuon 2R8-1327. Arivons Revised Stamures, this dorumem 1z a certified tdtpiicats of the mformation comatned in cominer
Slorage. deviees of the Tucson Folice Dreparmment,



INTOXILYZER 8000 - ':37 ¢ 75 c

Location: TUCSON POLICE DEPT
Serial Number : B80-000712

04/10/2008 10:35:05 45“
Standard Lot#: 7198021

Last Changed By: S. CLEARY #44524

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:36:03
Diagnostic Test- Pass 10:36:31
Air Blank RFI* 10:36:41
Air Blank IPS** 10:36:50

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Purspant 1o secion 281327, Anzonz Revised Stamuzes, this documen: is a certified duplicas of the micrmarion contained in compmey
Storage. devicss of the Tucsen Pojics Depariment,



INTOXILYZER 8000 Z/U% 75' C

Location: TUCSON POLICE DEPT
Serial Number - 80-000712

04/10/2008 10:36:58 /ﬁk
Standard Lot#: 71980271

Last Changed By: S. CLEARY #44524

QAS: 5. CIONE #50616

TUCSON PD -

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F . Weight: 111

15 Minute Deprivation Period? Yes

Test g/270L Time

Air Blank 0.000 _ 10:38:04
Diagnostic Test Pass 10:38:31
Air Blank 0.000 10:38:59
0.100 cal Check 0.099% 10:39:18
Air Blank 0.000 10:39:47
Subject Test - - 0.100% 10:42:56
Air Blank 0.000 10:43:27
Air Blank 0.000 10:43:55
Subject Test XXA** 10:44:35
Air Blank 0.000 10:45:07

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant 1w geeyion 28-1327. Arizona Revised Sratures. thic dosumen is & eertified dupticate of the information comtained in cotomEsy
Storage devices of the Tucson Police Depermment.



INTOXILYZER 8000 - 5 t% 75 C

Location: TUCSON POLICE DEPT

Serial Number: 8C-000712

04/10/2008 ) 10:45:51

Standard Lot#: 7198021 /\bL]
Last Changed By: 5. CLEARY #44524

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:46:18
Cal Check 0.099 10:46:37
Air Blank 0.000 10:47:06

ﬁna/afm,(

Operator Signature

Pursuant 10 seerign 28-1377. ATiZona Revised Stanes, thic dosumen i3 a certified duplicms of te informanen comamed in compmer
SI0rage. devicss of the Tucson Police Depatmnem



THIS REPORT PREPARED PRSTUANT TO DUTY IMPOSED BY

A.B.C. R13-10-104(a) é 0%7

ARIZONA DEPARTMENT oF PUBLIC SAFETY /
STANDARD QUALITY ASSURANCE PROCEDURES \DH bm%
INTOXILYZER MODEL 800 .\l‘
STANDARD CALIBRATION CHECK PROCEDURE Lt
QA Sp_ecialist ﬁhm}] C!C’/){ AGENCY Tucsen Police Department
DATE ‘L{éo/aé? TIME [} 8

Intoxilyzer Serial # &(2-@0(27/2

/

(V)

~N U

Location ’7@,@)’7’7 A *DUI HQ____

Ensure that 982 tank is attacheqd Lo instrument ang containg g
SBtandard alecohol coneeantration solution ¢, 100 AC,

OR
Pour a standarg alcchol concentration sclution AT,
into a clean dry simlator and assemble the Simulator. Ensure

that a tight sgea] has been mage, Turn on the simulator ang
allow temperaturs to reach 34°C 4+ p.pec
Intoxilyzer Bopog display reads “PUSH BUTTON To SETART"

Go to the “Control Testing Menu”. Select “D” fpoo dry'

control test or “W*  for wet contreol test. After
selection igs made press ENTER.

Air blank completed.

Calibration check completed, Test results 0067'? AC.
Air blank completed,

Remove printeg record. Attach the record to the completed
checklist .

SIGNATURE 4,9,4&}/7 () iz’/Lf
/ /

DPE Form Exh G-2 (Rev. 95-01)

Pursuans 1o fection 28-1327 Aprizona Revised Statutes, thig document i5 o certified duplicate of the information contained jn
compurer storage devices af the Tucson Police Departmen;



Pursuan 1p ge

INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-00071 2

04/10/2008 10:28:48

Standard Lot#: 71 98021

Last Changed By: S. CLEARY #44524 /‘511
QAS: 3. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:29:16

Cal Check 0.099 10:29:34

Air Blank 0.000 10:30:04

é/)m/; Liong

One-ratAr & Signature

cron 28-1327, Arizona Revised Stammres. thice dooumen 11 s & cerdfied duplicats of the mfcrmarion contained in eompmer

Stotagz. deviees of the Tucson Pojiee Deparment,



