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Date: 6:/;/08 Call 0.099 AC Cal2 0.0977 AC

Between the dates of 3/0% and ___ €/ /09
the instrument was operating properly and accura

tely.

The instrument wasg taken out of service for repair on  ~

¢ Instrument was returned to g

Sarah L. Cione
S:A/ of

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN 1o before me this {5 dayof

-,-’-.‘!- -
VS

PN

‘ 20
—— OFFICIAL St l \74&3“‘#\’ 05
Femrct® A-M. HERNANDEZ S”é” /: Zrcd FZ
NOTARY FUBLIC.ARIZ0
‘, PIMA COUNTY !

My Comm. Exp. Mar, 17, 21+, | Notary Public

*Includes documengs specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes_ this document is 2 certified duplicate of the
information contained i computer storage devices of the Tucson Pojice Department,



ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES AH
INTOXILYZER MODEL 800D \

STLNDARD QUALITY ASISURANCE FROCEDURE % :

1
QA 3PECIALIgY Sam}v C! one. AGENCY Tucson Police p

€partment

DATE _87[;/08 rive ;A5 -

:r:;axnyzm SERIAL # 8‘0"!200'7/2 LOCATION J/thc‘.!l # 8éé;—

( ) 1. Display reads “ppgy BUTTON TC sTART”

DIAGNOSTIC TESTS

(/) 1. Clock time check.
(1/) 2. Date check.

OPERATIONAL TESTS

{ /) 1. Alcohol-free Subject test result ¢, 000 AC,
( )

|/ Not a Successfully Completed Test Sequence printed
{ )3 Proper sample recognition system . _
Not & Successfully Completed Tegt Sequence printed
/ Deficient sample printed, '
( )

4. Standargd Calibration Check Standard 0. [00 AC
Result: D, -7 AC

Instrument ig operating Properly and accurately, YEg / NO

COMMENTS

[

DPS Form Exh G-4 (Rewv, 05-01)

Pursuan to section 28-1317, Arizona Revised Statutes, this documeny is o certified dupiicare of the information comained in
computer storage devices ofthe Tuzson Police Deparimen,
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INTOXILYZER 8002

Location: TUCSON POLICE DEPT

Serial Nunbar: 80-0007)2

18-01/2008 10:24:57

Standard Lot#: 7354116
Last Changad By: . CLERRY #44524

GRS: S, CIONE KSD616
TUCSON PD

Operator: S, CIONE 55065
TUCSON PD

Subject: S0AP,TEST
D08 11vi1e111)
Sex: F Weight: {11

15 Minute Depriuation Period? Yes

Test g2l0L Time

fir 8lank 0.000 10:25:55
Diagnostic Test  Pass 10:26:24
air Blang 0.000 10:26:51
0.100 Cal Check 0,098 10:27: 110
Rir 3lank 0,000 10:27:39
Subject Test 0.900 10:28:01
air Blank 0.040 19:26:28
Five Hinute Wait ARTx

Rir Biank 0.000 10:29:05

*5Sequence Aborted

Not a Successfully
Completed
Test Sequence
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INTOXLYZER 8000

Location: TUCSON POLICE pepr

Serial Number: 80-0007);

08-01/2008 10:29:44

Standard Lotk: 7354015

Last Changed By: S, (LEaRy Kda524

0RS: S. CIONE #0616
TUCSON PO

Operator: S, CIONE 50616
TUCS0M PO

Subject: S0P, TeST
008: 11e112111]
S P leignt: |

15 Minute Deprivation Period? Yes

Test gr210L Time
Air Blank RFIx 10:30: 14
Rir Blank IPSs2 10:30: 22

RF] Detect
x¢[nproger Sample

Not 3 Successful ly
Completed
Test Sequence

ii22 Dopamrnen,

397,
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Mumber: 80-000712

18012008 10:30:28

Standard Loth: 7354016
Last Changed By: 5. CLEARY k44524

06S: 5. CIONE HS0816
TUCSCN PO

Gperator: 5. CIONE #50616
TUCSCN PD

Supject: S0aP,TEST
D0B: 11111111
S P leight: 111

15 Minute Daprivation Period? Yas

Test geill Time

Rir Biank 0.000 10:31:17
Diagnostic Test Pass 10:31:46
Air Blank 2.000 15:32:13
0.i00 Cal Check 0.0 0:3:32
Rir 3iank 0.400 10:32:01
Supject Test 0.497% 10:36:10
Air Blank 0. 000 10:36:43
Rir Blank 0.000 .31
Suject Test  Xie 10:32.33
Rir Blank 0.000 13:38:06

sNeficient Sample
a]nalid Samle
Begin new deprivation period

Not & Successfully
Completed
Test Sequence
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INTOXILYZER 8300

Location; TuCSgN POLICE OEPT
Serial Humper 80-000712
0840172008 10:38:28
Standard Loth: 354016

Last Changed By: 5. CLEARY #4454

065: 5. CIONE #S0gig
TUCSON Pp

Test gl Tine

Air Blank 0,000 10:38:56
Cal Check 0,09 10:39;14
Air Blank 0,000 10:39:44
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EXHIBIT -2

THIS REPORT PREPARED FURSUANT TO DUTY IMPOSED By

A.A.C. R13-10-1p4 (n) é #

ARIZONA DEPARTMENT QF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /6lx\
INTOXILVZER MODEL 8000 \

STANDARD CALIBRATION CHECK PROCEDURE ?)

. N
ca Specialist Iy ! AGENCY Tucsen Folice Department

DATE g“!gg TME ()23

b —
Intoxilyzer Serial # 20"000 11 2 Locatiecn IZC b)b_lc # Ré‘;

( v/) 1. Ensure thst 988 tank is attacheq Lo instrument ang contains g
standard aleohol concentration solution 0. [QO AC,
- OR
Pour a standarg alcchol concentration solutiop ac,

into a clean dry simlator and assemble the gimulator, Ensure
that a tight sesz) has been made. Turn on the simulator ang

‘ &llow temperature to Teach 34°C + 0.2°C
( /) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
(\/} 3. Go to the “Control Testing Menu”. Select “p» fop dry
€ontrol test or i for wet control tegt, After
v selection is made Dress ENTER.

Alr blank completed.

Calibration check completed, Test results 0.(222 AC.
Air blank completed,

~
S T RN

Remove printeg record. attach the record to the completed
checklist,

SIGNATURE %awd? C)‘oﬂl
/ [}

DPS Form Exh G-2 (Rev. 05-01)

Fursuant 1o section 28-1327 Arizong Revised Statuies, this document is g certified duplicate of the information contained in
Computer storage devices of the Tucson Police Department,
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INTOXILYZER 8300

Location: TUCSON POLICE DEPT

Serial Nunber: 80-000712

i8-01-2008 10:23:02

Stancard Loth: 7354016
Last Changed By: S, CLEARY Hd4524

QRS: 5. LIONE 450816

TUCSON PD

Test, g/210L Tine

Rir Blank 0.00¢ 10:23:30
Cal Check 0.0%9 10:23:49
Air Blank 0.000 10:24: 18

Ogerator’s Signaturs ﬂ{
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