CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory

270 S. Stone Avenue Tucson, AZ 85701-1917 /D A
\ \\ﬂ.ﬁp
)X.

I hereby certify that these documents are a true and correct copy of the
pertodic maintenance® for the Intoxilyzer 8000 Serial Number

Lo -ooo Z/A maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined m A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Dae:_ 07 P8log call_0.099 AC Cal2_p.09%  AC

Between the dates of __ AJ/A and _ /A
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon _——
The instrument was returned to serviceon o077 /.28 /oG
I i’ L

Cheryl K. Straub
6 7/28/09

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this .Z_& , day of

: OFFICIAL SEAL
PRI :
et A.M. HERNANDEZ
35 1 | NOTARY PUSLIC-ARIZONA
- PIMA COUNTY

- My Comm. EIF- Mar. '.:l"J 2012

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursusnt to section 28-1327, Arizona Revised Statutes, this document is a centified duplicate of the
information containcd in computer storage devices of the Tucson Police Department.
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TEIZ ZzPORT SREFLRED PURLSOUANT: TC PUIY ITHZLEED
Rzh.G. Bl3-10=-104/0K
ERIZONE DEDARTEENT OF PUBLIC SEFETY

ETANDERD QUALITY LSSURANCE PROCEDURES
INTOXILYZER MODZL 8000

STANDARD DUALITY ASSURARCE PR0CEDURE

-

@& SPBCIALIST Chrqu Sﬁ@n—urﬁ) AGENCY Tucsorn EFoli

q.

s Department

DATE ﬂ?!ﬂﬁ(/ﬂ? ‘ TIME /23 F

*

INTOXILYSER SERIAL ¢ @0-00o0 HA  uocrrion (M pywns, LAk

/: Bispiay reads “PUSE BUTEOE TO START

DIAGNOSTIC TESTS
{ / 1. Clask time check,
( 7 2. Date check.

OEERATIONAL TESTS

! '/:/ 1. Alcohoi-Troe subject test result 0. 000 RT.
Iﬁ/ 2. EBrror recognirtion logic system functioning.
/ Not & Successinlly Completed Test Seguance printed
{ ! 3. Proper sample recognition syvstem.
Kot a Successfully Complieted Tas: Segoence printed
-~

Deficient sample Drinted,

Szandargd Calipraticon Check standazd 0. ZQQ -1
Result: 0. Qiﬁ Ac

Instrument is operating propezly and eccuraiely. YES /HC

COMMEKTS

PDPS Forxn Exh G-4 {(Rev. 05=02

Pyuryuans 1o seciron 28- 1327, Arizona Revised Statuter, this document is o certified dupitcats of the triormaiian comaingd in

compuier stovage devices of tne Tueyon Police Department
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number : 80-000712 {i}\
07/28/2009 12:40:57

Standard Lot#: 8205011

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB “ #30772
TOCSON PD

Operator: C. STRAUB #50772
TUCSON FD

Subject: SQAP,SQAP
DoB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/ 210L Time

Air Blank 0.000 12:47:49
Diagnostic Test  Pass 12:42:16
Air Blank 0.000 12:42:44
0.100 Cal Check 0.099 12:43:02
Air Blank 0.000 12:43:32
Subject Test 0.000 12:44:02
Air Blank ABT* 12:44:10
Air Blank 0.000 12:44:39

*Sequence Aborted

Not a Successfully Completed Test Sequence

T WESUANT 0 2scuen 2E-1327, Arizonia Rovised Sommes fois documrmie s o thed b ol B innd _— .
Sioszge Ssvizes of the Tucson Poliss Tesmmmen e e




=

2
&5

INTOXILYZER 8000
Location: TUCSON FOLICE DEPT

Serial Number : 80-000712

07/28/200% 12:45:12
Standard Lot#: 8205011

Last Changed By: C. STRAUB #50772
QAS: C. STEAUB 50772
TUCSON PD

Operator: C. STRAUB #5072
TUOCSON PD

Subject: SQAP,SOAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 12:45:52
Air Blank Ipge~* 12:46:01

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Fursuant w sesuon 281327, Arzons Reyised Stenmes s Gocuman s s sesifas gt =
S i A e i e ComIliz e ceniBed daplise of G mforrenes e
FUNAES Covites oF the Teoson Folis Do = = -
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-000712 gi}\
07/28/2009 12:46:28

Standard Lot#: 8205011

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772
TOCSON PD

Operztor: . STRAUB #50772
TUCSON PD

Subject: S{AP,SQAP
DOB: 11/11/17M)
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 12:47:=21
Diagnostic Test  Pass 12:47:49
Air Blank 0.000 12:48:16
0.700 Cal Check 2.180 12:48:35
Air Blank 0.000 12:49:04
Subject Test 0.177* 12:52:13
Air Blank 0.000 12:52:45
2ir Blank 0.000 12:53:12
Subject Test XX ** 12:53:39
Air Blank 0.000 12:54:13

*Deficient Sample
**Invalid Sample
Begin new deprivation pericd

Not a Successfully Completed Test Sequence

g - - : -

- ursuant o e=5m0n 281327 Acizons Beviesr Soapeer opic Soomem is 2 sesiiies domt 3 o —
] ; -1 S He = ~- M e lSEoame fipnoae Of b MISTEEDST Smivieer =

SuEars gevimes o7 me Tunkn Pobise Deprmmee o



INTOXILYZER 8000
tocation: TUCSON POLICE DEPT

Serial Number: B0-000712
07/ 28/ 2009 12:54:47 /\6\

................... . e o

Standard Lot#: B20501T
Last Changed By: C. STRAUB #50772

gAS: C. STRAUB #50772

TUCSOR P

Tost gf210L Time

Alr Blank 0.000 12:55:14
Tal Check 0.0%58 12:55:33
Air Blank 0.000 12:56:03

0 57

Tator's Signature

_Ch

E

Pumnnss o zetyon 31307 Astzons Foovesd St g 15 2 coiad iyt o e 5
Fioreps devices of the Tusson Poliss Tipammen. ' .




ol = 6 977 es

S Bod =L

TEIS REPORT DREFARED PURSUANT TO DUTY IMPCOSED BY
A.E.C. BL:-16-184 (A

ARIZONE DEZARTMENT OF PUBLIC SBAFETY

STANDARD QUALITY ASSURARCE BPROCZDURES

INTOXILYZER MODEL 8000 /ﬁh ,\

STANDARD CALIBRATION CHECKE PROCEDURE

0% Specizlis: iR S AGINCY Tucsen Zolice Deparcment
DATE /,?8/4:?‘? TIME /A3
ntoxilyzer Se:;a- ¢ Qo -o00F/l itocztion CRimzs Lak

Jl

{ //‘J l. Epsure that gas tank 1s actached to ilastrument and contains s
standard alcohol concentration selution C. J42 &AC.
R
Pour & standard alcohol concentration solution 2,
inte a clean dry simulator and assemble the simulator. Ensure
thar a tight sezl has bean mads. Turn on the simulistor and
allov temperaturs to reach 34°C < £.2°C

2. Intoxilyzer BDOO display reads “PUSE BUITON TC STRRT"

. Go 2o the *Copntrol Testing Mami"., BSalast “p" Zor dry
control test or “K” for wet centrel tTest. T

v
s
/ selection s made press EHTER.
} 4. Air plank compieted.
/ . Calibration check completed. Test Tesults £. afﬂ ac.
} £. Alr blank complieted.
)

., EBemove printed record, Attach the record to the romplated
checklist.

SIGNRTURE trar—

DPE Form Exh &-2 (Rev. 05-01)

Fursuars to secsion 25-1327. Arizone Revised Storures. fs document iy a certified duplicate of ths irformanon comained in
compwier sorags devices of the Tucson Poitce Demertment
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INTOXILYZER 8000 él‘

Location: TUCSON POLICE DEPT

Serial Mumber: B0-004712

07/28/2009 12:37:37
Stapdard Lot#: 8205071

tast Changed By: C. STRAUB #30772

TUCSON PD

Test o/210L Time

Air Blank 0.008 12:38:05
Cal Check 0.Dag 12:368:24
Air Blank 0.000 12:38:53

Operakor's s{gnature

Purpues: e gectns 35-1327, Anizone Fovesss Sumees il dozomem 5 Lo
Fp= b )  f z it = corifed grobeme o fne wioemerts commmes o
soters Sevicss ¢f the To—tom Polics Dopimesm N 8 =
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY ’\91
Iy
1B

INTOXILYZER SERVICE RECORD

QAS: ahi@;{ SHaus

Intoxilyzer Serial Number: Bo -000F2

Date Retumed to Service: 22/ 28 /25

Pursuant (o section 28-1327. Arizona Revised Statutes, this document s a certified duplicate of the information contained in
computer storage devices of the Tocson Police Department
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD :gﬁ
FOR T
CALIBRATION GAS TANK CHANGE

Date: G;:/ﬁ g/‘ﬂ?

oas: Ch i.ﬁ;;,é’ StrAuR

Intoxilyzer Serial Number: ___8C ~ 000 Z/2
New Lot Number: gA0 Soll

New Expiration Date: 29 Eﬁ_ﬂ [y 2oso

(V) Intoxilyzer 8000 display reads “PUSH BUTTON TO START"™

1

2. Remove the old gas tank and install the new one.
( :? 3. Hit the "ESC" key twice and swipe the QAS card.

4

Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D™ for dry gas and enter the following information:

Enter Target Value: 0.100
Enter Control Lot #: From the tank label
Enter Exp Date: From the tank label (mm/dd/vyyy)
Edit info YN? Y or N
Update Std Info? Y ENTER
/ “Please wait saving...”
(v) Hit the “ESC™ key twice.
( /j’ 6. Go to the “M-Maintenance” menu and select “Control Testing. ™
Select “D” for dry control test. After selection is made press
ENTER.

I/ 7. Air blank completed.

8. Calibration check completed. Test results 0. ¢ 79 AC,

»:{/ 9. Air blank completed.
10.

Remove printed record. Attach the record to the completed checklist.

SIGNATURE %?(7 %AA——-

L=

(

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certificd duplicate of the information contained in
compiiter storzge devices of the Tocson Police Department.



INTOXILYZER 8000 /@l‘

Location: TUCSONK POLICE DEPT
Sarial Number; 80-000712
07/28/2009 11:35:03

Standard Lot#: 8205011
Last Changed By: C. STRAUB §30772

QA5: C. STRAUB #50772

TUCSOR 7D

Test g/210L Time

Air Blank 0.000 11:35: 1
Cal Check 0.099 1%:35:30
Air Blank 0.000 11:36:219

op=rgtor's Signature

n -
Durprsr i g=oton 31327, Arprns Bovieer Sopetey thil SOCuDmem {5 s —esteed g Comeme

: m 381 = y & seieed fratesie of - miceion & i o
sigrps Soviess of the Tucom Poliss Depemnetc s )



CMI INC.

SERVICE WgHK ORDE]'-I

DATE
INTOX 316 £ ot e, Owensboro KY 42000
270-685-6200 — Fax 270-885-5288 oy
TOXITEST m-w 1%&?5@0
L |ATTN: S
| H ATTN:
L | J o
L P —
CATY STATE ap
T ' T [eov STATE zr
o [GsTuERN o .
. !
MCDEL S 5n DATE ACYVD, PO REQ Bl CODE %ﬂﬂm
PROD. CODE EXTRA FARTE RCVD _..- /7
DE:S;HIFTMDFM D " NTY
FIGp JTIER. ; 3 r 3PeErg  RAE i T/ QUOTE | 1 service oert. O New
EPRELIMINARY TEST DISMANTLE, INSPECT, mmnsmrm ««  PARTS USED
POWER SUPPLY TEST, INSPECT [ REPLACE Y e S
[T MAIN PWE's - REMOVE & CLEAN, REINSTALL. TEST ~ —
PWEs (] DIAGNOSE REPAIR  [IREPLACE w1302 | Nga T3t . Tz 2]
0 PWE's - SURFACE CLEAN IN PLACE 2,20 o
O FILTER WHEEL - REMOVE, CLEAN, REINSTALL, CHECK CELL INTERIOR 2 - - :f '?:'_’,’“"_’,"‘ :
CHOPPERWHEELMOTOR  [JTESTAINSPECT [ REPLACE GlL T &o| o py A
T CELL - REMOVE, CLEAN, REINSTALL, REPLACE LENSES/GASKETS REQD S 7, 7
Ll ol 2 Qi ;

IR UGHTSOURCE [0 REMOVE, REALIGN  ETREPLACE

| PRINTERASSY  [] miSAsSSEMBLE [ CLEAN & LUBRICATE

] REALIGNMENT

[ [0 REMOVE & REPLACE BELT
[0 BePLACE  [J TEST PRINTER FUNCTIONS
BATTERIES - REPLACE , OcPu [ RAM,
C'REPLACE PARTS EEI’/EEASSEHE.E E causrATiON  E-FINALTEST
O misc. :
PET [0 FRELIMINARY TESTING - PRESSURE, BATTERY, ZERO SET -
[] DiSASSEMBELE [ REPLACEPARTS [ REASSEMELE
O TesT [ CAUBRATE  [J FINAL TEST
TOXITEST [0 INCOMING LEAK TEST [0 VISUALMECH. INSPECTION
[ TEST THERMOMETER & THERMCSTAT [ DISASSEMELE
O REPLACEPARTS [J REASSEMBLE [ QUTGOING & [EAK TEST
O FINAL TEST S5
O misc.
COMMENTS: = ~ e ,
//, Gagds Akt adl foOAZT " [hpillodk Fee -
Pursuant to Section 28.1327, Arizona |
Revised Statutes, this document is a -
certified duplicate of the information
contained in computer storage devices
of the Tucson Police Department
SHIPPING DATECHARGES :
SERLH 03 15, .
T""”‘*
o . DaTE GAL TECH. B SPEGIAL GHIPPING TNS TRUGTIONS
O 8 Gl B0 1 REY [-)
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