CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Averue Tucson, AZ 85701-1917 ‘<JL\ oA

| hereby certify that these documents are a true and correct copy of the |0
periodic maintenance® for the Intoxilvzer 8000 Serial Number

20-00071 A maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracv limits, as defined in A.A.C. R13-10-104.A2
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: a/m/m Cal 1 p.099 AC cal2 (.098 AC

Between the dates of E’/Z '7/15“? and 9 /7/&9‘?
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on
The instrument was returned 1o serviceon =

Soanh Liand
Sarah L. Cione
a/21/p3

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN 1o before me this  ~ / . day of
\JL 7 beut bi4.20.09.

A \//g,w Jarielt

Notary Public

OFFICIAL SEAL |
man HERNANDEZ |

% | rsuu:t' PUSLIC-ARIZONA |
"*tf' PIMA COUNTY |

My Comm, Exp. Mar. 17, zo12 |

*Inciudes documents specified in A A.C RIZ-10-104, A3

Pursuant to secton 23-1327. Arizone Revised Statutes, this document s a certifizd duplicats of the
information comzined in computer storags devices of the Tucson Police Deparmment,



EXEIBIT G-% [ Uf 75(:

THIS REPORT PREPARED PURSUANT TC DUTY IMPOSED BE
A.A.C. B13-10-104(5)

ARIZON:R DEBARTMERT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE ESROCEDURES
INTOXILYZER MODEL 8000 /\z)l-\ o

STANDARD QURLITY ASSURARNCE PROCEDURE

,@.'L‘

Qi SPECIRLIST §armh C*'EM{ AGENCY Tucson Police Department
DATE Cl_/ir?!{)"l ez 1043

INTOXILYZER SERIAL # BO—=000T7IZX socarrox DNUT HE@

{ l/:I 1. Display reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS

{ I""“‘;- 1. Clock time check.
{ /) 2. bate check.

OZERATIONARL TESTE

2., Error recognition logie system functioning.

{ :;) 1. Alcohol-free subject test rasult 0. 000 AC.
i i
b :

Not a2 Successfuliy Completed Test Seguence printed

tJ’ | 3, Proper sample recognition system,

Not a Successinlly Completed Test Seguence printed
J/ Deficient sample printed.
( ;

4. Standard Cslibration Check standard 0. (OO BC
Resuit: 0, {Zﬂ& AC

Instrument iz operating properly and accurately. YZS v/ NG

COMMENTS

SIGNATURE /zma/}] ﬂ: ot

DPS Form Exh G=4 {(Rev. 05=01)

Pursuant to section 28-1327, Arizona Revised Stanies, (ius documint iy a certified duplicate of the information contatred in
camputer storage devices of the Tucson Poiice Department



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number : 80-000712

09/17/2009

10:45:08 /ﬁf&

Standard Lot#: 8205011

Last Changed By: C. STRAUB #50772
QAS: S. CIONE #50616
TUCSON PD

Operator: 5. CIONE #50616
TUCSON PD

Subject: SQAP,TEST

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:45:56
Diagnostic Test Pass 10:46:23
Air Blank 0.000 10:46:50
0.100 Cal Check 0.099 10:47:09
Air Blank 0.000 10:47:=39
Subject Test 0.000 10:48:0%
Air Blank 0.000 10:48:36
Five Minute Wait ABRT*

Alr Blank 0.000 10:4%:19

*Sequence Aborted

Not a Successfully Completed Test Sequence

TUTILERt w e=sion 2B-1307. Arnzons Foeviess Saoeer s dosemem

Forags Sovicos oF tor Tuzsom Foliss Dreprrer—r

13 2 comifieg aimiicats o e mivrmEmion sonpner = sgepme



INTOXILYZER 8000
Locatiaon: TUCSON POLICE D

Sof s

EPT

Serial Number : 80-000712

09/17/2009 10:50:42 /f:,\\
Standard Lot#: 8205011

Last Changed By: C. STRAUB 850772
QAS: S. CIONE #5086186
TUCSON PD

Operator: 5. CIONE #50616
TUCSON PR

Subject: SQAP,TEST

DOB: 11/11/111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Tima
Air Blank REI* 1051 :10
Air Blank IpS*> 10:51:18

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

PUsUent © sscuor 181307 Anzonn Bevies Hapmviees s AorEmem
SioRps Sovicss o tne Tussen Folice Deommmes:

153 comimer smiems OF s mivTISENOT CommETL & commes

-



INTOXILYZER E000

ot Ty

Location: TUCSON POLICE DEPT

Sarial Number @ 80-000712
pe/17/2009

Standard Lot#: B20501ZI

10553219 /ﬁﬁi

Last Changed By: C. STRAUB 850772
QAS: S. CIONE 250616
TUCSON PD

Cperator: 8. CIONE #E0676
TUCSCON PD

Subject: SQAP,TEST

pOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:54:25
Diagrostic Test Pass 10:54:52
Air Blank 0.000 10:55:20
0.100 cal Check 0.033 10:55:38
Air Blank 0.C00 10:56:08
Subject Test 0.024% 10:59:16
Air Blank 0.000 10:59:48
Air Blank 0.000 11:00:16
Subject Test b & G 11:00:29
Air Blank REI*%% 11:00:37

*Deficient Sample
**Tnvalid Sample

Begin new deprivation
***RFI Detect

pericd

Not a Successfully Completed Test Sequence

?-u:'rnm:_ 2 s=onor 18-1327, Anzons Fovised Smusst this docomem 15 s
Sgage Sovizes of e Tussor Folics Degeme

soifizn Supiiswrs of the SITOTIRSNON Somties = o



INTOXILYZER 8000 S O}’ 7:5 C

Location: TUCSON POLICE DEPT
rizl Rumber: 80-000712
09/17/2009 11:02:47

standard Lot#: B205071 A&k\

Last Changed By: C. STRAUB #30772

QAS: 5. CIORE ¥s061s

TUCSON Fo

Tast gf210& Tim=

Alr Blank 0.000 17203254
Cal Check 0.098 11:03:33
Air Blank 0.000 17:04:-03

éﬂﬂa}) Crony

4 operator's Signature

Furanens 1 peegor TE-1327, Anzone Fevised Sremtsr mis S ; ACTTETIST tohIInes © semrmc
10 Fo 2513 7. L T NS SR D 3 seaner um st ol T I - - -
stomags Ssvicss of toe Tusson Poiics Drepromen: o e .



THIS REPORT PR

il = |
o
1 0

GAENT TO DUTY IMEOSED BY (y r7
10-104 (A) t?f_'

] _‘SC
ARIZONE DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
IRTOXRILYZER MODEL 80C0

SETANDARD CALIBRATION CHECE EROCEDURCT /{J\l\ %*D
\J

Ok Specizliss :ig fﬁh C.fQM ACENCY Tucson Police Department
oarz 9/17/09 e 043

Intoxilyzer Serial § EQ—{H& 2[2 Socation DYT HG

4

/
{ v{
v/

SIGNATURE #&ﬂgﬂ { !!‘Eﬂf

DPSs

)

Ensure that gas tank is attached to instrument and contaians a
standard alcchel concentration solution O. 10 &Z.

Qe
Pouy & standsrd alcohol comcentration seolnticn BC,
inte & clean dry simmlator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°C

Intexilyzer BOOO display reads “PUSE BETTOR T START"

60 to the “Cantrol Testing Menu™. Select "D for dry
control test or "™WN' for wet contrzol test. Aftar
selection is made press EHTER.

Air blank completed.
Calibration check completed. Test results 0. 29 AZ.
Alr blank completed.

Remove printed record. tach the record to the completed
chacklist.

Form Exh G-Z (Rew. £5-01)

Pursuant to section 281327 Arcon Revised Statutes, this document i a certified dupiicare of tvhe information comtained in
computer storape devices of the Tucson Police Departmen:.



INTOXILYZER 8000 ‘7 0‘{ "] -

Locatlon: TUCSOM POLICE BEPT
Sarizl Bumber: BO-000712

09/17/2009 i03;43:35
Standard Lot#: 8205011 \
Last Changed By: C. STRAUB #50772
QAS: 5. CIONE #50616
TUCSON FD
Test gf210L Time
Air Blank 0.000 10:44:03
Cal Check 0.099 10:44:21
Eir Blank 0.000 10:44:50
w Lond
Cfparaznr s Signaturs
Firsuar 4o resnor 351327 Avizome Bevied Stmmser thit nsumom i sepifes gmiisre of o mmfcrmenien commines =

sworags devices of the Tuzson Folice Ceprone



