gigety” CERTIFICATION by CUSTODIAN of RECORDS
@ Tuesor: Police Deparimen: Crime Laboratory
270 §. Stone Avenue Tucson. AZ 8570]-1917

[ hereby certify that these documents are 2 true and correct copy of the

periodic maintenance® for the Intoxilyzer 8000 Serial Number /ﬁ‘\ t\
- 0DOTI2 maintained by the Tucson Police Department _ \

Crime Laboratory pursuant to the requirements of the Arizona Department _ ‘\\'\‘

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC 10 0.110AC.

Date: Il-12-09 (Call_@-/0v AC Cal2 -‘J-ﬂ?f} AC

Betwsen the dates of 1015 - 09 and N-12-09
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon _ N/A
The instrument was returned to serviceon N /R

Unae Lol

Clare L. Conley

H-l?-nq

ADPS QAS Permit # 33314

SUBSCRIBED .wnﬁwom obeforemethis |/, dayof

Notary Pubiic

*Inciudes documents specified in AA.C. R13-10-104.A.5

Pursusns to section 281327, Arzona Revised Stanites, this documnent 1s 2 cortifisd duplicate of the
informanon contained In computer steraes devicss of the Tucson Police Deperomen:.



EXRIBIT G4

TEIS REPORT PREPRRED PURSUANT TO DUTY IMPOSED 3¥ 4]7
2.R.C. R13-10-104 (3) Cac

ARIZONA DEPARTMERT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE ZROCEDURES
INTOXILYZER MODEL 80CC {ﬁﬁﬂ

STANDARD QUALITY ASSURANCE BROCEDURS \\-
QR SPECIALIST Uar’ﬁ o.rnl&., AGENCY Tucson Police Department
= i

DETE _|]|~I3 9 TiMe  [34D

INTOXILYZZR SERIAL 4 &D- o2 7/2  tocaTioNr DHW Dl H&
i+ } 1. Display reacs "PUSH BUTTOK TC START"
DIAGNOSTIC TESTS

} . Ciock time check.
} 2. Daze check.

v
bl

QPERATIONAL TESTS

{9 | 1. Alcohol-free subject —est resul:t . J¥V AT.
(/1 2. Error zrecogrition logic system functioning.
Not a Successfully Complered Test Seguence printead
{ w1 3. Proper sample recognition system.
Mot & Successfully Completed Test Segusnce printed
Deficient sample printed.
(v ) 4. Standard Calibration Check standard 0. J#0 AC

Result: 0. 094 AC

Instrument is opsrating properly and acourately. YES v N

it

COMMENTS  Ima,

SIGNATURE m““ c"‘ﬁk,

DPE Form Exk G-4 (Rev. 05-01)

Purtuant to section 2588 | 327, Arizona Revised Statwrer. this document (s o certified dunlicars of the yormation contoimed in
computer worape arvizes of the Tuvsom Podize Deporomseny
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-000712

11/12/2009 13:471:24
Standard Lot#: 8205011

Last Changed By: C. STRAUB #50772
QAS: C. CONLEY i #34517
TOCSON FD

Operator: C. CONLEY #34517
TUCS0ON PD

Subject: TEST,SQAP
pOB: 11/11 /1111
Sex: M Weight: 111

153 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank 0.000 13:42:17
iagnostic Test Pass T32:42:44
Air Blank 0.000 13:43:11
0.100 Cal Check 0.100 13:43:30
Air Blank 0.000 13:44:00
Subject Test 0.000 13:44:20
Asir Blank ART* 13:44:26
Air Blank 0.000 13:44:54

*Sequence Aborted

Not a Successfully Completed Test Sequence

- ursuant e ssoion 25-1327, Anzona Revisec Sannses tisdocumseniiz o semified gmbi=

e =
regs devizes of the Tussen Police Tre 1 =z ol the informenion commmes o comones



INTOXILYZER 8000 ﬂ5{¥ﬂ

Location: TUCSON POLICE DEPT O~
Serial Number : 80-000712 -
11/12/2009 13:47:18

Standard Lot#: 8205011 dsl‘\
Last Changed By: C. STRAURB #50772

QAS: C. CONLEY _ #34517

TUCSCN PP

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
BCB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Tast g/210L Time

Air Blank RFIL* 13:47:54
Air Blank Ipg*=* 13:48:04
*RFI Detect

**Improper Sample

Not a Successfully Completed Test Sequence

aw

Pursusnt w s=siiop ZE-1377. Arizons Bovised Sogness :
a RS ey e LTS MIS DOSUIRIT 4E 3 seeifhas Limmea =

ROTErs Sovices of the Tussor Pajiss Dreoeme— &r Ot oo e oo

i



INTOXILYZER 8
Location: TOC

000
SON POLICE DEPT

Serial Number : 80-000712

y4yl

11/12/2009 13:48:48 (o~
Standard Lot#: B205011

Last Changed By: C. STRAUB #50772 ,4;\
QAS: C. CONLEY £34577
TUCSON PD

Operator: C. CONLEY $34517
TUCEON PO

Subject: TEST,SQAP

POB: 11/11 /1171

Sex: M Weight: 11

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 13:249:38
Diagnostic Test Pass 13:50:06
ARir Blank 0.000 13:50:33
0.100 Cal Check 0.100 1325054
Air Blank 0.000 13:51:21
Subject Test D.181% 13:54:30
Air Blank 0.000 13:55:02
Air Blank 0.000 13:55:29
Subject Test HHHH 1356117
Air Blank 0.000 13:56:44

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursusnt © s—ver 28-1377. Arsone Esviser
SToTag: Sovices of the Tosson Fofie= O

‘BIATISL IS QOSSN IS s sevihas fim

[omasm m=



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: B0-000712
1171272009 13:57:03 1’.’,%’]
stangard Lot#: 8205011 U s

Last Changed By: C. STRAUB #50772

QAS: C. CONLEY #34517 /{D"\

TUCSON ED

Tast g/210L Time

Air Blank 0.000 13:;57:30
Cal Check 0.099 13:4.'«_'7:&9
Air Slank ¢.Cco0 13:38:18

Mine Gl

Operator's sig'nature

Pursusni o g==ton 0-1307. Anzone ¥ 3 : ;
: 1 28-1327. Foovised Summe: this GUSUTOW i3 & aeniBes puplisas OF e ik .
Sk oyl e o sEed pupiisase OF the fMformEnon contnes T compesT



THIS REPORT PREPABRED PURSUERNT ™0 DUTY IMPOSED BY
A.E.C, RII-10-104 (8}
BEIZONE DESARTMENT OF DUBLIC SAFETY b%"

STANDRRD QUALITY ASBSURANCE FPROCEDURES

INTOXILYZER MODEL -BOOC /@\\
{)‘Uo\

STANDARD CALIBRATION CHECK FTROCEDURE

QR Speciglist U&fﬁetnthj_ AGERCY Tucson Polics Depa:tmem
1

DATE

1~ ~09g TIME 1349

Intoxilyzer Serial # 0D ~00712 Locatier ODw Diag IS8,

i

()

[ L < L

Ensure that gas tank is attached to inscrument and contains a
standard alcohol coneentration solutien 0. /FD AT,

o]
Pour a2 stasndard alcohol coacentration soluticon AC,
into a clean dry simulator and assemble the simulato:r. Ensure
that 2 tignt seal has been made. Turn on the simclator and
allow temperature to reach 34°C + 0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO STARD"

Go to the “Cortrol Testing Msnu". Select "“D™ for

control test or “F" for wet ecoatrol test. Aite
sel=sction 1s made pr=ss ERTER.

Air blank completed.

Calibration check completed. Test resulzs 0. [0 AC.
ir blank completed.

Remove printed record. Attach the record ro the completed
checkiist.

DPE Form Exh G-2 (Rev. 05-01)

Burswant to section 28- 1327, Arizona Revised Statutey, thiy gocumenr is a certified duplicare of the mformaiion contained in
compuisr siorage devices of the Tuesom Police Deporomen.



INTOXILYZER 8000

Location: TUCSON POLICE DEPT
Serizl Mumber: B80-000712 7%"’
1 /1272009 13:40:04 Q’u\
Standard Lot#: B205011
Last Changed By: C. STRAUB #50772 /(O\
QaS: C. CONLEY #3457
B TUCSON PO -
Test g/210L Time
Air Blank 0.000 13:40:32
Tzl Check 0.100 13:40:50
Bir Blank 0.000 13:41:20
N’a
operstor's Eiqna‘.'_ure
Fursuert i secoor 251377, Arome Beviesd Strcte @i G0SIsTI S 2 soied Srphioere of = mrorTETOn o = _

nerres Sovices ¢f the Jusson Poiice Depanment



