CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the /@,\ ,LQ\O

periodic maintenance* for the Intoxilyzer 8000 Serial Number ’
{QD-0007( 2 maintained by the Tucson Police Department \\'\

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: \|-|l-]lo Call O.|ov AC Cal2 0.099 AC

Between the datesof |0 ~[¢ ~(0© and [[-]~{D
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N/ A
The instrument was returned to service on /ﬁ

(o M&,"

Clare L. Conley

W~l[~10

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this /1 , day of
~ ,20/0 .

M\_Q/ﬂwc&w’f £ .
I| = OFFICIAL SEAL

5%\ A.M. HERNANDEZ
HOTARY PUBLIC-ARIZONA

4Y PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 UL

STANDARD QUALITY ASSURANCE PROCEDURE

Tucson
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(¥ ) 1. Display reads “PUSH BUTTON TO START”

Clock time check.
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Not a Successfully Completed Test Sequence printed
3. Proper sample recognition systemn.
Not a Successfully Completed Test Segquence printed

Deficient sample printed.
Standard Calibration Check standard 0. / OV AC

Result: O. Oﬁﬂ AC

N

DPS Form Exh G-4 (Rev. 05-01)

Pursuant ro section 28-1317, Arizona Revised Statutes, this document is o certified duplicare of the information comained in

compuier storage devices of the Tucson Police Depariment



INTOXILYZER 8000 ;Lékjw
Location: TUCSON POLICE DEPT

Serial Number : 80-000712 QO
11/11/2010 08:09:58

Standard Lot#: 719919 Aﬁ\
Last Changed By: S. CLEARY #44524

QAS: C. CONLEY . #34517

TUCSON PD )
Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:10:42
Diagnostic Test Pass 08211210

Air Blank 0.000 08=11:237

0.100 Cal Check 0.100 08:11:56

Air Blank 0.000 08:12:25
Subject Test 0.000 08:13:18

Air Blank ABT* 08213224

Air Blank 0.000 08=13253

- *Sequence Aborted

Not a Successfully Completed Test Sequence

Ty . 5
IUursuzant io SEecuon 78-13’77 Arizonz R- jom e arae  Eaty 8 :
1 28-1327, svised Statutes. this documen is 2 certified qunk g :
o o A . S nam ceriiiieg duplicats of the inform SR o
Storags devices of the Tucson Police Deparmen: - 01 the miormavion comwinzc 1m compine:



INTOXILYZER 8000 %('%r'

Location: TUCSON POLICE DEPT Q/\J\
Serial Number : 80-000712

11/11/2010 08215213

Standard Lot#: 719919 /(gb\
Last Changed By: S. CLEARY #44524

QAS: C. CONLEY . #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11 /1171111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:15:59
Diagnostic Test Pass 08:16:26
Air Blank 0.000 08:16:54
0.100 Cal Check 0.100 A8z17=12
Air Blank 0.000 08:17:42
Subject Test RFI* 08217:52
Air Blank IPS** 08:18:01

*RFI Detect
" **Improper Sample

Not a Successfully Completed Test Sequence

= _ ) - :
~ursuantto secuon 28-1327, Arizonz Revised Stamures

N e s S. this GOCUMENI is 2 certified duplicars of fhe mnf ion i e
storzge devices of the Tueson Police Deparmmen: i O mfunirion Conpinec n compier
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT Q}$\
Serial Number : 80-000712

11/11/2010 08:20:06

Standard Lot#: 719919 (()\4
Last Changed By: S. CLEARY #44524

QAS: C. CONLEY ) #34517 :
TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:20:53
Diagnostic Test Pass 08:21:21
Air Blank 0.000 08:21:48
0.100 Cal Check 0.100 08: 22207
Air Blank 0.000 08:22:36
Subject Test g.117%* 08:25:45
Air Blank 0.000 08:26:16
Air Blank 0.000 08:26:44
-Subject Test XXX*% 08:27:10
Air Blank 0.000 08:27:44

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Prsror o - 3
~ursuant to secuon 28-1327, Asizonz Revised Sizmutes
Storage cevicss of the Tucson Police Dreparmen:

- TS QOCUIMEM 15 2 ceriffied duplicare of fhe information conmined m compiter



INTOXILYZER 8000 /f£§§;]

Location: TUCSON POLICE DEPT =
Serial Number: 80-000712 (1)r\
11/11/2010 08:28:02

Standard Lot#: 719919

Last Changed By: S. CLEARY #44524 ((DP\
QAS: C. CONLEY #34517

TUCSON PD : =

Test g/210L Time

Air Blank 0.000 08:28:29

Ccal Check 0.099 08:28:48

Air Blank 0.000 08:29:18

Operator's Sigm’lture

By s 4
-HTSuan 1o section 28-1327, Arizons Revised Stauzes. this documen
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STANDARD QUALITY ASSURANCE PROCEDURES Q})\

INTOXILYZER MODEL 8000

QR Specizalist Olajwa(hrnlihq AGENCY Tucson Police Department
DATE fl~({[~T©O TIME D80Y
Intoxilyzer Serial ¢ KD-pDO7) Pl Location QO DW _DL/U‘ N
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Pursuanr 1o secrion 28-1327, Arizonz Revised Stanues, this document is a certified dupiicate of the information conained in
compurer storage devices of the Tucson Police Departmen:



INTOXILYZER 8000

Location: TUCSON POLICE DEPT 74&/(
Serial Number: 80-000712
11/11/2010 08:08:32 JEN

Standard Lot#: 719919

Last Changed By: S. CLEARY #44524 /;)

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:09:00
Cal Check 0.100 08:09:19
Air Blank 0.000 08:09:48

Mane Loale,

Operator's Signa':ure
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