CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917 /\6\1

I hereby certify that these documents are a true and correct copy of the ¥
periodic maintenance* for the Intoxilyzer 8000 Serial Number

¥v-00 (D% maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: |=b-11 Call O-1D] AC Cal2 0.19] AC

Between the dates of _12-/0-1(D and |-b-[]
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on N/ A
The mnstrument was returned to serviceon |\ /A

Clare L. Conley

|- -l

ADPS QAS Permit # 33314
SUBSCRIBED AND SWORN to before me this Q , day of
Tanudry ,20_/( .
/54/4 LA % df/ /MC/(_/ :
Notary Pubhc

s R }r )Tﬂn‘f uauc;A
) F RIZONA
PIMA \,OUN TY

1-—---—-_......_ M)’ \-Orﬂ'ﬂ l—xp Au A
-_—--—__——--.

*Includes documents specified in A.A.C. R13-10-104.A.5

<b, 2013

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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THIS REPORT PREPARED PURSUANT TO DUTY
A.B.C. R13-10-104¢(a)

LRIZONA DEPARTMENT OF PUBLIC SAFETY

-

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

oz seeciarist | lare tml%, AGENCY Tucson

Police

DATE _|-b-\\ e DAYy

INTOXILYZER SERIAL # o _00|[LDD LOCATION ODW Dwy

( v) 1. Display reads “PUSH BUTTON TO START"
DIAGNOSTIC TESTS

[

[
(v

} . Cleck time check.
) 2. Date check.

OPERATIONAL TESTS

(v ) 1. Alcohol-free subject test result 0. GO0V
(v" ) 2. Error recognition logic system functioning.
Not a Successfully Completed Test Ssguence
(v ) 3. Proper sample recognition system
Not a Successfully Completed Test Seguence
Deficient sample printed.
{ ) 4. standard Calibration Check standard 0. ] UD

Result: 0. 0| AC

Instrument is operating properly and accurately. YES

printed
AC
v~ NO
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Pursuan: 1o secrion 28-1327. Arizona Revised Statures, this document is a certified duplicare of the information comained in

computer storage devices of the Tucson Police Department
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INTOXILYZER 8000

Location: ARIZONA Q)&x
Serial Number : 80-001108
01/06/2011 09:46:11

o4

Standard Lot#: 20910100A1

Last Changed By: C. CONLEY- #34517
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD '

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:46:58
Diagnostic Test Pass 09:47:26
Air Blank 0.000 09:47:53
0.100 Cal Check 0.102 09:48:12
Air Blank 0.000 09:48:41
Subject Test 0.000 09:48:58
Air Blank ABT* 09:49:05
Air Blank 0.000 09:49:33

*Sequence Aborted

Not a Successfully Completed Test Sequence

Fursiant to sscnor 25-1327, Anzone Revised Stamure:, mis documen: 1s 2 cerdfisd auniicars of the miormanon contzmes 1 oompuLE
Siotage asvicesof the Tucson Poilcs Depzrmmen:



INTOXILYZER 8000

Location: ARIZONA Q}y\
Serial Number : 80-001108

01/06/2011 09:49:52

Standard Lot#: 20910100A1 /ﬁli
Last Changed By: C. CONLEY. #34517

QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:50:45
Diagnostic Test Pass 09:51 =212
Air Blank RET* 08:51 237
Air Blank IPgS** 09:51:247

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Fursuznt 1o secuorn 28-1327. Anzone Revised Swnutes, fis documen: is 2 cerified quplicars of toe Informanon contzined i comuter
Siorags aevicss-of the Tucson Police D=paramen:
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INTOXILYZER 8000 \{%AD

Location: ARIZONA &)p\
Serial Number : 80-001108

01/06/2011 10:00:42 %
Standard Lot#: 20910100A1 46
Last Changed By: C. CONLEY #34517

ORS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10201232
Diagnostic Test Pass 10:02:00
Air Blank 0.000 10202:27
0.100 Cal Check 0.101 10:02:46
Air Blank 0.000 10:03:1%
Subject Test 0.127* 10:06:24
Air Blank 0.000 10::06: 55
Air Blank 0.000 10:07:23
Subject Test XXX** 10:07:46
Air Blank 0.000 100818

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to secnon 28-1327, Arizona Revised Statutes, this document is 2 cerified duplicate of the mformation contained in computer
storage devices-of the Tucson Police Department



INTOXILYZER 8000 @g\

Location: ARIZONA

Serial Number: 80-001108 “)3\

01/06/2011 10:08:46
Standard Lot#: 20910100A1 /@\\
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:09:13
Cal Check 0.101 10:09:32
Air Blank 0.000 10:10:01

(e brole

Operator's Signat[are

j < = 1Tamm e, — N " pi i pe - 3
Fursuant 1o _s-cuonizsugz ', Anzona Revised Statutes, this Gocument is a certified duplicate of the information contamed in computer
storage devices of the Tucson Police Departmen:
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ARIZONZ DEPARTMENT OF PUBLIC SAFETY \ i\/\

STANDARD QUZLITY ASSURANCE PROCEDURES ~
INTOXILYZER MODEL 8000

DaTE | ~b~l] ! rove OYYY
Intoxilyzer Serial ¢ <(V-00DIIDR Loecation ODW Dy RO

(v ) 1z e t) ki Haf e

instrument and contzins =
] 0. ] oo AC,

AC,

Pour a stasncdard szlcohol concentretion sclutio
&

;B

into a clean dryv simunlator and assembles the simplator. Ensurs
that & tight sezl has besen made. Turn on the simnlator and

allow temperature te reach 34°C + 0.2°C

(v ) 2 Intoxilyzez BOO édisplay r=ads “PUSHE RUTTON TO STRRT

[ ) 3 Go to the “Control Testing Menu”. Select “D” for dry
control test oxr “W® for wet conTrol fest Rfzer
selection 135 madese .press ENTER
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Bursuars 1o secrion 28-1327, Arizona Revised Staruze:, this document is o certified duplicare of the irjormation corzatned in
compurer storage @evices of the Tucson Police Department.



INTOXILYZER 8000
Location: ARIZONA
Serial Number: 80-001108

_______________________ i 4\

Standard Lot#: 20910100A

01/06/2011

Last Changed

By: C. CONLEY #34517 /,3\\ Q)\J‘
\

QAS: C. CONLEY #34517 -

o

.
AUt OWIY D

Air Blank
Cal Check

g/210L Time

0.000 09:45:08
0.101 09:45:27
0.000 09:45:56

Air Blank

Bane bl

Operator's Signatdre

Pursuznt to s=cnon 28-1327, Anzone Revised Sterures
s1orags asvicss-of the Tucson Polics Depzromen:

. Tis documen: 1s 2 cerines quphicers of fhe miormanon contzned In compuLe;



