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CERTIFICATION by CUSTODIAN of RECORDS
@ Tucson Police Department Crime Laboraiory /@L\
I hereby certify that these documents are a true and correct copy of the b
periodic maintenance* for the Intoxilyzer 8000 Seria] Number )
0-001L73 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument op the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:_t /io/pg Call 0.1p2 AC Cal2 0.10] AC
Between the dates of ;.;)’ﬂ 2 /a"? and l/ /0/96:

the instrument was operating properly and accurately,

The instrument was taken out of service for repair on — :
M -
The instrument was returned to service on = — :

/ff%nwé&fféhmg

Sarah L. Cione
//f év//m?

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN fto before me fhis [ 6 dayof
e T@dien. L2008
S N -

GRS
N A : )
G I KATHY 4 NNNEY‘ % ) .
i ) ) HOTARY 2UBLIC-ARIZONA | WA alrti, }4\%}7%@«.4
R4 PlItiA COUNTY I !
L fay Lomm. Sxp Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-4 / gf ’75C

THIS REPORT FREPARED PURSUANT TO DUTY IMPCSED BY
A.AC, R13-10-104{A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

\ A fl})l)lb
STANDARD QUALITY ASSURANCE PROCEDURES X
INTOXILYZER MODEL 8000 \‘\

STANDARD QUALITY ASSURANCE PRCCEDURE

0a sPECIALIST _Samh Cipae AGENCY Tucson Police Department

DATE ([Io[a? TIME IO-'Sngm
INTOXILYZER SERIAL # §0-00)),73 LOCATTON me La

( ‘/) 1. Display reads “PUsy BUTTON TC START”

DIAGNOSTIC TESTS

( ‘/) 1. Clock time check.
(/) 2. Date check.

OPERATIONAL TESTS

(‘/ ) 1. Alcohol -free subject test resuylt o, pop AC.
(V') 2. Error recognition logic system functioning,

Not a Successfully Completed Test Sequence printed
(/) 3. Proper sample recognition System.

Not & Successfully Completed Test Sequence printed
Deficient sample printed.
(‘/) 4. Standard Calibration Check standard o. lmz AC

Result: 0. !Q[ AC

Instrument ig operating properly and accurately. YES ‘/ NO

COMMENTS

SIGNATURE < aa ) [ ons
— [

DPS Form Exh G-a (Rev. 05-01)

Pursuant 1o section 28-732 7, Arizona Revised Statutes, this document is o certified duplicate of the information contained in
computer storage devices of the Tucson Folice Department
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INTOXILYZER 8000 |
Location: ARIZONA /’a\,]
Serial Number : 80-0071163 '(
01/10/2008 10:55:22

Standard Lot#: 7254021
Last Changed By: §. CIONE #50616

QAS: 5. CIONE #50616
TUCSON PD

‘Operator: S. CIONE #506716
TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F _ Weight: 111

15 Minute Deprivation Period? Yes

Test : g/210L Time

Air Blank 0.000 10:56:16
Diagnostic Test Pass 10:56:44
Air Blank 0.000 10:57:17
0.100 cal Check 0.101 10:57:30
Air Blank 0.000 : 10:57:59
Subject Test 0.000 10:58:16
Alr Blank 0.000 10:58:44
Five Minute Wait ART*

Air Blank 0.000 10:59:20

*Sequence Aborted
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INTOXILYZER 8000
Location: ARIZONA
Serial Number - 80-001163

3 U]f /sc
0

01/10/2008 10:59:29
Standard Lot#: 7254021 |
Last Changed By: g. CIONE #50616
QAS: 3. CICNE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, TEST

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test : g/210L Time

Air Blank 0.000 11:00:29
Diagnostic Test Pass 11:00:5%6
Air Blank 0.000 ‘ 11:01:23
0.100 Cal Check RFI* 11:01:34
Air Blank Ips** 11:01:43

*RFI Detect .
**Improper Sample

k] .

Pursuant 1o szetion 1Zudog &z, 3
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‘/f>/’75<
INTOXILYZER 8000

Location: ARIZONA /6H
Serial Number - 80-001163 \
01/10/2008 117:02:23

Standard Lot#: 7254027
Last Changed By: 5. CIONE #50616

QAS: 3. CIONE #506716
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SOAP, TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test ' g/210L Time

Air Blank 0.000 o 11:03:32
Diagnostic Test Pass 17:04:00
Air Blank 0.000 11:04:27
0.100 Ccal Check 0.1017 11:04:46¢
Air Blank 0.000 11:05:15
Subject Test 0.232%* 11:08:23
Alr Blank 0.000 11:08:56
Alr Blank 0.000 11:09:24
Subject Test XXX** 11:09:46
Air Blank 0.000 O 11:10:20

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Pursuan: 1o SECHON RBLED T g ]
toreze gevine L RO A BREas &far] 1y -Cam eted T _Seguence
BiTeze Seviges of the ] Lt;c-scn Foiire Detparmen; 4 ot Rl’“' '-éiﬂunlgs‘g J‘,; the m?cg'naxmn eontared in somppa

-l



INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-001163 /\6\,\

01/10/2008 11:70:39

Standard Lot#: 7254027
Last Changed By: 3. CIONE #50616

QAS: 5. CIONE #5051%6

TUCEON PD

Tesgt g/210L Time

Air Blank G.000 17:11:07
Cal Check 0.101 T1:11:25

Alr Blank 0.000 17:11:55

§ma/7 Cl iV

Operator s Slgnature

'D .
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EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY é Of 7SC
A.A.C. R12-10-1p2 (&)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES 4/)\"1 0%
INTOXILYZER MODEL 8000 ‘01})

STANDARD CALIRRATION CHECK PROCEDURE \
QA Specialist Sﬂf‘ﬁh/’;'ﬂ/}( AGENCY Tucson Police Department
DATE !’/m/o'a‘ TIME 10:83am
7

Intoxilyzer Serial # ?0-00!]62 Location Crime lab

7

1. Ensure that g&s tank is attached to instrument and centains a

standard alcohcl concentration solution 0._|0p AC.
OR
Pour a standard alcchol concentration solution AC

!

into a clesan dry simulator ang assemble the simulator. Ensure
that a tight seal has bsen mads. Turn on the simulator and
g&llow temperature to reach 34°C 1+ 0.209¢C

) 2. Intoxilyzer 8000 display reads “pysgy BUTTCN TC START"

W

Go to the “Control Testing Menu”. gelect “D” for dry
contrel test or “yv fer wet control test. After
selection ig made pPress ENTER

Alr blank completed.

Calibration check completed. Test results 0.102: AC.
Air blank completed.

\\1& <~ N

Remove printed record. ttach the record to the completed
checklist,

S IGNATURE éw\gb Cions
I hY

DPS8 Form Exh G- (Rev. 05-01)

Pursuant 1o seciion 28-1327, Arizona Revised Staiuzes, this document is

a certified duplicate of the information comained in
computer storage devices of the Tucson Police Depariment



Pursuant g ssction 28-132

Strraera

*SraET-aovices of the Tussop Police Depanmen;

7, Artroma Reviser St thic documen i

INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-007163
01/10/2008

Standard Lot#: 7254027
Last Changed By: S. CIONE #50615
QAS: 5. CIONE #30616

TUCSON D

Test g/210L Time

Air Blank 0.000 10:54:14

‘Cal Check 0.102 10:54:33 .
Air Blank 0.0G0 10:55:02

b () ont

Operator's Signature

st " 18 & certified duplicare of jie mioTmarion comtaped i )
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TUCSON POLICE DEPARTMENT /Gf;zsc
CRIME LABORATORY

INTOXILYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE 0

Bl e
Date: }//]0/08‘ \ H \

QAS: Samh Ciong
Intoxilyzer Serial Number: 8 0~ 001 bj
New Lot Number: il 30901 T

New Expiration Date: N oV & R 2009

V)
(V)
(V)
%

Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
Remove the old gas tank and install the new one.
Hit the “ESC” key twice and swipe the QAS card.

Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value; 0.100

Enter Control Lot #: From the tank labe]

Enter Exp Date: From the tank labe] (mm/dd/yyyy)
Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Please wait saving...”

o VS B N

(‘/) 5. Hit the “ESC” key twice.,

(-A 6. Go to the “M-Maintenance” menu and select “T-Control Testing.”
Select “D” for dry control test. After selection is made press
ENTER.

(\/) 7. Air blank completed.

(W) 8.  Calibration check completed. Test results 0. 10(2 AC.
((/) 9. Air blank completed.

(V) 10. Remove and sign printed record. Attach the record to the completed checklist.

SIGNATURE /{Mah/ f %04

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.




Purseant 1o Setion 981

Storage devices of

the Tug

INTOXILYZER 8000
Location: ARTZONA
Serial Number: 80-001163

01/10/2008 12:24:05

Standard Lot#: 7309017 /@\‘\
Last Changed By: 5. CIONE #50616

QAS: S, CIONE #506716

TUCSON PD

Test g/2101L Time

Alr Blank 0.000 13:24:23
Cal Check 0.100 13:24:57
Air Blank 0.000 13:25:21

‘6&4(1/7 Cm/l/

Operator s Signature
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