CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department ¢ rime Laboratory

I hereby certify that thege documents are 5 true and correct copy of the /‘6“\ w)‘b
periodic maintenance* for the Intoxilyzer 8000 Serial Number ,{‘l\‘
§o0-vorg3 maintained by the Tucson Police Department

Crime Laboratory Pursuant to the requirements of the Arizona Department

of Public Safety for a-quality assurance program.

A quaﬁty-assurance'specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined i A.A.C.R13-10-] 04.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC,

Date: “4-(o-0g Call 9.10; AC Cal2 O.lo0 AC
—1-10-9% _ —2.{06 =
Between the dateg of 3-~13.0% and _ Y-(d-p%

the instrument wag Operating properly and accurately,

The instrument was taken out of service for i"epair on_ NA
The instrument Was returned to service op N /A

MM&\L’

Clare L. Cpnley
Y-li1-0%

ADPS QAS Permit # 33314

APP\L( 2006 .
Ay
OFFICIAL SEAL ' _
S\ KATHY A KiNNE\L%A K iamuae,
>3 NOTARY PUBLIC-ARIZONA ‘\

My Comm. Exz. Sept. 4, 2008

*Includes documents speé:iﬁed in AA.C. RI3-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department,



EXHiB T G-4

THIS REPORT PREPARED PURSUANT Tp DUTY IMPOSED BY
AA . R13-10-1pg (&)

PROCEDURES
INTOXILYZER MODEL Boop /\3\\

STANDARD QUALITY ASSURANCE PROCEDURE

Qx seeciarzst (lare C"H[d—u
—=0TR ey

AGENCY Tucson Police Department
DATE  “-9 x-S

TIME _ p§¢<

INTOXILYZER SErrar 4 €0~ pogif g Locarion Jeem 23 (0O DW!
| H
(v ) Dutl He

- Display resds “PUSH BUTTON TC START”

DIAGNOSTIC TESTS

(» ) 1. Clock time check.
() 2. Date check. '

DPERATIOI\TAL TESTS

ey 1, Aleohol -Free subject test reguit 0. v AC.
(v™) 2. Error recognition logic systeq functlomng.

(v} 3. Proper Sample recognition Fvstem.
Deficient Sample printed.

( o) 4. Standarag Calibraticn Check Standard 0. Jeyp
Result: o, l 5o AL

SIGNATURE 1!&_&&&_ QMQ&._ —

DPs Form Exh G-4 (Rev. 05-01)

Pursuans 1y Section 28-1327 Arizong Revised Statutes. this documen; js g certified duplicare of the information .

Shigined in
computer sorage deviees o the Tucson Police Department



2609

INTOXILYZER 8000 | - O,
Location: ARTIZONA ' '
Serial Number - 80-001163

- 04/10/2008 | 10:01:59 1§k
Standard Lot#: 7354016 | |
Last Changed By: C. CONLEY #34517
QAS: C. CONLEY #34517
TUCSON PD
Operator: ¢. CONLEY - #34517
TUCSON PD ’

Subject: TEST, soap
DOB: 11/11/1111
Sex: M _ Weight: 111

15 Minute Déprivation Period? ves

Test g/210L Time

Air Blank 0.000 - ‘ 10:02:44
Diagnostic Test Pags 10:03:11
Air Blank 0.000 10:03:39
0.700 Cal Check 0.101 10:03:57
Alir Blank 0.000 10:04;27
Subject Test 0.000 10:04:43
Air Blank ABT* ' ' 10:04:50

Air Blank 0.000 - - 10:05:18

*Sequence Aborted

Pursuant 10 seeion, 28-1327, Arizong Revised Stanreas, s g i i
s =1 r =5, this documen Homs o7 fine - ; S
SIOT2ge. dovices of the Tuesan Police Depanmeny T isR semited duplicare of e informanion contaned i compaey



249
oM
INTOXILYZER 800g _ |
Location: ARIZONA ' ' ‘ ,18H

Serial Number - 80-001163
04/10/2008 10:07:27

Standard Lot#: 735401G
Last Changed By: ¢, CONLEY #34517

QAS: C. CONLEY #34517
TUCSON PD

Operator: c, CONLEY #34517
TUCSON PD '

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M , Weight: 111

15 Minute Deprivation Period? ves

Test | g/210L - Time
Air Blank RFI* = 10:07:59
Air Blank IPS** 10:08:06

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuans ¢ s=eton 2813529 ATiZoma Reviesd Branret, this dp i% & coTHf] i the mf
. 27, = reay S is g liears 0t sme - ; inan ©
StOTage. dovices of the Tucsan Poline Depanmen, R eTHed dupliemz o e mformation comained eotpz;



INTOXILYZER 8000
Location: ARIZONA

Serigl Number - 80-001163

04/10/2008

He(9

LA

A
10:08:35 :

Standard Lot#: 735401¢

Last Changed By: C. coNLEY #34517
QAS: C. CONLEY #34517
TUCSON PD

Operator: c. CONLEY #34517
TUCSON PD ‘
Subject: TEST, SQAP

DOB: 11/11/1111

Sex: M B Weight: 111

15 Minute Déprivation Period? Yes

Test | g/210L Time

Air Blank 0.000 10:09:27
Diagnostic Test Pass 10:09:54
Air Blank 0.000 10:10:21
0.100 cal check 0.107 10:10:40
Air Blank 0.000 10:11:09
Subject Test 0.267* 10:14:18
Air Blank 0.000 10:14:50
Air Blank 0.000 10:15:18
Subject Test ALK ** 10:15;37
Air Blank 0.000 10:76:11

*Deficient Sample
**Invalid Sample -

Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant 1 section 28-1327, ATiZong Revised Stenuvas thig Sotument

StoTage. deviess of the Tueson Poliee Deparment

15 4 certified duplizae of the nformmion eontained in compyey



Pursuant 10 S=ction

Storage. gsvices of

INTOXILYZER 8000

Location: arRIzZONA ' : (:AJ\

Serial Number: 80-001163

04/10/2008 10:16:30

QAS: C. CONLEY #34517

TUCSON PD
Test g/210L Time

Air Blank 0.000 10:16:57
Cal Check 0.100 10:17:16
Air Blank 0.000 10:17:45

Mo ot

Operator's Sigflaturé

28-1327, Avizona Revised Stenreas, this dotumem is 3 perfifieq duplizars of the mformazion sonmined i compmer

the Tucgon B

nlice Deparment



EXHIBIT g-»

THIS REPORT PREPARED PURS UANT TO0 pUTY IMPOSED RY

A.A.C. R13- 10-104 (n) 6‘69

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL gpog

A

STANDARD CALIBRATION CHpCx PROCEDURE ujob
QA Specialige aart. Cﬂr\{ﬁq AGENCY Tuesen Police Depazrtment
DATE Y-{o~0% TIME _09% :
Intoxilyzer Serial # @a~30 e3 Location oDbw (TMM 2.)
—_— w3
Dur na
( v) 1. Ensure that gas tank 15 attacheq to instrument and containg g
Standard alecohel concent{)z:.tlon solution o, 150 AL,

Pour 3z standard alcohol concentration so0lution ac,
into a clean dry simulztor and assemble the simulator. Ensurs
that a tight seal has baep made. Turn op the simulater and
allow temperature Lo reach 34°¢ + 0.2°

(Vv

[

Intexilyzer BOoo display reads “PUSH BUTTON TO START"

(v ) 3. Go to the “Control Testing Menu». Select “D” fqon dry

Control tege or W'  for wet control test. afresr
Selection ig made press ENTER.

(v ) g Air blank completed,
(v 3 Calibration check completed. Tegt Tesults ¢, o} AC.
(7 ) 6. Air blank completed.
{ /) 7. Remove printreq record. attach the record to the completegd

checklis:.

SIGNATURE uanL O/ZM.QH
S hathenll

I

DPS Form Exh c-2 {Rev, 05-01)

Pursuan o Section 28-1327, drizona Revised Statues, this docum

ent is a certified duplicate of the information coniained in
computep Storage devices of the Tueson Police Department,



INTOXILYZER 80gp : ‘6?

Location_: ARIZONA O,\
Serial Number: 80-001163

04/10/2008 09:59:39

Standard Lot#: 7354p1g /‘bl’

QAS: C. CONLEY #34517

TUCSON PD
Test g/210L Time
Air Blank 0.000 10:00:06
Cal Check 0:101 16:00:25
Air Blank G6.000 10:00:54

Man Conke

Operator's Signatude

Pursuant 1o S=ciop 28-1327 ATZONE Reviserd Stamac thie 4 ; : . e .
== <4 . i =5, WNE 2CTNmMIN iS5 pertifiag Stmplizae of tae ing T COnrainsag
SWOTage. deviess of the Tuesen Police Depanmen;, ‘ 5% intoTmation conmzined iy empmer



Date:
QAS:

Imoxilyzer Seria] Numbf:r:l _g 0 - 00 ] / é? 3

TUCSON POLICE DEPARTMENTg‘,{)a'
CRIME LABORATORY O

INTOXILYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE

# -(0-08 /(»L{

Uare Con ley

New Lot Number: 713540) 6
New Expiration Date: ——98 Z)'f C X 0@

()
(v')
()
(«)

(7)
()

(V")
()
(v)
(v)

1.
2.
3.
4

10.

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
Remove the old gas tank and install the new one,
Hit the “ESC” key twice and swipe the QAS card.

Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot # From the tank labe]

Enter Exp Date: From the tank label (mm/dd/yyyy)
Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Please wait saving,..”

Hit the “ESC” key twice.

Go to the “M-Maintenance™ meny and select “T-Contro] Testing,”

Select “D” for dry control test, After selection is made press
ENTER.

Air blank completed.

Calibration check completed. Test results 0, (0] AC

Air blank completed.

Remove and sign printed record. Attach the record to the completed checklist,

SIGNATURE ll 4 And, _cd_hL,L?

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a cettified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



Pursuam ¢ S=etion 28-1329,

04/10/2608 09:58:08‘_

INTOXILYZER 8000
Location: ARIZONA
Seria]l Number: 80-0011863

TUCSON 2D

Test g/210L Time

Air Blank 0.000 09:58:35
Cal Check 0.101 09:58:5¢4
Alr Blank 0.000 09:59:23

Operator's Signatyre

ATizoma, Rovieed Stanrss, this soemnen Is & certifiag duplizare of fhe mformation comained i, SOThpmer

Storage. d-:vic:; of the Tueson Police Deparmem,



TUCSON POLICE DEPARTMENT
CRIME LABORATORY

3.25706

Date:
QAS: by, 3000
Intoxilyzer Seria] Number: go- 06 /1 63
New Lot Number: 717862 XL
o 23T uy 2005
New Expiration Date:
\ ) 1. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
\b ) 2. Remove the old gas tank and install the new one.
) 3. Hit the “ESC” key twice and swipe the QAS card,
?\.) 4. Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:
Enter Target Value: 0.100
Enter Control Lot # From the tank labe]
Enter Exp Date: From the tank label (mm/dd/yyyy)
Editinfo YN? Y or N
Update Std Info? Y ENTER
“Please wait saving.. .”
o\ 5. Hit the “ESC” key twice.
(\) 6. Go to the “M-Maintenance” menu and select “T-Contro] Testing.”
Select “D” for dry control test. After selection g made press
ENTER.
(\) 7. Air blank completed.
N 8. Calibration check completed. Test results 0. [OO  AC.
N 9. Air blank completed.
10. Remove and sign printed record. Attach the record to the completed checklist.

N

SIGNATURE Eb L 35D,

computer storage devices of the Tycson Police Department.



Pursuant 1o section 28-132
Storage. devices of the Tug

27, Arizona Revigsd
son Police Deparm,

Location. RRIZoNA
Serjal Numper 8001163
833572008 2l:i3:29
Standarg Lotk 72198521
Last Changey By: 7.0 g #8875
ORS: 7. 1 g B3587%
TUCSaN ep
Test a2in Tine
Rir 8)an 0. aag 20:13:5
(81 Check 0.1 el 14
Rir Blany 0.0 201444
Qs o0,
"""""" 0 ﬁeraE&E"s‘"f{g'ﬁét’u'r'é""“"'""
PR
Stanutes, this document is a certifieq duplicats
Cr1t,

INTOY )L vzen 80an

<

b

of the informariop conwined in computer



