CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

N

I hereby certify that these documents are a true and correct copy of the 7.lo- %
periodic maintenance* for the Intoxilyzer 8000 Serial Number )

80-0011473 maintained by the Tucson Police Department

Crime Laboratory pursuarnt to the requirements of the Arizona Department
of Public Safety for a quality assurance progr,

Date: é[gv[ﬂﬁ Call_p 099 AC Cal2 0,103 AC

Between the dates of ~ and —
the instrument was Operating properly and accurately.

The instrument was takep out of service for repairon -
The instrument was returned to service on Lfa7 /09
[

Seah Liong

Sarah L. Cione
7/%/pe
7

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this 7 , day of

AL — Vv , 2005 .
“OFFiCIAL SE \fﬁk

HY A. KINNEY %/ )/ .
- lsgﬁnv PUBLIC-ARIZONA | | A A Zt/ AN

J PIMA COUNTY / /
7 My Comm. Exp. Sept. 4, Notary Public

*Inciudes documents specified in A.A.C. R13-10-1 04.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-4

THIS REPORT PREPARED PURSUANT T0 pyTy IMPCSED BY I ¢ 12
AA.C. R13-10-104(A) Sc

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES M
INTOXILYZER MODEL 8000 YATH o7
STANDARD QUALITY ASSURANCE PROCEDURE
QA SPECIALIST Samh c’bn{ AGENCY Tucson Police Department
DATE édéj/ﬂ& : TIME _10-'07
INTOXILYZER SERIAL # 30-0011b73 Locarion Crime Lab

{ |/) 1. Display reads “pusy BUTTONK TO START"

DIAGNOSTIC TESTS

{ l/) 1. Clock time check,
( V) 2. Date check.

OPERATIONAL TESTS

{ /) 1. Alcohol-free subject test result 0. AC.
(m/) 2. Error recognition logic system functiening.
Not a Successfully Completed Test Sequence printed
(/) 3. Proper sample recognition system.
Not a Successfully Completed Tegt Sequence printed
/ Deficient sampie printed.
( ) 4. Standard Calibration Check standard 0._[o0 AC
Result: 0. {02 aAcC .

Instrument ig ‘Operating Properly and accurately. YES / NC

COMMENT S

SIGNATURE SMM Ovond
e 7

DPE Form Exh G-4 (Rev. 05-01)

Pursuant 10 section 28-1327, Arizong Revised Statutes, this

document is o certified duplicate of the information comained in
computer storage devices of the Tucson Police Department.



éz%i]éZJC

INTOXILYZER 8000 £l1
Location: ARIZONA

Serial Number : 80-001163 7,/040?
06/27/2008 10:08:33

Standard Lot#: 735401¢

Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD

Operator: $. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:09:44
Diagnostic Test Pass : 10:10:11
Air Blank 0.000 10:10:38
0.100 cal Check 0.099 10:10:57
Air Blank 0.000 10:11:27
Subject Test 0.000 10:11:44
Air Blank ¢.000 10:12:12
Five Minute Wait ABRT*

Air Blank 0.000 10:12:46

*Sequence Aborted

Not a Successfully Completed Test Sequence

j=3 .

<UrsSuEnT 10 S=ouon 2R-137 ATIZona Paviger Qo e A :
o= abaliiatt WVISED STAMTes, this SOCUmEm iz ;o it dtniicare of fhe s ;

SIOTRZE. Gieviens 6F the Tucs Potime T o ‘s & EEMLI0 dupiizas of the miormanen COm2med in compyne;



INTOXILYZER 8000
Location: ARIZONA 01\
Serial Number : 80-001163

06/27/2008 10:12:53

Standard Lot#: 735401G
Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616
TUCSON PD .

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:13:38
Diagnostic Test Pass 10:14:05
Air Blank RFI* - 10:14:18
Air Blank IPS** 10:14:26

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this docum

. ent is a certified duplicats fthe i i i i
Sterage devices of the Tucson Police Deparment, N 7 e information comaingd in o



INTOXILYZER 8000

ot 12,
Location: ARIZONA

Serial Number : 80-001163 OA“
06/27/2008 10:14:57

Standard Lot#: 735401G

Last Changed By: S§. CIONE #50616
QAS: S. CIONE | #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:15:45
Diagnostic Test Pass 10:16:12
Air Blank 0.000 70:16:40Q
0.100 Cal Check 0.099 10:16:58
Air Blank 0.000 10:17:28
Subject Test 0.053%* 10:20:36
Air Blank 0.000 - 10:21:08
Air Blank 0.000 10:21:35
Subject Test XXX ** 10:22:02
Air Blank 0.000 , 10:22:35

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Stanutes, this document ig a ¢

. ertified duplicat i i i ;
Starage devices of the Tucson Police Department. wpticare of the information contained in computer



Pursuant to section 28-1327, Arizona Revised Statutes, this docum

storage devices of the Tueson Poli

INTOXILYZER 8000 5 C% /2

Location: ARIZONA

Berial Number: 80-001163

06/27/2008 10:23:03 6/(,\'
Standard Lot#: 735401G

Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD

Test g/2i0L Time

Air Blank 0.000 10:23:30

Cal Check 0.102 10:23:49

Air Blank 0.000 10:24:18
ok Lol

Cperator's Signature

et is a certified duplicate of the information contained in compm
¢c Deparment. e



EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY é };2
A.A.C. R13-~10-104(a) JC

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES % Q
INTOXILYZER MODEL 8000 - /0-0

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialist <<arn},£bbn(, AGENCY Tucson Police Department
DATE ér/;,z?/o&" TIME If)‘d’?
Intoxilyzer Serial # -milt3 Location _{rome Laj

( //: 1. Ensure that gas tank is attached to instrument ang contains a
standard alecohol concentration solution 0.[Q[§ AC.
OR
Pour a standard alcohol concentration solutien AC,
into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°

(V/} 2. Intoxilyzer 8000 display reads “pysy BUTTON TO START”

(V/) 3. Go to the “Control Testing Menu”. Select “D” for dry

control test or “y» for wet control test. After
selection is made Press ENTER.

{ V/) « Alr blank Completed,
) Calibration check completed. Test results O.t?ﬂﬂ AC.

4

(VY 5.

( i:y 6. Air blank completed.
7.

{ ) Remove printed record. Attach the record to the completed

checklist,

SIGNATURE _Spunh Yy,

DPS Form Exh G-2 (Rev, 05-01)

Pursuant to section 28-132 7, Arizona Revised Statutes, this document is o certified duplicate of the information comained in
computer storage devices of the Tucson Police Departmeny.



Pursuant 1o section 28-13
Storage deviess of the Ty

27, Arizona Reviged Staru
£son Pelice Deparpnen:

S ' ‘ 7 oL/ Ase

Location: ARIZONA
Serial Number: 80-001163
06/27/2008 10:07:10

Standard Lot#: 735401G @0\

Last Changed By: $. CIONE #50616

QAS: S. CIONE #50616

TUCSON PI¥

Test g/210L Time

Air Blank 0.000 10:07:38
Cal Check 0.0%8% 10:07:56

Air Blank 0.000 10:08:26

Sand Lipas

Operator's Signature

tes, this d ST iied dupis i
18 COCUMEM 15 & certified uphicate of the informarion comained in compurar



5’¢/35C
TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

(e

QAS: _SQFA/’] C 1oL,

Intoxilyzer Serial Number: _ &80 ~ (00 Hé’ 3

Date Returned to Service: _QAZ/QL

Pursuant to section 28-1 327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department. :



/
TUCSON POLICE DEPARTMENT 90% ;ESQ
CRIME LABORATORY

INTOXILYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE

Dae /27 /p8 710
QAS: _<prah Cione
Intoxilyzer Serial Number: ? D - 0D ] } é 3
New Lot Number: 7 3_5 40] 6

New Expiration Date: L Q,/ ol E’/ 0?
%!

1. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
(V) 2. Remove the old gas tank and install the new one.
(V) 3. Hit the “ESC” key twice and swipe the QAS card.
(1/) 4.  Go to the “M-Maintenance” menu and select “S-Standard Change.”

Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot #: From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyy)
Edit info YN? Y orN

Update Std Info? Y ENTER

“Please wait saving,..”

(VS 5. Hit the “ESC” key twice.

(‘/) 6. Go to the “M-Maintenance” menu and select “T-Control Testing.”
Select “D” for dry control test. After selection is made press
ENTER.

( V) 7.  Air blank completed.
(N 8. Calibration check completed. Test results 0. 098 AC.
(09 9. Air blank completed.

)

10. Remove and sign printed record. Attach the record to the completed checklist.

SIGNATURE  ~<Spa 1 /vans
-~ [ N

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



Pursuznt 1o SSCHOn 28.1

1327, Arizona Revigeq Statute
) & S,
Sterage. devices of the Tucson Police Deparmmen:

INTOXILYZER 8000

Location: ARIZONA

Serial Nuwmber: 80-001163

06/27/2008 10:05:47
Standard Lot#: 735401G

Last Changed By: S. CIONE #50516

QAS: S. CIONE #50616

TUCSON P+

Test g/210L Time

Air Blank . 0.000 10:06:14
Cal Check 0.098 10:06:33
Air Blank 0.000 10:07:02

,ﬁaAM C)EM

Operator's Signature

this documen js » certifisd dupiic

ate of the mformation containe,

d in compurey



\ /X sc
INTOX o T CMI INC SERVICE WORK ORDER

-4, 7 316 E. gth St., Owensboro, KY 42303
P87 FEcaRT—— 270-685.-6200 — Fax Cm ¢
VE — 270-685-6288 T
TOXITEST [Fesme 1-800-835.0690 26 5t
B S
| H ATTN:
L I
L P
T T [onv STATE ¢
0 0
PHONE BN . j g l"mE
" J{ C‘
MODEL # SN ./ | DATE RCVD, PO.# N REQ. 8L CODE SERVICE LOCATION
OO0 (4000 113 NS /
PROD. CODE EXTRA PARTS RCVD. , J
b4 E 2 z /
w2 e ‘X , L F/L(d A "LJA e D
DESCRIPTION OF PROBLEM WARRANTY
ey 1 ! s : ¥ QUOTE
;{)qmﬂ,\ b g - “&"#i 2 Aep 1(1* H;? J,e,wag ;mi‘4 g{ﬁqwﬁ OT . 00 SERVICE DEPT. [] NEW
LY PRELIMINARY TEST Eﬁlsmmns INSPECT, DIAGNOSTIC TEST U/ PARTS USED
POWERSUPPLY [ TEST,INSPECT  [J REPLACE or [oNG. DESCRIPTION onE
[ MAIN PWB's - REMOVE & CLEAN, REINSTALL, TEST : — —
PWBs  [] DIAGNOSE, REPAIR  [JREPLACE L oo 2pc | by e
[J PWe's - SURFACE CLEAN IN PLACE ; L T0A D - R
L] FILTER WHEEL - REMOVE, CLEAN, REINSTALL, CHECK CELL INTERIG -t R A
CHOPPERWHEELMOTOR  [ITEST & INSPECT ' [] REPLACE ' thr2.73 ’% AN
L CELL - REMOVE, CLEAN, REINSTALL, REPLACE LENSES/GASKETS REQD i D ﬂ ‘
IRLIGHT SOURCE [ REMOVE, REALIGN [ REPLACE = i L f' L A g
PRINTERASSY. L[] DISASSEMBLE [ CLEAN & LUBRICATE b ey | Jm ‘{ %[f - }\
L] REMOVE & REPLACE BELT  [] REALIGNMENT Ny o
O REPLACE [ TESTPFIINTEFI FUNCTIONS, 1L 3002 i apd ) " il f
BATTERIES-REPLACE  [JCPU [ RAM Srerli 5] ,’g ,u] ‘; 2w
REPLACE PARTS  [J REASSEMBLE IBRATION FNAL TEST . ; 9
0O misc. 2o} JYh1 et

I~

PST [ PRELIMINARY TESTING - PRESSURE, BATTERY, ZERO SET
0 DISASSEMBLE [ REPLACE PARTS [ REASSEMBLE
[} TEST [1 CALIBRATE (] FINAL TEST
TOXITEST [ INCOMING LEAKTEST [J VISUALMECH. INSPECTION
0 TEST THERMOMETER & THERMOSTAT 0 DISASSEMBLE
O REPLACEPARTS [ REASSEMBLE [] OUTGOING & LEAK TEST
[J FINAL TEST ' _‘

Shop 2| Ke ) wéJ\e I &

J misc.

COMMENTS: ‘ .
-ﬂal j U ?(f-’{i {4 R f’ﬂ%“%k Xhai 7T l’)((kﬁ }\(:j bidgr, L;.@ R
P nt to Section 28.1327, Arizona
“h‘\t )r !( ((} ')l‘f’f?f’f v \fvaﬂ% ’]? & Uk Yﬁ 4(«-}(\ ‘(l (j) ‘} fr‘g._{}_c i’f N— R‘::]‘;:d Statutes, this document is a R

. f\igdf L{ g t{/ \ru (Cj T @ ¢ f”’ Ceh ooy L(x ) ?7 f o ,&. . certified duplicate of the information

\ contained in computer storage devices
*wﬂﬁ* PR i 4 L“f( m b““‘k o Tox \'f"{‘ bi‘m}h hest i I of the Tucson Police Department —

b‘i’!"\ P‘.’}é nginl Ui lﬁfﬂ(p{,\ Nowf g - W&mﬁm ' '
V‘NC K \fr hif ' '!'«,‘ i
[FOURS: [T~ ‘ TN 4 i
IECH *"L DfTEH o ; .~ ’ ;:\ 7?{?0? SPECIAL SHIPPING INSTRUGTIONS
FORM#®  CMI8WO 1 REV (4 ’ |

MIHITE CEOVE™E MEDT AE | P SE 558 rArid fom o e e s oo



CERTIFICATE OF CALIBRATION
INTOXILYZER: 8000

This is to certify that the calibration of
manufactured by CM1I,

Technician

316 EAST 9TH STREET
OWENSBORO, KY. 42303

Pursuant to Section 28.1327, Arizona
Revised Statutes, this document is a
certified duplicate of the information
contained in computer storage devices
of the Tucson Police Department



