n

CERTIFICATION by CUSTODIAN of RECORDS
@ Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-19]7

L hereby certify that these documents are a true and correct copy of the /‘5\\ O%

periodic maintenance* for the Intoxilyzer 8000 Serial Number q,')(
F0 ~00itLS maintained by the Tucson Police Department _ \’]"

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-1 04.A.2,
for 2 0.100AC solution are 0.090AC to 0.1 10AC.

Date: (2-12-0% Call 0.109 AC Cal2 0.1oD AC

Between the dates of  (/-1+ - 0% and 12-t2-0Y
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon M /A
The instrument was returned to service on N / B

Uone bl

J

Clare L. Conley
(2-23- 0¥

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this , day of
Aptomboth 20 py.
A prndnde

Notary Public

OFFICIAL SEAL
&\ A.M. HERNANDEZ
NOTARY PUBLIC-ARIZONA

PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPCSED BY ?
AA.C. R13-10-1041(n)

ARIZONA DEPARTMENT OF PUBLIC SAFETY Can
STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000 /\%l;\ b
STANDARD QUALITY ASSURANCE PROCEDURE ' \1‘7’*
QA SPECIALIST Uﬁf‘i a"“(e—v) AGENCY Tucson Police Department

DATE 1212 0% ' TIME 07 HY

INTOXILYZER SERIAL § < -~ OO (6 LocarToN 0 DY

(v ) 1. Display reads “PUSH BUTTON TO START®

DIAGNOSTIC TESTS

( v )} 1. Clock time check,
{ir ) 2. Date check.

OPERATIONAL TESTS

(v) 1, Alcohol-free subject test result 0. OvO AC,
() 2. Error recognition logic system functioning,

‘ ‘Not a Successfully Completed Test Sequence printed
(wr) 3. Proper sample recognition system.

Not a Successfully Completed Test Sequence printed
Deficient sample printed.
(v7) 4. Standard Calibration check standard 0. &0 AC

Result: 0. [ o9 AC

Instrument ig operating Properly and accurately. YES o/  NO

COMMENT s M o

SIGNATURE Mw CN\QJ,_, )

J—

- .
——————DPS Earm Dk —4—(Rev- 05=01

Pursuant 1o section 28-132 7, Arizona Revised Statutes, this documen is g certified duplicate of the information comained in
computer storage devices of the Tucson Folice Department.



INTOXILYZER 8000 15‘60\

Location: TUCSON POLICE DEPT (yv\
Serial Number - 80-001165

12/12/2008 07:46:19

Standard Lot#: 80430271 /\%b\
Last Changed By: S.-CIONE #50616 '
QAS: C. CONLEY ~ #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQap
DOB: 11/11/71111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 : 07:47:05
Diagnostic Test Pasgs 07:47:33
Air Blank 0.000 07:48:00
0.100 Ccal Check 0.099 07:48:19
Air Blank 0.000 07:48:48
Subject Test 0.000 07:49:03
Alr Blank ABT* 07:49:10
Air Blank 0.000 07:49:38

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuam 10 section 28-1327 Arizona Revised Starures, this

document is a certified duplicar 3 on ¢ ined i
computer storage devices & the Tueson Polige LDepartmeny hod dup "o the toformation cormained in



INTOXILYZER 8000 c\
Location: TUCSON POLICE DEPT 'jg4k)

Serial Number - 80-001165

12/12/2008 07:49:42 Vo
Standard Lot#: 8043027 |

Last Changed By: S.-CIONE #50616 '{5“
QAS: C. CONLEY T #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 117

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* : 07:50:10
Air Blank IPS** 07:50:20

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327 Arizong Revised Statutes. this

document is o certified dy licare of the i [ ined i
. ! e § ation
compurer storage devices of the Tucson Police Deparrment. 7 / the information comained i



TN
INTOXILYZER 8000

Location: TUCSON POLICE DEPT U
Serial Number - 80-001165

12/12/2008 07:50:25 /ﬁﬁ\

Standard Lot#: 8043021

Last Changed By: S.-CIONE #50616
QAS: C. CONLEY #34517
TUCSON PD
Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? ves

Test g/210L Time

Air Blank 0.000 ' 07:51:14
Diagnostic Test Pass 07:51:41
Air Blank 0.000 07:52:09
0.100 cal Check 0.100 07:52:27
Air Blank 0.000 07:52:57
Subject Test 0.313% 07:56:05
Air Blank 0.000 07:56:38
Air Blank 0.000 07:57:06
Subject Test RGE** 07:57:22
Air Blank 0.000 07:57:57

*Deficient Sample
**Range Exceeded

Not a Successfully Completed Test Sequence

SHT o sectio 8’1 2/ A Q. 17i1 tnts dOL‘um 4 fi KD ”ymfﬂﬂua}l C(-”Ha”ied n
LSUPSHan t 44 nE 3 » ArZona Re vised Sfa! LAY ent is acerti Edd hca €0 !he
' i{
compuIEJ St Orage de vices D_? ﬂlf TquDn POJICE Depal Tment f



INTOXILYZER 8000 g {(Qﬁ

Location: TUCSON_ POLICE DEPT ()),\
Serial Number : 80-001165

12/12/2008 ‘ 07:58:02

Standard Lot#: 80430271 {ﬁSH
Last Changed By: S. CIONE #50616 '
QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, sQap
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 : 07:58:47
Diagnostic Test Pass 07:59:14
Air Blank 0.000 07:59:42
0.100 cal Check 0.098 08:00:00
Air Blank 0.000 08:00:31
Subject Test XXX* 08:00:45
Air Blank IPS** 08:01:01

*Invalid Sample
Begin new deprivation pericd
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to secrion 28-1327 Arizona Revised Suaues, this

documeny is o certified dy licate } [ ined §
; i of the infor :
computer storage devices &f the Tucson Police Department i 7 e information comeined in



INTCXILYZER 8000 O\
Location: TUCSON POLICE DERT k)
Serial Number: 8G-001165

12/12/2008 08:01:22 C}/\

Standard Lot#: 8043021
Last Changed By: S. CIONE #50676 {/tah

QAS: C. CONLEY #34517

- TUCSON PD -
Test g/210L Time
Air Blank AMB* 08:01:50
Air Blank 0,000 08:02:19

*Ambient Fail

Uaee Lo,

Operator's Signatbre

Pursuant 1o section 28-1327, Arizong Revised Stmutes, thi

document ig o certified dupii ] i ined i
. X ] Hplicare of the inform :
computer siorage devices o the Tuzson Police Departmen, & 4 @Hon comained in



INTCXILYZER 8000 57
Location: TUCSON POLICE DEPT 7 o

Serial Number: 80-001165 Y
12/12/2008 08:04:11 QU\

Standard Lot#: 80430271

Last Changed By: S. CIONE #50616 /{j\

QAS: C. CONLEY #32517

TUCSON PD -

Test g/210L Time

Air Blank 0.000 08:04:38
Cal Check 0.100 08:04:57
Air Blank 0.000 08:05:28

U bodiy

Operator's Shgnature

Pursuany 1o Section 28-1327, 4rizona Revised Stavutes, this docum

i €nt is a certified duplicare } fi j ‘
commuaer storage devices gfthe Tueson Police Departmeny, ' i o the information comamed i



BAHLIBIT Gu2

THIS REPORT PREPARED PURS UANT TO DUTY IMPOSED mY
A.A.C. R13- 10-104 (n)

ARIZONA DEPARTMENT oF PUBLIC SAFETY C&égo\

STANDARD QUALITY ASSURANCE PROCEDURES .
INTOXILYZER MoDEL 8000

GSN
STANDZRD CALIBRATION CHECK PROCEDURE /VI)\\ ’LJ(B%
\)

CUA Spscialist UM"{ 0»"\'\ (&,, AGENCY Tucson Police Department
- 7
DATE 12-12 - by : TIME _ Q74y

Intoxilyzer geriai # %o- DO b~ Locaticn QDS

{ ) 1. ZEnsure that gas tank is attached to instrument ang containg g
Btandard alcohol concentg;.tlon Solution 0, [y AC,

Pour & standard alechol concentration sclution .

Cinto a clean dry simulator ang assemble the simulator. Ensure
that a tight sea) has bsen made. Turn on the simulator ang
allow temperature to reach 34°¢ + 0.2°%¢

(v ) 2, Intoxilyzer Bpop display reads “PUSH EUTTON Tp START"

v ) 3. Go to the “Contrel Testing Menu”, Select “p” for dry

control test or “W*  for Wet control tegt. Afiter
selection is made Press ENTER.

( ) a2 Air blank completed,

( o) 5. Calibraticn check completed, .Test results g. 103 AC.
U ) 6. Air blank completed,

(v ) 7 Remove printeg record. Attach the record to the completed

checkligt .

SIGNATURE (\ Ak (‘/W\OJ-.,\

DPS Form FExnh G-2 (Rewv. 05-01)

Pursuan: 1o secrion 28-1327, Arizona Reviseq Statutes, this documen is certified duplicare 9 the information congineg in
tomputer storage devices of the Tucson Police Departmen:.



INTOXILYZER 8000

Location: TUCSON POLICE DEPT q {%q

Serial Number: 80-0G071165

12/12/2008 . 07:44:58 Q)u\

Standard Lot#: 8043021
Last Changed By: §. CIONE #50616 \ V\
QAS: C. CONLEY #33517
- TUCSCN PD -
Test g/210L Time
Alr Blank 0.000 07:45:26
Cal Check 0.103 07:45:44
Air Blank 0.000 07:46:14

!

Cperator's Signature

FPursuant to section 28-1327, Arizona Revised Starures, this docim,

: ent is a certified duplicate o the informarion comtgined ;
comper storage devices of the Tucson Police Departmen; 7 7 the vt el m



