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5 true and correct COpY of the /\ ‘,‘)\’\ m@ﬂ,

; ; g
lyzer 8000 Gerjal Number |

mm;;d by the Tugson Police Department {

| nona Depattment
e LADA0R DUISUA 0 R R emnents of he Avzona Dep

of Public Safety for a quality assuranee POTTAMN,

{ hereby certify that these documents are

eriodic maintenance® for the
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A quality assurance specialist (QAS) tested fhe mstrament o) {he following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-1 0442,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: tg{gr5[gﬂ Call 0.098 AC Cal2 0.09% AC

Retween the dates of q;/g 5/ 09 and | ﬂ:/ o '%A? 7

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on _~
The instrument was returned to serviceon —

“tund Lrond
~

Sarah L. Cione

10/26/0
ADPS QAS Permit # 33353

SUBSCRIBED AND SWORN to before me this b dayof
_FJ’C-?(TJJIJJH *2[] f(;lg

LI L 14 nGon Fﬁ/ﬂf -

Notary Public
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| Fiemprpmry TN
| =t bE e il NOTARY PURLIC-ARIZONA |
| NaEN T s = T oy LR
| & # PIMA COUNT

b - . " s
{ ; My Comii, E¥p. Mar. 4

*Includes documents specified in AAC. R13-10-104 4.3

Pursuant to section 28-1327, Arizona Revised Statutes, this document is & certified duplicate of the
information contained in computer storage devices of the Tucson Police Dreparmment.



THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED EY
E.A.C. RI2-10-204(&}

ARTZONR DESARTMENRT OF 2UBLIC SEFETY

STANDRRED QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000 /(5\\

1 o

STANDRED QUELITY ASSURAKCE TROCEDURE \“.
on SPECIALIST <mrdh [inte AGENCY ‘Tucsorn Pelics Desartment

paTE |{ {}'/3'3/9‘} TiME _/0:15

INTOXILYZER SERIAL 2 §0-00)ILS LOCATION Jeam |

y

{ } 1. Display rsads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
{ :;1 1. Clock tim= check.
{ ! 2. Date check:

OPEEATIOHNAL TESTS

/ 1. Alcohol-free subject test resylt u.fggfz RC

j } 2. Error recognition logic system functioning.

Ho‘, 2 Successiplly Completed Tesi Seguence princed

| 3. Propsr sampla rscognition systes,

v Hc' a Successinliy Completed Test Sequence printed
peficient sample printad,

{ v/: 4, Stanuarc Calibration Check standard 0. [0 AL

Resuiz: Q. [ME AC

Instrument is opezacing properliy and accuzately. YES '/ RG

COMMERTS

Purzucnt to section 251357, Arizora Revised Seeretes. this document ir.a certified auplicars of the ooormanon containes in
compeser Sorape devices of the Tucson Police Deparmeent



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-0011565

10/23/2009 10:17: 217
Standard Lot#: BZe001I

Last Changed By: C. CONLEY £24517
QAS: S. CIONE #50616
TUCSON PD

Cperator: S. CIONE #¥50616
TUCSON PD

Subject: SQAP,TEST

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:18:09
Diagnostic Test Pass 10:18:37
Air Elank 0.000 10:19:04
0.100 cal Check 0.100 10:192:23
Air Blank 0.000 10:19:53
Subject Test 0.000 10:20:08
Air Blank €.000 10:20:35
Five Minute Wait ABT*

Air Blank 0.000 10:21:10

*Sequence Aborted

Not a Successfully Completed Test Seguence

Tons ¥ . & b ke
: L.‘IL-EII-.'EL‘ f=onen 51207, Anzons Toviner MEmmer tnde ansy
Sl=epc Sovizes of 1ns Tuceorn Poliss Tremmmnees
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT l\
Serial Number : 80-001165

10/23/2009 10:21:14

Standard Lot#: 8260011

Last Changed By: C. CONLEY #3457

QAS: S. CIONE - #50616

TUCSON PD

Cperator: S. CIONE 50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/17111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFL* 1021242
Air Blank IpS** 10:21:51

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Flrsuass o pe=rin= smm : -

. seonnn 20507, Amzons Fevises Stgmver Thic dpaie P

: i i3 imihitd BRiit—om (s o pesiina Himare. &

STz Savices of tar Tussop Police Dremamspen - RESINSS MBLSRE OF s MIDMENGE Sontmis = Smees



INTOXILYZER 8000
Lecation: TUCSOM POLICE DEPT
Serial Number : B0O-001185

10/23/2009 10:21:55 /ﬁ)\\
Standard Loté: 8260011

Last Changed By: C. CONLEY $34517

QAS: S. CIONE : #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON 7D

Subject: SQAP,TEST
DoB; 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Alr Blank {.000 10:22:49
Diagnostic Test Pass 10:23:17
Air Blank 0.000 10:23:44
0.100 Ccal Check 0.099 10:24:03
Air Blank 0.000 10:24:33
Subject Test 0.109* 10:27:42
Air Blank 0.000 10:28:14
Alr Blank 0.00C 10:28:41
Subject Test XXX**x 10:28:55
Air Blank 0.000 10:29:28

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Flrgigee. meg e TELTT 3
suantg reennn 303307 Anzons Pozvired Suasies) s gesument iz
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INTOXILYZER 8000

Locat ion: TUCS0N BOLICE DEPT

Serial Number: 80-001163

10/ 2372009 10:29:43
standsrd Lot¥: 8260011

Last Changed By: C. CONLEY #34317

QhS: 5. CIONE #50618

TUCSON PD

Test g/210L Tima

Air Blank 0.000 15:30:10
Cal Check 0.098 10:30:29
Air Blank p.000 10:31:00

i; Operator's Signature

S Vs
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TARISIT] -2 é ,7
THIES REPORT FPREPARED PURSUANT TO DUTY IMPOSED BY tf jc
B.E.C. Ri3=-10-104 (R}

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECE 2ROCEDURE &L\“}w

QA Specialist éﬂmh &Pﬂf AGENCY Tucson Pclice Department
BATE yn/23/04 e (0 /A
Intoxilyzer Serial § -0Q Location mm {

t'/i 1. Ensures that gas tank is attached to instrl.:,ment and contalins a
standard zlecohol concentration sgluzion 0. j RC.
oR
BPour & standard alcohni conc=ntration sclction aC,
into = clesan dry simulstor =nd assembles the simulator. Ensurs
<hat & tight seal has been made, Turrn on the simulator and
allew temperature to reach 34°C - 0.2°C

i ./ ) 2. Intoxilyzer BOCGO display reads “PUSH BUTTON TO STAET™

:'f i 3. Go to the “Control Testing Menu™. Select “D" for dr
control Test or *WT for wet control test. Afte
selecitlon is made press ENTER.

UL I

(v ) 4. A&ir blank completad.
{v ) $. Calibration check completed. Test rasults 0. 09§ ac.
t S ) €. ir biank completed.

) 7. ‘Remowve printed record. Attach the record to tThe complated
checklist.

SIGNATURE -§§55554L§;3“’

BPS Porm Exh G-2 (Reav. 05-G1)

Pursugnt 1o vection 25-1327, Arizona Revised Starutes, this document is & certified duplicare of the iformation contatred tx
compuler storage deveces of e Twcyon Polioe Desarimant
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INTOXILYZI=R BGOD

Locstion: TUCSON POLICE DEPT

Sarial Wo=bar: BE-001165

10/23/2009 10:¥5:57

Standasd Lot?: 8260071 /\5\‘\
Lagt Chantged By: C. CONLEY #3£517

QAS: E. CIDKE #50616

TUCSON PD

Test g/210L Time

Alr Blank 0.000 10:76:34
Cal Cheok 0.098 18:16:43
Alr Blank 0.000 1017213

#_: Gperagr's Signature

Fursuant o sespes 351370 Anzone Fevieert Sigmmes e | ok
: - = SLOILE pooumem i I Treare =
SXOTRgE. fizvicss of tre Tusent Potice i e LR e ammitier mplicare of e meormamior. SOMIMRZZ . ot



