it

CERTIFICATION by CUSTODIAN of RECORDS

@ Tucson Police Depariment Crime Laborator)

270 §. Stane Avenue Tucson, AZ8570-1917

10
I hereby certify that these documents are a true and correct copy of the /{f}a}’]ﬁ
periodic maintenance® for the Intoxilyzer 8000 Serial Number \'
Ro-001145 maintamed by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Departmant
of Public Safety for a quality assurance program,

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC t0 0.110AC.

Date: a;ggszm Call_D.07% AC Cal2 0.092 AC

Between the dates of _}_&/} ?/ﬂ b and __ o 3//¢0
the instrument was operating properly and accurately.

The mstrument was taken out of service for repair on N I#
" . Wi
The instrument was returned to service on WV IA
&

Ly 8%

Cheryl K. Straub
ﬂ,r?b.rf/ /9

ADPS QAS Permit # 33408

SUBSCRIBED AND SWQRN to before me this ‘;2/ = , day of
L2040 .

At fihninde

_H-‘.'_& CFEICIAL SE -"'I.I_

- 7, | ;-“—--,,,.. "| ” H r. E g
Notary Public | & ﬁrﬂ:x_‘,’ 4. HERNANDEZ |
' =5 E| NOTARY PUBLIC-ARIZONA i

V=4 PIMA COUNTY

““'n-“"liw Corn. Exp. Mar. 17, 2912

*Includes documents specified m A A.C. K13-10-104.A.3

Pursuant 1o section 28-1327, Arizona Revised Stanmss, this documnent 15 o certified duplicaie of ine
informarion contained in computer storage devices of the Tueson Police Department.



N Ea
EXHIBIT &-4 ?ds’

SRRED PURSUANT TO DUTY IMBOSED BY
2.C

- -

i3-10-3104 (&}
ARIZONA DEPARTMENT OF PUBLIC SAFETY

STENDARD QUARLITY ASSURANCE PROCSDURES

IHTOXILYEER HQEELI 8000
AN, 0
‘;‘lq

STANDARD QUALITY ESSURANCE .EHOCEDIIEE

g2 SPECIALIST | M S"fﬂ&!&ﬁ AGENCY Tucscn Pelice Department

DETE o/ }3{/}& TIME o 7. ¥5
INTOXILYZER SERIAL & P0-00/16S  vocarzon “JZAm 7.

! /l 1. Display reads *“PUSE BUTTON TO STaAT"

1. Cleck time check.
V) 2. Date check.

L)
OBERATIOHRL TESTS
i ‘/J 1. BRlecohcl-frae subject tast result 0. ool RC.
{ ;/ 2. Error recognition leogic system Tunctioning.
Het = Successiully Completed Test Secuence printed
/ 3. Proper sample recognition system.

Hot & Successfully Completed Test Seguence printed
Deficient sample printsd.

{ / 4. Standard Calibracion Check standard C._J#0 AC
Resulz: 0. AC

Instrusent is cperacting properly and accorately. YES / NG

COMMENTS

SIGNATURE

=S Torm Zxh &-4 (Rev. {5-01)

Pursuontio section 78-1327. Arzong Revised Suxmuey, this gocaemen? 3 o certifies cuplicore of the igformction comsigie o
compueT Soraee devices of the Turson Felice Departmer:



272

INTOXILYZER 8000
Location: TUCSON POLICE DEPBT

Serial Number : 80-001165 \K
01/13/2010 07:47:07

Standard Lot#: 8260011

Last Changed By: C. CONLEY #£34517

QAS: C. STRAUB #50772
TUCSON FD

Cperator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP
BOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Pericd? Yes

Test _g/210L Time

Air Blank 0.000 07:47:57
Diagnostic Test Pass 07:48:24
Air Blank 0.000C 07:48:51
0.100 cal Check 0.098 07:49:10
2ir EBlank 0.000 07:49:47
Subject Test G.000 07:50:07
Air Blank ABRT* 07:50:14
2ir Blank 0.000 07:50:42

~Sequence Aborted

Not a Successfully Completed Test Sequence

Pursiant to section 28-1327, Arizona Revised Statutes, this docurent is o certified duplicate of the mformation contained in computer
wonge devices of the Tucson Police Depariment.



INTOXILYZER 8000
Tocation: TUCSON POLICE DEPT
Serial Number : B0O-0011786%

01/13/2010 07:50:46

Standard Loté#: 8260011 /ﬁ}\
Last Changed By: C. CONLEY #34517

QAS: C. STRAUB #50712
TUCSON FD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Periocd? Yes

Test g/210L Time
Air Blank RFI* 07:51:22
Air Blank IPS%*x 07:51:30

*RFI Detect
** Improper Sample

Not a Successfully Completed Test Seguence

Pursuant to secnon 28-1327, Arivona Revised Statutes. this document 18 a certified duplicate of the informanon contained mn computes
sorage devices of th: Tucson Polics Depanment
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : B80-001165

01/13/2010 07:51:38 /\9,\

Standard Loté#: 82600711

Last Changed By: C. CONLEY #34517
QAS: C. STRAUB - $50772
TUCSON PD
Operator: C. STRAUB ¥50772
TUCSON PD

Subject: BQAP,SQAP
poB: 11 /11 /1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test a/210L Time

Air Blank 0.900 07:52:29
Diagnostic Test Pass 07:52:56
Air Blank 0.000 07:53:24
0.100 Cal Check 0.099 07:53:42
Air Blank 0.000 07:-54:13
Subject Test 0.345% 07:57:21
Air Blank 0.000 07:57:55
Air Blank 0.000 07:58:23
Subject Test KAL** 07:58:52
Air Blank 0.000 07:59:26

*Daficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Seguence

Pursuant 1o section 28-1327, Arizona Revised Smnnes, this document is a certified duplicate of the information containad in compier
siorage devices of the Tucson Police Depanment.



577
AS

INTOXILYZER €000
Location: TUOCSON POLICE DEPT
Serial Fumber: B0=001165

01/13/2010 07:59:43 /’%J\\

Standard Zot#: 8260012
Last Changed By: C. COMLEY #£34517

QAS: C. STRAUB #50772

TUCSOR 2D a

Test gf210L Time

Air 8Blank {000 fa:Q0:1

Cal Check ¢.097 G8:00:-29

Air 3lank G.000 08:01:00
ratorfs S ture

Purgaant 1o secnon 28-1327, Anzona Revized Statuies. tins document 15 o certified dupficate of the information contamed m computes
siorige devices of the Tucson Police Depamment.



EXHIBIT &2

——- — T T——— - SaEer. i -y )

THIS REPORT PREPARET PURSUANT TC DUTY IMPOSED 3V
A.A.C. RI3-10-104(H)

ARIZONA DEZPARTMENT OF PDRBLIC SAFETY

STANDERD COUALYITY ASSURANCE EROCEDURES 0
INTOXIIYEER MODEL 80600 }J"* t}\

ETANDARD CALIBRATION CHECX PROCEDURE WA

on speziaizst (0 SteAu AGENCY Tucsen 2o

et

DATE _ ot f)5]/0 TIME 7' 45

Intoxilyzer Serial & &-a#!!éﬁ' Locacion '}'-f&ﬂi

Ensure thet gas tank is attached to instrument ant CcONC&LRS &

=
standard alicohol concentration solution (. Jo2 z
o=
Pour & standard alcohol concentration solutien AT,

into & clean dry simulator and assamble the simulator, Ensuze
that & tignt seal has been made. Turn or the simpiator and

allow temperaturs to reach 34°C + 0.2°C
{ “/r 2. Intoxilyzer B000 display rsads “PUSHE BUTTON TO START"
{ P’T 2. 6o to the "Control Testing Menu". Select "D" for dry
control tTest or “WT for wei control test. After

selecrtion is made nmress EXNTER.

4. Rir Blank completed.

/|

i fff 5. Calibratisn check completed. Tast results D.lﬂfg AC
%
v

Azr blank completed.

. Hemowe printed recerd. Attach the record te the completed
checklist.

Pursuant to section 28-1327, Arcona Revaed Stanuter. they docussent i1 & corrified duplicare of the mformarton comaied i
computer storage devices of the Tucson Folice Depgrimens



INTOXILYZER 8000

Loecation: TUCSON POLICE DEPT

Serial Number: BC-001163

01 /13720170 07:45:38
Standard ifot#é: 5260011

Last Changed By: C. COHLEY #34317

QAS: C. STRAUB #50772

TUCSON FD

Test g/210L Time

Air Blank 0.200 07:46:05
Cal Checx 0.098 07:46:34
Afir Blank G.000 07:£6:54

Ooaghtor & Signaturs

79

Pursusnt 1o section 28-1327, Armrona Revised Steeces, this document is a certified duplizare of the informaton containes m compute:
sorage devices of the Tocson Police Department

7
s



