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CERTIFICATION by CUSTODIAN of RECORDS

W Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917 /{DL\ \D

I hereby certify that these documents are a true and correct copy of the W it
periodic maintenance® for the Intoxilvzer 8000 Serial Number

Q O-0¢ll &5 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: c?‘f;/ﬂ%ﬂfﬂ Call 0.079 AC Cal2 p.078 AC

Between the dates of aj'/);/;g and ai{/ﬂﬁ’//a
the instrument was operating properly and accurately, 4
The instrument was taken out of service for repair on ot
The instrument was returned to service on 2YA
% K=
Cheryl K. Straub

Jf//%//a

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to beforeme this___ /, 3% , day of
"ﬂﬁ)_

_%waf B

QFIMC ) s E AL
A, AT

hﬁ'ﬁﬂr} Publis 'Il-u S5 \Ilpnn...l -:n-.ll..k; :T |
it | q\“\'i"-.-q' PIMA COUNTY |
*Includes documents specified in A.A.C. R13-10-104,A.5 | LIy camm, Exp. | 3

e, 37, 2004 ]

Pursuant to section 23-1327, Arizona Revised Statutes. this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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EXHIEIT G-4 555“'

TEIS RERQCAT PREPARED PURSUANT
AJRIC. RI3=10=1

TC PDUTY IMPOSED BY
e

d

ARIZORE DEPERTMERT 07 PUSLIC SATETY

STANDAED QUALITY ASSURAKCE PRCCEDURES
INTOXILYZER MODIL 8C30 /ﬁ"\

STENDARD QUARLITY ESSURANCE PROCEDURE 1*{5

@A SPECTARLIST ‘;i%é ;E?_{mcﬁ AGENCY Tucsen Police Department

DATE ﬂfflﬁﬁ!fﬂ TIME _ 08 .03
INTOXILYZER StRiaz = 80-00/16 S OZRTION ~TEZAm

[

{ } I, Display reads “PUSH BUTTON 7O START™

DIAGNOSTIC TESTS

[ 1 1. Cleck time Theck.
{ l/;/.? Date check.

OPERETIOEAL TESTS

., Alcchol-free subject test resul: 0, HOO  ac,

J/Y/ 2. Error recognitlion logic system functisning.
Hot 2 Successfully Complered Test Seguence p-inted
( /3. Eroper sampie racognition system.
Hot & Successfully Complet=d Tesz Segusnce printed
/ Deficient sample princed.
( ¥) 4. Standard Calibrazion Check standard 0. /00 nc

Result: 0. Qiﬁ AT

Instrument i1s operating properiv ang sccurately. YES KT
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Purstant 1o section 28 [327, Arizano Revised Stattes. 1his document is & eertified duplicae of S bformanios contaized in
compurer storaes devices of the Tucson Police Department
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INTOXILYZER 8000
Location: TOCSON POLICE DEPT
Serial Number : 80-00116&5

04/08/2010 08:05:22

Standard Lot#: 8260011 E
Last Changed By: C. CONLEY #3457

QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

1% Minute Deprivaticn Period? Yes

Test g/210L Time

Air Blank 0.000 08:06:17
Diagnostic Test  Pass 08:06:45
Air Blank 0.000 08:07:12
0.100 Cal Check 0.099 0B8:07:=31
Air Blank 0.0G0 08:08:01
Subject Test 0.000 08:08:20
Air Blank ABT* DB:08:28
Air Blank 0.000 08:08:55

*Sequence Aborted

Not a Successfully Completed Test Segquence

Purstant 1o section 28-1327, Arizona Revised Siamtes. shis document i€ ceriified duplicate of the information conained in computer
siorage devices of the Tucson Police Depantmdnt
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : B80-001165

04/08/2010 08:08:58 ‘#\
Standard Lot#: 826001I

Last Changed By: C. CONLEY #34517

QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSaN Fb

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Periocd? Yes

Test g/210L Time
Air Blank RFI* 08:17:10
Air Blank IPS*=* 08:11:18

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant te scetion 28-1327. Arizons Revised Sututes. this document i a cenified duplicate of the infirmation contuined in computer
sorape devices of the Tucson Polics Depanment
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-001165

04/08/2010 08:11:25 /{'D\\
Standard Lot#: B260011

Last Changed By: C. CONLEY #34517

Qa5: C. STRAUB #50772

TUCSON BD

Opsrator: C. STRAUB #50772
TUCSON ED

Subject: SQAP, SQAP
boB: 11/11 /1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:12:20
Diagnostic Test  Pass 08:12:47
Air Blank 0.000 a8:13:15
0.100 Cal Check 0.099 08:13:34
Air Blank 0.000 08:14:04
Subject Test 0.148% 08:17:13
Air Blank 0.000 G8:17:45
Air Blank 0.000 0Bz1B:12
Subject Test XN *%* 08:18:36
Air Blank 0.000 08:19:10

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Seguence

Pursuant to section 28-1327. Arizona Revised Statutes. this document fs o cenified duplicate of the information contained in computer
sioraee devicss of the Tucsos Police Depaniment.
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INTOXILYZER B00O

Location: TUESON PGLICE DEPT
Serial Kusber: BO-00116%

04 /0852010 08:19:39

Standard Lot#: 8260011 : \\
Last Changed By: C. COMLEY #34317 1{&
GQRS: C. STRARUB #50772

TUCSON BD

T=st gf21GL Time

Air Blank 0.o00 0B:20:07

Cal Chack 0.098 0820225

Air Hlank G.a00 0B:z2p:56

Cpefator ® Signature

Pursuant 10 section 28-1327, Arizonn Revised Smuies, this document is o cenified duplicate of the information connined m computer
siorage devices of the Tucson Police Depaniment.
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ARIZONER CEPRRTMENT OF PUBLIC SAFETY /ﬁﬁﬂ &p

STANDARD QUALITY RSSURANCE DROCEIDURES Lk"?’
IRTOXILYZIZRE: MODEL 8000

STANDARD CALIBRATION CHECK PFROCEDURE

E Sl‘ﬂﬂﬂ.ﬁ AGENCY Tugspon Polirs Depsriment
Fi

0 TINE 08 ;03

Incoxilyzer Serizl § &ﬂf‘ﬂﬂi}ég Location ﬁﬁm |

CE Speczselist

{ l/ i1, Ensure that g&s tank is =ttached To instrument &nd contains 3
standsrd aicoho: concentraticm solvtion 0. J2d  AS.

OF
Sour a2 standard alcohol conmcentzation solution AV £,
into & clean dry simylatcr and assemble the s:mulstor. Ensure
that a tight seal has been made. 'Turn on the simulater and
sllow temperature to reach 34°C + 0.2°%

{ 2. Incoxilyzer BOOO dispisy Teads “PUSE SUTTCON TO SIART"
{ 3. Go to the “Contrel Testing Menu™. Seleg: L7 ZIor dxy
concrol tast or "W© for wei can:ral test, After
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. &Talipration check completed. Tast resulcis 0, £!fi T,
air biank completed.

mow

|

\\\\ A\

. Bemove printed recor*d. Attach the record to the complezed
cnecklist.

SIGNATURE %

D?S& Form Exn G-2 {(Rey. 05-01)

Puryunn 1o geetion 7521327, drivong Revived Siotsles, tiis docemend (1 o certified duplicaie of tee frformdion comlzings in
cthmprater Storage devices of the Tucson Police Deparimen.
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INTOXILYZER B8Q00
Location: TOCSON PaLICE DEPT
Serial Nomdber: 50-001165

0470872050 08:03:57 A\\

Standard Lot#: B280011
Last Changed By: C. CONLEY #34517

QAS: C. STRAUB #50772

TURCSON 2D

Tastc G/ 210L Time

Air Blank 0.000 0R:54:25%
Cal check G.099 08:02:44
Adr Blank 0.0040 0B:05:14

Cloy S

Opé;at‘ﬁ'f's Signsture

Pursuant 1o section 281327, Anizona Revised Statues. this document is o cenified duplicare of the information contained in computer
sovaps devices of the Tucson Police Deparmment.



