CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

270 §. Stone Avenue Tucson, AZ 85701-1917 /Sb\
Bt e, ﬂ A\
hereby certify that these documents are a true and correct copy of the c“,
periodic maintenance* for the Intoxilyzer 8000 Serial Number \
Ho-polleSs maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following:

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date:_0//13/y Call_0.098 AC Cdl2 _0.098 _ AC

Between the dates of /92//& //ﬂ and d?///f///
L. ; 7 i
the instrument was operating 3roo==rix and accurately.

The instrument was taken out of servicn for epairon ___ 7 /1
The instrument was returned to servic YA

Cé%z

Chervyl K. Straub

01/18/11

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this  / 57/ , day of

4 7"
C—‘/%Wé%/w/d//’
OFFICIAL SEAL

> &\ A.M. HERNANDEZ

| QS =) NOTARY PUBLIC-ARIZOKA

NS4/ PIMA COUNTY
== My Comm, Exp. Mar. 17, 2012

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

- —~—

Pursuant to section. 28-1327, Arizone Revised Stannes, this dosument is a certified duplicate of the
information contained n computer storage devices of the Tucson Police Department



THIS REPORT PREPARED PURSUANT
C 10-1

LRIZONZ DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /\6\\
INTOXILYZER MODEL 8000

%qp\\
STANDARD QUALITY ASSURALNCE PROCEDURE \\
Q& SPECIALIST Qha/z’v;ﬁ S"/ﬂﬁﬂé AGENCY Tucson Police Department
DATE O /js_//j_ TIME o7 3¢

INTOXILYZER SERIAL & QO-00//4S LocaTION [fEAMm |/

(I/ 1. Display reads “PUSH BUTTON TO START”

DIAGNOSTIC TESTS

( ¥y 1. Clock time check.
/;( 2. Date check.

OPERATIONAL TESTS

Alcohol-free subject test result 0. Lo & AC.
1

Not & Successfully Completed Test Ssquenc

Proper sample recognition system.

Not a Successfully Completed Test Seguence printed
l/ Deficient sample printed.
)

4. Standard Calibration Check standard 0. /2& AC
Result: 0. 6 %4 AC
Instrument is operating properly and accurately. YES /NO

COMMENTS

Pursuan: to section 28-1327, Arizona Revised Statures, this document is a certified auplicare of the information comained in
computer storage devices of the Tucsor Police Department



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-001165

24 7

B4

01/13/2011 07:36:21
Standard Lot#: 719919 %
Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON PD
Operator: C. STRAUB #50772
TUCSON PD
Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111
15 Minute Deprivation Period? Yes
Test g/210L Time
Air Blank 0.000 07:37:211
Diagnostic Test Pass 037 238
Air Blank 0.000 07:38z05
0.100 Cal Check 0.099 07:38:24
Air Blank 0.000 07:38:54
Subject Test 0.000 0723951
Air Blank ABT* 07 : 39218
Air Blank 0.000 07:39:46
*Sequence Aborted

Not a Successfully Completed Test Sequence

SuTEREnT o s=ouon 28-1227. Anzone Revise? Stemire:
Siorage cevinesoftne Tucson Poile: Depzmmen:

TS A0CUmen: 15 & ceriiied aushicss of the miormeanon contamed m oomoure:



A

INTOXILYZER 8000

Location: TUCSON POLICE DEPT /C‘)\‘\
Serial Number : 80-001165 \
01/13/2011 07:39:51

Standard Lot#: 719919 :

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 07:40:20
Air Blank IPS** 07:40:29

*RFI Detect
**Improper Sample

S Igp,tua Successsfully Completed Test Sequence
T+ ISSUATI O s2ouon Jo- 1377, Anzone Revised Stemiss, mis documen: is 2 cergfied aumlicere of the miorT cantamed m commure:
Storage Gevicesof the Tueson Foiice Deosmenen: 2 cumhicere of {ne miormanon cantamed m commus:



INTOXILYZER 8000

Location: TUCSON POLICE DEPT /
Serial Number : 80-001165 \‘D
01/13/2011 07:40:33

Standard Lot#: 719919 .

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:41219
Diagnostic Test Pass 07:41:47
Air Blank 0.000 07:42:14
0.100 Cal Check 0.099 07:42:33
Air Blank 0.000 07:43:03
Subject Test 0.127% 07:46:11
Air Blank 0.000 07:46:44
Air Blank 0.000 07:47:11
Subject Test XX Fox 07:47:41
Air Blank 0.000 07:48:15

*Deficient Sample
**Invalid Sample
Begin new deprivation period

- ... .. Not_a Successfully Completed Test Sequence
) Iirsuan e s...-uu':_-lie-_ L1227, @na INEVISEZ STETuIS:. IS ABCUMSTE IS 2 corines aunlicers of tne micrmenen contames o ot i
SLorags asvicescof tne Tucson Polics Denz )

——
[ESEa—tws



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number:

01/13/2011

Standard Lot#:

80-001165

719919

s

Last Changed By: C. STRAUR, #50772

QAS: C. STRAUB #50772

TUCSON PD

Air Blank
Cal Check
Air Blank

07:48:58
07:49:17
07:49:47

Opefgior's Signature

Fursu=nt o szenon 28-1327. Anzone Revised Stanues
Srorage cevicesofthe Tucson Police Deparonen:.

, IS document 15 2 cerHned upiicers of toe mionmanon contzned m COMDUTES



Lallloo ==z

e e (77

THEIS REPORT PREPZRED PURSUANT TO DUTY IMPOSED EBY
2,n.C. R13-10-104(A)

STANDARD QUALITY ASSURANCE PROCEDURES /LJ\J\
INTOXILYZER MODEL 8000 \ \

STANDARD CALIBRATION CHECK PROCEDURE

o mad 2

Qk Specialist 7 AGENCY Tucson Police Department
DATE o
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attached to instrument and contains
standard alcohol cemcentration solution 0. /22 AC.
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Pyrsuare 1o secrion 28-1327, Arzona Revised Starures, this documenr is a certified duplicars of the rformanon comainesd i
compuzer storage @evices of the Tucson Police Departmert:.



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: 80-001165 6
01/13/2011 07:34:53

Standard Lot#: 719919
Last Changed By: C. STRAUB_#50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 07:35:21
Cal Check 0.098 07:35:39
Air Blank 0.000 07:36:09

Ol e

Operator '25 Sig‘rlnature

-'ursuzz' to szcnon 28-1327, Anzone Revised Stamire:, fnis QoCUmEn: is 2 cerined auoiicers of the miommanon coniamed I COMmDULE
Storage dsvices-of tns Tucson Poiice Dreparmnent -
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