CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

270 8. Stone Avenue Tucson AZ 83701-1917 &\\ o

I hereby certify that these documents are a true and correct copy of the \1_;'1‘
LY

periodic maintenance® for the Intoxilyzer 8000 Serial Number
_Ko-001199 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates, The acceptable accuracy limits, as defined m A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 01 /o Call 0./0] AC Cal2 p./o0 AC
Between the dates of 22/ /0/09 and 01/ o ?'/ /0

the instrument was operating ;fmpcr]}‘ and accurately.

The instrument was taken out of service for repair on _ 4//4
The instrument was returnad to service on N/A

_ ClySE

Chervl K., Straub

o1/ n )se
7

ADPS QAS Permit = 33408

SUBSCRIBED AND SWORN 1o before me this___ //% . day of

Lt auare .20 /0 .

Notary Public X ;____.'..
"Inciudes documents specified in A.A.C. R13-10-104.A.5

Pursuant 1o section 28-1327, Artzona Revised Stanutes. this docament is 2 centified duplicase of the
nformation contained m computer storage devices of the Tuespn Police Department,
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TEIS REPQCRT PREFARED TURSUANT TD DETY IMPOSED 3V
A.R.C. RLZ-10-104(R)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCSDURSS /ﬁf\ 0
INTOXILYZER MODEL 8000 19[
STANDERD QUALITY ASSURANCZ FROCEDURS \J{L
oz ssecranzsr (7 SHeAeR AGENCY Tucson Police Despartment

oars _9'/07/ 1o e _ /3 Qo
IyToNILyzER szrial £ B0-0b/JFG  rocarzox (RumE Zah

quj 1. Display reads “PUSE BUTTON TC START"

DZAGHDSTIC TESTE

‘5; 1, Clock time check.
)

£. Date check.

[}
L]

OCPERRTIONAL TESTS

( 71 1. Rlechol-fres subject tast resuir 0, O0D AC.
! 2. Error recognition logic systasm fiunctioning,
/ Kot & 3uccessIiully Completed Test Seguence printad
{ ! 3, Proosz sample recognition system.
Not a Successfully Completed Test Seguence printed
/ Deficient sample princad.
{ ) . Standard Calibration Check standard 0. [00 2ac

Resalz: 0. gaa ac

i

insTrument is operating properly and accurateiy. YES \/HG

COMMIKTS

SIGRATURE 5 2;":“'

|

gt

DPS Torm Exh G-4 (Rew. 05-0

Purswamt to seciion 28-1327, Arzzone Revised Statutes, thiy document s a certified guplicare of the pformation contamed in
computer siorage devices of the Tucsern Police Deparmment
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INTOXILYZER 38000
Location: TUCSON POLICE DEPT

Serial Number : 80-001199 /é’l,\
01/07/2010 13:22:51

Standard Lot#: BOTO002I

Last Changed By: S. CIONE #508616

QAS: C. STRAUB ' ¥50772
TUCSON 2D

Cperatocr: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:23:45
Diagnostiec Test Fass 13324313
Air Blank 0.000 13:24:40
0.100 Cal Check 0.101 13:24:59
Air Blank 0.000 13:25:28
Subject Test 0.000 13:25:48
Air Blank ABRT* 13:25:54
Air Blank 0.000 13:26:23

*Seguence Aborted

Not a Successfully Completed Test Segquence

Pursuant to.section 28-1327, Arizona Revised Stzrutes, this document |5 a certified duplicate of the information contuned in computer
storage devices of the Tucson Police Department.
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INTOXILYZER 80060
Location: TUCSON POLICE DEET

Serial Number : B0-00119% /fﬂ«
01/07/2010 13:26:28 \
Standard Lot#: 8010021

Last Changed By: S. CIONE #50616

QAS: C. STRAUB §50772
TUCSON TD

Operator: C. STRAUR #50772

TUCSON BD

Subject: SQAP,SQAP
POB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 13:27:07
Air Blank IES** 13:27:15

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant 1o section 28-1327, Anzong Revised Statutes, this document is o certified duplicate of the information conteined in computer
storage devices of the Tucson Police Depariment



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serialt Number : BO-001199

01/67/2010 13:27:31 /{3\1
Standard Lot#: 8010021

Last Changed By: S. CIOHNE #5066

QAS: C. STRAUB £50772
TUCSCH PD

Operaior: C. STRAUB #50772
TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:28:24
Diagnostic Test Pass 13:28:51
Air Blank 0.000 13:29:18
0.100 Cal Check 0.100 13:29:37
Air Blank 0.000 13:30:06
Subject Test R:157* 13133415
Air Blank 0.000 13:33:47
Air Blank 0.000 13:34:14
Subject Test EEY=+ 13:324:47
Air Blank 0.000 13:35:21

*Deficient Sample
**Tnvalid Sample
Begin new deprivation pericd

Not a Successfully Completed Test Sequence

Pursumt to section 28-1327, Arlzona Reviged Stacutes, this document is & certified duplicate of the information contuined  computer
storage devices of the Tucson Police Deparmment



Pursuant to section 25+ 1

L
il

INTOXTLYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-001199

01/07/2010 13:35:39
Standard Lot#: 8010021

Last Changed By: S. CIONE #50618

QAS: C. STERAUB #50772

TUCSON ¥PD

Test af210L Time

Alr Blank 0.000 13:36:06
Cal! Check ¢.100 13:36:25
Air Slank g.000 13:36:55

rator's Signature

Arizona Revised Statetes, this decument 15 e certified duplicate of the information contained in compuzer

storige devices of the Teeson Police Depanment
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™ DUTY IMEDEED BT

30-1044R)

ARIZONE DEPRREMENT OCF PUBEIC SAFETY

STARDARD QUALITY ASSURANCE 2ROCEDURES d“}
INTOXILYZER MODEL BODC {L’L

STANDARD CALIBRATIOR CEECK PRCCLDURE

QA Specialist ! hi %é a'hgﬁﬁ,fz AGENCY Tucson Eolice Department
DATZ mrfﬁ_?)f?‘? /3.0

TIME

=

Intoxilyzer Serizi # _gﬂ-'ﬂﬂﬁ?ﬁ Iocatios . b

Ensure that gas tank is attached To instrument anc contains a
standard alconol concentration sclution 0. gﬁﬂ BZ.

OR
Pour = standsrd alcohol concentration solution df_’& AC,
into = clean dry simuslator and assemble the simulator. Ensure
that a3 tight seal hds been made. Turn on the simulator and
pfxf allow temperature to reach 34°C + ¢.2°C

! 2. Intoxilyzer BODO display reads “PUSH BUTTON TO START"

{ bfT’ 3. Go to the "Contrel Testing Menu”. Seisct “B" for
control tTest eor “H" for wet coatrol test. EZ
seleczion is made press ZNTER.

Air blank complet=d.
Calibration theck completed. Test resulws 0. Jp/ ac.

Air blank completed.

.
LE L T

(1]

Pf? 7. Remove printed record. 3Attach the record to the comnleted
checklist,

SIGHNATURE @%

e

OPS Sorm Exk G-2 (Rev. 05-01)

Purswant to section 28=1327, Avizona Revised Stitutes, this decument & a certified duglicare of the tinformation contained in
computer siprage devices of tire Tucson Police Depariment



INTOXTILYZER 8Q00
Location: TUCSON POLICE DERT

Serizl Number: 80-001194
01/07/2010 13:20:14 /b‘-'\

Standazd Lot#F: BO100ZI
Last Changed Sy: 5. CIOHNE 150816

QAS: C. STRAUE #50772

= TUCSON PD
Test g/2100 Timme
Air Blank 0.000 13:20:47
Cal Check 0.101 13:21:080
Alr Blank 0.000 13:21:29

Clhy, st

Oper ﬁu‘ ¥ s"'.gz-r;na ture

Pursuan 1o sectton 28-1327, Arlzona Revised Statutes, this document is 2 certified duplicate of the mformation contaimed tn compute;
stotage devices of the Tucson Police Deparmment



