CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

0
I hereby certify that these documents are a true and correct copy of the /6\)\\ ,bb\
periodic maintenance* for the Intoxilyzer 8000 Serial Number _\nf

%> -00o 199 maintained by the Tucson Police Department \(L )
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 12-9-(o Call O.[0D AC Cal2 0.07%9 AC

Between the dates of __11-{i-l© and |2-9-lo
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on _N/ [
The instrument was returned to serviceon N/ R

Mans Lonlle

!

Clare L. Conley

2~(D~(D

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this | ()
cemnley 20 10-.

(e O

Notary Public

OFFICIAL SEAL

&) ROSA REYNA
B¢ £5) NOTARY PUBLIC-ARIZONA
=7 PIMA COUNTY

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Deparmment.
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STANDARD QUALITY ASSURANCE PROCEDURES \\
INTOXILYZER MODEL 8000 \J* {<O ,LQ@
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DATE _ 12-9 -~ TiMe 1007

INTOXILYZER SERIAL ¢ $®©-00(149 LocaTIoN ODw DUl Ha

y~) 1. Display reads “PUSH BUTTON TO START”
DIAGNOSTIC TESTS

(RS

OPERATIONAL TESTS

logic system functioning.

Completed Test Ssguence

printed
2. Proper sample recognition systemn.
Not a Successfully Completed Test Seguence printed

i printed.
Standard Calibration Check standar
Result: 0. 09 aC
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Instrument is operating properly and accurately. YES ¥~ NO

COMMENTS

ML

Pursuant to section 28-1327, Arizona Revised Statutes. this document is a certified duplicare of the information contained in
computer storage devices of the Tucson Police Depariment



INTOXILYZER 8000 ;3§\§7

Location: TUCSON POLICE DEPT

Serial Number : 80-001199 SN
12/09/2010 10:08:48

Standard Lot#: 719919 . /(OL\
Last Changed By: C. MORAND #24219

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:09:49
Diagnostic Test Pass 1010317
Air Blank 0.000 10:10:44
0.100 Cal Check 0.101 101 17403
Air Blank 0.000 10:11:32
Subject Test 0.000 1021151
Air Blank ABT* 1102712 58
Air Blank 0.000 10:212:26

*Sequence Aborted

Not a Successfully Completed Test Sequence

-Ursuamnt to secnoxn 28-1327, Anzons Revised Stanmes, this documen: is 2 cerdnied quphicats of the miormanon contamed

s saon 26 zonz | IN COmputer
Storags aevices-of the Tucson Pouics Deparmen:



Location: TUCSON POLICE DEPT
Serial Number : 80-001199

INTOXILYZER 8000 ,Ekdﬁf7

12/09/2010 10:12:32 Q}h
Standard Lot#: 719919 ) /ﬁ}{
Last Changed By: C. MORAND #24219 \
QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 1021320
Air Blank IPS** 10213229

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

TUrsuAnt te secnon 28-1327, Anzone Revised Stammes, tis docimentis 2 cermn

- n 28-1 . ed auphcars of the mformaunon contamed m compurer
SLOTags aevicesof the Tucson Polics Drepzrmmen: ' ) ) -



INTOXILYZER 8000
Location: TUCSON POLICE DEPT u <b/7
Serial Number : 80-001199

12/09/2010 10:19:33 GLA
Standard Lot#: 719919 i \\
Last Changed By: C. MORAND #242719 /<b
QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10220:21
Diagnostic Test Pass 10:20:48
Air Blank 0.000 1021216
0.100 Cal Check 0.100 10:21:34
Air Blank 0.000 10:22:04
Subject Test 0, 158% 10512
Air Blank 0.000 10:25:44
Air Blank 0.000 105265712
Subject Test XXX H** 10:26:52
Air Blank 0.000 10:27:26

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

~ursuan: to secnon 28-1327, Anzonz Revised Stemutes

: = . tis documen: s z certified aunlicazs of toe nformanon contamed oTIDLLET
SIorags cevices 0f tne Tucsorn Police Depztmen: ) o



Pursuant 1o sscton 28-132

7

INTOXILYZER 8000
Location: TUCSON POLICE DEPT ,fﬁf)r7
Serial Number: 80-001189 P

12/09/2010 10:27:48 O/b\

Standard Lot#: 719919

Last Changed By: C. MORAND #24219 /@\
QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:28:15

Cal Check 0.099 10:28:34

Air Blank 0.000 10:29:03

P

Operator's Signature

7. Anzona Revised Stammes, this document is 2 certified duplicate of the informancn contained in compurer

storage devices-of the Tucson Poiicz Departmen:
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TG DREAGE PRERSAGEE  DREE SRR B REEY PEBREST S
TELIS REPORT PREPARED PURSTUANT TO DUTY IMPOSED BY
G o s mom AR i
L. 2. C. R13-10-104(2

STANDARD CARLIBRATION CHECK PRO

e

g":-k:.-‘-- e

v
Q& Specialist Q_,ere.ﬁrnl% - AGENCY Tucson 11 i
I

TIME |DDN)

v 1. Hat-3h hat gas tank is at hed to i

g nk is attitached to instrumsnt and contzains
standard azlcohol comcemtration solution 0. | D% LC.
QR
Pour a2 s a2lcohol conceatretion
into & cls simulator znd asssmble

NN

co o
= = -~ - = e = - RPNTER
sSelecTlon 15 magdge .press ENTER.
A, - 3 4 = B —~ -~ - - -
v’ 4 Air blank completed.
v’ 5 Celibration check completed. TesT results O
/ g Zir mlan ~omplsted
2 2ir plank complsasied
by n pis s v sl e e by R Taommrd Ry RN ey
¥ Remove printed record. Attach the record to the complet
ckls e
checklist

SIGNATURE

:

—_—ma = - P T e -~ = -
DrXs rOrfl LD -2 (REV Loa—U.l

Fursuon: 1o secrien 28-1327, Arizono Revised Starures, this

documen: 15 ¢ certified duplicare of the irjormation corained in
compiner siorage devices of the Tucson Folice Departmen:

m



INTOXILYZER 8000

Location: TUCSON POLICE DEPT '7 £
Serial Number: 80-001199

12/09/2010 10:07:21 O/LK
Standard Lot#: 719919 ﬁ\{

Last Changed By: C. MORAND #24219 \

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:07:49
Cal Check 0.100 10:08:07
Air Blank 0.000 10:08:36

Wone Lonba,

Operator's Si%nature

= - +n secnon 1395 a B A S - : S5 ad 3 £ ¥he imi
Pursuant to section 28-_ 1327. Anzona Revised Stamies, tnis document is 2 certfisd duplicate of the informanon contamned m compue:

storags asvicesof the Tucson Poiice Dieparument



