CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the \5\‘\
periodic maintenance* for the Intoxilyzer 8000 Serial Number

So-~001199 maintained by the Tucson Police Department ’}0\
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

AN

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 2 ~2—/( Call 0-]0® AC Cal2 o .[ AC

Between the dates of | -6 /I and 2"~ 3~
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on N/ A
The instrument was returned to service on _ N/ A

M ane &%

Clare L. Conley

2-Y -|{

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this___ 4/74__, day of

[ ge,  OFFIGIAL SEAL - | 20 ¢
W% MONICA L. BRAVC | h’)@WW (.
2 55 H0TARY PUBLIC-ARIZBRIA /4/ %_
DSSET PIMA coumv_ 5%‘7 /
Notary 11

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



STANDARD QUALITY ASSURANCE

INTOXILYZER MODEL 8000

STANDARD QUALITY

ASSURANCE PROC

[ ]

QA SPECIALIST Oﬂawe Oml&q
|

DATE =2~ 3~—|\

PROCEDURES

DURE Bf\

AGENCY Tucson Police Department

rtMe  DRYO

INTOXILYZER SERIAL # $V-00l199  rLocaTioN ODW dul N

( v ) 1. Display reads “PUSH BUTTON TO START”

DIAGNOSTIC TESTS

(V¥ ) 1. Clock time check.

() 2. Date check.

OPERATIONAL TESTS

( ¥ ) 1. Alcohol-free subject test result 0. ovy
{¥") 2. Error recognition logic system functioning.
Not a Successfully Completed Test Seguence |
( v ) 3. Proper sample recognition system.
Not a Successfullyv Completed Test Seguence
Deficient sample printed.
( ) 4. Standard Calibration Check standard 0.)5%
Result: 0. [dC AC

Instrument is operating properly and accurately. YESV// NO

FPursuant to section 28-1317, Arizona Revised Siatutes, this document is a certified duplicare of the information comained in

computer storage devices of the Tucson Police Departmen:t



2547

INTOXILYZER 8000 Can
Location: TUCSON POLICE DEPT
Serial Number : 80-001199

02/03/2011 08:42:51 Kﬁ\

Standard Lot#: 719919

Last Changed By: C. MORAND #24219
QAS: C. CONLEY #34517
TUCSON PD
Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:43:37
Diagnostic Test Pass 08:44:04
Air Blank 0.000 08:44:32
0.700 Cal Check 0.100 08 : 44250
Air Blank 0.000 08:45:20
Subject Test 0.000 08:46:22
Air Blank ABT* 08:46:28
Air Blank 0.000 08:46:56

" *Sequence Aborted

Not a Successfully Completed Test Sequence

FuTsuant e secnon 28-1327, Arizonz Revised Stamrec, tis doturm

e o e icate o7 the mi 3 e o
Storage Geviees of the Tuzson Poiice Depmmert ficate of thz mformatior contzines i compner



INTOXILYZER 8000 %‘J/\Q/]

Location: TUCSON POLICE DEPT

Serial Number : 80-001199 Q)v\
02/03/2011 08:47:10

Standard Lot#: 719919 /5\.\
Last Changed By: C. MORAND #24219 \
QAS: C. CONLEY #34517

TUCSON PD -

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 08:47:41
Air Blank IPS*=* 08:47:49

*RFI Detect
**TImproper Sample

Not a Successfully Completed Test Sequence

Pursuant 1o seztion 28-1327. Arizone Revised Stzmerec. this docum

= : s TEM LS 2 coriffied dumiizars of the ind .
Storage Cevices of the Tusson Polics Depanmen: FITeS fuplicese of he ITOTmATioN conminsc 1 compazr



INTOXILYZER 8000

Location: TUCSON POLICE DEPT B ﬁk/}
Serial Number : 80-001199 )
02/03/2011 08:49:00 \o~
Standard Lot#: 719919
Last Changed By: C. MORAND #24219
QAS: C. CONLEY #34517
TUCSON PD
Operator: C. CONLEY #34517
TUCSON PD
Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111
15 Minute Deprivation Period? Yes
Test g/210L Time
Air Blank 0.000 08:49:46
Diagnostic Test Pass 0&8:50%713
Air Blank 0.000 08:50:41
0.100 Cal Check 0.100 08 :50:58
Alr Blank 0.000 08:51:289
Subject Test 0.090* 08:54:37
Air Blank 0.000 08:55:09
Air Blank 0.000 08:55:36
Subject Test XEX** 08:56:15
"Air Blank 0.000 08:56:48
*Deficient Samnple
**Invalid Sample
Begin new deprivation period
Not a Successfully Completed Test Sequence
Pursuant 10 section 28-1327. Arizonz Beviced Stamirac thic femirm e | R o
storag evises o fae Toon Doty g;;;i;a hhhhh HF GOSUmERL 15 2 cenified duplicaze of the information comanec  compnc



INTOXILYZER 8000 S 5(37

Location: TUCSCN POLICE DEPT

Serial Number: 80-001199 C’M,\
02/03/2011 08:57:14

Standard Lot#: 719919 &7\\
Last Changed By: C. MORAND #24219

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:57:41
Cal Check 0.100 08:58:00
Air Blank 0.000 08:58:29

Li bar Cim.qzqu

Operator's Signature

Pursugm 1o seocnon 28-1327 AT = : - 5w
SSUOm Le-lis ) Anzonz Revised Stateizs. wmis documen is ifi26 dunis S s 3

o s e ” =25, W *REMAE 2 certiiied dupiicats of the ‘ T

Storzge dzvices of the Tucson Polics Dieparmmen: ISELE OF e MIOMMATON COMANEL 10 Compwer
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ARIZONA DEPARTMENT OF PUBLIC SAFETY (;\A\

STANDARD QUALITY ASSURANTCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION
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Pursuanr 10 secrion 28-1327, Arizona Revised Srature:, this documen: is o certified duplicare of the imformation coriained ir
computer storage @evices of the Tuzson Police Department:



INTOXILYZER 8000

Location: TUCSON PCOLICE DEBT Q)\J\
Serial Number: 80-0011%9
02/03/2011 08:40:54

Standard Lot#: 719919 &j\)\

Last Changed By: C. MORAND #24219

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:41:21
Cal Check 0.100 08:41:40
Air Blank 0.000 08:42:10

\\& e Q%Y‘Q/L/\

Operator's Signéture

By )
SUTSLENT e secton 28-1327 Arizonz Fevi < b ok i
Fetes 28-1327. wevised Statutzs. this A0CUmEN! i5 2 semtifiad qumiis g s
e ) N TEM s 2 comined duplicate of the im g ar i g -
Storage. dovices of the Tusson Police Deparmen: PUESE O] fhe InfoTmanon conwainec & compner



