CERTIFICATION py CUSTODIAN of RECORDS
v Tucson Police Departmens Crime Laboratory
270 §. Stone Avenue Tucson, AZ §5701-18]7

I hereby certify that these documents are & rue and correct copy of the \,\ o\

periodic maintenance® for the Intoxilyzer 8000 Serial Number &n ‘Q
SUTobv 29| maintained by the Tucson Police Department _ ’\%

Crime Laboratory pursuant to the requirements of the Arizona Department _ N

of Public Safety for 2 quality assurance program.

A guality assurance specialist (QAS) tested the instrument on the followng
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC 10 0.110AC.

Date: 7. 22-09 Call O:09%  AC Cal2 @ 09¢ AC

Between the datesof __ &- 29~ 29 and_ 7 23-29
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon _p /A
The instrument was returned to serviceon N/R

Uase bl
Clare L. Conley

7-24-09G

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this 25 . dav of
i Ifj ,20.09.

= e N .
—cﬁﬂ&Z‘L&AﬁaﬂﬂF_ OFFICIAL SEAL !

e i

\ A M. HERNANDEZ
)s KOTARY PUBLIC-ARTZONA |
PIMA COUNTY |

512 1

My Comm, Exj. Mer 17, 3%

Notary Public

*includss documents specified m AAC. RI-10-102. A5

[kt el

Pursupnt 1o section 28-1327, Arizons Revised Statutes. this document is & cenified duplicats of the
information containsg in computer storage devices of e Tuzsor Police Deparment.
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THIZ REPCRT DREPARID FTURSUANT TOC pUTY IMPBOSED BY
AR.2.C. RiI-G0-10Z%(A
1 {b/’
AEIZORE DEPARTMERT QOF PUOBLIC SAF=TY
STANDARD QUALITY ASSURANCE PRBOCEDURZS QM

INTOXILYZEE MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE /{D\\ ,&E?\

GA SPBCIALIST h(ﬂmJ éar.[d,, AGENCY Tucson Police Department
|

ate -2 3-09 TIME 117

INTOXILYZER SERIAL # %b -2 220/ LOCATION [rime Lol

{ ¥ 1 1. Bispiay reads “PUSH BUTTON TO START"
DIAGNOSTIC TESTS

i ) 1. Clock tims check.
[ ) 2. Date check.

OPERATZONAL TESTS

. Alconol-frea snbject test result 0. &LV AC.
. Error receognition legic system functioning.
Not & Successfully Completed Test Seguence printed
} 3. Proper sample recognition system.
Hot 2 Successfnlly Completed Test Seguence printed
Deficient sampls printed,
( v 1 4. Standard Calibration Check standard 0.J)5% 1
Result: 0. 29¢  AC

o .

) 1
)y 2

Instrument is operating properly and acecurately. YES v RHC

COMMENTS & = .

SIGNATURE lﬂm...t

beys Torm Exk G—4 (Bev. 0O

in

=011}

Furswans to section 25- 1327, Arizora Revised Siarutes. fiis document is o certified dupficate of the information contained in
computer starage devices of the Tucson Police Depariment
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INTOXILYZER 8000 \P9
Location: ARIZONA
Serial Number : 80-002201

07/23/2009 11219227 ,(g\\

Standard Lot#: B260011

Last Changed By: S. CIONE #506186
QAS: C. CONLEY 434517
TUCSON PD
Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST,SQAP
poB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:220:712
Diagnostic Test Pass 11:20:39
Air Blank 0.000 11:21:086
0.100 Ccal Check 0.087 112125
Air Blank 0.000 11:21:55
Subject Test 0.0C0 11222213
Air Blank ABT* 11222220
Air Blank 0.000 11:22:48

*Seguence Aborted

Not a Successfully Completed Test Sequence

Pursusmz 1o pzomon 26-1327, Anzonz Povissd Sumnss s Socumen = s =
Slorac= Sovicss of the Tecsen Polise Depermes,

s duskicze of tae Infcemanos somiermes = commmer



INTCXILYZER 8000
Location: ARTZONA

Serial Number : B80-002201
07/23/2009

2447
%

11:22:57

Standard Lot#: 826001
Last Changed By: S. CIONE

#50616

QaS: C. CONLEY
TUCSON PD

#34517

Operator: C. CONLEY
TUCSON PD

#34517

Subject: TEST,SQAP
DOB: 11/11/1111

Sex: M Weight: 11

15 Minute Deprivation Paricd? Yes

Test g/210L Time
2ir Blank RFI* 11:23:28
Air Blank IPS** 11:23:37

*HFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Fursnent 1o scouen 251327, Anzone Beviged Stamnes S focumen s

Sfrezs Sovices of the Tusson Polies Troeener

7 2 smificd suplicess of o miormemos commres = omppmee
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INTOXILYZER 8000 O
Locaticn: ARIZONA

Serial Number : B0-002201

07/23/2009 11:23:42 /ﬁ)\‘\

Standard Lot#: 826001
Last Changed By: S. CIONE #506186

QAS: C. CONLEY #34517
TUCSON ED

Operator: C. CONLEY £34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test _g/210L Time

Air Blank 0.000 11:24:25
Diagnostic Test Pass 11:24:53
Air Blank 0.000 11325:20
0.100 Cal Check 0.098 11:25:39
Air Blank 0.000 11:26:09
Subject Test 0.295* 11:29:17
Air Blank 0.000 11:29:5]
Air Blank 0.000 11:30:18
Subject Test XXX %% 11:30:52
Air Blank 0.000 11231226

*Deficient Sample
**Invalid Sample
Begin new deprivation pericd

Not a Successfully Completed Test Sequence

Pursuant o sesyion 25-1327. Asizons Revizd § : ;
10 sesqon 281527 d Swmeze. fiiis Soetonets is x serified figoers o e Eiormati: "
SloTazz dovizes of the Tecsor Polics Tremermes: . - s mioTmRnor sonmm=: o sommm



INTOXILYZER 8000
Location: ARIZIONA QL};E
Seria! Bupboar: B0-002201

07/23/2009 113157
Standard Lot#: B2BD011 r; :
Last Changed By: 5. CIONE #508186
QAS: C. CONLEY £34517
- TUCSOR EPD
Test g/ 210L Time
Air Blank 0.000 11:32:24
Cal Check 0.09%6 1:32:43
Air Blank 0.000 11:33:%4

| R O

Operator's Signature

Fumsuss o st 261327 Asteone Bovied § I i SireEic omere T oo
1 = 281327, = AEESIST S ODTEED iR 3 merifed grplesses o fre o £
Rumape Sovices of the Tussos Polics Depemnes = ah :



EXRIRIT G=7

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY k;:*;‘
E.A.Co R13-10-104(3)
RRIZONER DEPARTMERT OF PBUBLIC SRFETY QL}P

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 o\
STAKDARD CALIBRATIOE CHECK PROCEDURE " :{j \ ,ﬁ;ﬁ
QR Speciali’st Eia:'i B}ﬁq|¢kﬁ AGENCY Tucson Police Department
1

JRTE -2 -29 TIME 1)

Intoxilyzer Serizl £ SU-C"ﬂ 2 22| Locatien C:‘um L-'-J:ﬁ

(v )

1.
L ) 2.
{ " ] 3.
[ o) 4.
i o) 5.
{ o~ ] G.
I #1 T
SIGNATURE
DPS FTorm B

Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration sclution U._)%D AC.

OR
Bour & standard alcohol concentration soluticn BT,
into & clean dry simmlator and assemble the simulator. Ensure
that =2 tight seal hos been made. Turn on the simulator and
zllov temperature to reach 34°C + C.2°C

Intoxilyzer BO000O display reads “PUSH BUTTON TO START"

Go to the= “Control Testing Menu™. Select *“B" for dry
control test or *®" for wei contzol test. HAEftar
selection is made press ERTER.

2ir bplank completed.
Calibration check completed. Test results 0. 09K  ac.
2ir plank completed.

Remove printed record. Attach the resord to the completed
checklist.

Mane Corde,

\

xh G-2 (Rev. 05-01)

Pursuant (o section 28-1327, Arizona Revised Swatutes, this document {5 a certified duplicare of the information contained tn
computer fiorage divices of the Tucson Poltce Depariment.



INTOXILYZER 8000 ,?46/]
Location: ARIZONA QM

Serial Number: 80-0022010
07/23/2009 11:17:58

Standard Lot#: 82560011 A\\
Last Changed By: S. CIONE #50616 N

TUECSON PD
Test g/210L Time
Air Blank 0.000 11:18:26
Cal Check 0.c98 11:98:45
Air Blank 0.000 17:19:74
Oparstor's signiture
Pt i o 28-3307, Arsone Baaed Sunitty T 3000 i soifed Epiices of == nformree sootnrsl T e

Stteprs fevives of the Tusson Fohte Dopmemen



