Tucson Police Department Crime Laboratory
270 §. Stone Avenue Tucson, AZ 8§5701-1917

periodic maintenance* for the Intoxilyzer 8000 Serial Number

CERTIFICATION by CUSTODIAN of RECORDS

A
I hereby certify that these documents are a true and correct copy of the \’51’
\J

KD -00220] maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,

for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 12 —9—(D Call 0.10Y AC Cal2 0-102

AC

Between the dates of 1l=]I1~(© and |2 -9-(o

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N/ {4

The instrument was returned to serviceon N/ A

Man MM,

Clare L. Conley

[2~(0~(D

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this 10

, day of

, 2016

7

Notary Public

OFFICIAL SEAL
ROSA REYNA

S/ 5/ NOTARY PUBLIC-ARIZONA

7 -PIMA COUNTY

*Inciudes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the

information comtained in computer storage devices of the Tucson Police Department.
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7, Arizona Revised Siatutes, this document is a certified dupiicate of the information comained in



INTOXILYZER 8000
Location: ARIZONA
Serial Number 80-002201

2400’\
NI

12/09/2010 11:14:37

Standard Lot#: 719919 &\\
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SOAP
DOB: 11/11/1111
Sex: M

Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 111522
Diagnostic Test Pass 11 : 15250
Air Blank 0.000 11316817
0.100 Cal Check 0.104 11316336
Air Blank 0.000 11:17:06
Subject Test 0.000 11:17:41
Air Blank ABT* T1:07247
Air Blank 0.000 197:18:15

*Sequence Aborted

N Not a Successfully Completed Test Sequence
Fursuant te sacuon 28-1327

~521. Anzonz Revised Stamuies, fis documen: is 2 certified quphicats of the mfcrmanon contamed m compurer

storags asvicesof tne Tucson Polics Deparmen:



INTOXILYZER 8000 ?S<{Dq)

Location: ARIZONA

Serial Number : 80-002201 CDJ\
12/09/2010 171:18:40

Standard Lot#: 719919 =

Last Changed By: S. CIONE #50616 \
QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 11 2119204
Air Blank IPS** 11219215

*RFI Detect
**Improper Sample

e Not a Successfully Completed Test Sequence
Fursuan: o s::uu.r‘.'zs-_ +=- /. Anzona Revised Stnnes, s document is 2 cerdfisd cupiicars of the micrmanon contamed o comus:
Stotage devices-of the Tucson Poiles Drepzmmmen: . .



INTOXTITLYZER 2000 14 {¥§1

Location: ARIZONA

Serial Number : 80-002201 Q)J\
12/09/2010 11:19:38

Standard Lot#: 719919 . /ﬁf&
Last Changed By: S. CIONE #50616 \
QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:20:24
Diagnostic Test Pass 11220552
Air Blank 0.000 11:21:18
0.100 Cal Check 0.103 11:21:38
Air Blank 0.000 11522307
Subject Test 0.209* 11225216
Air Blank 0.000 11:25:48
Air Blank 0.000 11:226:215
Subject Test XXX** 11:26:49
Air Blank 0.000 11227221

**Invalid Sample
Begin new deprivation period

N Not a Successfully Completed Test Sequence
: msuan:_ to secnion 28-1327, Anzonz Revised Stamures, this document s & cortified auphicars of to= informatnon contained m commurer
SLotage aevices of tn: Tucson Polic: Deparmmen: A - 7 h



INTOXILYZER 8000 %’_{Bq

Location: ARIZONA

Serial Number: 80-002201

12/09/2010 11:33:59 @\J\
Standard Lot#: 719919

Last Changed By: S. CIONE #50616 /('D\k

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 11:34:26

Cal Check 0.102 11:34:45

Air Blank 0.000 11:35:14

ST

Operator's Signature

T . - - - .1277 B ad O s Y s - ~ 2 .
t u:suaz._ 4] s-:uo:‘lzs:_z /. Anzona Revised Stamurss, fnis doctmen: is 2 cerified duplicate of toe iInformanon contained In computer
storage aevicesof tne Tucson Poiice Deparoment



INTOXILYZER MODEL 8000 ﬂ/\ D\D
STANDZRD CRLIBRATION CHECK PROCEDURE \ "I,{b
\
QA 3Spsciazlist Ua.rp. anl‘lﬂ AGENCY Tucsorn Police Department
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Fursuaore 1o secnon 28-1327, Arizona Revised Starurer, this documers 15 a certified duplicare of the bjormanon cormaired in

compuzer siorage devices of the Tueson Folice Deparment



INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-002201

12/09/2010 11:13:01

Standard Lot#: 719919 /\ba\'\

Last Changed By: S. CIONE #5061%

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 11213229
Ccal Check 0.104 11:13:47
Air Blank 0.000 104217

Uons. Ledsr,

Operator's Signat*re

Pursuzn: to secuon 28-1327, Anzonz Revised S T, TS g ined 1 i tain: (e)axin)
28-1327, B TEmures, this document is 2 certiied duplicare of tne informan i

L ant 1o sestion, 151 izona § _ phicate of on ¢ ‘ rer

storags devicesof the Tucson Police Department ) e



TUCSON POLICE DEPARTMENT

CRIME LABORATORY =9
INTOXILYZER SERVICE RECORD (A
FOR /ﬂ{
CALIBRATION GAS TANK CHANGE \\%1()\5
\V
Date: 1o =g —|®

QAS:  Mawe Con L%[
Intoxilyzer Serial Number: _ & - 60220/

New Lot Number: 209 (ol oDAI

New Expiration Date:

")
€%
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B N =

10.

g-1 -2

Intoxilyzer 8000 display reads “PUSH BUTTON TO START"”
Remove the old gas tank and install the new one.
Hit the “ESC” key twice and swipe the QAS card.

Go to the “M-Maintenance™ menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot #: From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyy)
Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Please wait saving...”

Hit the “ESC” key twice.

Go to the “M-Maintenance” menu and select “T-Control Testing.”

Select “D™ for dry control test. After selection is made press
ENTER.

Air blank completed.
Calibration check completed. Test results 0. 103 AC.
Air blank completed.

Remove and sign printed record. Attach the record to the completed checklist.

SIGNATURE U AL t\\\gum\

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

Location: ARIZONA q
Serial Number: 80-002201 q |
12/09/2010 11:38:20

Standard Lot#: 20910100A1 OJ\
Last Changed By: C. CONLEY #34517 @\

QAS- C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 11:38:47
Cal Check 0.103 11:39:06
Air Blank 0.000 11:39:35

W Lol

Operator's Signature{

Ty - . . A0 1777 - . . o
Fursuzntio sscnon .21--_ 1327, A_nz_ona Revised Sramures, fnis document is & certified duplicars of the Informanon contained I COmDUTET
storage asvices-of the Tucson Polics Deparument ' A .



