CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Departmenr Crime Laboratory

I'hereby certify that these documents are a true and correct copy of the /{D\\ (b
. . . . ‘B
0- 002;% { maintained by the Tucson Police Department %‘\

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program,

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A_C. R13-10-104.A2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: '7/3//09 Call (r.102 AC Ca2_p_ 102 AC

Between the dates of '7/'1 /03> and ]/ ,3 | Z'(Ze
the instrument was operatihg p{*operly and accurately.

The instrument was taken out of service for repair on -
The instrument was returned to service op  —

Sarah L. Cione
| o/ /og
/]

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this (2 day of

OFFICIAL SEAL

2005
B\ AM. HERNANDE? _
| WRERE J5) NOTARY PUBLIC-ARIZONA_ WMMQ%L
P4 PIMA COUNTY

My Comm. Exp. Mar. 17, 2012 Notary Public

*Inciudes documents specified in A.A.C. R13-10-104.4.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is 2 certified duplicate of the
information contained in computer storage devices of the Tucson Poiice Department.



THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

A.A.C. R13-10-104(z) ’ 0#9SC

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /\éb\
INTOXILYZER MODEL 8000 - \b‘b
STANDARD QUALITY ASSURANCE PROCEDURE OD
QA sPECIALIST <Ak {vone RGENCY _Tucson Police Department
DATE '7]/'3]/03 TINE [ 50 )

TNRORILYZER SERIAL # R0- 00226  1ocarron DUT HR

(\/ ;1. Display reads “PUSH BUTTON TS sTarT”

DIAGNOSTIC TESTS

( ‘/) 1. Clock time check.
{ ‘/) 2. Date check.

OPERATIONAL TESTS

- Alcohol-free Ssubject test result c. AC.
Error recognition logic system functioning.
Not a Successfully Completed Tast Sequence printed
3. Proper sample recognition system. :
Not a Successfully Compbleted Test Sequence printed
Deficient sample printed,
( } 4. Standard Calibration Check standard 0._10C AT

Result: Q. mg AC

AR

Instrument ig operating Properly and accurately. YES v/ ND

COMMENT S 2 Vaftﬂgg ZC! rit f_lt :Esf F’a[ﬁ;zr::

SIGNATURE éaﬁaz; Cidnyg
! L4

DPS Form Exn G~4 (Rev, 05-01)

LPursuans 1o section 28-1327, Arizona Revised Starures, this docum

entis a certified duplicaze of the information comaineg iy
computer storage devices of the Tueson Police Departmen,



INTOXILYZER 8000
Location: Chl INC
Serlal Number: §0-002261
07/31/2008

29

16:51:42

Standad Loth: 7354016

Last Changed By: 5. CIONE 50616

{ns: 5. CIONE 450616
TUCSON PO

Operator: 5. CIONE 830616
TUCSON PO

Subject: SQAR,TEST
0s: L2111k
Sax: F Ueight; 111

{5 Minute Deprivation Period? Yes -
Test g/210L Tine

Air Blank 0.080 16:52:30
Diagrostic Test  Fails 16;52;33

Bir Blank 0.609 16:53: 02

x UnltagesCurrent Test

Not 3 Successfully
Completed
Test Sequence

FPursuart to section 28-1327, Arizona Revised Statutes, this document is
compurer storage devices of the Tucson Police Departmen:.

a certified duplicate of the information comained in



Pursuant to section 28-1327, Avizong Revised Starutes, this
camputer siorage devices of the Tucson Police Department.

INTONILYZER 8200

Location; CHL INC

Serial Nanber: 80-002261

0773172008 * 16:93:09

Standard Loté: 7356016
Last Changad By: S. CLONE 450616

0RS: S. CIONE #50616
TLCSON FD

Operator: S, CIONE #30616
TUCSON PO

Subject: SOAP,TEST
QoB: 111121111
Sex: £ Ueight: 111

15 Minute Deprivation Period? Yes

Test, gL Tine

Air Blank 0.000 16:54: 12
Diagnostic Test Pass 16:54:31
Air Blank 0.003 16:54:58
0.100 Cal Check  0.10) 16:55: 17
flir Blank 0,000 16:55:47
Subject Test 0.000 16:56: 02
pir Blank 0.000 16:56:31

Five Ninyte Uajt RBTx
Rir Blank 0.000 16:57:05

¥Sequence Aborted

Not a Successfully
Completed
Test Sequence

2% s
I

document is a certified duplicate of the information comtained in



INTOXILYZER 80010
Lacation: CNI INC

Serial Nunber: 80-002261

077312008

18:57:13

Standard Loth; 7354016

Last Changed By: S. CIONE 450616

ORS: 5. CIONE HS0BJ6
TUCSON PD

Operatar: <. CIONE KSI516

TUCSON PO

Stbject: SORe, TEST
00B: 11711111

So: F o leignt: 111

13 Minute Depriuation Periog? Yes

Tima

Test ¢210L
Rir Blank RFlx
Air Blank 1PSxx
RF Detect

xk[nproper Sample

16:57; 44
16:57:52

Not & Successfully

Completed

Test Sequence

Pursuar to section 28-1327, Arizona Revised Starutes, this docume

computer storage devices of the Tucson Police Department,

nt is a certified duplicate of the information comained in
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INTOXILYZER 2000

Location: CM INC

Serial Number: 80-002251

0773172008 16:58; 03

Standard Lots: 7334010
Last Changed By: 5. CIONE #5816

QRS: 5. CIONE HS0616
TUCSON PC

Operator: S, CIONE H50B18
TUCSEN PO

Subject: SOAP,TEST
DoB: 1011111
Sex: £ Yeignt: 11

IS Minute Deprivation Period? Yes

Test g/eliL Tine

fir 8lank 0,000 16:58:45
Oiagnostic Test Failx 16:59:48
Air Blank 0.000 16:59: 17

+ UoltagesCurrent Test

Not a Successfully
Completed
Test Sequence

TUPKLDTIT tp mmmvyre Tt T o
SR AU SEINUD t-lio L Anzome Reviser Stzmemer sms pmsomen o
SIOTZZE. orvices ¢ ths T o

- - Lroomiied fupiioore ot tne min i o
- Tessom Poitcr Teperemer, SUBLIZ2 07 IS MISTIANON COTRImEL it tomprs;
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INTOXILYZER 8C00 .
Location: CMI INC o
Serial Nunber: 80-00226!

07/31/2008 17:07:54

Standard Loth: 7334016
Last Changed By: S. CIONE #5086

GAS: 5. CIONE ¥50616

TUCSON FD

Test w2l Tine

RIr Blank 0,180 17:08:22
Lal Check 0,102 17:08:40
Rir $lank 0.000 17:19:10

<awah Cong

7 (perator’3 Signature
SUTSUZOT 10 s=mion 2E-1I07 smmoms Trviger Staperar whie momtemem

ATV, g _ - e
SIOTAz:. covizeg o7 s Tusson

Slumeniin:

oEifiar i ieogre @2 tho st x
= SSLLSL curngme 07 IS MICTIMAUOL COmnat in ijongalistort

Tt s Ty o—
Fobze Deepommmen,



INTOXILYZER 8090

Location: CHI INC

Serial Number: 80-10225) -
0773172508 16:59: 27

Standard Lotd: 735401c
Last Changed By: S, CIONE wsp616

0AS: S, CIONE #5016
TUCS0N FD

Operator: 5. CIONE #50i6
TUCSON PO
Stbject: Shep, TEST

008: Lirliztin]
Sex: F deight: {11

13 Minute Deprivation Periog? Yes

Test gL Tine

Air 8lank 0.000 17:00: 14
Diagnostic Test  Pass 17:00:43
Rir Blank 0.000 1Z:00:10
0.100 Cal Check 0,104 17:01:29
Rir 8lank 0.080° 17:01:58
SUbject Test 0,107 17:05:07
Rir Blank 0,000 17:15:39
Alr Blank 0.000 17:06: 06
Subject Test A 17:16:38
Air Blark 0.400 [:07:12

*eficient Sanple
*x[rvalid Sample
Begin new deprivation period

Not a Successfully
Completed
Test Sequence

FUTSUIDT 10 pepyop 2R-TTSC ATIZOTE Remiser Stooemr dme boovmnom g esiner Sueizars o7 e miTTmaNon comzinzd In o=
- - - LR Etey § o DR — A Y D 2 e —— i b

ST2Zz oevicss 07 s Tuoson Polios LopTTnem



EXHIBIT G-2

THIS REPCRT PREPARED FURSTIANT TO DUTY IMPOSED RY

A.A.C. R13-10-104 (2 @U% QSC

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /b‘»\
INTOXILYZER MODEL 8000 ) D%
\l

STANDA:RD_ CALTBRATION CHECK PROCEDURE %"
QA Specialist Mﬁzbﬂ( AGENCY Tucson Police Department
DATE _:7/3)/08 i TIME ‘K0 ,
|

Intoxilyzer Serial # m "Q{!QQél Location JDU.I HE

()/ ) 1. Ensure that gas tank is attached to instrument ang contains g
standard alcchol concentra+ion solution 0._JOD  ac.
CR
Pour a standard alcchol concentration solution aC,
into a clesan dry simalator and assemble the simulator. Engure
that a tight seal hag been made. Turn on the simulator ang
allow temperature to reach 34°C + p.2°¢

Intexilyzer 8000 display reads “PUSH BUTTON TO START"
() 3 Go to the “Control Testing Menu”. Select “D” for dary
control test or “y” for wet control test. After
y selection ig made press ENTER.
{ ) 4. Air plank completed,
{ '/) 5 Calibration check completed. Tegt resuits o0, lﬂg AC.
( l‘//') 6. Air blank completed.
( ) 7 Remove printeq record. Attach the recocrd to the completed

checklist.

SIGNATURE _éaﬂm I4YYY,
[ st

DPS Form Exnh G-2 (Rev. 05-01) N

Pursuant 1o section 28 1 327, Arizona Revised Statutes, this document is g certified duplicate of the information contained in
computer storage devices of the Tucson Police Department,
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INTOXILYZER 800 .
Location: NI INC -
Serial Mumber: 80-10226

07/31/2008 16:50:20

Standard Lotd: 7354016
Last Changed By: S. CICHE #0616

0RS: 5, CIONE #50516

TUCSON PD
Test g2l Tine

Air Blank 0.00 16:50;48
Cal Check 0.162 i6:51:07
Rir Biank 0.500 16:51:35

Operator”s’ Signature
R

Pursuar to secrion 28- 1327, Afizona Revised Statutes, this documeny is 4 certified duplicate of the information comained in
computer storage devices of the Tueson Police Departmenz.



