Tucyon Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 83701-1917

CERTIFICATION by CUSTODIAN of RECORDS

AN @“\

I hereby certify that these documents are a true and correct copy of the 0\
periodic maintenance* for the Intoxilyzer 8000 Serial Number

40 -00726] maintained by the Tueson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined m A.A.C. R13-10-104.A.2,

for a 0.100AC solution are 0.090AC to 0.110AC.

Date: a?/ﬂj/ﬁ? Call o./00 AC Cals. ©2.09% A

Between the dates of 0 & ;"',;Z;:/a 9 and & ?"/;JB’/J 4

the instrument was operating propérly and accurately.

The instrument was taken out of service for repair on ==

The instrument was returned to service on -

Cheryl K. Straub
07/ 2-8/04

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this z 5 , day of

u_m,. .20 G‘?

Notary Public

*Includes documents specified in A A.C. R13-10-104 A5

OFFIC 13‘ hr-‘ L
A.m, HERNANDEZ
' 2 NOTARY PUBLIC-ARIZONA

2 PIMA COUNTY
”"‘" My Comm. Exp. Mer. 17, 2012

Pursuant to section 28-1327, Arzona Revised Statutes, this document is a certified duplicate of the
information contained 1 computer storage devices of the Tucson Police Department.
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ARZZOE:E DEPRIATMENRT OF PUBL3<

STANDRED QUALITY AESURANCE ZROCEDORES
IHNTOXILYZEE MODEL B00C

STANDARD QUALITY ASSURANCE PROCEDURE Q q’\:ﬁ\

BCIRLIST ! AGERCY Tuncson Pelics Dapartmenc
DATE a?‘jgj:jﬂﬁ TIME 07 1)
TETOXILYZER senzAL ¢ B0-00226[ iotation T JEAMN ﬂ/& 7 8

i. Diszpiay reads "PUSE BOTTON O START"

DIAGHCRTIC TESTS

v Clock time check.
. Daze cheack.

OFESATIOMAL TESTS
. Bliconol-Iree subjesct Test m=sult 0. 000 c.
Error recognition logirc svstes functioning.
ot & Successfrilyv Completed Test Sequence printed
Eroper sample T=cognition svsiem.
Not & Successiully Completed Tast Seghence pointad
eficiant sampis printed.
4. Standard Calibrazion Check standazd 0. /0 O &AC

Resuit: 0, & 23 RC

InsTTument is cperating properiy ang accuratsly, TES /H:

'.\:Ii

IR

SOMMENTS ﬂgg‘ﬁagﬂgg Aborted Tes+ pa ﬁ}ﬁ._i_ﬂﬁ_iﬁﬂd

SISNATURE /e

D2 Torm Txnh &~£4 [Rev. 03-01

-

Bursuant to section 28-1327, Arizona Revised Statutas, this document is a cernified ausiicate of the Grormauon contained in
computer storage devices of the Tusgon Poitee Depariment
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INTOXILYZER 80C0
Location: TUCSGN FD
Serial Number : 80-0022861

07/23/2009 07:17:39 /9\
Standard Lot#: BOBI01G

Last Changed By: 5. CIONE #50816

QAS: S. CIONE - #506186

TUOCSON PD

Operator: C. STRAUB #50772

TUCEON PD

Subject: SQAP,SQAP
PEB: 117111111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:19:20
Diagnostic Test Pass 07:19:47
A:ir Blank ABT* 07:19:55
Air Blank 0.000 07:20:23

*Sequence Aborted

Not a Successfully Completed Test Seguence

Pursunt o ssenns 28-1377, Arizone Fooviszd Swortes mis documen

s 15 o seniilesd duplic = i
morege devices of the Tucson Police Deparmmen: 8 2uplicate of thy informatien commmes m compne



INTOXILYZER 8000
Location: TUCSON PD
Serial Number : B0O-002281

07/23/2009 07:23:16

Standard Let#: 8081016 /tﬁ\
Last Changed By: S. CIONE #50616

QaAS: C. STRAUB . £50772

TOCSON PD

Operator: C. STRAUB §50772

TOCSGN PD

Subject: SQAP,SQAP
DOB: 11/11/7111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:24:24
Diagnostic Test Pass 07:24:52
Air Blank 0.000 07:25:19
0.100 Cal Check 0.100 07:25:38
Air Blank 0.000 07:26:08
Subject Test 0.000 07:26:38
Air Blank ABT* 07:26:55
Air Blank 0.000 07:27:24

*Segquence Aborted

Not a Successfully Completed Test Sequence

Fursuant w setion 28-1327. Avizona Fevissd Stansres. thin documen 19 & senifien Sumlicay

- = It f P
stotege devicss of the Tucson Fpiie= Draparmmem of ths infarmision cantamet in sommns



INTOXILYZER 8000
Locaticon: TUCSGN PD
Serial Number : S0-002261

07/23/2009 07:27:46

Standard Lot#: 808101G fﬁ*\
Last Changed By: S. CIONE #50616

QAS: C. STRAUB . 250772

TUCSON PD

Operator: C. STRAUB #50772

TUCS0ON FD

Subject: SQAPR,SQAP
pPOB: 11/11/1111
Sex: F Weight: 111

1% Minute Deprivation Pericd? Yes

Test qg/f210L Time
Zir Blank RFI* 07:28:39
ABir Blank IPS*» 07:28:53

*RFI Detect
*=Improper Sample

Not a Successfully Completed Test Sequence

Pursuant 1o secion 281327, Anizone Revissd Swmums i dosumen

MOrugs dovices of the Tocson Police Depurmem: 54 cenified aunlizecs of tae information sommmes m compusr
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INTCXILYZER B(QDO
Location: TUCSCN PD
Serial Number : 80-0022&1

07/27/2009 11:59:40
Standard Lot#: 808101G /ﬁ}j
Last Changed By: S. CIOKE #50615
) QAS: C. STRAUB #50772
TUCSON PD
Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP
DoB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

air Blank 0.000 12:00:50
Diagnostic Test Pass 12:01=717
Air Blank 0.000 12:01:45
0.100 Cal Check 0.100 12:02:03
Air Blank 0.000 12:02233
Subject Test 0.210 12:03:00
Air Blank 0.000 12:03:32
Five Minute Wait

Air Blank 0.000 12:08:28
Subject Test 0.079% 12217237
Air Blank 0.a00 12:12:08
*Deficient Sample

. /< M—

Y foo long for Defitint SAmpE,

[ nSteument ook [+ 5 Subjet Tt
Tast /2-51&‘5##"15-.

Not a Successfully Completed Test Seguence

Fursuant to eecnon 251207 Asizons Revissd Swsutes, this documan i 2 eontiied sunlisate of e micemation commmes

1 e i cgnT
Etarage Seviczsof the Tusson Polies Trepommnes



INTOXILYZER 8000
Location: TUCSON PD

Serial Number 80-002261

07/23/2009 07:25:14 Aﬁf\
Standard Lot#: 808101G

Last Changed By: 8. CIOHE #50616
QAS: C. STRAURB - #50772
TUCSON PD

Operator: ;. STRAUE #50772
TED

Subject: SQAP,SOAP

DOB: 11/11/7711

Sex: F Welight:

15 Minute Deprivation Period? Yes

wﬁj& )ﬂff‘l.fommd, Sy
ol Rl i e

Test pepintid

Test g/210L Time

Air Blank 0.000 07:31:08
Diagnostic Test Pass a3l « 33
Air Blark 0.000 073209
£.100 Cal Check 0.100 07:32:79
Air Blank 0.000 07:32:49
Subjsct Test 0.073 07 :34:54
Alr Blank 0.o0n 07:35:27
Five Minute Wait

&ir Blank d.000 FrdQsz2z2
Subject Test KXX* 07:41:09
2ir EBlank 0.000 e e B B e

*Invalid Sample

Begin new deprivation periocd

Pursuant 1o semijon 28-1327, Arizons Fevised Stannes mis documsn 15 o eerd
Storage gsvices of the Tucson Police Diepammen:

z@ﬁ& 5¥b”fﬂdrﬁagﬁ
—}'—- Foale s ﬁﬁ ‘5{,“':’&

got 5t

Not a Successfully Completed Test Sequence

ed duniisate of the information contine: o compie

(s



INTOXILYZER BODG
Location: TUCSCH PD
Serial Muomber: B80-002281

07/23/2009 07:42:36 \.\
fStandard Lot#: d08101G @
Last Changsd By: S. CIONE #50616

QAS: C. STRALB #50TT2

TOCSON PR

Test g/210L Time

Alr Blank 0.000 07:43:03
Cal Check 0.099 07:43:22
Air Blank 0.000 §7:43:52

rator's Signature

Prsgpsnr o setvo= 78-1377, Anizoss Blevieed Suuees iy pecomeEm i s cenified =
: Ty <ty z gxmbroere of the mineTETios tontmses T st
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PARED PURSDANT TC DITY IMPOSED E
A.A.C. R13-10-104(aA)

ARIZORA DEPARTMERT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES &
INTOXILYZEE MODEL BOOO ,ﬁ.’

STANDARD CRLIERATION CHECE PROCEDURE

Q2 Specialist f]h{%é #thﬁgﬁ AGENCY Tucson Police Department
DATE sz;gé@ :

g TIME & ;
Intoxilyzer Serial € ﬁﬂ-ﬁégé! Location

{ y#?’ l. Ensure that gas tank is attached to instrument and contains a
standard alcchol concentration solution 0._jfpo A,
aR
Pour a Standard alcohol concentration solution AT,
intce a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and
aliow temperature to reach 34°C <+ €.2°C

Intoxilyzer BOO0 display reads “PUSE BUTTON TC START™

L3

Lad

. Go to the “Controel Testing Menu”. Select “D" for dry
gontrol test or “¥" fer wet control test. Alter
selection I=s made press ENRTER.

4., Air blank completed.

. Calibration check completed., Test results 0. /PO Aac,
2ir blank completed.

n

W

o1 i

. Remove printed record. Arttach the record to the compisted
checklise,

SIGEATURE

Les Form Exh G-2 ({Rev, 05-01)

Pursuant (o seciion 28-1327, Avizona Revised Statntes, this docrment 13 @ certified duplicate of the {nformetion contained in
compuer Worage devices of the Tucson Police Deépariment.
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INTOXILYZER HOOQD
location: TUCSON FD
Seriz! Number: B0-00226%

07/23/2009 GF:2%1:30 \\

srandard Lot#: BOBI01G
Last Changed By: B. CIONE #30616

QAS: C. STRAUB #50772
TUCSON 2O

Tast g/210L Time

Alr 8lank Q.000 07=21:358
Cal Chenik 01080 0F:=22:76
Eit Blank 0.000 07:22z486

ator's Signature

Fuoreuant w zection 28-1327, Arizone Poviedd Somzes mit doumen = 5 senifies dopli=ges e ——
SENEgE covicss of the Tocsor Polie= Trepmme = e *



