CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917

| hereby certify that these documents are a true and correct copy of the &‘\ 'LGD\

periodic maintenance* for the Intoxilyzer 8000 Serial Number "bh'
£0-0022561 maintained by the Tucson Police Department @5

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC 10 0.110AC.

Date: jp/;s/02 Call 0.099 AC Cal2 0.1p0 AC
Between the dates of 9 /I"?/-‘_?? and _w 01

the instrument was ﬁperatihg p!{'ﬂpﬂ}l}’ and accurately.

The instrument was taken out of service for repairon _—
The instrument was returnad to service on —

W&bn{

Sarah L. Cione
10/a1/09

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this 27 /¥ | day of
(oo LA 2045 .

e 7
Ar 65 A =
j— OFFICIAL GEAL

==\ AM. HERNANDEZ |

|
I : I e
| G278 PIMA COUNTY |
*Includes documents specified in A.AA.C. R13-10-104.A.5 | SEE yy Comm. Exp. Mar. 17, 2012 |

Pursuans: to section 28-1327, Arnizona Revised Statutes, this document = a certified dupicate of e
information conzained in computer storage devices aof the Tucson Police Department.
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ARIZONA DEPARTMENT OF PUOBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL BOOO \\

STANDARD QUALITY ASSUEAHCE'ERGCEDURE

\J

QA SPECIALIST ngEE;1éhbng AGENCY Tucson Police Department
BATE ra}ﬂsfnfr TIME _9!)9

INTOXILYZER SERIAL & §0- 00224] LOCATION DT HE

{J/ | 1., Display reads “PUSH BUTTON TO START"

DIAGHOSTIC TESTS

{vf )} 1, £flock time check.
://? 2. Date check.

EFERRTIONRL TESTS

i #/J Alconol-free subject test result 0.0p0 -1
(7 ) . Error recogniition legic systsm functioning.
Kot a Successiully Complered Test Ssgquences printed
(v 3 3. Frgper szmple recognition system.
Mot & Successfully Completed Tesc Seguence printed
Daficient sammle printad.
:u//: 4. Standard Calibracion Check standard 0. (a;g AC

Resuic: C. 00 EC

S

Instrument is operating properly and sccurataly. YES / NO

COMMERTS

SIGHATURE ?ﬁﬂ@é {:!'pﬂf

B2 Forxm Exh G-4 (Rev. 05-D1)

Pursuani io seciton 25-1327, Arizoma Revived Siorates. iz document iy o certified duplicate of the information containes e
COmRNT Storgpe devices af the Tucson Police Departeers



Lot 7.

THTOXILY¥ZER 8000
Location: TUCSON PD

Serizl Number : 80-002261 /l?l\
10/15/2009 09:20:48 \
Standard Lot#: 8260011

Last Changed By: C. NOLAN £38874

QAS: 5. CIONE §50616

TICSON D

Operater: 5. CIONE #50616

TUCSON Ph

Subject: SQAP,TEST
poB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:21:35
Diagnostic Test Pass 09:22:03
Air Blank 0.000 09:22:30
0.100 cal Check 0:.100 09:22:49
Air Blank 0.000 09:-23:18
Subject Test 0.000 09:23:41
Air Blank 0.0d0 09:24:08
Five Minute Wait ABT*

Air Blank 0.000 09:24:49

*Sequence Aborted

Not a Successfully Completed Test Sequence

Farsuan o seetion 381517 Ave e 3
Sl o : 47 A Zona Fevisee Sianmgr g GUSLmEN fr & oprtitad dimi .
v *0rage acvicer of the Tuzson Police Deparimen: " SETIRES Supilzate of the informanen comaraed o



5o Ty
INTOXILYZER 8000

Location: TUCSON PD
Serial Number : B0-00ZZ61

10/15/2009 09:26:41 /{D&\
Standard T.ot&: R2A001T \
Last Changed By: C. NCLAN #38874

QAS: S. CIONE #506176

TOCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Periaod? Yes

Test g/210L Time
Zir Blank RPI* GG 27210
Air Bilank IpS** 09:27:27

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

=}
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INTOXILYZER 8000
Location: TUCSON PD

‘/o}’ oy
rial Number : B0O-DB02261

10/15/2009 0%:28:58 /ﬁ}\

Standard Lot#: BZ260011I

Last Changed By: C. NOLAN #38E74
QAS: S. CIONE 250616
TUCSON D
Operator: §. CIONE #50616
TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111

P aian . Pl L, @ aa
weEA. D T L. L}

15 Minute Deprivation Period? Yes

Test alf210L Time

Air Blank 0.000 09:29:42
Diagnostic Test Pass 09:30:09
Air Blank 0.000 09:30:36
0.100 Cal Check 0.099 09:30:55
Air Blank 0.000 09:31:25
Subject Test G.028= 09:34:33
Air Blank 0.000 09:35:04
Air Blank 0.000 09:35:31
Subject Test KAXH* 09:35:54
Air Blank 0.000 09:36:26

*Deficient Sample
**Invalid Sample
Begin new deprivation peried

Not a Successfully Completed Test Sequence
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INTOKILYZER 8OO0 S ' 75 (

Location: TUCSON 2
Serial Rumber: B0-00Z261
10/15/2009 09:37:03

TUCSON FD

Teat g/210% Time

Air Blank 0,500 09:37:30
cal Check 0.100 09:37:49
Air Blank B-000 ga:38:18

; Operater's Signature

=,
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EXEZIEIT &G-2 C; r;?
TEIZ REPORT PREPARELD PURSUANT TC DUTY IHMPOSED BY j '5(;
B.A.C, R13-10-104(2)

ARTZONR DEPRRTMENT OF PUBLIC SATETY

STANDRRD QUALITY ASSURANCE PROCEDURES /ﬁﬁ\ d&
INTOXILYZER MODEL B0OC \ 1/&.

STANDARD CALISRATIOR CHECEK SROCEDURE 1‘3'

oa specialist Sarnh (iant AGENCY Tucson Police Department
DATE [E{ISA? Tz 919
7

Intoxilyzer Serial 4 -0 [ Location DT HD
[ “/} 1. Zpnsure that gas tank is arttached to instrument and cont=ins a
standard alcohol concentraticn solution D. D@ AC.
CF

Pour & =standard salechel concentration sclutién Re,
ints a clean dry simulscor and assembie the simuiator. Ensuvre
that a Tighi seal has bsen made. Turn on the simuiator and
allow temperature teo reach 34°C + 0.2°C

) 2. Intoxilyzer B000 display reads “PUSEH BUTTOK TO START™

1v/r> 3. So to the “Control Testing Menu”. Salect “D" for dry
cancrol test or "“W' for wet control test. &After
selection is5 made press ENTEER.

) 4. 2ir blank completed:

{ ) 5. Calibration check completed. Test results 0.8099 AC.

: } 6. ir blank completad.

{ ¥ 7. PRz=move printed resgtord. Attach the record ¢ the completed
checklist.

SIGNATURE ﬁnaeh L%t
(]

DES Form Exh G-2 (Rev. 05-0

Pursuan: 1o sectior: 28-1327, Artzong Revised Starutes, thiz documens & @ certified dupiicase of tie ogformasion contained in
computer siorage devices of the Trezow Police Depgriment



INTOXILYZER 8000 7 Of 75(_

fLocaticn: TUCSON 70
Serial Number: B80-002281

10/15/2009 09:10:23

Standard Lot#: BI6007I

Last Changed By: C. NOLAN $#3B874 \‘
QAS: 5, CIONE #5066

TUCSON FD

Tast gf2ilL Time

Air Blank 0.000 0%:19:50

Cal Check 0.099 09:20:09

Air Blank 0.000 G9:20:38

:: Operator's E‘igﬂﬁt&ru

Pursuant m_minn 281327, Arizona Revised Stulates, this document is a certified duplicate of the information contained in computer
storage devices of the Tueson Police Department.



