CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 83701-19]7

I hersby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilvzar 8000 Serial Number

£0- 002241 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A 2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: ::LZ}Q[Q& Cal 1_p i0p AC Cal2.100 AC

Between the dates of 1 XFE?./ 09 and pfﬁg/g?
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the instrument was operating properly and accurately.

The instrument was taken out of service for repairon _—
The instrument was returned to serviceon -
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Sarah L. Cione
/ ?";A "3/0 2

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this | 7% | day of
_A_Ziw;@m_ 2009
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OFFICIAL SEAL i

Notarv Public & *:P} A.M. HERNA
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“Includes documenis specified m A A.C. RI15-10-104 A5 :xp, M3
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Pursuant to section 28-1327, Arizona Revised Stutmes this document is a certified duplicate of the
mformation contained in computer storage devices of the Tucson Police Department.
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THIS AEP0ORT PRESARED PURSUART TS DETY IMICSED 3% j St;
A.R.C. BRIZ=-10-104(Z}

INTOXILYZER MODEL 8000 f)\

STANDARRD QUALITY ASSURANCE PROCEDURE \:I\,

STANDARD QUARLITY ASSURANCE PROCEDURES /%’\"\ 0\

oa ssecianist Sarph lond AGENCY Tucson Peii Cment
DATS -,r_;l’/ft::ﬁ?? TIME 950
INTOXILYZER SERIAL 4 Eg—mzéf LOCATION BuT HA

(v ) 1. Dispiay reads “PUSE BUTTON TO START
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DIAGNOSTIC TESTS

v
{ ! 1. Cleock time check.
i / 2. Date check.

OPERATIONAL TESTS

Alcohoi-free subject test result 0. g}0 AT,
rror recognition logic system Zuncticoning.

Kot & Successfully Compiated Test Seguence printed

. Proper sample recognition system.

ot & Succes=fully Compieted Test Seguence printed

-
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eficiant sample prinred.
{ ] 4. Standard Calibration Check standard C. 100Q AC

Resplt: 0. [QQ AT

Instrument is operating properly ancé accuratsly. YES a/f NC

COMMENTS

STGEATURS ﬁﬂgb tlimf

]

DPS Form Exh G-4 (Rew. 05-01)

Pursteaing to section 28-1327, drizona Revised Statutes. this docament & o cartifiad duplicate of the informaiion contained i
computer sorage devices of the Tucson Police Deparimen
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INTOXILYZER 8000
Lecation: TUCSON PD

Serial Number : 80-002261 /%b\
12/10/2008 09:52:03 \
Standard Lot#: 8260011

Last Changed By: €. NOLAN 438874

QAS: S. CIONE 450616

TUCSON PR

Operator: 5. CIONE #506146

TUCECN PD

Subject: SQAP,TEST
DOB: 11/11/417177
Sex: F Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank G.000 09:52:45
Diagnostic Test Pass 05:53:12
Air Blank 2.000 0%9:53:40
0.100 Cal Check 0.101 09:53:58
Air Blank 0.000 09:54:28
Subject Test a.000 D9:54:432
Air Blank 0.000 N%:55:-09
Five Minute Wait ABT*

Alr Blank 0.000 J9:55:45

*Sequence Aborted

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
Location: TUCSON PD

Serial Number : 80-002261 /6,\
12/10/2008 10:00:44

Standard Lot#: 8260011

Last Changed By: C. NOLAN #38874

QAS: §. CIONE #50676

TUCEON PD

Operator: 5. CIONE RS0676

TUCSDH PR

Subject: EBQAP,TEST
DoE: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivaticn Pericd? Yes

Test g/210L Time
Air EBlank RFI* 10:07:19
Alr Blank TEs*=* 18:01:28

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
Location: TUCSON FD

Serial Number : B0-002267

12/10/2009 10:02:20
Standard Lot#: 8260011

Last Changed By: C. NCLAN #38874
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #5066
TUCSON FD

Subject: SQAP,TEST
DCB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test ~ g/210L Time

Air Biank 0.000 10:03:05
Diagnostic Test Pass 10:03:32
Air Blank 0.000 10:04:00
0.700 Cal Check 0.100 10:04:18
Air Blank 0.000 10:04:48
Subject Test 0.053* 10:07:56
Air Blank 0.000 10:08:27
Air Blank 0.000 10:08:55
Subject Test XXX ** 10:09:38
Air Blank 0.000 10210211

*Deficient Sample
**Invalid Sample
Begin new deprivation pericd

Not a Successfully Completed Test Seguence
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INTOXILYZER B0CO O;

Location: TUCSON D
Serial Number: g0-002261

12/10/2089 106:10:50 ei

Standard Lot#: 826001
Last Changed By: C. WOLAR F38874

QAS: S. CIONE #50616

TUCSON PO - .
TasT g/Z10L Tioe

Air Blank 0.000 101117
cal Chegk 0.100 10:31:36
Air Blank 0.000 10:12:06
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Dperator's Signature
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THIS RZPORT TREPARED DURSUANT T0 DUTY IMPCSED BY 5¢C
A.A.C. RIZ=-10-104 (5]
ERIZORA DEPASTMENT OF PUBLIC SAFET
STANDARD QUELITY ASSURARMCE PRCCEDURES
INTOXILYZER MODEL 8000 @\ 0
STANDARD CALIBRATION CHECHE PROCEDURE ,{L‘{?‘-
@R Specialist S i AGENCY Tucson Police Depar%man:

DATZ EE(IE(@ TIME 959

Intoxilyzer Sesrial @ jﬂ—ﬁlﬂ&{.f Locaticn DUT HA

1. Ensgre that gas tEnk is attached To instrument anc CONTains a
/- " |
standsrd alcohel concentration soiantion 0. tﬂﬂ ac,
OF

Bogur & standard slcocgngl concenirsEtion solution AC,
inte 3 clean dry simitiator and assemble the simulatsr. Ensure
that @ tight seal has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°

Intoxilyzer BOOD display reads “PUSKE BUTTONK TC STARTY

[

Go to tThe “Cont
control tTest o©

La}

rol Testing Menn”. Select D™ for dry
» SW" fgor wez control tsst. \fter

il

LA

. Calibration check completed. T==:x resul:ts U _|OD AC.

C.
iy
W

Air Blank completsd.

v

v
{ ;/:- 7. Remove printed record. Attach the record Lo The completed
checkfist,

SIGNATURE —M&ﬂ

D23 Form Exh G-2 {[(Rev. 05-01)

Pursuant o seetion 28-1327, Arizoni Revived Stanntes, this dostnent v o certifisd duplicate of the InfGrmalion comained in
computer sioroge devices of the Tucson Folice Departmem



INTCGXILYZER 8000

of Vs
Locaticon: TIICSON PD
Serial Number: BO-002Z817
1210/2009 08:50:16 /\5’\\

Standard Lot#: H260071
Last Changed By: C. HOLAN #38B874

QAS: 5. CIONE #50616

TUCSON PD -
Test afZinL Time

Air Blank 0.000 NB:50:43

Cal Check 0.700 09:5%:02

Air Blank 0.000 09:5%7:31%

Ooerator's Signature
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