CERTIFICATION by CUSTODIAN of RECORDS
Tueson Police Department Crime Laboratory
2705 Stone Avenue Tucson, AZ 85701-1917

0
I hereby certify that these documents are a true and correct copy of the 49\ ’}D\
periodic maintenance® for the Intoxilyzer 8000 Serial Number X
R0 - 00224 I maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.1 10AC.

Date: 2/‘1%0 Call 0.]100 AC calz2 0,091 AC

Between the dates of l/"? /!{:} and 3/“1'/?'3'
the instrument was operating properly and accurately, =

The instrument was taken out of service for repairon _—
The instrument was returned to serviceon ___ ~

ﬁm{) () ont
Sarah L. Cione
2/a/io

ADPS QAS Permit

-

I‘t'.

33355

SUBSCRIBED AND SWORN to before me this C}"E’ , day of

M&%ﬂ_ﬁ?_

I Vo __‘_*.-:,_‘ L 1A

- HERN
Notary Public 1 ’r"'T':'. : ;T.-*.' -
. 2 - ) 1‘“‘,-‘ /J PIMA ’,xul[
*Includes documents specified in AAC. R13-10-104 A5 B gy Comm. Exs. M f 1

Pursuant to section 28-1327, Arizona Revisad Stautes, this document is a certified dunlicate of the
information contained in computer storzes devices of e Tucson Police Department.
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INTOXILYZER 8000 c7! SC
Location: TUCSON FD

Serial Number : BO-002281

02/04/2010 14:27:30 f<ﬁ*
Standard Lot#: 8260011

Last Changed By: C. NOLAN #38874

QAS: S. CIONE - #50616

TUCSON PD

Operator: S. CIONE #506186

TUCSON PD

Subject: SQAP,SQAP
PGB 1141141111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:28:35
Diagnostic Test Pass 14:29:02
Air Blank 0.000 14:29:29
0.100 Cal Check 0.100 14:29:48
Air Blank 0.000 14:30:18
Subject Test 0.000 14:30:39
Air Blank 0.000 14:31:06
Five Minute Wait ABT*

Air Blank 0.060 14:31:45

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant to section 281327, Arizons Revised Statutes, this document is o certified duplicate of the information contained in computer
storepe devices of the Tucson Police Depanment.
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INTOXILYZER 8000
Location: TUCSON PD

Serial Number : 80-002261

02/04/2010 14:32:39 fﬁﬁﬂ
Standard Lot#: 8260011

Last Changed By: C. NOLAN #3BB74

QAS: S. CIONE #50616

TUCSCN PD

Operator: 8. CIONE #50616

TUCsUN FD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Tast g/210L Time
Air Blank RFI+* 14:33:21
Air Blank IPS%* 14:33:29

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuart to section 28-1327, Arizona Fevised Statutes, this document is a certified duplicate of the informatian contained in compuler
storage devices af the Tueson Police Department.
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Location: TUCSON PD
Serial Number : 80-002261

02/04/2010 14:33:33
Standard Lot#: 8260011

Last Changed By: C. NOLAN #38874
QAS: S. CIONE #50616
TUCSCON PD

Operator: S. CIONE #50616

TUCSON FD

Subject: SQAP,SCAP
DOB: 11/11/1111

Sex: F Weight:

111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:34:17
Diagnostic Test Pass 14:34:44
Air Blank 0.000 14:35:12
0.100 Cal Check 0.099 14:35:30
Air Blank 0.000 14:36:00
Subject Test 0.348* 14:39:08
Air Blank 0.000 14:39:41
Air Blank 0.000 14:40:08
Subject Test HHX K * 14:40:33
Air Blank 0.000 14:41:06

‘pericient Sampie
**Invalid Sample

Begin new deprivation period

Yot T

ds

Not a Successfully Completed Test Sequence

Fursuant (o section 231327, Arizona Revised Statutes, this document 8 o certified duplicate of the information contmned in computer

storage devices of the Tueson Police Department.



INTOXILYZER 8000 5# 75{

Location: TUCECH 2D
Serial Number: B50-002261
0zZ/04/2010 ¥4:47:33

Standard Lot#: BZ26007I /‘&\
Last Changed By: C. ROLAN #38874 \

QAS5: 5. CIONE #50616

TESON PO

Test g/210L Time

Air Blank 0.000 14:42:00
Cal Check a.097 14:42:15
Air Slank 0.000 14:42:-49

5&45’:‘/‘3 /J] ) 014

Opera tar's Signature

Pursuunt to section 28-1327, Anzona Reévised Statutes, this document is u certified duplicate of the information contained in compules
storage deviees of the Tucson Police Department.
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ZRIZONA DEFARTMENT OF PUBLIC SATETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 800C

STANRDRRD CELIBRATIOR CEECE PROCEDURE

A:D\\ ,J_&B

O Specialisc ‘Sﬂﬂ\]’] CI‘DH{

N

par

SENCY Tucsen Police De tEant

v JH2Y

DATE QHI/H!.'E

Intoxilyzer Serial 4 90—&@33&’

Location b[}:{' H &

i\/j.

1. Engsure chat ges cank is atteched to Instrument and coftains a
standard aicohol concentration solutisn €. JOO AC.
OR
Popr = standsrcd slicohel concentation solurisn AT,
into a clean dry simulator and assemble the simulator. =nsure
that 3 cight seal has begn mads. Turn on the simulater and
allow temperaturs to reach 34°C + 0.2°%C
(y ) 2. Intoxilyzer 8000 display reads “"PUSE 3UTTON TO START"
:‘vv'" 3. Go to the “Coprtrel Testing Menc”. Select “D" for dry
consrol test or “W" for wet contioel test. After
selection is made press ENTEE.
{ Vv ] §. Eir blank completed.
L] 5. <Calipbrastion check completed. Test reasulis C. ”!t} AT,
{ ) &, ALr blank completed.
i /I 7. Remove printed record. Attach the record te the completed
chacklist.

SIGNATURE "{7/445/: Crvong
AN o
BPS Torm Txh &-2 (Rev, 05-01)

Purgiant to seerioor 28- 1337 Arizong Revived Staruies, this document s a certified duplican of s information conainad i

computer storpge gevices of the Tucson Police Deparimant.



Location: TUCZSON ED

Serial Number: 80-0022871

Q2/04/20110G 14:24:55

Standard Lot#: 8260071 f(%ﬂﬂ
Last Changed By: C. HOLAN #38874

QAS: 5. CICNE #50616

INTOXILYZER §000 '70; ;
b <=8

TIC3ON PR

Tast g/ E10n Time

Rir Blank 0,000 14:25:22
Cal Check g.700 14:25:41
Air Blank o QO 14:36:11

'A;WM* /7 rond

Qperﬂf r's Signature

Pursugnt to section 28-1327, Aneona Revised Statutes, this document isa certified duplicate of the information conteaned in computer
storage devices of the Tucsen Pohce Department.



