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& CERTIFICATION by CUSTODIAN of RECORDS
v Tucson Police Department Crime Laboratory

I hereby certify that these documents are a frue and correct copy of the
petiodic maintenance * for the Intoxilyzer 8000 Serial Number /\’3\1
80 -0 2262 maintained by the Tucson Police Department

Crime Laboratory pursuans to the requirements of the Arizona Department \\3
of Public Safety for a quality assurance program.

Y/

Date: !o’/.;zll’/ae Cal 1_g, 1| AC Cal2 p o0 AC

Between the dates of ‘?/,QS/DX and .IQMM
the instrument wag operatzig properly and acc

urately.

The instrument was taken out of service for repair on - .
X X _—
The instrument was returned to service on -~ i

Swied L

Sarah L. Cione

n/:z;/o&’

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN 1o b fore me thig
, 20 Qg—(

, day of
— ye
MWA/”/U’M/)/}/% OFFICIAL SEAL
v td) A.M. HERNANDEZ
2 NOTARY PUBLIC-ARIZONA
Y PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

Notary Public

*Includes documengs specified in A A.C. R13-10-104.A 5

Pursuant to section 28-1327, Arizona Revised Statutes, thig document is z certified duplicate of the
information contained In computer Storage devices of the Tueson Poiice Department.



EXHIBIT g-4

THIS REPORT PREPARED PURSUANT 70 DUTY IMPOSED BY

R.R.C. R13-10-104/(a) /(?Z 7-56

ARTZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 80C0 /\6\\
&
’5.

STANDARD QUALITY AS SURANCE PROCEDURE

Q& SPECIALIST ngab ﬁrm_g AGENCY 'Tucson Police Department

DATE q/gy TIME 40 :4p

!

INTOXILYZER SERIAL # &0 002242 LOCATION _Cp,:}'n{ Zﬂb
( J/ )1,

Display reads “pysy BUTTON TO START”

DIAGNOSTIC TESTS

{ \/) 1. Clock time theck,
{ l/) 2. Date check.

OPER-ATIONAL TESTS
(4) 1. Alcochol-free subject test result g, 0 AC.

{ ) 2. Error recognition logic system functioning.

/ ‘Not a Successfully Completed Test Sequence printed
( ]2, Proper sample recognition System,

Not a Successfully Complieted Tegt Sequence printed
/ Deficient sample printed.

( ) 4. Standard Calibration Check Standard 0, f0g AC

Result: 0, [QQ AC

Instrument is operating bProperly and accurately. YES / NO

COMMENT 5

SIGNATURE %Ma/) O ons
~ 4

DPS Form Exh G~4 (Rev. 05-01)

Pursuant 1o secyion 28-1327. Arizong Revised Stautes, this docu

ment is a certified duplicare of the information contained in
computer storage devices of the T ucson Police Depariment,
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INTOXILYZER 8000

Location: ARIZONA

Serial Number - 80-002262

10/24/2008 10:41:31
Standard Lot#: 735401¢G

Last Changed By: S. CIONE #50616
QAS: 5. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:42:15
Diagnostic Test Pass 10:42:43
Air Blank 0.000 10:43:10
0.100 cal Check 0.101 10:43:29
Air Blanlk n.000 10:42:c8
Subject Test 0.000 10:44:15
Air Blank 0.000 10:44:42
Five Minute Wait ART*

Air Blank 0.000 10:45:21

*Sequence Aborted

Not a Successfully Completed Test Sequence

FUTSUDNT 10 mamyege mE_ s s —  Cramiran e Ae e, L S var A : : ;
T e frr=tet 2 1e LotpRRT N ATZOIE Teviger S-_"-.".'.'.....'_- TR LEIumET i s SITINiEC mup LI OY Nt @ICTININIO conmnec i Loy

SWTAZe ooviess 67 the Tucsan Folizt Dopormmem



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002262

*RFI Detect
**Improper Sample

10/_4/2008 T0:45:2¢6
Standard Lot#: 735401¢

-Last Changed By: S. CIONE #50616
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSCN PD

Subject: SQAP,TEST

DCB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFI* 10:45:53
Air BRlank IPS** 10:46:01

>

7

3C

Not a Successfully Completed Test Sequence

Tursune v e ELTTEe . N T er . . .
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INTOXILYZER 8000

Location: ARIZONA /ﬁﬂq
Serial Number : 80-002262 \
10/24/2008 10:46:05

Standard Lot#: 735401¢G

Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:47:12
Diagnostic Test Pass 10:47:40
Air Blank 0.000 10:48:07
0.100 Cal Check 0.102 10:48:26
Air Blank 0.000 10:48:55
Subject Test 0.120%* 10:52:04
Air Blank 0.000 10:52:37
Air Blank 0.000 10:53:04
Subject Test XXX H* 10:53:36
Air Blank 0.000 10:54:10

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

FUrseens o nmmnpe anteme =T ! T e T r—— . N .
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Bursuzas v

Sl0TEZE Dy

Location: ARIZONA

Serial Number: 80-002262

10/24/2008 10:54:26
Standard Lot#: 735401G¢

Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616 -

INTOXILYZER 8000 H

TUCSON TD

Test g/210L Time

Air Blank 0.000 10:54:54
Cal Check 0.10Q 10:55:12
Air Blank 0.000 10:55:42

=aah Ciops

Aperator's Signature

am v p—
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EXHIBIT -2

THIS REPORT FREPARED PURSTUANT TO puTy IMPOSED BY é 7
A.A.C. R13-170-1p4 (3) f
3C

ARIZONA DEPARTMENT oF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES &k\

INTCXILYZER MopEr, 8000 /5bg
STANDERD CALIBRATION CHECK PROCEDURE W\
QA Specialigt 10 AGENCY Tucson Police Department
:S-QQQALLL_________ ——————--2021C€ Department _

DATE Jp D TIME 10: 49 ‘
Intoxilyzer geria) # R0-002242 Location LQQK’ ZQA

( /) 1. Ensure that gas tank isg 2t tached tp instrument ang tontains g
Standard aleccghol concantration solution . (00 AC.

Powr a standarg alcohnol concentration solutien AC
into a clean dry simulator and assemble the simulator, Ensure

)2, Intoxilyzer gpog display reads “PUSH BUTTON 70 START"

o/ ) 3. Go to the “Control Testing Menu”. Select “D” fop dry

Control test or W'  far wet control test. After
Selection ig made presg ENTER. '

Air blank completed,

Calibration check completed. Test results 0. /() AC.
Air blank completed.

Nyt s

Remove printeg record. Attach the racord to the completed
checkligt, '

SIGNATURE égﬁgé (?m' af 3

DPS Form Exh G-2 (Rrev. 05-01)

FPursuan to section 28-1327, Arizona Revised Statutes, this document is o certified duplicate of the tiformation cortained in
vomputer storage devices of the Tucson Pofice Department
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INTOXILYZER 8000

Location: ARIZONA q
Serial Number: 80-002267
10/24/2008 10:40:02

Standard Lot#: 735401¢
Last Changed By: 5. CICNE #50616

QAS: 5. CIONE #50616 -

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:40:30
Cal Check 0.107 10:40:49
Air Blank 0.000 10:41:18

iilﬂéLfb (f:a/Ll
Operatoiﬁ 's Signature
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