CERTIFICATION by CUSTODIAN of RECORDS
W Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-19]7 Au\\ 1‘/’5\

I hereby certify that these documents are a true and correct copy of the W
periodic maintenance® for the Intoxilyzer 8000 Serial Number

20 -002262 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the foliowing
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:_(gﬁ_s,[m Call Q.11 AC Cal2_0./pp AC

Between the dates of 3 EE:Z ,f:gj and m:ﬁ.! ;Zﬂf
the instrument was operatihg properly and accurately.

The instrument was taken out of service for repairon _—
The instrument was returned to service on —

;’éﬂdﬂh‘r C':Emf

Sarah L. Cione

10/21/09

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this__ 7 /% | day of
(_cfabih 2009 .
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e LEPIIAL SEAG
~

Notaryv Public (e AM, HERNANDEZ |
: i M= L] NOTARY PUBLIC-ARIZONA
RN e 1 ’ oy
—— X gy < s PIMA COUNTY
*Includes documents specified in A.A.C. R13-10-104.A.5 L NIy .r'.s.nm ‘r.kn ar 17 rl_f,.-L

-

Purstiant to section 28-1327. Arizona Revised Stamtes. this document 15 a certified doplicate of the
miormation contained in computer storage devices of the Tucson Polce Deparment,



EXE=SIT &-¢ l% 7-SC

DARED PURSURNT TO RCTY IMPO3ED JY
-A.C 1

i-10-104 (&)

THIS REFORT PR

ARIZONAR DEDABRTMENT OF PUBLIC SAFETY

STANDRRD QUARLITY ASSURANCE ZFROCEDURES

TNTOXILYZER MIE.EEIEL+ 8000 GDC\
/{J\'\ q,‘*}

STANDARD QURLITY ASSURENCE I?RECEEZ‘EE
\J
QA SPECIALIST SQ£B}1CLbﬂM AGENCY Tucson Zclice Department
DATE IOIAS/{?? rue 9.23
INTOXILYZER SERIAL § Qo -00226A  LOCATION DUT HRQ

(v ? 1. Display reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
(V') 1. clock time check.
( ./ 2. Date check.

OPERATIQONAL TESTS

( "} 1. Rlconhol-free subject cest result C.000 AC.
( /1 2. Erzor racognition legic systesm functioming.
Hot a Suceessfully Completed Test Ssguence printag
{ ' 3. Proper sample recognition system,
Mot a Successiully Completed Test Seguence printed
Deficient sample printed.
{ v} 4. Standerd Calibration Check standard t.jo0 AT
Resulit: 0. o0 AC

Instrumenkt is operating properly and accuratelv. YES / D

COMMENTS

SIGNATURE égmb_ﬁ:'mf
) Lo1s

DPE Form Exh G-4 (Rev. Q5-01)

Pursuans io section 281327, Arizone Revises Storaiey, this docament ic a dertified duplicaie of the information contdimes =
ZomputsT Sorape deveoe) of e Tucron Podice Departmerns



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-D02262

10/15/2009 09:24:25 (ﬁ}l

Standard Lot#: 8260011

Last Changed By: C. MORAND #24219
QAS: S. CIONE #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD

Crailm=a ek ¢ OARTY MEOMm
e L L = ¥ =t

PCB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:25:12
Diagnostic Test Pass 09:25:39
Air Blank 0.000 09:26:06
0.100 Cal Check 0.107 09:26:25
Air Blank 0.000 09:26:54
Subject Test 0.000 09:27:10
Air Blank 0.000 09:27:37
Five Minute Wait ABT*

AiT Blank U.uou 09:28:12

*Sequence Aborted

Not a Successfully Completed Test Seguence
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INTOXILYZER 8000
Location: ARIZONA
Serial Number : B80-002262

10/15/2009 9:28:34 {1
Standard Loté#: B26001I fia
Last Changed By: C. MORAND #24219

- QAS: S. CIONE #50616
TUCSON FPD
Operator: 5. CIONE #50616
TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 09:29:20
Air Blank IPS** 09:29:29

*RFI Detect
**=Improper Sample

Not a Successfully Completed Test Sequence

Errsymm s w 2RI - 5 an

FIm i sechion 281327 Armoni Bevives Siguger thu dosumen; riiiked
B — -y r ol g
Sompes Sitrage oevicer & the TR

Tuzzon Foitrr Deporimen: SERHEOIE £ fn HTTrmanon comomed



INTOXILYZER 8000
Location: ARIZONA
Serial Number : B80-0022862

10/15/2009 09:29:48 /\5‘1

Standard Lot#: B260071

Last Changed By: C. MORAND #24219
QAS: S. CIONE #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,TEST
DOB: 1./ 111)
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test al/210L Time

Air Blank 0.000 09:30:34
Diagnostic Test Pass 09:31:02
Air Blank 0.000 09:31:29
0.100 cal Check 0.101 09:31:48
Air Blank 0.000 09:32:17
Subject Test 0.043* 09:35:26
Air Blank 0.000 09:35:57
Air Blank 0.000 09:36:24
Subject Test AN ** 09:36:40
Air Blank 0.000 09:37:12

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Seguence
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INTOXILYZER 8000 S E% r7.SC

Locastion: ARIZONA
Serial Bumber: 80-0022562

10/15/2009 09:37:4%6
Standard Lot#: B2ZE0011I l\
Laat Changed By: C. MORAND #24219 -

QAS: S. CIONE #50616

TUCSON PD .

Tast g/210L Time

ARir Blank 0.000 02:38:13
Cal Check 0.100 09:38:32
Air Blank ¢.000 09:39:02

—<anah Loy

¢ l:rpual:ar ‘s Signature

Th. :

<THERuan foreprion 35. 1507 4 5

= : FeRmIES L AT Rivered Srarutey  this dee T .

Sompute sioeage devieer oftac Tucson Police Denarpment FESmERS i & coriiied duplizaie o the ffemanin conamey -
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THIS REPORT PREDPARED PURSURNT TC DUTY IMPOSED BY é‘% r7f>(
E.A.C. AI3-10-104(R)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDZAD QUALITY ASSURANCE PROCEDURES b‘\
INTOXILYZER MODEL 8€00 \ "‘1-

v
STANDARD CALIBRATION CHECE PRCCECDURE \Q'

Q& Spaciaiist Sambt 1onf AGEZRCY Tucson Police Department
DATE [P /{s_r/aq TIME §:27

Iintoxilyzer Serial § -0 ] Location DU/ T HD
L]
tl/# 1. Ensure that gas tank is attached to instrument and contains =
standard alcohol concentration sciction 0. _|Of AC.
o5
Four 2 standard alcohol concentration solution AT,

inte a clean dry simulater and assemble the simulator, Ensure
that a tight s=al has been made. Turn on the simnlator and
aliow cemperature to reach 34%°C + 0.2°C

~N
X

Intoxilyzer BOOD display reads “PUSH BUTTON TO STERT"

N

Go to the “Coatrel Testing Menr". Select *D" for dry
control teat eor “WW for wet control test. After
sslection is made press ENTER.

(] 4. Air blank completed.
[ & ) B: Celibration check compietsd. Test results 0. [{H AC.
{ o } €. Air blank compieted.

T

. Remove printed record. Attach the record tec the completed
chacklist.

SIGNATURE 7‘4&4@&@_&”

025 Form Exh &-2 (Rev. 05=01)

Pursuant (o section 25- 1327, Arizone Revised Stamtes, this document ix & certified dupiteave of the tnformmon conined tn
compuier storage devices of the Tucsom Police Department



INTOXILYZER 8000 7 Cf '75 c

Location: ARIZOHA
Serial Number: 80-002262
10/15/2009 09:23:02

Standard Lot#: B26007=

Last Changed By: C. MORAND #24213 Kﬁ?}h{

QAS; 5. CIONE #50616

TCSDE PD -
Tast g/210L Time

Air Blank 0.000 09:23:30

Cal Check g.1m 09:23:48

ABir Blank 0.000 N9:-24:18

-———é:fghdihédéléd’

Operator's éignature

Frsruer: 1o section 351327 R ' g meg
: 1o sezion JE132 / ._#;r:_an.: Aevtrsd Siatnes . this documpy g o SETIES Suniitate o e fr
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