CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Deparoment Crime Laboratory
270 8. Stone Avenue Tucson. AZ 83701-1917

@ f;;l‘)

I hereby certify that these documents are 2 true and correct copy of the /‘U\\q
periodic maintenance® for the Intoxilyzer 8000 Serial Number ’L
80-002262 maintained by the Tucson Police Department
Crime Laboratory pursuant 1o the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A 2,
for 2 0.100AC solution are 0.090AC 10 0.110AC.

Date: ;2 géafgj Call p.10] AC Cal2 0.1p! AC
Between the dates of 2 /09 {,1{:! /A

the instrument was operafing properly and accurateh

The instrument was taken out of service for repair on _—
The instrument was retumed to serviccon —

<anah Lriont
= 7

Sarah L. Cione
l:z.‘/t‘}}/a{i

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to beforemethis___ /7% dav of

fﬁ(\/[é&fﬁgggd;’/ T
N e tip—

A H } WDEZ
Notary Public @: dhars RY PUBLIC-ARZOH)
\;\{" v 5 P COuUl
*Includes documents specified in A A C_RIZ-10-10£.A5 e Cewm.

Pursuant to section 281327, Arizons Revised Stanites. this document s a cerified duplicate of the
information contained in computer storzes devices of the Tucson Police Depamment.



EXSIBIT G-4 ] of '7
5
THIS RE20RT PREPARED PURSUANT TC DUTY IMFOSED BY C
A.A.C. RI3-10-104 (A

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PRCCEDURES
INTOXILYZER MODEZ 8000 .xh‘\
,\:\

STRHDARD QUALITY ASSURARNCE PROCEDURE

oa seecrazzst Sarahont AGINCY Tucson Polize Department

DATE _J2 {ighﬁ TIME 477
INTOXILYZER SERIAL ¢ R -M22(2 LocaTzor DUT HQ

{ /r 1. Display raads “PUSH BUTTON TC START

DIAGNCSTIC TESTS

L/ 1., Clock time check.
| I 2. Date check.

OBPERRTIONAL TEETS

I“"f i1, Alcohol-fres subject test result 0,000 AC.
{ v+ 1 2. Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed
(v} 3. Proper sample recognition system.

Hot a Successfully Completed Test Seguenrce printed
/ Deficient sample printed.
(¥ ) 4. Standarc Calibration Check standard 0. 00 AC

Resplt: ©. ‘QI aAC

Instrument is cperatiac properly and accurately. YES ,/ NO

COMMERTS

SIGNATURE M_ﬂw

DPS Form Exh -4 [Rew. 05=-01)

Pursuant to yection 28-1327. Arizona Revided Statites. this doctonent o a eerrified duplicate af the informaiton contained in
computer slarae devices gf the Taeson Palice Deparimen



INTCXILYZER BQO00
Location: ARIZONA

F %
Serizal Number = 80-002262

12/10/200%9 09:19:05
AN

Standard Lot#: 8260011

Last Changed By: C. MORAND 224219
QAS: 5. CIONE #50616
TOCSON PD
Operator: S. CIONE #50676
TUCSON PD

Subject: SQAP,TEST
Ces: 11/11/711
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 £33 191585
Diagnosti¢ Test Pass 09:20:22
Air Blank 0.000 09:20:50
0.100 Cal Check 0.102 09:21:08
Air Blank 0.000 09:21:38
Subject Test 0.000 09:22:05
Air Blank 0.000 0%:22:32
Five Minute Wait ARTY

Air Blank 0.000 09:23:06

*Sequence Aborted

Not a Successfully Completed Test Segquence

Dy 1337
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% /s
INTOXILYZER 8G00
Location: RRIZONA
Serial Number : BO-002262

12/10/2009 08:23:13 f<7}'\
Standard Lot#: 8280011

Last Changed By: C. MORAND #24219

QAS: 3. CIONE #506E16

TUCSON PD

Operator: S. CIONE #5086

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Depriwvation Periocd? Yas

Test g/ 210L Time
Air Blank RFI* 09:23:42
Alr Blank IPg** 09:23:50

*RFI Daetect
**Tmproper Sample

Not a Successfully Completed Test Sequence

[+
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INTOXILYZER 8000 Z{ U7fr?2<

Logation: ARIZONA
Serial Number : B0-002262

12/10/2009 0%9:24:34 b\
Standard Lot#: BZ260071 \
Last Changed By: C. MORAND #24219

DAS: 5. CIONE #50616

TOCS50N FD

Operator: . CIONE #R0616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: ¥ Waight: 111

15 Minute Deprivation Period? Ves

Test g/210L Time

Air Blank 0.000 (9:25:22
Diagnostic Test Pass 0%:25:49
Air Blank 0.000 09:26:16
0.100 Cal Check 0.101 02:26:35
Air Blank 0.000 09:27:05
Subject Te=zt 0.081#* B30T 3
Air Blank 0.000 09:30:45
Air Blank 0.o00 BRI 018
Subject Test XEX** 32:31:41
Air Blank 0.000 2:32:15

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

T pp— i {335
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INTOXILYZER E8000

Location: ARIZOHA

serial Number: 80-002262

12/710/2009 G9:32:39

srandard Lot#: B260071 /@[\
1ast Changed By: C. MORAND $24213

S¢

TUCSON PD B

Test gf210L Time

sy Blank 0.000 09233207
Cal Checx g.1n 09:33:26
Air Biank G.000 DE:33:53

Ciond

# operdtor's Signature

-
Pursuanr o pectzor 35-1317 E
- r IR-1317 Argoms Aovized Stenmes thiy & Bl s -
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ARIZONKE DEPARTMENT OF PUBLIC SRFETY

STANDARD QUALITY ASSURANCE PRCCEDIURES
INTOXILYZER MODEL 8CO00 ((

STANDARD CALIBRATION CEECE PROCEDURE .{L

QA Specialist Erﬂbf % 4 ASENCY Tucson Police Degartment

S/ 1Y/5 ez 97
Intoxilyzer Seriz® £ S0-00224L2 Locazion DUT HQ

{ ¢/: 1. Ensurs that ges tank is attached tc insTrument and contains a
stamdard alcohol concentration selution 0. 08 AC.
OF
Pour & standard alcohol concentration solution AT,

inks & clean dry simulator and assemble the gsimulator. Ensure
that & tight seal has been made. Turn on thne simulator and
sllow temperature to reach 34°C + 0.2°C

N

.
g8

Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

-
78
il

Go to the “Control Testing Menu"”. Select D" for dry
control test or “F" for wet contrel test. Aiter
selection is made press ENTER.

ol
®

Air blank completed,

Calibration check completed. ¥Yes:z results C. ) AC.

f#ir blank complieted.

A K

. PRemove printed record. Astach the recorxd to the completed
checklist.

DPS Form Exh 5-Z {(Rewv. 053-01;

Pursuant to seetion 281327, Avizone Revised Stanites. (his docwment is a cartified duplicate of the tnformation cofttainiad in
oomputer storage devices of the Tucson Police Dépariment.



I
SHTERANI IO geeTion 38-030

INTCXILYZER 8000
Location: ARIZOHE

Serial Number: B0-00Z2262

T2 102009 (4 Gl I

Standard Lot#: 8260071

Last ChHanged By: C, MCEAND ¥24219 /{5Li
QAS: 5. CIDNE #50618

TUCSON BD , -

Test aif 2105 Time

Bir Blank 0,000 09:18:00

Cal Check 0101 09:18:79

Alr Blank [.odo 09:18:48

~<anah (iond

o

7 drizong Revived S . i
: Ty f SEELRILD. IR Zerumenr
combuter sierags devices of the Tusson Balipe o

Dpr-.-z':a-'or 's Signature
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