e* for the Intoxilyzer 8000 Seria] Number
maintained by the Tucson Police Departmen;t

Crime Laboratory pursgan: to the requirements of the Arizona Department
of Public Safety for a quality assurance program. '

A quality assurance Specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy fimits, as defineq in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0,090 AC to 0.110AC.

Date: _L(’/m/oéi Call 0, /03 AC cal2 0, /02 AC

————

Between the dates of ’3523[03 and 4 /] 0/0&7
the instrument was Operating properly and accurately. / 7/

The instrument was taken out of service for repair on :
k4 »
The instrument wag returned to service op  —

wm{

Sarah L. Ciope
4/)14/p8
77
ADPS QAS Permit # 33355

—————

SUBSCRIBED AND SWORN 1o before me this /¢ , day of
Iﬂﬂf - 20&.

- (5
40

=¥ NOTARY PUBLIC-ARIZONA

"= My Comm. Exp. Sept. 4, 2008 '

r7

P OFFICIAL SEAL / /)//
Lo\ KATHY A. KINNEY. V2o v/, V904 .7,

*Includes documents specified in A.A.C. RI3-10-104.4.5

Bursuant to Section 28-1327, Arizona Revised Statute's, this document js a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



Lanis g oo -2

THIS REPORT PREPZRED PUR SUANT TC DUTY IMPOSED py

A.a.c, Ri3-10-104(2) /%75(:

ARIZONZ DEPARTMENT OF PURLIC SAFETY

STANDARD Quarrpy ASSURANCE PRoOCEDURES
INTOXILYZER MopEr, ggpg /YSL\

L d
STANDARD Quaryry ASSURANCE PRoCEDURE *‘l"‘t

QA SPECIALIST ' SG{Z& ( :fomi AGENCY Tucson Police pe Brtment

DATE g TIME 9 :

INTOXILY zEm SERIAL # & "0’022&’;{ LOCATION%MQ “D(/I_H

(V) 1, Display reads “pyey BUTTON TO gsrapy

DIAGNOSTT C TESTS

( /) 1. Clock time check.
( ) 2. Date chazk .

OPERATI ONAL TESTS

(Y0 1. Alcchol -Free subject tegt result g. (200 AC.
( l/ ) 2. Brror recognition logic system'functioning.

Not a Successfully Completeq Test Sequence printeg
(\/ ) 3. Proper Sample recognitiog System. - '

(V') 4. Standarg Calllc%"ation Check standarg o, ,/ Qo AC

SIGNATURE ’.M%Z { ,;Qﬂ!e —

DPS Form Exh G-4 (Rev, 05-01)

Pursuans 1o Section 28-1327 4 rizona Revised Stanutes, this documen; js o certified dupliegre of the information coNrained i
computer storape devices of the Tueson Poijge Department



INTOXILYZER 8000 _ :
Location: Tucsoy POLICE DEPT
Serial Number - 80-002264

04/10/2008 o 09:50:27

Standard Lot#: 735401g

Last Changed By: J. HAWKINS #42401

QAS: S. CIONE #50616

TUCSON pPD

Operator: §g. CIONE #50616

TUCSON PD ‘

Subject: SQAP, TEST

DOB: 11/11/1111

Sex: F Ny Weight; 111 .

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 ' 09:51:16
~ Diagnostic Test Pass. 09:51:44

Alr Blank . U.uou U9:52:71

0.100 Cal Check 0.102 09:52:30

Air Blank 0.000 09:53:00

Subject Test 0.000 09:53:21

Air Blank 0.000 09:53:48

Five Minute Wait ABT* '

Air Blank “0.000 09:54:43

*Sequence Aborted

Not a Successfully Completed Test Sequence

ﬁmummrﬁm:&ﬁﬁﬁmmma- is doeue:
= il wmmSnmzammnmm.' s birera . ) L
of the Tnesen Police Deparancn; o 0TI is 3 cartifiag fuplizate of fhe miformation containeg in mmpm

“mﬂmdwma

L Tsc
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INTOXILYZER 8000

Location: TUCSON pOLICE prpep . “
Serial Number - 80-002264 ‘ '

- 04/10/2008 ~ 09:54:58
 Standard Lotg. 735401¢ |

Last Changed By: J. HAWKINS_ #42401

QAS: S. CIONE #50616

TUCSON PD

Cperator: s. CIONE #50616

TUCSON PD ‘ ' '

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F . Weight: 111

15 Minute Deprivation Period? Yes

- Test g/210L © Tipe
Alr Blank RFI* » 09:56:10
Air Blank IPS** 09:56:23

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursusn: o seerion 28-1530 ‘ATizone Revyi Stanras e 4 '
’ sed ™=, this docmen i i Hizars ; ; e
mmg:-d-vicc; of the Tugson Foj; De 1 £, tis oo & oertifiag dupiicate of the mformation tomtained ip EOtmpIer



INTOXILYZER 8000

It 7sc

Location: TUCSON POLICE pEpr -
- Serial Number : 80-002264 , - f‘ﬁh'
04/10/2008 09:56:40
Standard Lot#: 735401¢ |
Last Changed By: 7. HAWKINS_ #42401
QAS: 5. CIONE | - #50616
TUCSON PD -
Operator: S. CIONE - #50616
TUCSON PD '

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F y Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L - Time

Air Blank 0.000 ' : 09:57:30
Diagnostic Test pass 09:57:57
Air Blank 0.000 - 09:58:25
0.700 Cal Cheéck 0.102 09:58:44
Air Blank 0.000 ‘ 09:59:13
Subject Test 0.064x* : 10:02:21
Air Blank 0.000 - 10:02:53
Air Blank 0.000 . - 10:03:21
Subject Test XXX ** - 10:03:51
Air Blank ¢.000 10:04:24

*Deficient Sample
**Invalid Sample: _
Begin new deprivation period

Not a Successfﬁlly Completed Test Sequence

Pursuany 1o setion 28-1327, Arizona Revigsd Stmyreas

mﬂg:. =y

t8 F the Tuzson Pog Deparmmen this desumen is 2 certifiag Suplicate of the information contzined in compger



Pursugnr 15 s=en

of the Tucy

INTOXILYZER 8000

- Location: T1ucson popick DEPT

" Serial Number: 80-002264
04/10/2008

QAS: 5. CIONE #5061¢

TUCSON PD
Test g/2101
Air Blank _ 0.000
Cal Check 0:102
Air Blank 0.000

| w /jlf:?n/ )

10:08:32

/Operator[' s Signa\:ure

an Folice Deparmen;,

an 28-1327, ‘Atizona Revised Stzninzs, this dotumen g 5 certified duplicare of ths informariay, eontamed in compyper



EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED gmv

A R13-30-104¢a) é% 7
SC

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QuarrTy ASSTRANCE PROCEDURRg /‘614
INTOXILYZER Mopgpy, 8000

STANDARD CALIBRATION crpey PROCEDURE L{'\'{'?’
QA Specialist Sﬁ : CIOﬂ{ AGENCY Tuegon Police Depaxrtment
DATE 0/0 TIME 4/

Int Xilyzer Serial # 30*(2c222éﬂ Location Tfﬁﬂ ;?‘AUI}/Q

(V) 1. Ensure thas 988 tank is attacheq Lo instrument ang contaings s
Standard alcohol concentration solution o, [{?‘Q AC,
CR '
Pour 3z Standard alecchel concentration solution ac,
into a clean dry simulater and assemble the simulatoer. Ensure
_ that a tight seal has bean made. Turn on the Simulator ang
‘ 2llow temperature tgo reach 34°¢ + 0.2°¢
/

) 2, Intoxilyzer 8000 display reads “PUSH BUTTON ‘TO gTaRT"
'\/)

Ge teo the “Control Testing Menu”. gelect “D” for dryr

Control tegt or YW  for wWet control test. Aftar
selection ig made presg ENTER.

Zir blank Completed,.

Air blank completed.

<
N o s

—
—

Remove prinpteg Tecord. Attach the record to the Complated
checklist :

SIGNATURE /éy,a//; cbnﬂ

DPS Form Exh @-2 {Rev. 05-p1}

Pursuans 4 Section 28-1327, Arizong Revised Statutes. ths document is o certified duplicare of the information contained in
computer storage devices ol the Tucson Polige Departmen:



INTOXILYZER 8000 - 7%7\?(

Location: TUCSON PoLICE pEpT |
 Serial Number: 80-002264

04/16/2008 09:48:47 - '
Standard Lot#: 735401G S -i I

TUCSON PD

Test g/210L Time

Air Blank 0.000 . 09:49:14
Cal Check 0.103 09:49:33
Air Blank 0.000 059:50:02

fma/? oy

Operator's Signature

Pursuent 1o Section 28-1327, ‘ATizoma Reviseg Sranres, this dg

SR is & certified dupiicme of the ; 1 ined i
Sorege. dsviccs of the Tuesoy Poiice D'.:pm:m‘, certify _ e of e mformarion commzined in Bmpu:r



/o/S?SC

TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZ_ER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE

bae: _ 3/20/b% T

\-K‘
QAS: IL}[AWM A3 “/7"/@” /

Intoxilyzer Seria] Number: gb 002 4 4

New Lot Number: 735 G/ o/ G,

New Expiration Date: ; % Dﬁf QOO(:} :

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
Remove the ol4d gas tank and install the new one.
Hit the “ESC” key twice and swipe the QAS card.

Go to the “M-Maintenance” menu and select “S-Standarg Change.”
Select “D” for dry gas and enter the following information:

Enter Target Valye: 0.100

Enter Control Lot #: From the tank Jabe]

Enter Exp Date: From the tank label (mm/dd/yyyy)
Editinfo Y/N? Y or N

Update Std Info? v ENTER

“Please wait saving, ,.”

o~~~
\\,
-hb-)l\.)t-—-

SN

Hit the “ESC?” key twice.

~— -
\;\
[= AT T Y

Go to the “M-Maintenance” menu and select “T-Control Testing.”
Select “D” for dry control test, After selection is made press
ENTER.

7. Air blank completed.

Calibration check completed. Test results 0. /O S AC.
Ailr blank completed.

e

SERN

SIGNATURE

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is 5 certified duplicate of the ihfonnation contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8010

Location: TUCSON POLICE DEPT

Serial Mumber: B[-§02264

03,22/2088 19:50: 14

Standard Lotd: 735416
Last Changed Bu: J. HAWKINS E424p|

ORS: ). HARKING Hd240)

TUCSON PO

Test 97210L Tire

Air Blank 5.0 19:50:41
Cal Chack Rk 19:51:00
Rir Blank 0.0 19:51:30

QU et
TRty s Nopatue

p——

] ursuﬂnt to ScCtlun 28"33 Mlz i |
_: ;, ona R.'c\‘lscd StﬂJJ.ll‘CS, ﬂllS dDCU\mBﬂl Isac 1ed d i Faat C
Stc)lagc. Cicv]ccs Of thc T“csﬂn Pohcc )cpm &1L, m d uphcatc Df thc infm‘m .Gn Onfa'mcd i mmpum



