CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

I hereby certify that thege documents are a e and correct copy of the &\\ QQ)
80-mwaa maintained by the Tucsop Police Department %‘\

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for 5 quality assurance program,

A quality assurapce specialist (QAS) tested the instrument on the followin

dates. The acceptable accuracy limits, as defined in A.A.C.R13-10-] 04.A.2,
for 2 0.100AC solution are 0.090AC 1o 0.110AC.

Date: 7/3!/08’ Call 0.10) AC Cal2 ¢0.099 AC

Between the dates of '7/ 3/&? and ’7/3/ /06’
the instrument was operatig ﬁroperly and accurately. ’/ 7/

The instrument was taken out of service for repair on —
The instrument was returned to service on

Sanh Gy

Sarah L. Cione

Yifoe.

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN 1o before me this /& day of
/ %5,& ,20 08 .
OFFICIAL SEAL

et AM. HERNANDEZ Sdaf—tt i
(L3 NOTARY PUBLIC-ARIZONA - —L Jgﬂm@v
/7 PIMA COUNTY

My Comm. Exp. Mar. 17, 2012 Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5
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ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MCDEL sogo /\%\)\

STANDARD QUALITY AS SURaNCE PROCEDURE %-‘\’b%

QA SPECIALIgT ngﬁ(:ubnc AGENCY Tucson police Department

DATE 31/08 TIME ﬁ.ﬁé’\
INTOXILYZER SERIAy # 90-@25_2&5{ Locarron DUT HA

{ '/} 1. Display reads “pugy BUTTON TO starr”

DIAGNOSTIC TESTS

('/ ) 1. Clock time check.
{ 1/) 2. Date check.

OPERATIONAL TESTS

{ . Alcohol~free subject test Iesuls @, 000 AC,
(/) 2. Error Tecognition logic system functioning,

Not a Successfully Completed Tegt Sequence printeg
()/ ) 3. Proper Sample recognition System,

Deficient sample printed,

Standard Calibration Check Standard ¢, 100 AC
Result: g, QQﬂ AC

Not a Successfully Completad Test Seguence brinted
( /) 4

Instrument jig operating broperly and accurately. vEg Y~ NO

——

COMMENTS

—_——

S

SIGNATURE ;54444( ;Q‘ag

DPE Form Exh G-2 (Rev. 05-01,

Pursyans 10 Section 28-1327, Arizona Revised Statutes, this

documen js g certified duplicaye of the information comained in
computer storage devices of the Turson Police Departmen;



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-002264 M
07/31/2008 _ 09:08:30

Standard Lot#: 735401G

Last Changed By: J. HAWKINS #42401

QAS: 8. CIONE #508616

TUCSON PD

Operator: S. CIONE _ #50616

TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F ‘ Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:09:29
Diagnostic Test Pass 09:09:57
Air Blank 0.000 09:10:24
0.100 Cal Check 0.100 09:10:43
Alr Blank 0.000 09:11:12
Subject Test 0.000 ‘ 09:11:31
Air Blank 0.000 ° 09:11:59
Five Minute Wait ABT*

Air Blank 0.000 09:12:33

*Sequence Aborted

Not a Successfully Completed Test Sequence

] U!Suant to SCCTiU 2 'I -: ; Zonz £V18 d e d ument 15 (414 ed C,
n 8 ] A.T R j. C Sta.
. ) S, th]s ocum i i
A . a 1ﬁ duph ate Uf thﬁ :nfol-matlon CUnT.aincd n cumpute:



Not a Successfull

Pursuant 1q section 28-1
Sterage devices of the T

INTOXILYZER 80 00
Location: TUCSON POLICE DEPT
Serial Number - 80-002264

07/31/2008 09:12:41
Standard Lot#: 735401¢

Last Changed By: J. HAWKINS #42401
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE . #50616
TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* : 09:13:13
Air Blank Ipg** 7 09:13:21

*RFI Detect
**Improper Sample

327, Arizona Revised Stam

Yy Completed Test Sequence

tes, this document ig a ceps i i i i
vesor prom Doy by certified duplicate pf the mformation coniained in compimey



INTOXILYZER 8000 i (:
Location: TUCSON PCLICE DEPT

Serial Number : 80-002264

07/31/2008 09:13:41 /<D\’\
Standard Lot#: 735401¢

Last Changed By: J. HAWKINS #42401

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:14:29
Diagnostic Test Pass 09:14:57
Air Blank 0.000 09:15:24
0.100 cal Check 0.101 09:15:43
Air Blank 0.000 09:16:12
Subject Test 0.126% 09:19:21
Air Blank 0.000 09:19:53
Air Blank 0.000 09:20:20
Subject Test XXX ** 09:20:58
Air Blank 0.000 ' 09:21:32

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

I wsuﬁnt 1o Sc:ti o 2 7 1 =vi 18 crt]j d d 1 f th mf
(4}9] 28 1.'.‘— A.rl.ZDna R ISEd S[amtc i i acg (=t d
: . S_. thls dOCumm S i '“P 1‘{:5‘{3 0 e I Oz‘mat'on Containe, m Compmcr
Stor abc d:HcBS Uf thc I ucson PDHCC Dcpament l | '



Pursuant 1p section 28.1
Swrage devices of the T

INTCXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-002264

07/31/2008 09:22:32
Standard Lot#: 735401¢G

Last Changed By: J. HAWKINS #42401

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.060 09:23:00
Cal Check 0.099 09:23:19
Air Blank 0.000 09:23:48

=wah g
Operator's Signature

5ol 7sc

fa Arizcna R» iScd Stamte ﬂl.' UImett ; [ty ]fle d fe
.7, £V S, 13 dOC Sl 18 a i 1 I i i
: . 'y d upi:ca Of thc m.fonnﬂtlon Contam‘:d In CUm}JmCT



EXHIBIT @-2

THIS REPORT PREPARED PURSTUANT TO DUTY IMPOSED mY

AAC. R13-10-104(n) é 7
S,

ARIZONA DEPARTMENT OF PUBLIC SAFETY C

STANDARD QUALITY ASSURANCE PROCEDURES \’\
INTOXILYZER MODEL 8000¢

o

STANDAI‘RD CALIBRATIDN CHECK FPROCEDURE %‘
QA Specialige Sathrbﬂ( AGENCY _Tucson Police Department
DATE /7 l/og TIME 904
[ 7

Intoxilyzer gerial # w-;zogéﬂ Location NUT HQ

Ensure that J&5 tank is attached to instrument ang contains g
Standard alcohol concentration solution o, [Qf! AC,

OR
Pour a standard alcohol concentration soluticn AT,
into a clean dry similator ang asgemble the simulator. Ensure
Ehat a tight seal has been made. Twn ©n the simulator ang
allow temperature to Teach 34°C 4 g, gzo¢

2. Intoxilyzer 8pog display reads “PUSH BUTTON TO START"
( ‘/)

3. Go to the “Control Testing Menu», Select “p» for dry

control test or “W”  for wet control test. Aftar
selection is mage bress ENTER.

Air blank completad.

4

5 Calibration check completed. Tegt results 0. 1(2( AC.
(I/) 6. Air blank completed.

7

Remove printeq record. Attach the record to the completed
checkligt .

SIGNATURE M Loong
[

DPS Form Exh G-2 (Rev. 05-01)

Pursuanr to section 28-1327, Arizona Revised Statutes, this documeny js g certified duplicate of the information comained iy
computer storage devices of the Tucson Police Department



Pursuant 1o section 28-13

INTOXILYZER 80090 7 17\5.C

Location: TUCSON PCLICE DEPT
Serial Number: 80-002264

07/31/2008 09:06:54 i\.\

Standard Lot#: 735401c
Last Changed By: J. HAWKINS #42401

QAS: 5. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:07:21
Cal Check 0.101 09:07:40
Air Blank 0.000 09:08:09

.c:'

Operator's Signature

27, Arizona Revised Statutes. this dog i i i i
Storage doviper or 2 Tassin pon De o . Ument s a certified duplicate of the mformation contained

In compuer



