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CERTIFICATION by CUSTODIAN of RECORDS
@ Tucson Police Department Crime Laboratory

270 S Stone Avemue Tucson, AZ 85701-1917 /(ﬁ\\ lﬁg\

I hereby certify that these documents are a true and correct copy of the 4(
periodic maintenance® for the Intoxilyzer 8000 Serial Number

8o -002244 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC 10 0.110AC.

Date:_s7/23/67 Call_./01 AC Cal2 /g0 AC

Between the dates of d@/ﬂs/o? and__ 9 7/23/09

the instrument was operating properly and accurately.

The mstrument was taken out of service for repair on
The mmstrument was returned to service on st

(ho K
Cheryl K. Straub
0 ?}Aﬁ %’/ﬁ'f

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this ,_E & , day of

__J_ui?_ 20.09.

— OFFICIAL SEAL
.--h A.M. HERNANDEZ
. %‘é NOTARY PUBLIC-ARIZONA
W74 PIMA COUNTY
My Comm. Exp. War, 17, 2012

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.3

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department
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INTOXILYZER SERIAL § ﬁa-oaﬂé‘ﬁ‘}’ LOCATION

Display reads “PUSH BUTTON TC START"

HATIONAL TESTS

Aloohol-frse subiec:t
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Eroper sampls cecoOonition svstem.
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test resuls (. Do O
Error recognition Iogic system functioning.
Segquencs
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INTOXTILVZER 20040

Leocation: TUCSON POLICE DEET

Serial Mumber : B80-002264

07/237200% 08:35:-33
Standard Lot#: 7309011

Last Changed By: J. HAWKINS #2424
QAS: C. STRAUB ' £50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSOR PD

Subject: SCQAP,SQAP
DOB: 171/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:37:00
Diagnostic Test Pass 0g8:37:28
Air Blank 0.000 08:37:55
0.100 Ccal Check 0.108 08:38:14
Alr Blank 0.000 08:38:43
Subject Test 0.000 €8:39:16
Air Blank ABT* 08:39:28
Air Blank 0.000 0B:39:56
*Sequence Aborted

Not a Successfully Completed Test Segquence

Fussuan 1o yeeton 35152 T Armona Bevieed
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Statures. this dasy ‘s
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INTOXILYZER 8000
Location: TUCSON PQLICE DE®PT
Serial Number : BO-002264

07/23/2009 0B:40: 2% ffbt\

Standard Lot#: 7309011

Last Changed By: J. HAWKINS #£42401

QAS: C. STRAUB #50772 '
TUCSCN FD

Operator: 0, STRAIR #5NTI2

TUCSCN FD

Subject: SQAP,S5QAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank EFI= 08-47:08
Air Blank IPS** 08:41:19

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : B0-002264 L\
07/23/2009 05:42:04

Standard T.ot£- 73090171

Last Changed By: J. HAWRKINS #42401

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank £.080 C8:42:56
Diagnostic Test Bass 08:43:24
Air Blank 0.000 08:43:51
0.100 Ccal Check 0.101 08:44:170
Air Blank 0.000 0B8:44:39
Subject Test 0.151+% 08:47:48
Air Blank 0.000 DB:48:20
&ir Blank 0.000 08:48:47
Subject Test XXX ** 08:49:04
Air Blank 0.000 08:49:37

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Seguence
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Nusber: 80-002264

97/23/2009 085031
Standscd Lot#: 7309011 /6\

Last Changed By: J. HAWKRINS #42401

QAS: C. STRAUB #50772

TUCSON PD

Tect g/210L Tineo

Air Blank 0.Co00 0B:50:58
Cal Check 0.100 SB:51:17
Air Blank 2.000 DB:-571:48
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EXEZRIT &2

THIS REPORT PREFARED PURSUART TO DUTIY IMPCSED BY
A.C

&. . R13=-10-104(A)
ARIGONA DEBPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSUBRRNTE PROCEDURES
IRTOXILYZIER MODEL B000

STANDARD CALIBRATION CEECK PROCEDURE ﬁ

Ih.

s

QA ‘Specialist iié] L #I é‘ﬁ%ﬂ AGENCY Tucson Police Department

CATE

0#/23/29 TIME

08 : 32

Intoxilyzer Berial £ QQ- PoPR2ELY  Location if
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SIGHRTURE

Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration solution 0, /42

oR
Sour a standard alcohol concentration sclintion EC,
into & clean dry simuiator angd assemble tThe simulartor. Ensure

that a tight seal has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°C

Intoxilyzer BOOO display reads “PUSH BUTTON TC START"

Go to the “Control Testing Menun™. Select “p™ for
controi test or “W" for wet control test. Afs
gselection Is5 made press ENTER.

Air blank completed.
Calibration chechk completed, Test results D..{ﬂz g,
Air blank completed.

Remove printed reécord. Attach the record to the complsted
checklist.
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Pugsyant to section 28-1327, Arizona Nevised Stutuges, this document is a ceriificd duplicate of the information contained in
computer storage devices of the Tucson Police Department
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INTOXITYZER 2000

Location- TUCSON POLICE DEPT

Serial Runber: B0-002264

Q772372005 CB:32:=39

Standard Iot#: 7309011 &\J ihq

Last Changed By: J. HAWKINS #:2400

WAS: C. STmAUD FOU7 L

TUCSON"ED

Test g/210L Time

Alr Blank 0.0a0 08:33:06
Cal Chack 0.1 Da:33:2%
Alr Blank 0.000 og-33:5
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ator'"s Signature
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